TUCSON POLICE DEPARTMENT

CRIME LABORATORY K:?L‘
The undersigned Quality Assurance Specialist, having been qualified
by the Arizona Department of Public Safety for Intoxilyzer 3000

inspection, and having performed such inspections on Intoxilyzer 5000

Ik

/R Serial # ¢ 7- 00@5/ e _ certifies by her signature:

on _F/#0F . witharesultof £ 0728 AC. 0.02FAC.

and on #//4/0%¥ _ with a result of 007 AC. 0-076 AC.

this instrument was tested with a known alcohol reference standard,
and always produced results within the acceptable accuracy limits

(from _0.070 AC. to _0.090 AC) . as defined by R9-14-404.A.3,

No problems were reported concerning this instrument between these

two dates,

Irene Doran
ADPS QAS Permit #QAS 29586 (issue date 01/08/2004)

SUBSCRIBED AND SWORN to before me

tis 1M day of @gmﬁ 2004

Nota 1 A

N\ LYNNA. JUNG
BERE =\ 0 7ARY PUBLIC-ARIZONA
A\ S/ DM COUNTY

WA My Comm. Exp. Nov. 30, 2005
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EXHIBIT Q L/

THIBS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY
A.A.C. R9-14-404(A)

ARIZONA DEPARTHENT OF EEALTH EERVICES

STAWDARD QUALITY ASBURANCE ERGC?DGREHfﬁq
INTOIILYZER EDDEL 5000%

acENcy Tucson Police QA SPECIALIST l..-f?f'f?f D{}r‘dﬂ /@_ﬂ_—?;’]

(Print Name)
INTOXILYZER SERIAL #_Eaf/_“ﬁoﬂﬁf&{fi_) LOCATION an<

DATE. Marrpn ¥ i&;?__QQ_L,L_ TIHE (229
—
—/&” Display reads "READY TO START" or "PUSH BUITON TO START
BEST: !

DIAGHNOSTIC TESTS
DVH Test check. Setting should be betwsen .200 and
-600. Mode selection switch S22 on, 51 and 83 off or
keyboard menu selection "H". Reading is _.-3 .

f:fgi Display Test check. Mode selection switch 51 on and S22
and S3 off or keyboard menu selection "“V".

2K Printer Test check. Mode selection switch 51, S2, s3

> aoff or kKeyboard menu selection "B".

A4 Clock time check. Mode selection switch S10 on or
keyboard menu selection "E". *

3if4TH Date check. Hode sslection switch S11 on or keyboard
menu salection "E".

QEERATIONAT, TESTS
}_é 2Alcohel free subject Test result 0. o AC
k-{f'_{j Error recognition logic system functioning
Invalid test printed
3 Proper sample recognition syste
: Invalid sample printed
Deficient sample printed /g

: N/A Completsness of sample uurqe with cnllactlan tubex*
= F Calibration standard o5 0 AT

Results: 0.07F A4 =+ (5{:}",'.15" g/
Instrument operating properly and accurately. YE HO

COMMENTS: P MOVEL (ol aud <3 min

SIGNATURE ,,é{%z,. ,(g-ﬂ)‘gm\_‘

Q,h& 'falcohnl concentration standard collected for subsequent
analysis.*#®

*WITH OR WITEOUT VAPOR RECIRCULATION AND WITE OR WITHOUT KEYBOARD
#*xTHT3 STEP IS8 ONLY REQUIRED IF THIS DEVICE IE BEING USED FOR
BAMPLE CAPTURE.

DES/DSLS/Form C117 (Rev.7-33)
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EXHEIBIT P SR

THTE REFORT PREPARED PURSUANT TQ DUTY IMPOSED BY
A.A.C. R9-14—-404 (D)

ARIZONA DEPARTMENT OF EEALTE SERVICES

STANDARD QUALITY ASSURANCE PROCEDURES
INTOZITYZEYR HMODEL 5000¢* fﬁh

BTANDARD CALIXBRATION CHECK PROCEDURE

Agency _Tucson Police Nepartment Date --_73':){.f‘.ﬁ/’t’.ﬁ“‘:\F Tizma fg.;'-j
Intoxilyzer Serial? @f'maﬂ@fff_)i.m:ation 0Ds
QA Specialist _JT¥CAL Porav & (2331) juy

(Print Name)

RJQST 1. DPour a standard alcohal soclution of known value inta a
clean dry simulator jar and assemble the simulator.
Insure that a tight seal has been made.
standard walue: 0. {JSE AC

) 2. Turn on the simulator and allow the temperature to
reach 34%°C+.2°C.

(wogr 3- set Intoxilyzer mode selection in the ACA mode by
switching mode selaction switch #3 on or selecting "C"
on keyboard meanu.

(P37 4 Attach simulator to the simulator entrance port on Tne

Tntoxilyzer.

\qﬁtuﬁ(ﬂ 5. TIntoxilyzer 5000 display reads "RERDY TO START" or
"EUSH BUTTON".

whaler AT G- push Start Test button or press enter on keyboard.

glepps) 7. Insert card in response to display.

H/’GP"'F’“&_ 8. 3Air blank completed.

AT 3. Ccalibration check completed.
Test results 0.0F% 4 00IFAC :

ST AT 10. Alr blank completed.

ek Ao 11. When display reads Test Complete remove evidence card.

; Attach the card to the completed checklist.
LJQIT 12. Return mode selectien switch #% to off position atftar
: 211 calibration checks ars compleste or type Q and enter

QifzizizZif-
SIGNATURE __ 4 'OQMW

4WITH OR WITHOUT VAROR RECIRCOLATION AND WITE OR WITHOUT KEZT30ARD

DES/DSLS/Form Cl16 (Rev.7-31)
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TUCSON POLICE DEPARTMENT
CRIME LABORATORY

INTOXILYZER SERVICE RECORD

r

Dare: \_:i/ / / oY ({7\'\
Tnrowiyzer Secal Number ¢ 7002574 #12)
QAS:  Trene baran r:ﬁri&*iﬁf)

Problem Descrpuon:
Thstnunent did _not a4 just dare for [lrepf yprar .

—_——

" - ~- & El = ~
I 1£ the instrumenc is taken our of service, complete the following:

‘ Date our of service A A |

Calibration Check completed prior to removal from service:

| O Yes Date: 0 No

| SQAP completed prior to removal from service:

| 0 Yes Date: 0 No

| Date returned to service: AA-

Corrective Action Taken or Repairs:

Ad justoo dpke  Boomn 32/0¢ 7 3/1/0¢.

e —

— —_—
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THIS REPORT PREPARED PUASUANT TO DUTY IMBOSED
AR.C. R9-14-404(2N)

=

ARLIONA DEPARTHENT OQF HERALTE s5ZmVICE

! ]

AGEMCY Tucson Policse QA SPECIAL EI E:f"ﬁc E:x),.faﬂ ("‘?{& 55!

(Print Mams)

INTOXILYZER SERIAL 7 é’?”ms‘“ﬁﬂ“@’ﬁ) LOCATION. 0DS
DAaTE_ A7 ] [ ==-200¢f Truz L2530
r AR

ﬁﬂL Display resds MREADY TO START" or "2UsY BUTION TO spixam
RS e T T T TR TR nem TR s amims  tenommem, R oshme ameEmm .
i I aFhe i B

DIAGMNOSTIC TESTS
<4~  DVM Test check. Setting shauld bes betwssn .200 and
.6008. HMaode selection switch 52 on, 51 and 53 off or
N keyboard menu selection "H". Reading is _» 353 f
e Display Test check. HMode salection switeh SI on and sz

==

and 53 off or kavboard menu selectcion "yt

%] Prinkter Test check. Hode selactiaon switch 51, 52, 53
off or keyboard menu sslection "2".
3%&3 i Clock tims chack. HMode selection switch 510 on or
kevboard menu salsctign "EN. !
hﬁﬁgz Date check. HMode selection switch 511 on or keybaarzd
manu sslscticon "EY

L PRESTS
Alcohol free subject Test result 0.D0o A0
Error recognition logic system functioning

4/_‘ Invalid test -.dLi'lLe.d
. Propser sampls “ﬁPEQF‘Elﬂﬂ svstsm

Invallid sample printad —
Deficisnt sa:n1= ﬂ?lﬁh=d’”
T NN Completesness of sampla purge with coliection tubs**
b:é‘ﬁ Calibration standard 0. 35’ AC
Results: 0.0F6AC + [ DFe A 3////
YES NQ

Instrument operating praperly and accurataly

corezvts: & moved Clock gbred Zpin O52f—0532/

SIG\TATE_ME/ W Kﬁ/lff/&twﬂ—.,

alcohcl concentration standard collected for subssguent
analysls-**

*WITE OR WITHQUT VATOR RECIRCULATION AND WITE OR WITEQUT XKEYBOARD
*&THIS STEF IEB ONLY REQUIRED IF THIS DEVICE IS BEING USED FOR
8AMPLE CRATTUHZE.

DHES/DSLS/Form Cl17 (Rev.7-33)
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THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY E:/%j!ﬂ
A.A.C. R9-14-404(2)

EIHIBIT P

ARTZIONA DEPARTMENT OF HEALTH BERVICES

SETANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 5000#

A

BTANDARD CALIBRATION CHECX PROCEDURE

Agency _Tucson Police DNeparfmsnt Date %f/?ﬁﬂéjﬁf Time 593%563

Intoxilyzer Serial# 0¥-Jod5/tz ([1) ILocatien 2D S
QA Specialist LreC Dorgrn [ Ye22) ©
(Print Name)~
(&7 1. Pour a standard alcohol solution of known value into a

clean dry simulator jar and assemhle the simulator.
Insure that a tight seal has been made.
Standard value: 0. 050 AC

{Z57 2. Turn on the simulator and allow the temperature to
reach 34°C+.2°%C.

&Z4]7 3. sSet Intoxilyzer mode selection in the ACA mode by
switching mode selection switch #9 on or selecting g
on keyboard menu.

7GT7 4. Attach simulator to the simulator epntrance port ‘'on the
Intoxilyzer,

P 5. Intoxilyzer 5000 display reads "READY TO START" or
iféﬁﬁd "PUSH BUTTON".
5 74} 6. Push Start Test button or press enter on keybaoard.
? lgx) 7. Insert card in response to display.
hflgthﬁf} 8. Air blank completed.
W;i;_&4ﬂq 9. Calibration check completad.
Test results 0.07¢ s .07, AC
~La4L4] 10. Air blank complsted.
ﬁﬁkf_ﬂﬁyyf 11. When display reads Test Complete remove evidence card.
Attach the card to the completed checklist.

%#?*j 12. Return mode selection switch #9 to off position after
all calibration checks are complete or type Q and enter
on keyboard.

-SIGHATURE P
897

*WITH OR WITEOUT VAPOR RECIRCULATION AND WITE OR WITHOUT EKEYBOARD

DHS/DSLS/Form Cl16 (Rev.7-33)




