TUCSON POLICE DEPARTMENT
CRIME LABORATORY /@\,\
The undersigned Quality Assurance Specialist, having been qualified
by the Arizona Department of Public Safety for Intoxilyzer 5000
inspection, and having performed such inspections on Intoxil yzer 5000
#_ |Z Serial# [(,4-0025 (o . certifies by her signature;
on ?ﬁ/ﬂ‘/ , with a result of 4.077 AC, 0.075 AC,

and on '?/Z?A’q . with a result of 0 Qfﬁ AC: DT TAC

this instrument was tested with a known alcohol reference standard.

and always produced results within the acceptable accuracy limits

(from _0.070 AC. to 0.090 AC) . as defined by R9-14-404.A.3.

No problems were reported concerning this instrument between these

ADPS QAS Permit #QAS 29886 (issue date 06/15/2004)

two dates.

SUBSCRIBED AND SWORN to before me

OFFICIAL SEAL his _ 30 . day of ;Se{! lember: 20 04,

N\KATHY A. KINNEY
NOTARY PUBLIC-ARIZONA

i-e* S/ PIMA COUNTY .
== My Comm. Exp. 3ept. 4, 2008 ] :
Notary Public
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SFITH QR WITEOUT VAPOR RECIRCULATION AND WITE OR WITEOUT KEYBOARD
4%THTS ETEP IS ONLY REQUIRED IP TEIS DEVICE IS BRING USED FOR
SRAWPLE CARTURE.

DHES/DSLS/Form C117(Rev.7-33)
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EXATRTIT B

HIE REPORT PREPARED PURBUANT o DUTY IMPOSED BY
A.A.C. RI-14-404(2)

ARTIZONA DEPARTHENT OF HEALTH BPRYICES
ETANDARD QUALITY ABSUAANCE PROCZDURES
IMTOXILYZER HMODEL 5000*

AN
STANDARD CALTIBREATION CHECK PROCEDORE

Agsncy _Tucson Police Nepartmenr Date 7/1/0% _ Time (F¥S

Intoxilyzer Se:ialm—ﬁﬂﬁﬁ"#fﬁ&)} Location en s )

QA Specilalist Lrgue. Doran e3>/

(Print HName)

{*AYJ 1. Pour a standard alcchol solution of known a
clsan dry simulator jar and assemhle The
Thnsurae tnat a tight se2al has been made
Sstandard valus: Q. ] 2C

(wop~ 2. Turn on rha simulator and allow the TEmperature To
raach 3496+ 27C,

(i~ 2~ Set Intaxilyzer mode selection in the ACA mode by
switching mode selection switch #9 on or selecting "C"
on ksayboard manud.

/A} 4. Artach simulator ta th= simulator entrance port on tne
Intoxilyzer

q&?{ﬁ} 5. Intoxilyzer 5000 display r=ads nnExnY T START!N ar
wpijsH BUTTON".

JO_,J;;:C y . Push Start Test DUTtomn oL PLresSS sntar on keyboard.

{ y 7. Ingert card in responss O display

oA ) B. ALr blank completed.

il 9 calibratiaon check completad.
Tast results 0.0FF 075 AC

LeAS) 10. Alr blank completed.

kL) 1l When display reads Tast Camplete remove evidence card.
Attach the card to ths completed checklist.

{‘_/ﬁ 12 . Raturn mode selection switch #5 to off positiaon after
21l calibration checks are complete or type @ and enter
onl _ksyboard:

STIGNATURE };;ZLTuﬂf-ﬂd}ﬂﬁJF»—-—

S

[

*®ITE OR WITHCUT VAFPUR RECIRCOLATION AND WITE CR

DHS/DSLS/Form Cl1§ (Rev.7-33)

®WITEQOUT XEYZOARD
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ALAC. RI-14-404 (2

THIE REFQAT FHEPANFED PURSUANT TO COTY IM
]

ARIZONA DEPARTHZNT OF HEZALTE

TANDARD QUALITY ASSURRANCE
5

_____ Namge
INToXILYzEn sERIAL £ (eH4-00251s (F12) tocarzony’ Ops
DATE 32(59&&@5 75 V’E ZooYd  TIME 1609
Vi Display reads "HEADY TQ START" ar "SUSH 3IUTTON Ta STagT
TEST..™
DITAGHQSTITIC TESTS
v DVH Test check: Setting should be batwean .200 and
.600. MHMode =slection switch 52 on, §1 and 53 9ff or
u/f keyboard menu sslection "H'". Reading is _. 35 S :
Display Test check. Mode selsction swiitch 51 on znd 52
gnd 53 off or kayboard msnu selectipn "V
wf‘ Brintar Test check. Hodsg szlsction switeh 51, 52 S3
aff ar keyboard menu sslectign "3
vﬁt Clock time check. Mode selection switch S10 on gr
kevboard m2nu selection "E".
W Date check. Mode selection switch 511 on or kKeyboard
menu selection "E".
QR ERATTONAL. TESTS
Alcohol fres subject Test resul:t 0.080 e
Error recognition logic system functioning

Invalid test printesd
er sample recognition systen
Invalid sample printsad
Deficient sample printedv”
Comuleteness of sample purge with collection tubs*=*
v Calibration standard 0. AC

Results: D.O'T{vdgé 0.077 /
sv No

N
g
H
b

=
B8
e

Instrument opsrating properly and accurately. YE ey
corpEnTs: 3 moved clock ahsad  00S — (609

N v T T

fl
Waneensss
D.” & alcoh congentration standard collected for subsegquent
analysis.**

*WITH OR WITEOUT VAPOR RECIRCULATION AND WITE OR WITEQUT XEYBOARD
+4TETE BTEEZ IS ONLY-REQUIRED IP THIS DEVICE Ig BEING USED FOR
BAMPLE CAFTIURE.

DES/DSLS/Form C117 (Rev.7-33)
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PAATRTE B

THIS REPORT PREPARED PUHRSUANT TO DUTY IMPOBED BY
ALA.C. RI-14-404(2)

ARTIZIONA DEPRRTHENT 0OF HEALTH BERTICES

STANDARD QUALITY ASSURANCE PHOCEDODRES
INTOIILYZER MODEL 50Q00*

STANDARD CALTBRATION CEECK TROCEDURE 4{3‘“\

. Police Denartment Date fﬁ&qﬁ#f Tima EHQE

o N NARE S

Agency _Tucsp

Intoxilyzer Serial# (oY-00ZSUn(¥2)ocation ONS

QA Specialist Jeand Coombs ?%f&c

{Print Name)

{ #/] 1. Pour a standard alcohol solution of known value into a
clean dry simulator jar and assemble the simulator.
Insure that a tight seal has been made.

Standard value: 0. %0 AC

{ J/} 2. ‘Turn on the simulator and allow the temperature to
reach 34%C+.2°C.

{ /ﬁ 1. Set Intoxilyzer mode selection in thes ACA modes by
switching mode sslesction switch #9 gn or selecting "C“
on keyboard menu.

“f} 4. Attach simulator to ths simpulator enirange puri 'on the
Intoxilyzer.

//a 5. Intoxilyzer 5000 display reads "READY TO START" or
"RUSH BUTTON".

../ﬂ'r1 & Push Start Test button or press entsr on keyboard.

;fd 7. Insert card in responss to display.

J/}'S, Air blank completed.

/% 9. Calibration check completed.
Tast results 0.0 £ 007 1 ac

//] 10. Air blank completed.

/") 1l. wWhen display reads Test Complete remove evidence card.
Attach the card to the completed checklist.

gf; 12. Return mode selection switch #9 to off position after
all Gallbra;lﬂ chacks are complete or type Q and enter
on

SIGHATURE 5

*WITH OR "i'IT ouT ":'CIR RECIRCULATION AND WITE OR WITEOUT KEYBOARD

DHS/DSLS/Form C116 (Rev.7-33)




