TUCSON POLICE DEPARTMENT
CRIME LABORATORY A
The undersigned Quality Assurance Specialist, having been qualified
by the Arizona Department of Public Safety for Intoxilyzer 5000
mspection, and having performed such inspections on Intoxilyzer 5000

# [N .Serial # _pY-0025/ (G . certifies by her signature:

on_9/29/0% . witharesultof 0. 026 AC. 0.0ZF AC.

and on (ofeffo¥ . witharesultof 0.027 AC. 0.07 AC,

this instrument was tested with a known alcohol reference standard.

and always produced results within the acceptable accuracy limits

(from _0.070 AC. to _0.090 AC). as defined by R9-14-404 A 3.

No problems were reported concerning this instrument between these

Aore Doie

Irene Doran

two dates.

ADPS QAS Permit #QAS 29586 (issue date 01/08/2004)

SUBSCRIBED AND SWORN to before me

- = . OFFICIAL SEAL Fls |  .dayofp ber . 200Y.
_«--'u_ KATHY A. KINNEY | et
=l E| NOTARY PUBLIC-ARIZONA

PIMA COUNTY
My Comm. Exp. Sept. 4, 2008 H Gl O Yimnand

i

Ngtary Public  (J~
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AGENCY Tucson Police  Qa SPECIALIST J_Umrf&f' C@M—Ef} ﬁféw‘(aQ__

(Print ¥Wame)
INTOXILYZER SERIAL #_[H-0025](0 ﬁfz’) LOCATION OPS
DATE SEQEN—W Z5 %HED;{ TIME 1009 SRl
w! = Display reads N"READY TO STARTY 'or: "DUSH SUTTON TO g7ioT
TESE. "

Invalid test printed
Proper sample recognition systenm
Invalid sample printed.”
Deficient sampla printadﬂf
N/A Completeness of sample purge with collection tubs+*=
= Calibration standard p. & AC
Results: 0.070AC¢0.077
Instrument operating properly and accurately. YESY NO

cosznTs: ¥ moved clock alad 0o = (003

DIAGNOSTIC TESTS
T DVH Test check. Setting should be beatween 200 and
.600. Haode selsciian switch 52 on, 51 and 53 oif or
/ keyboard menu selection "H". Reading is _.35% :
Display Test check. Mods s=lection switch 31 on and Sz
and 53 off or keyboard menu selectian "W,
Vfr Printer Test check. Moda salection switch 51, 52, 531
off or keyboard menu selection "2".
vﬁt Clock time check. Mode salsctison swviteh 510 on o
ke2yboard menu sslection "EZ".
v Cats chack Mode selection switch 511 an or keynpoard
menu salection "E". :
CPERATIONAL: TESTS
Alcohol free subject Test rasult 0.080 ac
é Error recognition logic system functioning
v

[l e
SIGNATURE )L,/(W 5} CEW-JQS

.hlﬂ alcoh amélentratiﬂn standzrd collected for subsequent
analysis.*=

*WITE OR WITHEOUT VAPOR RECIRCULATION AND WITE OR WITEQUT XEYBOARD
+«THLS ETEP I8 ONLY-REQUIRED IF TEIS DEVICE IS BEING UBED FOR
BAMPLE CAPTUORE.

DES/DSLS/Form C117(Rev.7-31)
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PIEISIT P Sﬂb

THEHIS REPORT PREPARED PORAUANT TO DUTY IMPOSED BY
A.A.C. R9-14-404 (A)

ARITIONA BEPARTMENT OF HEALTH BSPRVICES

SETANDARD QUALITY ASSUHANCE PROCEDURES
INTOIZILYZER MODEL 35000*

)
STANDARD CALIBHATION CHECK PROCEZDURE 5&“

Agancy _Tucson Police Department Date f[Zﬁ/;q Tins jﬂﬁé
Intoxilyzer Serial# EP%{BES“ﬂ(ﬂED ocation ONS
QA Specialist _ Jeaniter Coombs  Hlilo
(Print Hame)
{ v{} 1. Pour a standard alcohol solutieon of known value into a
clean dry simulator jar and assemble the simulator.
Insure that a tight s=2al has been made.

Standard value: D.ﬂﬁD AC
{ J/] 2. Turn on the simulator and allow the temperature to
reach 34°C+.2°C.
{ /ﬁ J. Set Intoxilyzer mode selection in the ACA mode by
switching mode selesction switch #9 on or selecting "c"
7 an kavhoard menu.
{ ) 4. Attach simulator to the simulator entrance port on the
Intoxilyzer.
v g/a 5. Intoxilyzer 5000 display reads "READY TQ START" or
rPUSH BUTTOMNY.
»“( /) 6. Push Start Test button or press entar on Xeyboard.
1 //J 7. Insert card in respense to display.
% Jf}ra. Air blank completed.
s n/% g. Cali b“ahlﬂq check completed.
Test result .ﬂji]gf&tﬂfi AC
Lff /x} 10. Air blank cmmplated.
i ) il. When display reads Test Complete remove evidence card.

jt
(4% ]

Attach the card to the completed checklist.
g/? Returr mode selection switch #9 to off position after

ca1lbrat10 checks are complete or type Q@ and enter
SIGHATURE :5
*A¥ITH OR WIT DUT Gq RECIRCULATION AND WITH OR WITEOUT EKEYZEOARD

DHS/DSLS/Form Cl118 (Rev.7-93)




THEH

REPORT PREPARZED PURSUANT TC DOTY IMDOSED BY
A.A.C. B3 4

ARLIONA DEPRATHMENT QF HEALTE BFLTI

E S 8

STANDARD QUALITY ASSURRANCE PROCEDURES ﬁﬁh
INTOZILYZER HODEZL 5000+ \

AGENCY Tucsen Police ga SPECTALIST r’f’:.?f'?(f Dﬂf?fﬂ/‘?c
F : T

(Pripbt~Ha

=)/

L Display reads "READY TO START" or "BUSH BUTTON TGO sSoyxgr
TEST.Y i
DTAGNQSTTIC TESTS
:éﬁi DVM Tast check. -sSstting should be bstween .200 =apd
-800. Hode selection switch 52 &n, 81 and 53 aff or
keyboard menu selection "H". Reading is :
) 5@@: Display Test check. Mode selsction switch 51 on and S2
and S3 off or keyboazrd menu selection "v!.
:523;3:" Princer Test clleck. Mode selection switch 31, 52, %3
off or kayhoard menu selectign "o
,42; ’ Clock time check: Mode selection switch 510 on ar
kevboard manu sslection "E".
:@g: Date check Mode selection switch S11 on or kevboard
menu selectien “E".
QPERATIONAT, TESTS
&Qq: Alcohol free subject Test result 0./000 AC
Qﬁj Error recagnition logic system functioning

Invalid test printsd
roper sample recagnition system
Invalid sample printedeg—
: Deficient szmples printsdg— :
: N/A Completaness of sample purge with collesction tuha#*=*
E Calibration standard 0.(%0) AC
Results: 0.3 FACT + 0.0FwpAc_

Instrument operating properly and accurately. YE NO

coments? A% F —0952_

SIGNATURE éﬁfﬂ’\.(__ ﬁé”m\
e —

|
Diﬂ bJWElc:c:.hpl concentration standard callected for suhsaﬂ‘_‘lﬁnt'
LAnalysis

L%

*WITE OR WITHOUT VAPOR RECIRCULATION AND WITE OR WITEOUT KEZY¥BOARD
#%xTETS BTEF IS ONLY REQUIRED IF THIS DEVICE IS BEING USED FOR
EAMPLE CAYPTURE.

DES/BSLS/Tor=m CLi7 (Rev.7-33)
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QA Specialist Lient Doran s 23|

m

EXHIBIT P 5_'? é

TEIE REPORT PREPARED PURSUANT TO DUTY INPOSED BY .- S
A.A.C. RI-14-404(2)

RRIZONA DEPARTHENT OF HEALTE SERVICES

ETANDARD QUALITY ASSURANCE PROCEDURES
INTOIILYZER MODEL 5000#

STANDARD CALIBRATICN CHECX PROCEDURE /I‘D\‘\

ot

Ageancy
kLﬁrq P
() 2.
(W] 3-
(A 4
A
=l T 8.
{W%FJ [
o (~F—) B.
qﬂ"hﬁﬁd 3-
o (g 10
Catt) 11l
) 12.

Tucson Palilce Nenart ﬂ?ﬁ‘ Date fﬂﬂ#&?b Time O%EEJL

Intoxilyzer Serial# g

jLGcai:ion NS

(Print MName)
Pour a standard alconol solution of known value into 3
clean dry simulator jar and assemble the simulator.
Insure that a tight seal has been made.
Standard value: 0.0§7 AC
Turn on the simulator and allow the temperature to
reach 34°Cs.2%C.
Set Intoxilyzer mode selection in the ACA mode by
switching mode selection switch #9 on or selecting "c"
an keyboard menu.
Attach simulator to the simulator entrance port on the
Intoxilyzer.
Intoxilyzer 5000 display reads "READY TO START" or
"BUSH: BUTTON".
Push Start Test button or press enter on kKevboard.
Insert card in response to display.
Alr blank completed.
Calibration check completed.
Test results 0.0FFACHNOIGAC
Air blank completed.
When display reads Test Complete remove evidence card.
Attach the card to the completed checklist.
Return mods selection switch #9 to off position after
all calibration checks are complete or type Q and enter

STCNATURE @‘Ww»—

*RITH OR WITHOUT VAPOR RECIRCULATION AND WITH OR WITHOUT XEYBOARD

DES/DSLS/Form C116 (Rev.7-93)




