TUCSON POLICE DEPARTMENT
CRIME LABORATORY (-‘,\
The undersigned Quality Assurance Specialist, having been qualified
by the Arizona Department of Public Safety for Intoxilyzer 5000
inspection, and having performed such inspections on Intoxilyzer 5000
& [ 3 . Serial # W—ﬁﬂa?@ﬁ . certifies by her signature:

on 3fa’f/9y Swithiatesult af0- 0 AC. 0.07fAC.

and anﬁgjﬁ‘? _witharesult of @.072 AC. _0076AC.

this instrument was tested with a known alcohol reference standard,
and always produced results within the acceptable accuracy limits

(from _0.070 AC. to _0.090 AC) . as defined by R9-14-404.A.3.

No problems were reported concerning this instrument between these

two dates.

Irene Doran
ADPS QAS Permit #QAS 29586 (issue date 01/08/2004)
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IS EASEAL b this AT . day of &?g;] . 2004
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BXEIBIT Q ‘-:ﬁfi‘:__

THEIEBE REFORT PREPARED PURSUANT TO DUTY IMPOSED BY
A.A.C. R9-14—-404(A)

AHIZONA DEPARTHMENT OF HERLTE SERVICEES

STANDARD QUALITY ASSURANCE PROCEDURES P
INTOXIILYZIER HODEL 5000+

ACENCY Tucson Police OA SPECILALIST er’f}f DG}"-II'-?H /;35 }
I:ﬂ"-'l nt Hame
INTOXILYZER SERIAL # (pH-009059 (F13) vrocarton  LAA7A 33

pate__Marin 25 19.200%  TIine_ [FS ]
=¥%*
A gﬁ;: Display reads "REEADY TQ START" or "PUSH BUTTON TO START
: eSS

DIAGNOSTIC TESTS
- DVM Tast check. Satting should be between .200 and
.600. HMaode selesction switch S2 on, S1 and 531 off
keyboard menu ssalection "H". Eeadlrﬂ is

. {ézj . Dasplay Tast chack. Mode selection switeh S1 on a2nd 52
and 83 gfIf axr k:ydonrd menu selection "W,

ﬁ% Printer Test chsck. Mode selection switeh 81, 52, s3
off or keyboard menu selecticon "P".

&:éﬁﬁ Clock time check. Mode selactiﬁn switeh S10 on or

keyboard m=2nu selection "E :
‘-r!ﬂ“’*:—"— Date check. Mode selection switch S11 on or keyboard
menu salection "E".

-
L

QPERATIONAT, TESTS

Alcohol fres subject Test result 0. ﬂnﬁ AC
Error recognition logic system functioning

Invalid test printed
hfﬁxffF‘ Proper sample recognition system
; Invalid sample pringaihfﬁﬁrﬂ
Deficient sample printed & —
Compmletaness of sample purge with collasctiogn tubo*+
Calibratien standard 0. 0§D AC

Results: D_E]j__"ﬁ)_ff_c, o C}Q?’fﬂ”‘l: ]//

Instrument opearating properly and accurate

M2

COMMENTS

SIGNATURE @Mﬁ» /@'@M_-

- 'ELI%{Et.alcahcl concentration standard collected for subseguentc
2 analysis.*=

*WITE OR WITHOUT VAPOR RECIRCULATION AND WITH OR WITHOQUT KEYBOARD

*«THTIE S8TEY IB ONLY REQUIRED IF THIS DEYICE I8 BEING USED FOR
EAMPLE CARTUORE.

DHS/DSLS/Form C1ll17(Rev.7-33)
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Tucson Police Department Crime Laboratory@\w
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MM‘E“ Intoxilyzer 5000 display reads WRFADY TO STAR

1

&
7

{ngg&} 8. Air blank completed.
g

53 G
ZIEIBIT P Sz

TETS REPORT PHRERPARED PORBUANT TO DOUTY IMPOBED BY
A.A.C. R9-14-404(R)

AR IZONA DEPARTMENT OF HEALTE BEAVICES

STANDARD QUALITY ASSURANCE PROCZDURES
TNTOXILYZER MODEL 5000% /ﬁp“-r\

BTANDARD CALIBRATION CEECK FROCEZDURR

Agency _Tucson bolice Department Date Lj&é?ﬁifkﬁ?f Tipe _j?i%f_{_
Intoxilyzer Serial#g@ w59 (F H?; ian £ 773
QA Specialist LRl [0rdan ‘rf-ﬁ'&;ﬁ{;

fu gt

T

(Print Nafe)

(A& L Pour a standard alcohol solution of known v
clean dry simulator Jar and assemble tThe sl
Tnsure that a tight seal has been made.
Standard wvalues: 0. [ AT

¢£g$f 5. Turn on the simulator and allow the temperature to
reach 34°C+.2°%C.

(wéf 4. .Set Intoxilyzer mode selection in the ACA mode by
ewitching mode selaction switeh #9 on or selecting “"C"
on keyboard menu.

Qﬁﬁ%}-4. Attach simulator to the simulator entrance port on the
Intoxilyzer.

L3 ar

HBUSH BUTTOH".

. Push Start Test button or p
e
.

s enter on keyboard.
. Insert card in response o

ras
o display.

i
*

. calibratien check complated.
Tast resulis D.O?’ﬂ* ﬂ.ﬂ':f‘i AC =
AT 10. Alr blank completad.
11. When display reads Test Complate removsa evidence card.

. Attach the card to the completed checklist.
{t#@ﬁ—lz. Return mode selection switch #5 to off position aftar
- 211 calibration checks are complefe or type Q and enter
an-keyhoar

' a.
STGNATURE g /&MM\

*¥ITE OR WITEQUT VAFPOR RECIRCULATION AND WITE OR WITEQUT XZYEOARD

DHS/DSLS/Form C11A (Rav.7-93)




BXETATT Q =243

THISs REPGORT PREPARED PORSUANT TO DBGETY I

MDPOSED BY
A.A.C. RI-1L4—-404(R)
ARTZONA DEPARTHEZNT OF EEALTE BEZ3TICES

STANDARD QUALITY ASSURANCE ?ROCZEEﬂEEﬁﬂA
INTOXILYZEN HODEL 5000+ \

- ALIST [ reAf fjﬂf?fl(?qFjéﬁfJ)
#, (Print Name) el
INTOXILYZER SERIAL #0#-00RGS59(#13) 1ocarron  pUT. HR

DATE il 22— 22004 TIM 1 90€ i
T e T= L
L Display reads "READY TO START" or "ZUSH BUTTON TO sSTAgT
T
DIAGNOSTIC TESTS
e DVH Test check. Setting should he bestween 200 and
500 . Hode selection switch 52 on, 51 anmd 53 off or
keyboard menu sslecticn "H". Reading is _. 333 .
s Display Test check. Mode selzction switch 51 on and 52
and' 53 off or kevboard meanu sslsciiaon "W,
Y i Printer Test check. HMode sslectian switeh 51, 52, S23
aff or keyboard menu ssiection "2".
ol Clock Tim= check. Maoda selsactian switch 510 on or
kavhoard menu sslection "I, 2
T Date check HMads selacition switch Si1 on or kevbaozrd
manue =selactlon Y"E".
QPERATTIONAT. TESTS
P2 Y Alcohol fres subject Tsst result g.000 AC
e Error recagnition logic systen functioning
Invalid test printed
~CL Prapger sample recagnition system

Invalid sample printad A&
Deficient sample printadﬁ?ﬁf 2
W/A Completanass of sample purge wit
Calibration standard 0.0
Results: 0.0FL AC + E-Eﬁ?ﬁ},ﬁ:

Instrument operating properly and accurately. YES < NO

Ix
{3

W

i

COMMENTS

™
: \
SIGNATURE /:;Zz%fb&a féﬂﬂLﬁﬁ—
=

PQ Pﬁﬂgzlmchnl concentration standard coallected for subsequent
analysis,«*

*WITE OR WITHOUT VAPOR RECIRCULATICN AND WITH OR WITEQUT KEYBO0ARD
*+*THTS BTEP I8 ONLY REQUIRED IP THIE DEYICE IS5 BREING USED FOR
EAMPLE CAPTURE.

DHS/DSLE/Form Cl17 (Rev.7-93)
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Tucson Police Department Crime Laboratory
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EIHIBIT P S —

THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY
A.A.C. R9-14-404(2A)

ARIZONA DEPARTMENT OF HEALTHE EERVICES

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER HODEL 5000w 4*\

ETANDARD CALIBRATION CHECK PROCEDTRE

Agency _Tucson Police Department Date i;é%gfgjgf Time [/ ié}ﬁ

Intoxilyzer Serialf g¥—042659(%3) Location _ DU/ ffﬂ%

QA Specialist _ { +¥#nC Dovan (4w 323/ )
(Print Name)
(#— 1. Pour a standard alcochol solution of known wvalue into a

clean dry simulator jar and assemble the simulator.
Insure that a tight s=al has been mads.

Standard value: 0.0F0 AC

) 2- Turn on the simulator and allew the temperature to
reach 34°C+.2°C.

(42~ 2+ Set Intoxilyzer mode selection in the ACA mode by

switching mode selection switch #9 on or selecting "gn»
on xeyboard menu.
<3 4. Attach simulator to the simulator entrance port on the
Intoxilyzer.
kbt 5. Intoxilyzer 5000 display reads "READY TO START" or
"PUSH BUTTON".
wZi %) 6. Push Start Test butten or press enter on keyboard.
. 7. Insert card in response to display.
%ﬂ%#ﬂa:i 8. Air blank completed.
et 9. Calibration check completed.
Tast results 0.0 F) 0070 ac
“A=PS] 10. Air blank completead.
tgggkﬁqf} 11. When display reads Test Complete remove evidence card.
Attach the card to the completed checklist.
(7 12. Return mode selection switch #9 to off position after
all calibration chacks are complete or type Q and enter
on keyboard.

SIGHATURE ==

*H1ITH OR WITHOUT VAPOR RECIRCULATION AND ¥ITH OR WITHOUT KEYECQARD

DHS/DSLS/Form €116 (Rev.7-93)




