TUCSON POLICE DEPARTMENT

CRIME LABORATORY A\
The undersigned Quality Assurance Specialist, having been qualified
by the Arizona Department of Public Safety tor Intoxilyzer 3000

inspection, and having performed such inspections on [ntoxilyzer 5000

# L?J Serial # @4—002l 5 . certifies by her signature:
on_TFl([o4 . witharesult of 0.07€ AC. 0.079AC,

and on E‘TH fﬂ 9 . witharesultof 0.0F& AC. 0. 07FeAC,

this instrument was tested with a known alcohol reference standard,
and always produced results within the acceptable accuracy limits

(from _0.070 AC, to _0.090 AC) . as defined by R9-14-404.A.3,

No problems were reported conceming this instrument between these

il

Irene Doran

two dates.

ADPS QAS Permit #QAS 29586 (issue date 01/08/2004)

SUBSCRIBED AND SWORN to before me

this_/6 . . day of ﬁ'(,? st . 200,

Natary Public F
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Invalid szmple printed.”
Deficient sample pan_adJ’
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Results: D.0T8ACH0.077AC o
£ NO

instrument opezating properly and accurately. YES

comznrs: Mcleaned oinyer

SIGNATURE

Q. 1‘5!,& ale

analysis.x»

1 concentration standard collected for subsaguent

*WITH OR WITEOUT VATOR EECIRCULATION AND WITE OR WITHOUT EZEYSOARD
*+«THTS STEP IS ONLY REQUIRED IF TEIS DEVICE IS BEING USED FOR
EAMTLE CAPTURE.

DES/DSLS/Form €117 (Rev.7-23)
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TET3 REPQRT FPREFPARED PURBUANT TO DOTY IMPOSED BY
A.A.C. R9-14-404 (1)

ARTZONA DEPARTMENT OF HEALTH SPERVICES

ETANDARD QUALTITY ASSURANMCE PROCEDURES
INTOQXILYZER MODEL S0Qo0+

ETANDARD CALTIBRATION CHECK RPACCEDURE (@L\
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SIGNATURE

*WITHE OR WITHOUT hPGR RECIRCULATION AND WITH OR WITHOUT KEYZOARD

Tugcson Polics Department Date Th%lﬁ% Time HLEL____

xilyzer Ser 1.1]..?5 fg%ﬂﬂﬂ%ﬁiéﬂ oscation __ DAl HG)
pecialist PN onbDs  YGlle Ty

(Print Name)

PBour a standard alcohiol solution of knoaw alue into
clean dry simulator jar -and .assezble the simulator
Insure that a “qrh seal has hbezn mads.

Standard wvalue a. R0 NC

Turn ‘on the simulatar and allow ths temperaturs to

raach 34°C+.2°C.

Set Ingcxilvaar mode selecticon in the ACA mede by

switching mode selection switch #9 on or selecting

on keyboard menu.

Attach simulator ta the simulator entrance port omn

Intoxilyzer,

Inkoxilyzer 5000 display reads "READY TQ STARTY" or
"BUSH Eu PTON"-

Push Start Test bution or D

Insert card in responss ©

Zir blank completed
alibhration chack cm*ﬂle:ad

st results 0.Q0T3ACEQ.01T =

2ir Blank completad.

113

rr

When display reads Test Complete remove evidence car

Attach the card to the completed checklist.
Return mode selection switch #9 te off pasition arf

on Vey aﬁjﬂ :

DES/DSLS/Form C11§ (Rev.7-93)
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Tucson Police Department Crime Laborator
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ARTZONA DEPRRTHENT OF

T

BHEALTE SERVICES

STANDARD QUALITY ASSURANCE PROCE
INTOXILYZER MODEL 5000%*

Fi]

ODURE

STAMDARD CALIBRATION CEECK EPROCEDUAS

A

Agency Tucson ‘E‘c‘_u,:'—‘r Denartment Date 5'_!{’(!"0‘;! Tima f???{‘j#
Intoxilyzer Serial¥ Lﬁ’-'m.?&ﬁff#ﬁ) Locatilion
QA Specialist FERC Dorarl 033/
peint (Nama)
() 1 DA+ a standard aleoshol splution of known value into a
ean dry simulater jar and asse:b‘e the 5_:ulatzr-
Insure chak a tLgnt szal has been mads
standard walus: oF? PVl
(zx-) 2- Turn on the Si“UlaEﬂf and allow the temperature To
reach 34%C+.2°C.
(e 3 Set Tntoxilyzar mode selecticon in Ths ACA moce DY
witening mode selection switch #8. on - oruselfocring M
aon keyboard mand.
(ar) ¢ atbach simulator te the simulator epntrance porc Qn The
Intoxilyzer
B Pa] 3 Tntoxilyzer 5000 display reads PRENDY TO STAITY rox
NRISH BUTTOR"
. oash Starct Test butten or press snis2- on kaybaard
codatma 7. Inserticarg in responsse to display. ’
P B Air plank completed
ol L B calibration check completed
Tast rasults 0.0F6+0:076 2C ¥
o) 10. Alr blank completed.
Ok o 11 When disnplay reads Test Complete removea evidance card.
Attach the card to the completed ch=acklist
(WP 12- gaturn mades sslaction switch #9 to off position after
211 ecalibration checks are complete or type Q and enceEr
on ksyboard.
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