TUCSON POLICE DEPARTMENT
CRIME LABORATORY 4?\\
The undersigned Quality Assurance Specialist, having been qualified
by the Arizona Department of Public Safety for Intoxilyzer 5000

inspection, and having performed such inspections on Intoxilyzer 5000

# /A . Serial# G#0026:5 9. certifies by her signature:

on jf/W:?F . witharesultof 0.07F AC, 0.027AC,

and on J2/2/0Y . witharesultof g 8FS AC. 0.075AC.

this instrument was tested with a known alcohol reference standard,
and always produced results within the acceptable accuracy limits

(from _0.070 AC. to _0.090 AC) . as defined by R9-14-404.A.3.

No problems were reported concerning this instrument between these

Qﬂé/}b/&—d«km

Irene Doran

two dates.

ADPS QAS Permit #QAS 29586 (issue date 01/08/2004)

SUBSCRIBED AND SWORN to before me

this _gl_‘ day of Necember . 20.0Y.

Ngtary Public 36

= CEEICIAL SEAL
B KATHY A. KINNEY
NOTARY PUBLIC-ARIZONA

B4¥E pIMA COUNTY

27 My Comm. Exp. Sept. 4, 2008




TETE REPORT PREPAHNEZD PURSUANT TGO DOTY IHDOSTD BY

ALA.C. BI-14-404(A)

AcENcyY Tucson Zolics A SPICIALIST _Lrenie Lorant 4637
(Bripnt Mam3) e
INTOXTLYZIER SERIAL LY-D00659#/3) LOCATION Pl 7T HOY
DATE_ /Novembrr 4 AAa_.onn% TIiMzZ_ O30 S
o Display reads "READY TO START" or MBUSH AUTION TQ sTazT
eSS
DIAGNOSTIC TESTS
a— DV Test check. Sahhlng shauld he hertwesn .200 and
600, Hode selection swiich 52 an, 51 and 53 aff or
xeyboard menu selsction "H". Reading is _,o/2=F .
e Disolay Tast check. Mode selection switch 51 on 2nd 52
and 53 off or keybgoard menu selsctign "V
i Brintsr Test check. Mode selectien swiktch Si, S22, 53
of £ or kayboard menu selectian "B3".
q@j ﬁ Clock time check: HMHode sslsction swicch SLQ eon or
kKevboard mapu salactian "ZV.
= Dait= check Mode sslecitliagn switch 3511 aon or keybgard
ma2nu sslsction "EY
OOFRATTONAL. TESTS
- Alcohol frs= subject Tast result 0.000 Ag: °
= Error recagnition logic system funcitioning

Invalid test printad
= Proper sample rescognition systenm
Invalid sample printadedg— v
Daficient sample nrlnheqéarﬂ
NSA Completeaness of sample purge with collection tuba**
2 Calibration standard 0. OF? AC

Results: G-HigﬁgzﬁIhﬂ?ﬂjﬁcr

Instrument opsrating properly and accuraztaly. YESHNO

n::t:nl-m‘}iwrs:Aﬁz /033> (D35

SIGNATURE M (gﬁ”? y

Q % alcol‘lol concentration standard collected for Subsemenu
analysis.

*WITE OR WITEOUT VAPOR RECIRCULATION AND WITH OR WITHOUT KEYBOARD
*+THEIS STEP IS ONLY REQUIRED IF THIS DEVICE IS BEING USED FOR
SAMPLE CAPTURE.

DHS/DSTLS/Fors CL17(RBev.7-93)
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THILE REPORT PREPAFED PUORSUANT TO DUTY IMDOZED BT
SALCL RI9-14-404(2)

il

La

ARTZONA DEPARTHENT OF HEALTH BEAVICES

ETANDARD QUALITY ASSUBANCE RRAOCEDURES
INTOIILYZAER HODEL 5000%

STANDARD CALIBRATION CHEECX PROCEZOURE |\

Agency _Tucsgn Police Negartment Dakte ,J'rf)'('t?{xfj 5’{ Time E{'Giﬂ
Intoxilyzer Serial# g¥ -{2&52@52(*5%) Location ouvr 4@ =
QA Specialist _ Trene Doran e 33/

(Print Hame)

Qﬁh] 1. Pour a standard alcohul salutiaon of Xnown ?alue into
clean dry simulator jar and assemble the simulator.
Insure that a tight se2al has been made.

Standard values: 0.0F0 BC
{‘,ﬁ? Y 2. Turn on the simulator and allow the tsazperature to
S reach 34°C+.27C.

{lag-) 3- Set Intoxilyzer mode selection in the ACA mode by
switching mode sslectilion switch #9 on or selecting "g"
on keyboard menu.

(wfq-] 4. Attach simulater teo the simulator entrance part on the
Intoaxilyzer:

a

H‘F&I:,Pa_._} 5. Intoxilyzer 5000 display resads "READY TO START" or
"PUSH BUTTON".

vy-{~¥~ ) 6. Push Start Test button or press enter on keyboard.

vay{=%-) 7. Insert card in responss to display.

I (w2~) 8. Alirxr blank completed.

ﬁi»-,f-}}..]' §. Calibration check completed.

Test results 0.079v 0. 0FF AC )

“s-(a-) 10. Air blank completed. ’
chﬁQP} 1l. When display reads Test Complete remowve avidaence card.

attach the card to the completed checklist. i

{«8s~) 12. Return mode selection switch #9 to off position after
all calibration checks are complets or type Q and enter
on xeyboard. -

-SIGNATURE M

*¥ITH OR WITHOUT VAPOR RECIRCULATION AND WITE OR WITHOUT KEYBOARD

DHS/DSLS/Form €116 (Rev.7-93)




ZZETIIIT O
TSI5 REDORT PREPARED DURSUANT TO DUTY IH2022D By
A.BALC, Rg=14=404 (A)
ALTZONA DEDRAETHZNT OF EZRLTH BZAvICES
STANDARD QUALITY ASSTRANCE ?3-:-:31@.23/13{\
INTOIILYZ22 MODEL 5000w l\

AGEMNICY I LEete Qi SPECIALTS
(Print dame)
Eh"'_‘G}CI?.'fT‘-i serian - D20 (#/ rocaTIoN. ) AR
DATE (Cnbrr 2 17 5106% TINE_ pgs
e
Vil Disgiay reads "READY TO START" or "2USH BUITON TO STAIT

TESE:: "

DIAGHMOSTIC TESTS

e DVM Tast check. Setting should be betwesen 200 and
LBO0. Heds selection syitch 52 on, 81 and §]1 oifgf or
kevboard menu sslection "H". Reéading 1is ,'E‘?%% g

f{fﬁf Display Test chack. Hode seslaction switch 51 on and 52
and S$3 off or ksyboard menu selectign "V,
~=§%Ej Printer Test chaeek. Hode szlection switch 51, S2, S3

off 9z keybeoard menu sslecitian "2".

zsqﬂﬁj Clock times check. Hode sslection s¥itch 510 an oz
kayboard menu sslection "Z'.

<4 Date chz=ck. Mode selection switch 311 on or xeyoogard
m2nue salachbion "EV

QEERATTONAL TESTS

Y Alcohol free subject Tast result 9. 00D AC

R Error recagnition logic system functioning

Invalid test printed
:ﬁ;(f. Praper sample recaqn‘t*an systam

Tnvalid sample printe

Daficlent sample ur1nmﬂde e
Completeness of sample purge with
Calibration standard 0.

0.0 A
Fesults: 0. 4;E5Dt?5}%fL

colls

rument operating properly and accurately. YES T

tion tuhbhak=x

Z &
SIGNATURE ‘ﬂ(/r\.(;,- Agl-ﬂﬂ’iﬂ-m_n

=] f\}j-ﬁj"‘ alcohol

analysis.®*

cancentration standard callected

i
for subsedguali-

*‘E'IJ_‘T OR WITEOUT VADOR RECIACULATION AND WITE OR WITEOUT KEYBOARD
*THTS BTEP IS ONLY -REQUIRED IF TEIS DEVICE I8 BELHG UgsED FOR
BERMPLE CRAPTIUNE,.

DHS/DSLS/Form C117 (Rev.7-%83)
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o

TEIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY
A.A.C. RI-14-404 (2}

ARTZONA DEFRHTHENT (0F HEALTH SBERYICES

STANDARD QUALITY ASSUBANCE
INTOXILDYZER ‘HODEL 50

ETANDARD CALIRHATION CHECK PROCEZDURE 4ﬁﬂ
Agency _Tucsofl Pglice Departmepr Dataﬂgiﬁg;ﬁjq Tige ﬁaﬂgﬁ
Intoxilyzer Sarial# @) ZlLocatiaon L2,
A Specialist el Devraiptte 25 ¢

(Print Hams)
(d 1= Pour a standard alcchol solution of kn
clean dry simulator jar and assemble the simulator.
=

Standard wvalue: 0. AKD AC

(wZig3 2- Turn on the simulatgr and allow the temperature to
reach 34°C+.2C.

Le—) 3. Set Intoxilyzer mode selection in the ACA mode by

switching mode selsction switch #9 an or selecting "g"
on kKeyboard mena.

Attach simulator to the simulator entrance port on the
Intoxilyzer.

{

_Qrgﬁ%ﬁ] 5. Intoxilyzer 5000 display reads "READY TO START" or

"PUSH. BUTTON!Y;
. Push Start Test button or press enter on ksyboard.
Ins=srt card in respanse to display.
Air blank campleted.
. Calibration check completead.
Test results 0.0F&« 0.035 2AC

g
LY B v e

@ ) 10. Alr blank completed. :
P~ ) 11. When display reads Test Complete remove ewvidence card.

Attach the card to the completed chacklist. 2

(—) 12. Return mode selection switch #9 to off position after
all ealibration checks are completa or type Q and enter
op-keyvboard. :

SIGHATURE

*WITE OB WITHOUT VATOR BECIHCULATION AND WITH OFR WITEOUT XEYBOAED

DHS/DSLS/Form C1l1is (Rev.7-93)




