TUCSON POLICE DEPARTMENT
CRIME LABORATORY
A
The undersigned Quality Assurance Specialist, having been qualified
by the Arizona Department of Public Safety for Intoxilyzer 5000

inspection, and having performed such inspections on Intoxilyzer 5000

= [31 . Serial # ['VL/“UC}:?&JE{? . certifies by her signature:

on_ [ r/r;l /-LHr ,witharesult of 0075 AC. AO75AC,
and on /2 ,f.;'j”'/t.lﬂ .witharesultof J 78 AC. £ DSFDAC,

this instrument was tested with a known alcohol reference standard,
and always produced results within the acceptable accuracy limits

(from _0.070 AC. to _0.090 AC) . as defined by R9-14-404 A 3.

No problems were reported concerning this instrument between these

two dates. 1

p .
i I 7 =
/}HL#«L({IF /_?4 (-@-‘y‘r"véﬁ
d Jendifer L. Coombs
</
ADPS QAS Permit #QAS 29886 (issue date 06/15/2004)

SUBSCRIBED AND SWORN to before me

i = OFEFIGIAL SEAL .
| TR KATHY A. K'.Nle.i‘f
C\ yoTARY PUBLIC-ARIZO

PIMA COUNTY




TEIS REPQRT PRETAHED PURSUANT TO DOUTY IHR205Z0 mv
ALALCL RI9=14-404(A)

NTOXILYZER SEZRIAL Y i @Q@g{(ﬂ%’%l I_{]C}"‘_‘IC&{I‘_E__?Z;L.%:?; SR
£ Decrmnbrrr 2 é’f 200 TIME fd5
&

) el Nispniay Teads "ITA0Y TO STAIT" or "PUSH BUTTON TO STagT
TESE . "
DIAGNOSTIC TESTS
7 DV Task chack. Sattoing should b2 betfwean .300 and
L EQQ. Mode selection swultch 52 on: 8Y and 53 eff or
i keyboard menu salection "H". Reading ls _J;Ej?%é
P& Disolazy Test check. Mode selection switch 51 ot and S2
and S3 off or kayboard menu selection "V!
t#%zj Orintssr Test check. Hode salsection switch 51, S2, =513
gff or kevboard msnu selection "2
3;#231 Clack: tims check. Mode salscolon switoh S10 gn 9=
keybeard menu sslectien "ZEV. :
sézgff Date chack Moda salection sWitch S1ii on or kKevbaosrzd
menu salection “EM.

= o Alcohol fr=s subject Test result 0. 000D e
~ 8 Error recognition logic system functioning
Invalid test printed

:jéﬁxﬂ Proper sample recognition system

Invalid sample prints

Dazficient szample printadad-ff

/A Completenass of sample purge with collection tuba*=*
L Calibration standard 0.9£7 A
X Results: 0. O F5 A4 L 0.0 FSAC

Instrumant cperating properly and accurately

| z
SIGNATURE M r@—tﬂ/i F, 2

gﬁ%ﬁﬁiﬁglcshol caoncentration standard collacted for subsequent
analysis.**

*
1
=
H
1
o}
et
&

s - (]
TO00T TAYOR RECIRCULATION AMD WITE OR WITHOUT IEYBOARD

**TETS BETEP IS ONLY REQUIRED IP TELS DEVICE IS8 BEING USEED FOR
BEAMPLE CRAPTURE.
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ZIHTHTT P

HTE BERORT PREPARED PURSUANT TFo DOTY IHPOSED BY
ALA.C, B9-14-404(n)

ETANDARD QUALITY ABSURANCE PROCEDURES
INTOIILYZIER MODEL 50QQ0=*

ETANDARD CRALIBEATION CHECEK PROCEDURE 4&&

AQETICY TUCSOon F':'.:l_.'-:_f:# Denartment | -ata‘fu’? /Fj‘ /IC-)L{ e Time ,f;g—
Intoxilyzer Serialf (W~ Indi»59 #{/3)Lacatian L A7
A SQaciaLLSt ﬂff;yh L%‘faﬁjﬁi¥ %f}r

(Print Mame)
LQEJ 1. Pour a standard alcohol seolution of known va
clean dry simulator jJar and assemble the s1im
Insure thatbt a tight seal has been made
Standard value: 0.AKD AC
Turn on the simulavor and allow the temperature to
reach 34°%C+.2°C.
(g ) 3- Set Intoxilyzer mad
switching made sals
on keyboard menu.
Attach simulator to th2 simulator entrance port
Intokxilyvzer.

)

lon in ths ACA mode by
1t #3 en or selecting "e"

A
]

8]
e
r
o
4

L

—Zr(mae ) 3. Intoxilyzer 5000 display reads "EEADY TO START" or

FPUSH -BUETON!Y,

§. Push S5tart Test buttaon gr press entar an keyhoard.
“alen ) 7 Insert card in respnansz to display.
Haﬁqaﬁ} 8 Air hDlank completed.
R Calibration check completed.

Tast results 0.02Z5- 0035 AC

vl ) 10. Air blank completed.
o Wnen display reads Test Complete remove evidence card.

Attach the card to the completed checklist.
(«@s—) 12. Return mode selection switch #9 to off position aftar
all calibration checks are complete or type Q and enter
Feyboard -

*¥ITE OR WITEQUT VAPOR RECIRCULATION AND WITH OR WITHOUT EXEYBORARD

DHS/DSLS/Form Cll6 (Rev.7-93)



TEIS REPORT PREPARZD PURESUDANT TO DUTY IHEC

OEY: IMZO3ED BY
ALRA.C. B9=-14-404(A)

STANDARD QUALITY ASSURANCE PROCEDURES ﬂ#ﬁ
INTOIILYZEA HODEL 5000+ \
] ' ST f]ﬁh | <
aGENCY Tucson Polic2 ga SPECIZLIST _gﬁﬁjhlrrLr’ LS Hlelle

Alg . o
Display reads "é%;3€ TO START" or "FUSH BUTTON TO sSTAZ
TEST.Y
DIAGNOSTIC TESTS
R ODVH Test check. Setting should be between 200 and
JBEO0 . Mode 'selection sswitch 52 om, 5% and 51 0Tff o
U//’ ksyboard menu selection "H". Reading is _;,fé% i
Display Tast check. Mode selection switch S1 on and §2
arnd S3 off o kevhoard meénn selsctieon "V!
v/f Drinter Test chack. Mode selesciion switch 51, 32, 23
aff or keyboard menu salaction "DV
S Clack tima chsck. Hode selsciion s¥itch 510 on or
keyboard menu selection "EU.
fﬂf Data check HMaode: selection switch S1t an or Keyboazd
manu salaction "EY.
ODEBATTIONAL, TESTS
i j Alconol frese subject Test result Q.00 ac
Error recognition legic system functlioning
Invalid test printed
o Proper sample recognition
Invalid sample U“Lnted./? :
: Deficient sample nr*1;=dx/f

Mjg Completeness of sample purge with cellasction tuba*=*

Z Calibration sgandard 0.0%0 AC
Results: {2{ 1 iD.CE{jP‘J'CJ /
- MRS {0

Inscrument Gperat_nq properly and accurately

COMMENTS: =

7

2 [ oovds

o
e
i

STIGHATURE

¥
D,ﬂdﬁ alcohgl c%%cen;*atlcn standard collectad for subsegquent

analysis. *=

*WITH OR WITHOUT VADOR RECIRCULATION AND WITHE OR WITHOUT REYBOARD

*+TEI8 BETEF IB ONLY REQUIRED IF TELS DEVICE 15 BEIMG US=D FOR
BRMPTE CAPTURE.

DHS/DSLS/Form Cll7(Rev.7-53)




Tucson Police Department Crime Laboratorym
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SIAIBIT P i
THIS REPORT PREPARED PURSUANT TO DUTY IHPOSED BY it
A.A.C. RI-1L4-404 (A) fj
ARIZONA DEPARTMENT OF HEALTH BERVICES

ETANDARD QUALITY ASZURANCE PROCEDURES
INTOQIILYZIER HODEL 5000%*

(‘\1‘3\\

ETANDARD CALIBRATION CEECK FROCEDURE

Agency _Tucson Polims Department Date 13)&5/14 Time L'hﬁ'i'”j

Intoxilyzer Sarial# En{‘ff‘GCQlif:F%{’?:atocatiDn TN Yl

QA Specialist Nennde r Crendss dilelle

j/ v (Print Name)

( ) 1. Pour a standard alcchol solution of known valua into a
clean dry simualator jar and assemble the simulator.
Insure that a tight seal has bsen made.

v/‘ Standard value: 0.(JF0) AC

{ ) 2. 1rn on the =imulateor and allew the temperature to
reach 347°C+.2°%C,

! U/H 3. Set Intoxilyzer mode selection in the ACA made by
switching mode selsction switch #9 on or sslecting "C"
on keyboard menu.

[v/} 4. Attach simulator to the simulator entrance port on the
Intoxilyzer.

u/f v/] 5. ZIntoxilyzer 5000 display reads "READY TO START" or
u/ "PUSH BUTTON".
gf{' } 6. Push Start Test button or press enter on kKeyboard.
/ /] 7. Insert card in response to display.
{ ;;J 8. Air blank completed.
ﬁff } 9. Calibration check completed.
e / Test rasults 0.0FFC#A08D Ac

§ } 10. Air blank completed.

VfT ,/] 11. When display reads Test Complete remogve evidence card.
Attach the card to the completed checklist. :

( y/? 12. Return mode selection switch #9 to off position after
all galibration checks are completes or type Q 2nd enter
on keyboar (ﬂgﬂ}ﬂmz;

A
SIGNATURE .£~ ;;?9- = 11 S

7
*RITH OR HITEdiT ?ﬁggR RECIRCULATION AND FITE OR

DHS/DSLS/Form

WITHOUT EEYECOARD

i B g

(Rev.7-33)




