gressnna

TUCSON POLICE DEPARTMENT

CRIME LABORATORY @\:\
The undersigned Quality Assurance Specialist, having been qualified
by the Arizona Department of Public Safety for [ntoxilyzer 5000

inspection, and having performed such inspections on Intoxilyzer 5000

# |5 _Serial #_@#-00333 & _ certifies by her signature:

on 5\}/25_/9?'* . with aresult of 0.08% AC. o .OFFAC.

and on\3/R & /%, with a result of -0 P¥AC. 0077 AC.

this instrument was tested with a known alcohol reference standard,
and always produced results within the acceptable accuracy limits

(from _0.070 AC. to 0.090 AC), as defined by R9-14-404.A 3.

INo problems were reported concerning this instrument between these

T M

Irene Doran

ADPS QAS Permit #QAS 29586 (issue date 01/08/2004)

o SUBSCRIBED AND SWORN to before me
= ¥ SFFICIAL BEAL
Ui KATHY A, KINNEYZ . |

NDTARY FUELIE - A512ONARILS &.3 .day of march. . 2004
PiMA COLUNTY
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BXEIBIT Q /%qu_‘

TETE REPORT PREPARED PURSUANT TO DUTY IMPOSED BY
A.A.C. R9—-14-404(A)

ARIZONA DEPARTMENT OF HZEALTH BERVICES

STANDARD QUALITY ASSURANCE PROCEDURES
INTOITLYZER MODEL 5000% ﬁgh

AcENcy Tucson Palice oa SPECIALIST T rene Lorsn é‘g:;g;/)
(Brint Hams)

INTOXILYZER SERIAL ,{ﬂ;)@?’—ﬁdﬂﬁjb LOCATION DU/ T M@
DATE___I2bruarny 4 8 Ioo¥ TIME /OO0
ST
éé Display reads "READY TO START" or "PUSH BUTTON TO START
TEST."

DIAGNOSTIC TESTS
= DVM Test check. Setting should be betwsaen .200 and

_500. Mode selection switch 52 on, 51 and S3 off or
keyboard menu selection "H". Reading is _» I .

S~ BT Display Test check. Hode selection switch S1 on and 52
and S3 off or keyboard menu selectlon "V".

A Drinter Test check. Mode selection switch §1, $2, S3
off or keyboard m=nu selection "P".

wig clock time check. Moda selection switch 510 on or
keyboard menu sslection "E". ‘

=P Date check. Mode selection switch S§1l on. or keyboard
menu selection "E

OPERATIONAT, TESTS
Alcohol free subject Test result 0.J00 AC
el A Frror recognitien legic system functioning :
ITnvalid test printed i
\h/(_gi Proper sample rescognitlon systenm
- Invalid sample printed gy
i Deficiant sample printedJ
fo.o R Completsness of sample purge with collection tube**
i 4~ calibration standard 0.050 AC
Results: 0. pf44C ¥ O 0FFAC /
vESL NO

Instrument operating properly and accurately.

COMMENTS:

£ -
SIGNATURE W A}]Iﬂim
Fi

; __.-_'—_'Q_-Mélﬂﬂhol concentration standard collected for subsequentc
.;._;analysis L E

L _.: I"{";'.
SAfeTTR OR WITHEOUT VAPOR RECIRCULATION AND WITH OR WITHOUT KEYBOARD

**THIE STEP IE ONLY REQUIRED IF TEIS pDEVICE IS BEING USEDR POR
EAMPLE CAPTURE.

DHS/DSLS/Form C117 (Rev.7-93)
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Agency

THLS REPORT FREPRARED PURBUANT TO DOTY IMBD

BIHIHIT P AT

FOEED BY
A.A.C. RI-14—-404 (1)
ARIZONA DEPARTHENT OF HEZALTE EBEZAVICES

STANDARD QUALITY ASSTURANCE PROCEDUTRES
INTOIILYZZR HOQDEL 3000+

STANDARD CALIBRATION CEECK PROCZIDURE ﬂSH

Tucsen 3011Fﬂ Negar=mens Date el &

Time _ /086
Intoxllyzer Ser 131 .[52 ?g._.ﬁﬁ_-?ﬂa :ﬂnn DT AH@
QA Specialist ;’nc’ Larea # é/@_a_;'f

8
@T-._Ad"l 9.

SIGHRTURE

(Print Nams)
Pour a standard alcohol sclution of XKnown value intao a
clean dry simulator jar and assemble the simulator
Insure that 2 tight seal has b=asn mads

D
Sstandard valu=: 0§.d50 2
Turn on the simulator and 110
reach 3‘“”' ot e

Sat Intoxilyzer made selection in tha A

CA mode by
switching mode seslection switch #9 on or sslecting "C"
an keybﬂa“d menu.
rttach simulator to ths simulator entzance poart onl tThe
Intoxilyzer.

Intoxilyzar 5000 display reads ""READY TO START" or

wEUUSH BUTTOH".

Sush Start Tesc butiion or pr
Insert card in response to 4
3ir blank completed.
calibration check completed.

Tact results 0.087+ p.8¢3 AC

Air blank completesd.

When display reads Test Complatz remove evidence card.
Attach the card ta the completed chacklist.

Beturn mods salecticn switch #9 to aff positieon aiftar
all calibration chacks are complete or type Q and enter
on kayboard.

,L/(QM

2aWITHE 0OX RITECQUT VaADOR RECIRCOLATION AND WITE OR WITEOQUT XKEZYEOARD

DHS/DSLS/Form Cll6 (Rev.7-93)



BXEIBIT Q =

THIE REPCRT PREPARED PURSUANT TO DOUTY I¥PO08ED BY
A.A.C. RI-14-404 (A)

ARIZONA DEPARTMENT QF HEALTH BERVICES

STANDARD QUALITY ASSURANCE PROCEDURES ,f?"x
INTOXILYZER MODEL 5000+

AgENCcY Tucson Police @p SPECTALIST Irene Doran @331’ }
(Print Name
ITNTOXILYZER SERIAL #2200 35&?05} LOCATIO; Dtfl H)'Q

pate__Marcn 25 15-200Y  tiwz___ | ¥FZE
—Fa ’ 1]
/&= Display reads "READY TO START" or "PUSH BUTTON TO START
TEST. "
DIAGNQSTIC TESTS

AY—  DVM Test check. Setting should be between .200 and
-.500. Mode selection switch S2 on, S1 and 53 off or
Xeyboard menu selection "H". Reading is _.. D294 .
Display Test check. Mode selection switch 51 on and §2
and S3 off or ksyboard menu sslesction "v".

Printer Test check. Mode selection switch S1, 52, 53

S, i
off or keyboard menu selection "2",

. éﬂﬁj Clock time check. Mode selsction switch S10 on or
keyboard menu selectiaon "E". ’

E£E<T#' Date check. Mode sealection switch S11 on or kevboard
menu selaction "E"

TES
Alcohol free subject Test result 0. 000 AC
rror recognltion logic system functioning
Invalid test printed
A Proper sample recognition system
' Invalid sample prinpeduiﬁr‘
. Deficient sample printed @45
‘. N/A Completeness of sample purge with collection tuba*s
;§§§ Calibration standard 0. 0§ § AC
Results: 0. 07947 ~+0.0F¢Ar - /

Instrument operating properly and accurately. YES® NO

COMMENTS 1

- Il
SIGNATURE Mﬂ?‘kﬂ" W
S &7

Q;JQLE& alcohol concentration standard collected for subseguent
analysis.+*

*WITH OR WITHOUT VAPOR RECIRCULATION AND WITH OR WITEQUT XEYEBOARD
*+THTH BTEP IS ONLY REQUIRED IF THIE DEVICE IS BEING USED FOR
EAMTLE CADTURE.

DHS/DSLS/Form C117 (Rev.7-93)
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BIHTBEIT P

THIS8 REPCRT PREPARED POREUANT TG DOTY IHPOSED BY
ALA.C. BF5-14—-404 (A7)

ARIZONA DEPARTHMENT OQF HEALTH SEZRYICES

BETANDARD QUALITY ASEURARNCE PROCEDURES
INTOZILYZER MODEL 50Q0* ﬁh

ETANDARD CALIBHRATION CEECK PROCEDURE

Agency _Tucson Polijce Department Date (@] Time jﬁﬁ?fs
Intoxilyzer Serial# =00 Location Y. ffi o
QA Specialist T 75) T rene Doraen ;’%3_3;)

(Print Mama)

(Hé%r-l- Pour a standard alcchol solution of known value int
clean dry simulator jar and assemble the simulator.
Insure that a tight seal has besan made.

Standard value: 0. AC

(%S5~ 2. Turn on the sipulator and allow the temperature tao
reach 34°C+.2°C.

Qﬁﬁﬁk 3. 'Set Intoxilyzer mode selection in the ACA moda by
switching mode selection switeh #9 on or selecting "C
on kaybcard menu.

+2y) 4. Attach simulator to the simulator enirance port o1
Intaxilyzer.

w2

bid |
it
ta 2
i

£ LT 5. Intoxilyzer 5000 display reads "READY TO START" or

A b5 T 6. Push Start Test button or pres
1J%€5ﬁ5ia;‘ Insexrt card in response to dis

"PUSH BUTTON".
enter on keyboard.
=

W
L3y

iﬂrkfarj 8. Alr blank completed.

npﬁa'{Tﬂr4'S‘ Calibration checl completed.

Test results ﬂ,ﬂﬁﬁf4ﬂﬂfﬁ AC 4

—Ea 1 _zy) 10. Alr blank completed.
1

. When display reads Test Complete remove evidence card.
Attach the card to the completsd checklist.

12. Beturn mode salection switch #9 to off pesition after

all calibration checks are complete or type Q and enter

mé;;jij;
SNATURE Dy
SIGNATURE —

WITH OR WITHOUT VAPOR RECIRCULATION AND WITE OR WITEHOOT EEYBOARD

DHS/DSLS/Form Cllge (Rev.7-33)




