TUCSON POLICE DEPARTMENT
CRIME LABORATORY (3\
The undersigned Quality Assurance Specialist, having been qualified
by the Arizona Department of Public Safety for Intoxilyzer 5000
inspection, and having performed such inspections on Intoxilyzer 5000

£ |5 Serial# 6¢-p0333 (. certifies by her signature:

on {{/2e /0¥ . witharesultof p.07F AC. 0. &FD AC,

and on /2 /ae/o¥ . with a result of 0- 077 AC, 0.0FL AC,

this instrument was tested with a known alcohol reference standard,
and always produced results within the acceptable accuracy limits

(from _0.070 AC. to_0.090 AC) . as defined by R9-14-404.A.3,

No problems were reported concerning this instrument between these

A1
A Irene Doran

two dates.

ADPS QAS Permit #QAS 29586 (issue date 01/08/2004)

SUBSCRIBED AND SWORN to before me

GFFICIAL SEAL
T\ KATHY A. KINNEY
0N NOTARY PUBLIC-ARIZONA

3495 pIMA COUNTY
SH My Comm. Exp. Sept 4, 2008

his ;ﬂ‘l day offlecemher . 200Y.
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A-R.C. BI-14-4041{R)

ARIZONA DEPARTHMENT OPF EEPALTHE BFRTVICES

STANDARE QUALITY ASS
INTOIILYZER MODZL
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(Zriph Mama)
INTOXILYZER SERIAL ;EJLL{LQDB?)?J{P@[‘ST r_ac_:_?:-m;\"_hﬁfllr“!
DATE_ W W em 7o 197 7004 TIHE RBl- = -
vl Display rsads "HEADY TO START" or "PUSH BUTTON TO! STXg%
TEST, o
DIaGNOSTIC TESTS
v DVH Test check. Setting should bs batwssn .200 and
-800. Mode selecticn switch S2 on, Sl ard 51 off o-
Xeyboard menu selectian "H'". Reading is :ﬂf%z :
O Display Test check. Mode s=lasction switch 51 an and S2
//x and S3 9ff or keyboard menut selsctian My .
Printer Test chack. Mode salection switeh Sl 829 53
off or keybozrd menu salection "3".
bff Clock time check. Mode selsction switch S10 on o
w/‘ keyboard menu selection "E". .
Date chaeck. Mode selaction switch S1l on or kevbhaoard
menu seslection "EY. )

|
'
|1}
{I'-‘

-]
I

aNAL TESTS
Alcohel free subject Test result o.D0D ac -
Error recognition logic systsm functioening
Invalid test printed
Proper sample recognition system
Invalid sample printed -
Deficient sample printedv” )
Complet=ness of sample purge with collection tubs*=
Calibration standard 0.(.0 ac
Results: 0.077AC #0.05D0 KAC_ /
S5¥ NO

Instrument operating properly and accurataly. ¥E

}

F

N/

%

COMMENTS :

h =
5 K
SIGNATURE Ml * Lﬂ?ﬂ-ﬁjfi‘)

= —

2. N‘% alcchgi cqnlentration standard collected for subsegusnt
2nalysis, &

*WITH OR WITEQUT VAPOR RECIRCULATION AND WITE OR WITHOUT KEYSOARD
**THIS5 BTEF 18 ONLY'REQUIRED IF THIE DEVICE IS BEING USED FOR
HEAUPTE CAPTURE.

DHS /DSLS/Form C117 (Reyv.7-33)
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ZIHIBIT P f)Q(y

THIS REFPOQRT FPREPARED PURESUANT TO DUTY IMPOHED BY :
A.ALC. RI=14-404 (2

ARTZONA DEPARTHENT OF EEALTH BERVICES

BTANDALDL QUATTTY ASSURANCE PROCEDOR
INTOXTTYZER MODEL S5000»

ETANDARD CALIBHATION CHECKX PROCEDURE

5 rucson Police Negarrmsni Date |1L5b/bq Time HG[
Iru_cu.ﬂfzer Serial#f 0333 A#E |Location ODE
QA Specialist ﬂggéiﬁz E ;;;15!,’-_1.,@5 oz O

{Print Mame)
[ ¢/? 1. Pour a standard alcochol soluticon of known value into a
clean dry simulator jar and assemble the simulator.
Insure that a tight seal has bezen made.
Standard wvalue: 0. .050 AC

{ ﬁfa 2. Turn an the: simanlator and allow the mperature tTo
reacsh 347CH 2%,
{ 3. Set Intoxilyzer mode selection in the ACA mode by

switching mode sslaction switch #9 an or selecting "C"
on keyboard menu.
4., Attach simulator to the simulator entrance port on the
Intoxilyzer.
Intoxilyzer 5000 display reads "READY TO START" or
"PUSH BUITON".
8. Push Starc Test button or p
7. Insert gard in responss ©
3
S

Ln

ress enter on keyboard.
to display.
. Alr blank completed.
. Calibration check completed.
Test results 0.0774C40.080ac
10. Air blank completead.
11. When display reads Test Complete rs=move ev1dﬂnce card
Attach the card to the completed checklist.
12. Return mode selection switch #9 to off position af;er
all callibration checks are complete or type Q and =snter

| ayh rd,
STGNATURE f E?? (1£ﬂ3$dhﬁf%3

*WITH OR WIFZOUT ?QEDR REEIRCELATTGH AND WITH OR WITHOQOT XEYZOAERD

RS KR
LA S

DHS/DSLS/Form CL18 (Rev.7-93)




FEIS REDOST DRIZPAIZO PURSCGANT TO DCGTY IM3082D B¥
.36, Be-l4T404 A

™ Display Faads "WEEMDY T0 SriIat gb TBUSE 3UREON T4 §Eaar
TESTE "
DIAGNOSTIC TESTS
<& DV Tast check Szt o
.B00. MHeda gsalsction s g1 &
kzvhoard manu selaction g LS
AT Displzy Test check. Mode sslsctign switceh 51 on and 52
and 53 of or kXeyvbesid mEng sslacTiaon "W
gL Orinter Tosi chack. Hode salsciien svyitch 51, 53, 531
o or kasyhoard menu salaction "E"
=TS Cleock tTims cheack. Maods sslectian swifch 510 an az
keyboaxd menu sslection "E'.
-~ 43 DEte ‘chack Mods salszction switch Sil on or <eyboac=d
=2ny s=l=acition "EY
Q2327 TOMAEL, TESTS
Y e Alcohol f£fr== subject Tast rcesult 0. Qob AT
A Error recognition lagic systez functioniag
Invalid tesst printsd
_:&5‘__ Proper sampls racggnition sysced
Invalid sample printad A&
. Daficient sampls printed Z4—
© O N/A Completeness of sample purge with collectian Tuba*=
=l calibraticn standard 0. 0&0 AC
Besults: 0.0 A L 0. 0T AT
Inscrument operating prqﬁefly and accurately. YESEHO

COMMENTS

STIGYATURE ;Q%AﬂﬁﬂuiLfﬂf&FﬂuL+fL_fﬂ

Q. NI%’Q =lcohal concentration standard collectad fox subseguenc
analysis ww

*WITE QR WITHOUT VAPCR RECIRCULATICO
**THTS 8TEY IS ONLY REQUIRED IF T=L
BRYRT,E CAYTUOHE.
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Tucson Police Department Crime Laboratory
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THIS HEPORT PREPAIZD PURSUAMANT TO DOTY TMIOsED B
ALALC. BI9-14-404 (A)

hl

ARTZONA DEPRRTHENT OF HEALTH BERVICE

n

ETANDIARD OQUALTITY ASSURANCE PROCEDORES
INTOITLYZER: HODEL 5000w

BETANDAAD CALTZRATION CHECK PROCEDURE A@

Agancy Tucson Solice Nogarrmant Date 1".'ﬁﬂ;li"}r‘;;'f'.'l/f':' 4 Tirs (QEI}
Intoxllyzer Serialf o032 34# /5 ocation o=
A Specialist Lrene Dorawm Y127
(Print WName)
{#g-) L. Pour a standard alcohel solution of known wvalue into a

clean dry simulator jar and assemble the simulator.
Insure that a tight seal has bheen made.
andard value: 0. CF? AC

rr

(#~) 2- Turn on the simulator and allow the temperature to
reach 3470 9%

(fg—) 3. Set Intoxilyvzer mode selection in the ACA mode by
s¥itching mode selection switch #3 on or selecting "g*
on xevboard menu.

L{%H} 4. Attach simulator to the simulator entrance port on thse
InToxyilyzer.

v lti—) B Intoxilyzer 5000 display reads "READYV TO STRIT" or
"PUSH BUTTON".

i

ter on xXeyboard.

Push Start Test button or prass an
to display.

Inserc card in rssponse
Air blank complested.
Calibration check completed.

Test rasults 0.02F+0.074 AC ;

b
54

T a~) 10. Alr blank completed.
falgr~) 11. When display reads Test Complete remove evidence card.
ttach the card to the completed checklist.
() 12. Return mode selection switch #9 to off position atfter

2ll calibration checks are complete ar tyoe Q and s&nter
on_keyboard

STGNATURE g;%%aifxwﬁ_- 9<E}@J¥&-phh

*WITH OR WITEHEQDT \POR, RECIRCULATICN 2AND WITH OR WITHOQUT KEYDOARD

DHS/DSLS/Form C11§ (Rev.7-23)




