TUCSON POLICE DEPARTMENT
CRIME LABORATORY ,ﬂ‘
The undersigned Quality Assurance Specialist. having been qualified
by the Anzona Department of Public Safety for Intoxilyzer 5000

inspection, and having performed such inspections on Intoxilyzer 5000

# |l  Serial # _p#-003303 . certifies by her signature:

on_(/R9[0f . witharesultof 2.076 AC. 0075 AC.

and on 9?/9?5-/‘-'3? _with a result of g . OFQ AC. 0.&& [ AC.
this instrument was tested with a known alcohol reference standard,

and always produced results within the acceptable accuracy limits

(from _0.070 AC. to _0.090 AC) . as defined by R9-14-404.A.3.

No problems were reported conceming this instrument between these

two dates.

ﬁwﬂmv

Irene Doran

ADPS QAS Permit #QAS 29586 (issue date 01/08/2004)
SUBSCRIBED AND SWORN to before me

this g{ Q'I . day of rﬂhm_ran_j 2004,

HCU:E\_L zﬁ L:!Lﬁ;ﬂ il

No€ry Public E{j\
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STANDMARD QUALITY ASSUBRANCE PRCCEDUOR
INTOITTLYEER MODEL 5000
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[Print MNams)

DATE GePdBey ] | LY S TINE 7SN —
tpﬂ"{r—#ﬂ_ 03 1 — 3 l‘l“:’.:fr?:_“ ik STA=TW » Har = T ¥Mom LA T
= Display reads "READY TO STAXRI s PUSH BUTTON TO START
TEST M
DIAGHOSTIC TESTS
LK VM Taest check. Sa::LHq should be between .200 and
.600. Mode selesction switch 52 on, S1 and §3 efi o
keyboard menu selection "H". Reading is = it A
iV Display Test check. Mode selsction swikch 51 on &nd S2
and S3 off or keyboard menu sslectign "V
e (] Printer Tast check. Hade salsction switeh 51, 32, 53
off or keybhoard menu salection "B'.

keyvboard manu sslectlon YE :
EZ?ajf_ Cate check Mode sslection switch S11 on or kevboard
reny selection "M

QRERATIONAT, TESTS
. <~ Alcohol free subject Test result g. 00O xC
AT Error recoagnition legic system functioning

AT Invalid test pr%n?ed

Praoper sample recognition system
~Invalid sample printed
eficient sample printed
___N/A  completesness of sample purge with collection tuba*#
:-;:ﬁ Calibration standard 0.05% AC
Results: 0. pFAeAC ¥ o. ;z:' b 5

Instrument operating properly and accurataly. YESEHNO

COMMENTS

STEN ?LTUQ;:. m é‘%\

Q. all:cm::l concentration standard collected for subseguent
analysls.**

*WITH OR WITEOUT VATOR RECIRCULATION AND WITE OR WITHOUT KEYBOARD
**«THTS BTEP I3 ONLY REQUIRED I¥ THIS DEVICE I8 EEING UBED FOR
BAMPLE CRATFTURE. )

DES/DSLS/Form C1l1l7(BRaev.7-93)
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Agency _Tucson Pglice Nepartment Date ﬁéifyb s

BXEISIT P /;05_5(}?(/"

TEIS BEERORT PRFPPARFD PURSUANT TO DOTY IHFQSED BY
A.A.C. RI=-14-404 (1)

ARTZONA DEPARTHENT OF HERLTH BFRVICES

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER XODEL 50004 ﬁ%

STANDARD CALIBHRATION CEECK PROCEDURE

Intoxilyzer Serial#f )i ~&¥I2393 Location __ 55

QA Specialist _ Zy-2ne¢ LDorzAl

*EITH

Tims / 75.2’/

(Print Hame)

Tour A stapdard alcohol solution of kxnown value into a

clean dry simulator jar and assemble the simulator.

Insure that a tight seal has been made.

Standard valu=a: 0. &5t AC

Turn on the simulator and allovw the temperature to
reach 34°C+.27C.

Set Intoxilyzer mode selecticn in the ACAR mode by
switching mode selection switch #2 on '
on keyboard menu.
Attach simulator to th
Intaxslyger.,
Intoxilyzer 5000 display reads "“READY TO START" or
"PUSH DUTTOWN".

Push Start Test button or press entar on keybeard.
Iinsert card in response to display.

Alr blank complsted.
Calibpration check completed
Test results 0. OF 0 A
Air blank completed.

When display reads Test Complete remove evidence c
Attach tha card to the completed checklist.

"

simulatory encrance port on

1

c ¥ OOFS5Lc

1 =t
r

The

Return mode sslection switch #9 to off position after
all calibraticn checks are complete or type Q and enter

on xevboarad.

j;;%%ﬁﬂ7hf' J{SLﬁiabv—'

DHS/DSLS/Form Clle (Rewv.7-33)

WITHOUT VADOR RECIRCOLATION AND WITE OR WITHQUT KEYZOARD
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TELS EEPORT PHEPARFD PURSUANT TO DOUTY IMBCSED BY
ALA.C. RI=14-404 (3]

EIHTIBIT 0

ARIZONA DEPARTMENT OF EEALTHE EERVICES

STANDARD QUALITY ASSURANCE PROCEDURES G“l’\
INTOXILY3ER MODEL EGQD*

(Print Name)

INTOXTLYZER SERTIAL #16) &?ﬁﬂ;ﬁé‘i’) LOCATION DT H O
DATE_ /2lwliarly oI5 15 200% TIME /O0dg
o
Egékﬂ Display reads "READY TQO START" or PPUSH BUTTON TO START
TEST.

DIAGHNOSTT TESTS
<A DVH Test check. Setting should be bstween .200 and

.600. Hode selection swiktch 52 on, 51 and 53 off or
keyboard menu selection "H". Reading is =% .

A Display Test check. Mode selection switch S1 on and S2
and 53 off or keyboard menu selection "V".

sl Printer Test check. Hode sslection switch 51, 52, S3
off or keyboard menu sslection "P".

\_.ﬂé 7 Clock time check. Mode selection switch S10 on or
kevboard menu sslection "E". 5

Jéﬂ Date check. Hode selection switch S11 on or keybhoard
menu salaction "E".

OPERATIONAT TESTS
hJ%i Alccheol free subject Test result 0.000
~Ps Error recognition logic system functicning
Invalid test print’ed

- é§ Proper sample recognition syste
Invalid sample printsd.s
; Deficient sample printed—4—
i_N/A  completeness of sample purge with collection tubs*#*

"~ 4 Calibration standard 0. 70 AC /
YE N

g
(B

Results: 0.0 cﬂ;?ﬂ - O: 0 & S

Instrumesnt Gﬁe“aulﬂg properly and accurately.

COMMENTS: Pinoved abicad 32 mine ko

SIGNATURE WL@ Mﬁiﬂf‘\

Qs ii Jé alcmhcl concentration standard collected for subseguent
analysis.*%

*WITE OR WITHOUT VAPOR RECIRCULATION AND WITE OR WITEQUT XEYBOARD

**THIS BTEP IB ONLY:-REQUIRED IP THIS DEVICE IS BEING USED FOR
BEAMPLE CAPTURE.

DHS/DSLS/Form C117(Rewv.7-93)
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EIIIBIT P <y

TEIE RETPORT PREPARED PURSUANT TO DOTY IHPOZED BY
AvAaC. BI-14-404 (3]

ARIZONA DEPARTMENT 'OF EEALTH EBERVICES

STANDAFRD QUALITY ASSURANCE PROCERDURE

INTOITILYZEE HODEL S5000%* /ﬂl
\
BTANDAYD CALTARATION CEECK PROCZIDURE
Agency _Tucson Polics Napirtman: Date )W ol d Tine /0QOC
Intoxilyzer Ssrial 3‘{_ e U :::--::.ax..‘.-::n+ DT HQ
QA Soecialist _ Lr o7 Doran f.;*..:‘;"::")'f
‘ Prﬁu_ a:e}

ijfr_l_ Pgur a2 standard alcohal sclh::cn of kKogwn value inzto a

clean dry simulator jar and assemble che sinulator.

Insure that a tig? aan mads

standard valus: 0.9§D AC

A4y 2. Turn on the simulator and allow the teamperature to
reacii I4°CH,2°C.

%ﬁkrr 1. Set Incaoxilyzer mode selection in the ACA mode by
switening mode sglection switch #9% on or selecting "*c©

on kKeyboard menu.
@4§{fﬂl_ Attach simulator to the sigulatar esntzance pert an
Intoxilyzer.
Intoxilyzer 5000 display reads YREADY TO STARTY or
"_‘U:"ﬂ 'Elr .LI"I'"O'\{ " v
: Push Start Taesc

rt
o ¥
o

T I button or press entsr on ksyboard
~ IO 20 7 Insert card in zesponse to dispiay:.

~A 7“4y 8. Air blank complated.

- s S calibration check completad.

ﬂ

rest results 0. QER-+ﬁ99+¥W}c
2ir blank completad. (b O5ifc

. When display resads Test Completas reszove evidence card
i ittach the: card to the completed r::*.ecﬂlst
L_ﬁ.{j/l‘z. Return mode selection switch #9 to off pasition aftar
: all calibration chsacks are complete or type @ and antser

on keyboard.
SIGNATURE Mz@%m

+WITH OR WITEQUT VAPOR RECIRCULATION AND WIT= OR WITEQET XEYZ0ARD




