TUCSON POLICE DEPARTMENT
CRIME LABORATORY o\
The undersigned Quality Assurance Specialist. having been qualified
by the Arizona Department of Public Safety for Imtoxilyzer 5000

inspection, and having performed such inspections on Intoxilyzer 5000

# [l . Serial # &5"“0(3.?,&93 certifies by her signature:

on X/25/0F . witharesult of J.082AC. 4.06/ AC.

and on 3/35'/0'?‘ . with aresult of 0.075 AC. 0.07% AC.

this instoument was tested with a known alcohol reference standard,
and always produced results within the acceptable accuracy limits

(from _0.070 AC. to 0.090 AC) . as defined by R9-14-404 A 3.

No problems were reporied concemning this instrument between these

two dates.

Irene Doran

ADPS QAS Permit #QAS 293586 (issue date 01/08/2004)
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TEIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BEY
ALA.C. RI-14-404 (A

EXHIBIT ¢

ARIZIONA DEPARTHENT OF HEALTE SEAVICES

STANDARD QUALITY ASSURANCE ?Rocznmzs@’\
INTOXILYZER HODZL 5000+

aCENcY Tucson Police QA SPECIALIST rg_,_,r-f'p-:.lf-- _‘jgmﬂ ﬂéﬁ_‘%f)

(Print Nate)

INTOXILYZER SERIAL ;{Qé”?‘(rﬁﬂfﬁﬁf} LOCATION D7 /H G
DATE_ /PLrliary o5 15 S 00% IME_/Cdg
=8
74 Display reads "READY TO START" or "BUSH BUTTON TO START
TEST. "

DIAGNOSTIC TESTS
DVM Test check. Setting should be between .200 and
.800. Mode selection switch 52 on, Sl and S§3 off or
Keyboard menu selection "H". Reading is el =

lgékj Display Test check. Mode selection switch 31 on and s2
and S3 off or keyboard menu selection "V".

PR Printer Test check. Mode seslection switch 51, 52, 53
eff ear p:=‘f]:|-::la.1'r:1 menu selection "3".

J;ﬂf Clock tims check. Mode selesction su'it:h 510 on or
kKeyboard menu selection "E".

s.._A%i Date check. Mods salection switch S11 on or keybeard

menu salsactian "EY,

BERATION

TEST
hggg Alconal free subject Test result 0.¢00 AC
P Error recognition logic system functioning

Invalid test printed
béﬁ Proper sample racognition system
Invalid sample printed.
i Deficient sample printedwi—
i N/A Completaness of sample purge with collechtion btubo#=*

P Calibration standard o. 8D AC /

Results: 0.0 FIAZ =4 OrO0F [

Instrument cperating properly and accurately. YES_ NO

COMMENTS: "’yﬂ?mfr&/ e:’?/d/cpng = V2i71o, kb

SIGNATURE //@L@ Mﬁ-}fﬁ-_

Q._AM lcnnal concentration standard collected for subseguent
analysis.*x

*WITE OR WITEQUT VAPOR RECIRCULATION AND WITH OR WITHOUT XEYBOARD

**TEIS BTEP IE ONLY REQUIRED IF THIS DEVICE IS BEING USBED FOR
EAMPLE CAPTURE.

DHS/DSLS/Form C117 (Rev.7-33)
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EIXIZIT ¥
THEIS REPORT PREFARED PURSUANT TO DOTY THPOBEED BY
A.A.C. R§—-14-404(A)
ARIZONA DEPRRTHENT OF EEALTE SFZAVICES
ETANDAZD QUALITY ASSURANCE PHOCEDUARZS
INTOIILYZIER HMODEL 5000* /&i
|
STANDARD CALIBRATION CTZECEX PROCEDURE
Agency _Tucson Polige Dapartoanc Date fQéiqyt?V Tima O0C

Intoxilyzer Serl al#(|Ls & (70 4403 Locatian DEFE A
QA Specialist Lreric Doran (%F(ff;:?#’)

{Print MName)

(f8) 1. Pour a standard alcohol solutien of knewn val
clean dry simulator jar and assephle the siml
Insure that a tight seal has been made.
standard value: 0.050 AC

L Z247 2. Turn on the simulator and allow the Tamperatcursa
reach J4°C+.2°C.

QJQTT 3. Set Intoxilyzer mode selectl
switching mode selection gwi
on keyboard manul.

g4§{ff1_ Attach simulator to the sizulator encIance port
Intoxilyzer.

7 5. ZIntoxilyzer 35000 display rsads "READY TO START"
npPUUSH BOTTON".

;
:

<PLA8 . Push Start Test button or prass entsr on keyboa
AL 20 T Tnsert card in response to display.
A P4T) 8. AL blank completed.
~Agt_A5) ¢ calibration check completed.
Tast results 0.08R +E84¥TaC
~BORA25T 10. Alr blank completad. (s Q§ktC
o4t o] 11. When display reads Test Complete rzmove &V
i Attach the card ta the compleated chacklist.
[ ;&fxlz_ REeturn mode selection switch #9 To off position
! all calibration chscks ars complste oOF type Q 2

n keyboard.

=)
STENATURE ﬁ;%%%hLLﬂégﬁbﬁabp_h

e

+WITE OR WITHQUT VAPOR RECTIRCULATION AND WIT

f

DHS/DSLS/Form CL18 (Rev.7-93)
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;ﬁ . A = T
Display reads "READY TO START" or "PUSH BUTTON TO sTagm

| 6
BPIETRIT Q &K

THIS REPORT PREPARED PURSUANT TO DOUTY IMPOBED BY
A.A.C. R9-14-404(2)

ARIZONA DEPARTMENT OF EEBEALTH EEZRVICES

STANDARD QUALITY ASSURANCE PROCEDURES fff“\
INTOXILYZER MODEL 5000+

AGENCY Tucson Police QA SPECIALIST -—Ji"!’_fﬁ{.. -ijf?f? @@53 d

{ﬁrlnt Name)\_
INTOXILYZER SERIAL # @¥-2003203 ﬁ@ LOCATI /433 DUL H
DATE Arén KR B-ROOH T Z

U'I-

L g B

TEST. "

st check. Satting should be between .200 and
-600. Mode selection switch S2 on, S1 and 53 off or
Xe2yboard menu selection "H". Reading is KO .
::fgi Display Test check. Mode selection switch S1 on and 52
and S3 off or keyboard menu selecticn "v",
W Printer Test chack., Mode selection switeh 51, s
off or keyboard menu selection "P".

'$1,é23 Clock time check. Maode selection: switch S10 on or

keyboard menu selatt*oﬂ R 4
ffééTH’ Date check. Mode selection switch S11 on or keyboard

mendl salscitign "E,

td

p B3

CPERATIONAL TESTS
Alcohel free subject Test result 0.A00 AC
A~ Error recognition logic system functioning

Invalid test printed
;2%&: Proper sample recognition systen

Tnvalid sample printed_£2r

; Deficient sample printed —fFx—

;. N/A Completeness of sample »nurge with collaction tubhe=*+
E =

;EEE Calibration standard 0.0

Results: 0 ~L ,?C
Instrument operating properly and g%cur tel YE

cores .ENTSTH’MG ved oblvgd imi ol /%432 > f’?‘%‘?[

-

SIGNATURE . WW
; tE[“*"?‘(‘ =

lcohol concentration standard collected for subsequent
analysis.«#

*WITH OR WITHOUT VAPOR RECIRCULATION 2AND WITHE OR WITEQUT XEYBOARD

**THIS STED IS ONLY -REQUIRED IF THEIS DEVICE IZ BEINZ UZED FOR
EAMPLE CAPTURE.

DES/DSLS/Form C117({Rev.7-53)
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Tucson Police Department Crime Laboratory
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EXHIBIT P NI TT

TEIZ REPORT PREPARED PURBUANT TO DUTY IMPOEED BY
ALA.CL RI=1L4-404 ()

ARIZONA DEPARTMENT OF HEALTH BERVICES

BETANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 5000+

STANDAAD CALIRRATION CEECK PROCEDORE
Agency _Tucson Pglice NDepariment Date QﬁégfaﬁﬂﬁL Tinmo }QEéig
Intoxilyzer Sarial# - D330 */k gLocat%mn DU HG

r = T
QA specialist  Lrewme Doranm

(Print Name)

(_#Z) 1. Pour a standard alcohel sclution of known value into a
clean dry simulatar jar and assemble the simulator.
Insure that a tight seal has been madas.
Standard wvalue: 0. o AC

(g} 2- Turn on the simulator and allow the temperature to

reach 34°%CL.2°C.

{g— 3. -Set Intoxilyzer mode selection in the ACA mode by
switching mode selection switch #9 on or selecting "cn
on Keyboard manu.

(w25 4. Attach simulator to the simulator entr
Intexilyzer.

[
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2~ (wgh 5. Intoxilyzer 5000 display reads "READY TO START" or

"BUSH BUTTON".
} &. Push Start Test button or press entsr on keyboard.
7. Insert card in responss to display.
. #ir blank completed.
“Asbayd 8. ALF Blafk comy
§. Calibration check completed.
Test results 0.0F5 +2.076 AcC

‘#b.&jkyj 10. Alr blank complstad.

stAg] 11. When display reads Test Complete remave evidance card.

Attach the card to the completed checklist.
(LT 12. Return mode selection switch #9 to off position after
2ll ecalibration checks are complete or type Q@ and enter

O%d '
STCNATURE ”(g1¢ﬁﬁbwuaw
o

#FITE OX WITEOOT VAPOR EECIECULATION AND WLITH OR WITEQUT XKEYBOARD

DHS/DSLS/Form Cl16 (Reav.7-93)




