TUCSON POLICE DEPARTMENT
CRIME LABORATORY K\

The undersigned Quality Assurance Specialist, having been qualified
by the Arizona Department of Public Safety for Intoxilyzer 5000
inspection, and having performed such inspections on Intoxilyzer 5000
£ Il _Serial # (#~00 3305 _ certifies by her signature:

on 3/Rs/0¥ . witharesultof 0L0FS AC. 0.oFeAC.

and on _Z@gL&_ﬁwith aresult of @-0F@ AC. O.CAAC,

this instrument was tested with a known alcohol reference standard,
and always produced results within the acceptable accuracy limits

(from _0.070 AC. to _0.090 AC) . as defined by R9-14-404.A.5.

No problems were reported concerning this instrument between these

two dates.

(hone. Besen

Irene Doran

ADPS QAS Permit #QAS 29586 (issue date 01/08/2004)

SUBSCRIBED AND SWORN to betore me

RO\I.:‘FLA 2 R Va9 .
Notaty Public
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BYEIBIT Q &AKST

THIS REPORT PREPARED PURSUANT TO DUTY IMPOBED BY
A.A.C. R9-14-404 (A)

ARIZONA DEPARTMENT OF HEARLTH BERVICES

STANDARD QUALITY ASSURANCE PHOCEDURES f{]L‘.
INTOXILYZER FDD?L 5000+

Excy Tucson Eolice QA SPECIALIST —Mffj{. »Dﬂf?f? @E’:ﬂgg {)

B {?rlnt‘_ Namea J\_
nwroxtryzes. sexaar #.04= 003203 (10) wocion T JERS S~ pUT Ha
DATE arin KRS 3-R00OL TIME s

s s
D ay reads "READY TO START" or "PUSH BUTTON TO START
Tt "

5 —————
a1

TAGHEQSEIC TESTS
~ DVM Test check. Setting should be between .200
of

rt’l::l
b_n'

41 B

B

L6500, Mode selection switceh 52 en, 31 and 53 ol
keyboard menu seslection "H". Reading is _ ,3%0 .
Display Test check. Mode selection switch 51 or
and S3 off or keyboard menu salection "V".
Printer Test check. Mode selection switch 81, 82, S3
off or keybeoard menu selecticn "P".

Clock time check. Mode ssalesction switch 510 on or
keyboard menu seslection "E". '

Date check. Mode selection switch S11 on or Xeyboard
menu selection "E".

|
[u
Y
L

S2

T%M

OPFRATIONAL, TESTS
Alcohol free subject Test result 0.H00 AC
rror recognition legic system functioning
Invalid test printed
Proper sample recognition system
Invalid sample printed &2
Deficient sample printed o
i W/A Completeness of sample purge with collaction tubs*=*
5 Calibration standard 0.0 AC
Besults: 0.0 Eﬁ. -l _0?‘,}
Instrument operating properly and Stcurately. ¥YES NO__

CGWEETS:’WMOW d otygd Smin (432> /43

s:sw;a.;mr: p //ZLMJM

¢kw£lcmhcl concentration standard collected for SLbsequeﬁt
analysis.*»

b |.T

%

*WITHE OR WITEOQUT VAPOR RECIRCULATION AND WITHE CR WITHOUT EEYB0OARD
«xTHIS STEP IB ONLY REQUIRED 1F THIES DEVICE IS BEING USED FOR
ERMPLE CAPTURE.

DHS/DSLS/Form C117 (Rev.7-93)
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Tucson Police Department Crime Laboratory
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PYAIBIT P NPT

TEIS REPORT PREPARED PURSUANT TO DUTY IMPOEBED EY
A.A.C. RI-14-404(A)

ARIZONA DEPARTHENT OF HEALTH EERVICES

STANDARD QUALITY ASSURAMNCE PROCEDURES
INTOXILYZER ODEL 5000*

ETANDARD CALIBEATION CEECK PROCEDURE

Agency _Tucson pglice Negartment Date 3/035/5% Time }9".53

Intoxilyzer Serial¥ tf— 03302 */ YLocaticon Ve lVE e h{q
QA Specialist __Lrree Doranm 33/ )

T

(Print Name)

(A L- Pour a standard alcochgl solution of known value 1
clean dry simulator jar and assemble the simulator.
Insure that a tight seal has besn mads.
Standard value: 0. Of0 AC
Turn on the simulator and allow the tesmperaturs To
reach 3I4°C+.2°%C.
set Intoxilyzer mode selection 1n the ACA node by
switching mode selection switch #9 on or selecting "C"
on keyboard msnu.
Attach simulator to the simulator entrance port on the
Intoxilyzer,
Tntoxilyzer 5000 display reads "READY TO START" or
N"PUSH BUTTON".
. Push S5tart Test button or prse
Insert card in response to di
. Air blank completed:
. Calibration check completed.

Test results 0.0F5 ¥0.076 AcC £

i %

:

5 ent=sr on keyboard.

L5 T T s 1

‘?krﬁjQE] 10. Air blank completed.

iG] 11- When display reads Test Complete remave evidence card.
' Attach the card to the completed checklist.
Z&r 12. Return mode selection switch #9 to off position after
: all calibration checks are complete or type Q and enter
on kevhoard. :

SILGNATURE

*FITE OR WITEHOUT VAPOR RECIRCULATION AND WITE OR WITEQUT KEYBOARD

DHS/DSLS/Form Cl1lé (Rev.7-33)
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BXAIBIT Q =N

THEXIS REFORT PREPARED PURSUANT TQ DUTY INPOBED BY
A.A.C. B9-14-404({2)

%3}
[¥5]

ARIZONA DEPRETHENT OF EEALTE EERVICE

STANDARD QUALITY ASSURAMNCE ?RDCEDEREEfﬁ%
INTOIILYZER MODEL 5000%

AGENCY Tucson Police OA SPECIALIST .Jifﬁfz?(L;kDFﬂV1/ggé;3;?/

1~ HE.EE
INTOXILYZER SERIAL #F Y- Gﬂﬁﬂ?@!}f&) .G % _‘D /'.’Lf:‘
i ) 92 18 200 1T vz I _5
\ ék:: Display reads "READY TO START" or "BUSH BULTON TO START
TEST, "

ack. Satting should ba hatwes=
selection switeh 52 on; 51 and
nu selection "H". Reading is .
t check. Mode ssalection switch 51 on and 532
and '53 off or keyboard menu selectiaon "VY.

chack. Mode selection switch 51, 52, 53
off or keyhoard menu selectiaon "2

-_— — - - -
:iéhjfr Clock time check. Mode selesction switch 510 on or

keyboard m=nu selection "E!.

:?éﬁj Data ch

a
=3

ek Mogda selection switch 511 on or keyboard

OPEREATIONAL TESTS
ziﬁﬂr Alcohol free subject Test result 0. 300 AC
Error recognition logic system functioning
Invalid test printed
bgfig: Proper sanple Tecognition system
- Invalid sample printed g4
i .- " Daficient samplae Dhluhuﬁigf-—

N/ Completszness of sample purges w t- collection tubex*
N/t Calibration standard 0. 02%
Results: 0. Q?L’aff}f’_ = 0. 'D?-._j",-ﬁ:_ 4/

Instrument operating properly and accuratasly. YES NO_

COMMENTS : Ymoved Clock ahtad 2 2777
fr’Enﬂ T=>im=20)

 SIGNATURE Q\W F(%ﬁc:f-%—ﬁ

- alaahol concentration standard collected for subsaquent
*ana ysls "

5 l \‘-’I-.-I'__M

13
“*WITH OR WITHOUT VAPOR RECIRCULATION AND WITE OR WITHOUT KEYECUARD
-*%*THTS STEP IS5 ONLY: REQUIRED IF THIS DEVICE IS BEING USED FoOR
EAMELE CAPTURE.
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DES/DSLS/Form €117 (Rev.7-33)
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Tucson Police Department Crime Laborator
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THIS REPORT PREPARFD PURBUANT TO DUTY IMPOBED BY
A.A.C. R9-14-404(A)

EXHIBIT P

ARIZONA DEPARTHENT OF HEALTH BSERVICES

ETANDARD QUALITY ASBSURANCE PROCEDURES
INTOXILYZER MODEL 5000%* 43%

ETANDARD CALIBRATION CHECK FROCEDURE

Agency _Tucson Police Department Date ?222%{5'% Time Jr&'j,/
Intoxilyzer Sariali@_@%%}ﬁ)j LG% £ ,ﬂf@
g A1

an
QA Specialist [ 2Nl o 33 ()
{Pr{i.nt Ha.mea’
%ﬂ' 1. ©Pour a standard alechol solution of known value inteo a

clean dry simulator jar and assemble the simulator.
Tnsure that a tight seal has been made.
standard value: G.{EED AC

) 2. Turn on the simulator and allow the temperature to
reach 34%C+.2°C.

;%%TL 3. Set Intoxilyzer mode selection in the ACA mode by
switching mode selection switch #9 on or selecting "C"
an keyboard menu.

(=<} 4. Attach simulator to the simulator entrance port on the

; Intoxilyzer.

<5y 5. Intoxilyzer 5000 display reads “READY TO START" or

"pUSH BUTTOHN".

A kzms) 6. Push Start Test button or press enter on keyboard.

7. TInsert card in response to display.

#%ﬁﬁﬁ%# B. BAir hlank completed.

g. Calibration check completed.
Test results D-D%'FD-D?‘E AC

{7 10. Air blank completed.
b 11. When display reads Test Complete remove evidence card.

Attach the card to the completed checklist.
b 12. Return mode selection switch #9 to off position after
4 all calibration checks are complete or type Q and enter
on keyvboard

SIGNATURE QM—E//@‘@M\

*WITH OR WITHOUT VAPOR RECIRCULATION AND WITH OR WITEQUT EEYBOARD

DHS/DSLS/Form Cl16 (Rev.7-93)




