TUCSON POLICE DEPARTMENT
CRIME LABORATORY /b\n.
The undersigned Quality Assurance Specialist, having been qualified
by the Arizonda Department of Public Safety for Intoxilyzer 3000
inspection, and having performed such inspections on Intoxilyzer 5000
s [ @ Serial £ 0f- 0032 3 certifies by her signature:

on f{éﬁg 04  witharesultof 0.072¢ AC. 0.075 AC.
and on 57/?/97‘ _with aresultof 2,080 AC. 0.08( AC.

this instrument was tested with a known alcohol reference standard,
and always produced results within the acceptable accuracy limits

(from _0.070 AC. to _0.090 AC) . as defined by R9-14-404.A.3.

No problems were reporied concerning this instrument between these

Wene Boren

Irene Doran

two dates.

© ADPS QAS Permit #QAS 29586 (issue date 01/08/2004)

SUBSCRIBED AND SWORN to before me

DKN:H‘I. (fl C‘T"\:’l_ﬁ LA lfcj_ ]
“Jotar)‘r Public (J"




/g £

EXIIBIT Q@ v

TETE REPOAT PHEPARED BURSUANT TO DUTY IMPOQSED BY
A.A.C. RI-14—-404{A)

ARIZONA DEPARTHENT OF HPALTH SEAVICES
STANDARD QUALITY ASSURAMCE ERGCEDTEEE&%
INTOXILYZER MODEL S5Q00#
AGENCY Tucson Palice oA SPECIALIST Mﬁﬁ(’){}m’ﬂé‘d&ﬂ_}/)
T_h, Ham e]
INTOXILYZER SERIAL #@7— Qﬂﬂag(ﬁfﬁﬂ Lac %;5 :3

DATE 27/ .:53'5*‘ 15200 TIME
< S
' or "PUSH BUTTON TO START

5ﬂé%E Display reads "READY TO START!'

DIAGNOSTIC TESTS
DVvM Test check. Sat:lng should be betw
-600. Mode selection switch 52 on, 51
keyboard menu selection "H". Readinq i

— A Display Test check. Mode selection switc h si on and s2
and S3 off or keyboard menu selection "V".

e Brintar Test check. Mods ssalection switch 851, 52, 53
off or keyboard menu selesction "B".

=EQ&EEF Clock time check. Mode selection switch 510 en or
keyboard menu selsction "E". ‘

~==AY Date check. HMode selection switch S11 on or keyboard
menu selection "E"

OBERATIONAT: TESTS
ol Alcohol free subject Test result 0. 400 AC
zziﬁ Error recognition legic system functioning

Invalid test printed
Proper sample recognition system
Invalid sample printed g4

- <~ Deficient sample printeqd —.—
: N/A Completeness of sample purge with collection tubhe**
/e Calibration standard D.DE% AC

Rosults: 0.0 7GAC ~ D.DFSAC_ A

Instrument operating properly and accurately. ¥ES NO_

cormENTS: Y oved Clock akhtad 3 00
53553‘?’ =gt :31._.7

S . SIGNATURE Q\W a((lf%m-_ﬁ
s

..%”
Fas
t..--"'*

wﬁ?ak

alcchol concentration standard collected for subseguent
ana ysis. kw

*W*TH OR WITHOUT VAPOR RECIRCULATION AND WITE OR WITEOUT EKEYBOARD

-**THTHE BTEF IS ONLY: REQUIRED IF THEIS DEVICE IS BEING USED FOR
HAHPTL.E CAPTURE.

DHS/DSLS/Form C117 (Rey.7-33)
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EXHIBIT P

e ——
TEIS REPORT FPREPARED PURSUANT TO DUTY IMPGBED BY
A.A.C. R9-14-404(3)

ARIZOMNA DEPARTHENT OF HEALTH BERVICES

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 5000+ &ﬁ\-ﬂ

STANDARD CALIBRATION CHECK PROCEDURE

Agency _Tucson Police Department Date
an

Intoxilyzer Sarial#&ﬁélkﬁéﬁgfﬂhﬁ Lmizéb
QA Specialist 1Nl v A S0 32/
: (priint Namey
LA 1. Pour a standard alcohol solution of known value into a
clean dry simulator jar and assemble the simulator.

Insure that a tight seal has been made.

Standard value: 0.0Kk0 AC

&) 2. Turn on the simulator and allow the temperature to
reach 34°C+.2°C.

;4%5+.3. Set Intoxilyzer mode selection in the ACA mode by

switching mode selecticn switch #3 on or selecting "C"
on keyboard menu.

(=3 4. Attach simulator to the simulator entrance port on the
Intoxilyzer.

A ~&T 5. Intoxilyzer 5000 display reads "READY TO START' or

"DYJSH BUTTON".

AT kzxe) 6. Push Start Test button or press enter on keyboard.
~Atege) 7. Insert card in response to display.

Refeger 8. Alr blank completed.

—Rbhe . - Calibration check completed.

Tast results 0.07L+00 AC
0. Air blank completed.

4
—fnhege} 11. When display rsads Test Complete remove evidence card.

Attach the card to the completed checklist.
<z 12. Return mode selection switch #9 to off position after
- all calibration checks are complete or type Q and enter
on keyboard

SIGNATURE QML&//Q%V\
o

*WITH OR WITHEOUT WAPOR RECIRCULATION AND WITE OR WITHOUT REEYEOARD

DHS/DSLS/Form C116 (Rev.7-93)




ZE=THET Q)
TEIE RETORT PREF2AED PURSUANT TO LUTY IMNPO57D By
A.A.C. BAF—-14-404 (A}
AZITONA DEPARTHZNT OF EEALTE S7HATICES
STANDARD QUALITY SSERAMEE ?RiCEJ:?ESK%H
INTOXILYS23 MOOEL. S0aqQw k\
AGEMNCY *TLCSOnN FOLlLCE gy SPECIALIST Lf’;’ﬁ'.::‘: Dﬂr’z’f’? //43"_35/1\
(Fmint Hazma)
INTOXILYZER SERIAL # ;ﬂ%i?(?ﬁ@»} rocitzon. DIAL ?ﬁﬁ
DATE May @ s 200Y TIME Hé’%a?
/ “ﬁh
« I Display reads "EZAOW TGO STARTY" or "2UsSH IUTTON TO sSTant
TEST." "B
DIAGHASTIC TESTS
A OVH Tast check S5atiing siolld Dg betwesn ..200 and
.00, Hods soigctien switch. 52 an, 51 a2nd 53 off ar
keyboard menu selection "E". Reading is .=2#2
it L Display TestT check. Mode selection switch 51 on and 52
angd 53 off or Xeyboard menu-selecoron "WV
:ggﬁ Brintsr Test chack. HMode sslsciian switch 51, 52, 817
off or kzyboard manu s=lsctiaon "2
;Eék Clock time check. Hede selsciicon switch S16 on or
keyhoard menu salegctipn "EU.
cﬁﬁg Date check. Mgode sslection sw¥witch S11 on or kavbazard
manu sslasction Y“ET.
QDERATTONART. TESTS
=045 Alconel free subject Test rasult 0. HM0 ac
74 Ervar recognitilien. logic system functlaning
Invalid test printed
~0D&~ ovroper sample recognitlion system
' Invalid samples printad Yo
Deficlent szaple ??lnteiﬁﬁ&?ﬂ
N/A Cﬂmulateness oz sampla pu #ith collsction tubexs

San

-

COMMENTS

ogTzftL

SIGNATURE Jé;zg?ﬁi ﬁ(yiﬂiﬁqf-
o NP o |
. ﬁ%' alcohiol concentration standzard collactsd fox subhsequent

analysis.*=»
*HITHE R WILITEQUT VAROR RECIRCULATION AND
kETHTS ETEP IE OMLY-REQUIRED IF

SRANPT,E CAYT

DHS/DSLS/F

L
TELIS DEVICE I

ITE OR WITHOUT XEYBOARD
BEING UBED FOR

=

ARETTRE.

orm Cli7({Rewv.7-93)
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HIBIT P RS

=
—

8

~=TS REDORT PREPARED PURBUANT TO DUTY IHPOSED BY
A.A.C. R9-14—404(A)

ARIZONA DEPARTMENT OF HEALTE BERVICES

STANDARD QUALITY ASSURANCE PROCEDUERES
INTOQIILYZER MODEL 35Q00* Q:

STANDARD CALTREATION CEECK PROCZDURE

Agency Tucson Polige MNenartment Dakte -S/IC?/W Time }35%

Irtoxilyzer secialivl- 00303 p) Location _ DUL HZQ

QA Specialist T rene DQD‘?H [ Y 37::#}
I:PI_':LJ.LL Hama)

{}"'} 1. Pour a standard a‘lf:“al enlutcian of known value into =

o clean dry simulator jar and assemble The sizulator.
Insure that a tight se2al has bean made.

Standard value: 0.0§0 AC

L%@?} 5. Turn on the simulator and azllaw the csamparaturs To
reach FIACL20C:

{(@z) 3. Set Into xllfz#“ mode selection in the ACA mode by
switching mode selection switch #35 on or selecting "c"
on keyhboard manu.

) *- At+ach simulator to the simulator encrance port on thoe
Intaxilyzer.

ﬂﬂ¢&?hﬂj 5. Intoxilyzer 5000 display raads: "READY TO S5TART" or
HEPUSH BUTTOH". :

gi—F4-) 6. Push Start Test puttcn or press enter on keyboard.

%{ﬂ.ﬂm] 7. Insert card im response to display

qﬂ-a“{ﬁ"j g 2ir blank completad.

pates) 2 Calibration check compleated.
Tast results 0.0fo4 0.08/) AC :

Pa-(Pe7) 10. Air blank complated.

Pt Pa) Ll. When display razds Test Complete remove esvidence cax
Attach the card to the compleatad checklist.

(y8e-) 12. Return moda celection switch #9% to off pesition after

a1l calibration checks are complete or type Q@ and enter
gn xevhboard.

STIGHNATURE é EMLC..- A_@}LI-‘V-"

[

*¥ITHE OR WITHOUT VAPOR RECIRCULATION AND WITE OR WITEQUT XEYBOARD

DHS/DESLS/Form CL1E (Rewv.7-913)




