TUCSON POLICE DEPARTMENT
CRIME LABORATORY ,@\

The undersigned Quality Assurance Specialist, having been qualified
by the Anzona Department of Public Safety for Intoxilyzer 5000
inspection, and having performed such inspections on Intoxilyzer 5000
# |  Serial # (dlo-0040Y , certifies by her signature;

n (o _}I‘l lD‘-i .witharesult of 0.082Z AC. (), O8] AC,
and on ] l HII‘H . witharesultof D_07lo AC. O.078 AC.

this instrument was tested with a known alcohol reference standard,
and always produced results within the acceptable accuracy limits

(from__0.070 AC, to _0.090 AC) . as defined by R9-14-404.A.3.

No problems were reported concerning this instrument between these

two dates.
,ﬂm r}tﬁ ﬂ powmbs
J Jeé_xferL Coombs

ADPS QAS Permit #QAS 29886 (issue date 06/15/2004)

SUBSCRIBED AND SWORN to before me

this__ | (5 .dayof "J'u\_-i L2004
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THIEB REPORET PHEDARED PURSUANT TO DROTY
1.1.;; B3=14-404 {3}
ARIZONA DEPDARTHENT OF HEALTH EEZAVIL

SETANDARD QUALTITY ASSURANCE PHOCED
IMNTOXTLYEER: MADEL, 3000+
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AcENCY Tucseon Police g SPECTALIST Z}'ffk?
(
NTOXILYZER SERIAL #.bh-p0f0/#(#/F) rocaTIoy

Ham

DUT

Display reads MREADY 'TO STARTY for- "SUsSH SUITON T0 igTammT
TEST.."
DIAGHMOSTIC TESTS
Eigir_ DVM Tast check. Satting should be betwesn .200 and
L6080, Made selection switeh 52 on, 51 &nd §3 off or
kayboard menu selection "H". Reading 1s 29 .
é%g: Display Test check:. Mode selection switch 31 on and 52
ard 53 off or keyvboard menu selsction "W,
R Printer Test check. Mode salection suwitch SL; 53, 53
off or keyboard menu selection "B".
K Clock time check. Mode selection switch 510 on ar
kevbaard mentl sglectian "EM. :
Sﬁgz: Date check. Mode salectioeon switcn SL1L an or kevbhaard
manu selsccign "EM.
QPERATIONAT, TESTS
» Alcohal free subject Test result 0.000 AT
tgég Erroxr recognition logic system functiening
Invalid test printed
. Froper sample recognition system
Tnrvalid sample printad oo
; Deficisnt sampnle prln;ﬂdJEE'
FN/A Completsness of sample aurge with collection tubex*
—fls

Calibratiaon SMaﬂqa"u o joe ﬂEZ}
Results: éﬁﬁ < 0-05/40C_

Instrument operati ng operly and accurataly.

:p-
l

COMMENTS:

YESVXQS

SIGHNATURE é;ééﬂx£;-<£Lﬁ&ﬁwﬁ~_
T ——

CLIHE&&f leohnl concentration standard collscted for subseguent
analysis. «*

*RWITE OR WITHOUT VAPCR RECIRCULATION AND WITE OR WITEOUT
*+TEIS STEP IS ONLY REQUIRED IF TEIS DEVICE IS BEING USED FOR

EAMDPLE CRAPTORE.

DHS/DSLS/Form C11i7(Rev.7-33)

XPZYSOARD



o5

Tucson Police Department Crime Laboratory@,\

B . A ———

b 1 [ W1 R B W

OHY.Y HALETS LNIAINHLSN G HEE RSO L

= el L e

_...u.._r_a_u_*_.n._
mm&&
L T N R TRTR O IEaT 156 w..c__v.:.l
= AT 5 IO3rAns
J.r
95 160 aaE " AHEE W1
af lea T2a” HO3HD "TIED
CE LRG BEE . HMBETE 31
FNITL  3INIEA 2R3 ' 183l
L¢Wummw ha/d1/90
hiphBE-99 NS @aas 130a0W 24
H3ZLTTHHY OHODIH = AIZATIHO0LIMI
ONI IWD

.uz__...__u .Emm.: _u.r.

ST HEAOY RDIASHTIR .._.q.z_u:._.nuﬂ.-. et

Jeo5

PRI 0] TR GG E:.__ [T E.E E]
oM INa _ priie
L
E IR B
_ 5
| | : ,// i (N
____ m_ 13 I ..“...
hEleld,  @og; AMHIE W1y
he 160 mmm.H AJFHD 9D
££:60 . pea’ EszmeHq.
JNTL m:J¢3 ayg . hth

m#wshww ; LmumH\mm z m
5]

hiohea-98 N3 S 300uW:28 L
HIZATENY TRHODIHL HIZATIROLNI 3
qu 142




Agency
Intﬂx¢lgzer Serialf
QA Specialist

(A 1-
wq} 2-
log) 3-
Logy 4-

0> (og) 5-
e fﬁ%ri &
L T
t:-é:j {_Ldb,} 3.
hégiihikr} R
<L) 10.
qaqHE¥QIT 1l.
(L3 12.
SIGNATURE
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FIXAIBIT P

THIS REFPORT PREPARED PURBUANT TC DUTY IMPOSED BY
A.A.C. B9-14—-404(R)

ARIZONA DEPARTMENT OF HEALTH BERVICES

STANDARD QUALITY ASSURANCE PROCEDURES [Ln
INTOXILYZER MODEL 5000%

ETANDARD CALIBRATION CHECK PROCEDURE

C.:DH_PQ'I_'IC'F Department Date 22//;1/&%

ﬁ%eﬁ‘ﬁi_

- 0 ﬁflacatlﬂn
‘Ll?ﬁ?f'ﬁﬁrﬂy?éﬁﬁiiﬁf

(Print NHame)
Pour a standard alcochol solution of known value into a
clean dry simulator jar and assemble the simulator.
Insure that a tight seal has been made.
Standard wvalue: 0. OKD AC
Turn on the simulator and allow
reach 34°C+.i2%C.

the temperature to

Set Intoxilyzer mode selection in the ACA mode by
switching mode selection switch #9 on or selecting "cC"
on keyboard meni.

Attach simulator teo the simulator entrance port on the
Intoxilyzer.

Intoxilyzer 5000 display reads "READY TO START" or

"PUSH BUTTON".

Push Start Test button gr press entcar
Insert card in response to display.
Air blank complatad.

Calibration check completed.

Test results 0.6 +0.08] AC :
Alr blank completesd.

When display reads Test Complete remove evidence card.
2ttach the card to the complated checklist.

Return mode selection switch #9 to off position after
all calibration checks are complete or type Q and enter
on keyboard.

on keyboard

*¥ITH OR WITHOUT VAPOR RECIRCULATION AND WITE OR WITHOUT XEYBOARD

DHES/DSLS/Form €116 (Rewv.7-33)
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THIES REFPORT PREFAHED PUR
A.A.C. B3

AOTIONA REFPRATHEINT OF ERALTE SFa7ICES

ANDARD QUALITY ASSURANCE ?‘Dczﬁuﬂzﬁfﬁhh
INTOXILYZER MODEZL 5000 |

=k ad

AoEMCY Tudson Zolics Ox SPECIALIST \)Qﬂﬁrgkf p{ﬂyﬁbfg QEHE
INTOXILYZEZR SERIAL #ldg—ocHOM @‘"ﬂl ‘::.:.?::h‘:_t‘;ji._l L%J
DATE 14 : TINZ. A5

n

i
ol
(o=t v HEFF

0.ClLAC A 0.T18AC

ﬂg properly and accurately. YESY NO

¥

O w0
ow = H

isD ISE BUTT 0 STAaT
B!
DIAGHNQSTIC TESTS
s DVM Test check. 1ld De pstvesn 200 ang
<608 . Hode salacti 2 any: S and: 53 oL o-
keyboard menu selection "HY. Raading is .37 :

vff Display Test check. Mode selection switch SL on and 52

and 53 «off or kevboard menu selsctiopn 'WVMH

v Printar Test check. MHode 3alsctign svitch 51, 52, 53

off o¥r ksybozrd manu salection "2

{f__ Clock time check. Mode selectidgn switech §10 ©n or

keyboard menu seléctian "=k,

M/, Data chssk Mode' selectiaomn switcn S1L on or kevbhoarsd
T =anu salsctign "EM o
QP=RATTIONAT TFSTS

Ef 2lenhol f£ree subjact Test ressult 000D AC

Frroor :Eccqnlzian loglc syscem functioning
Invalid test printed
V/ Proper sample recognition systam
Invalid sample printads-
. f Deficient sampls printedy
N/ c eness of sample purge with collaction tuhs=*
" c tion standard 0. 65O AC
B :
ir

rl"l.ﬁ o m

1R edEll el e |
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[ Bt 1 4

Instrumentc

COMMENTS ;

SIGNATURE QULKSEA f%% (yﬁﬁh&ﬁh 1
Q L.

Q.§$ﬁ alé@hul concentration standard collected for subseguent

=

nalysis.*x*

*WITHE OR WITEQUT VAFPOR RECIRCULATION AND WITHZ OR WITHOUT RKEYSOARD
*xTHTZ HTED TH ONLY REQUIRED IF TEIS DEVYICE I8 BEING UZSED FOR
BAYPLE CAPTURE.

DES/DSLS/Form CL17(Rev.7-33)
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EXHIBIT P

TEIS REPORT PREFPARED PURSUANT TO DUTY IHFCEED BY
A.A.C. B9-14-404(2)

ARTIZIONA DEPARTHENT OF HEALTE SPRVICES

BTANDARD QUALITY ASSURANCE PROCEDURES
INTOITLYZER MODEL S000w

ETANDARD CALTIRARATION CHECX FRGCEEUREﬁ$x

Agency _Tucsgn Police Nepartment Date *”F“d4 Time OS5

Intoxilyzer Serial# G4 1) Location N HE

QA Specialist ;p S ST SR SleliaD :

; (Print Name!

[ u/: 1. Pour a standard aledhol spluticn of Xnown value into a
clean ‘dry simulator jar and assemble the simulator.
Insure that a tight seal has been made.
Standard value: 0.080 e

i M/} 2. Turn on the simulator and allow the temperaturs to

reach 34°C+H.2°C.

- Sgt Intoxilyzer mode selsction in the ACAK =o
swWwitching mode selsction switch #3 on orsel
on kETﬂ”a*C manii.

( )

(%

= DY
chEing Mer

4 v/] 4. Attach simulator to the simulater entrance port on the
Intaxilvzer,
//FJ/’ 5. Intoxilyzer 5000 display reads "RZADY TO START" or

"IUSH BUTTON".
/‘/ 5 = =,

Push Start Test button o
e = Inserkt card In response
,f’ x/] Zir bhlank completced.
) Calibration check completed.
Test results m-ﬂ"lhm#ﬂuﬂa ac
( v} 10. Air blank completed.
Wt o 11. When display reads Test Compiete remove evidence card.
Attach the card to the completed chscklist.
{y/#i . Beturn mode selecticon switch #9 to off position atfkt
a1l calibration checks arxe complete or type Q and en
lkeyboard.

SIGNATURE /QML 1‘)10 Cm%\b%

*FITH OR WITHEOOT ggPGR REECIRCUOLATION AND WITH OR WITEQUT XKEYEOARD
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DES/DSLS/Form CLl6 (Rev.7-33)



