TUCSON POLICE DEPARTMENT

QA

The undersigned Quality Assurance Specialist, having been qualified

CRIME LABORATORY

by the Arizona Department of Public Safety for Intoxilyzer 5000
imspection, and having performed such inspections on Intoxilyzer 5000

4 |7 . Serial# - 00¥O/Y . certifies by her signature:

on [/ f%ﬁ/m"  with aresult of 0.0ZFAC., d.0FAAC,

and on I;'_/QZD"![ .with aresultof 2.080 AC. p.0&1 AC,

this instrument was tested with a known alcohol reference standard,

and always produced results within the acceptable accuracy limits

(from _0.070 AC, to _0.090 AC). as defined by R9-14-404.A 3.

No problems were reported concerning this instrument between these

More Bors_

Irene Doran

two dates.

ADPS QAS Permit #QAS 29586 (issue date 01/08/2004)
SUBSCRIBED AND SWORN to before me

this . day of Decembec . 200Y.

T CFFICIAL SEAL
(2B KATHY A. KINNEY

s

T 2| NOTARY PUBLIC-ARIZONA
S/ PIMA COUNTY _ 9.
Z My Comm_Exp. Sept. 4, 2008 Notafly Public




STANDARD QUALITY ASSURANCE ?RGCEEG?ZEJ<$K
INTOXILYZIER HODEZL 5000+ '

[(Prinkt ¥ama) Nl
INTOXILYZER SIRIAL #o-00Y0/M (F/F) rociziov_ pul Ho
DAaTE_Nowaiber 14 Jep¥ | TIHE AZ20 i
- L
-:-:‘ﬂf_-'}: Dizsplay reads "READY TQ START" or "BPLSH 3UTEON T0Q sTAgT
TEST !
RIAGNOSTIC TESTS
7 gV Testht check. Setiting should he betwean .200 and
.800. Mode selection switch S22 on, Sl and 53 cff or
keyboard menu sslsction "H". Reading is ,37% L
Pgq— Display Test chack. Hode selection svitcn S1L an and s2
and S$3 off or keyboard menu sslection "V".
:@5: printar Test check. Mode =selecoion swWibch 5i, 582, 53
orff o ¥Xeyboard menu szlection "2".
‘_—é{ Clock time check. Hode selection swviitch S10 on oc
kevhaard menu selection "E'.
= Date chack HMods selsction switech S11L on or kevboard
msnu salection "E"
QDEIATTONAL TESTS
—“%X7__ Alcohol fr== subject Test rasult 0.000 - A
e el Error recognition lagic system functioning ;
Invalid test printad L
23 Droper sample recognition system

Invalid sample printad-£4 o
; Deficient sample printed_ 24—
: N /A Completeness of samp"e. purge with collaction tuba**
L Calibration standard 0. 0¥D AC
Results: 0. 07zAT « E-D'—?’—S’z‘f—c.

Instrument operating properly and accurately. ‘:’ES_I'/ND

COMMENTS

SIGHATURE W\-ﬁa I&Wb\.

o. N P‘J{alcc&hcl concentration standard collected for subssguant
analysis.*=

*WITH OR WITEOUT YAPOR RECIRCULATION AND WITZ OR WITEOQUT LEYBOARD
**TETE STEP IBE ONLY REQUIRED IP THEIS DEVICE IS BEING USED ZFOR
EAMTLE CABTURE.

DHS/DSLS/Form C117(Rev.7-93)
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Tucson Police Department Crime Laboratory
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TELIS BEPORT PHEPARED PORSUANT TO DUTY IMTQJED 3

IT P <

ALALC. RE=14-4041R)
ARIZONMA DEPARTMENT OQF HEEALTH SERZVICES

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 5000% (L(}

STAMDARD CALIBEATION CEECK FROCEDUER

Agency Tucson Polics Department Date J’J‘r!‘?{fo?c Tzme {030

Intoxilyzer Serial# bl ~0D%e S (71 7) Location Dul” H6¢

A Specialist Lrenc Doran Yo 33/

(Print Name)

o) 1. Pour a standard alcognol solution of knoWwn value intgo a
clean dry simulator jar and assemble the simulator.
Insure that a tight sesal has been madse.
standard wvalue: 0.050 AC

(#4—) 2. Turn on the simulator and allow the teamperature To
reach 34°C+.2°C.

(¥o—) 3. Set Intoxilyzer mode sslection in the ACA mode by
switching mode selection switch #9 on or sszlecting "C"
arn keyhoard menud.

(wPs=) 4 Attacn simulator te the simulator entrance port on the
Intoxilyzer.

O e Intoxilyzer 5000 display reads "READY TO START" aor
"PUSH BUITON".

Ya~(r?a) 6. Push Start Test button or press enter on ksyhoard.

G wwa—) 7 Insart card in response to display.

() 8 2ir blank completad.

) 9 Calibration check complsted.
Tast results 0.0FF v 8.07& ac , £

Le—le—) 10. Air blank completed.

Cabes—) 11. When display reads Test Complete remove evidence card.
Attach the card to the completed checklist. il

(+x—) 12. Return mode selection switch #3 to off position after
all calibration checks are complete or type Q and enter
on keyboard. :

SIGNATURE ﬂw .@—auu_,,_\ -

*WITH OR WITHOUT VAPOR RECIRCULATION AND WITE OR WITHOUT KEYBCOARD

DHS/DSLS/Form Clle (Rev.7-93)
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STANDARD QUALITY ASSURANCE PHOCZDURES ﬁ$@
INTOITLYIER MODEL 5000Q%

+
AcENcy Tucson Police ga SPECTALIST _Lrénc oran %Sﬁf

{Print MName)
TNTOXILYZZR SERIAL #@Wmm‘:‘(#ﬁq OCATION DTl 0
DATE T?_f{cm her 755_&@_5&_ TZE‘.{-

Display reads "RBEADY TO STAST!" or "IUsSH BUTTON TO STamT
TEST
DIAGHOSTTIC TESTS
% ODVH Tast cheack. Setting should bs bastwesn .200 and
.800. Haods selec ion switch 52 on, 51 and 53 off or
keyboard menu selsction "H". Reading is _, %05 5
i Display Test h_bk Mode seslection switch 51 on and 52
and S3 off or keyboard menu selectian "V'.
e Printer Test check. Mode selectian switeh 51, S22, S3
off or Xeyboard menu salaction "P"
o T Clock time check. Mode selection switch S10 on or

anu sale:-1nn "

2 Date :h_ck. Modzs salaction switch S11 aon ar keyboard
manu salsction "E'".

OPEBATIONAL TESTS

e Alcaohol frse subject Test result 0.000 AC
e i~ Erroxr recognition logic system functioning
Invalid test printed
ﬁf%: Proper sample rscognition system
Invalid sampls printed 22 -

] Deficient sample printedd&y—
NHA Completeness of sample purge with collection tube*x=
P calibration standard 0. AT

Results: 0.ORDAT o4~ f.081 Ac - ey

Instrument gpsrating properly and accurately. YES "~ NO

COMMENTS:

SIGNATURE é{w\{,‘ o(QLcﬂi; o

5Ljﬂ¥?_,a*cohc1 concentration standard collectad for subseguent
analysi

*WITE OR WITHOUT VAPOR RECIRCULATION AND WITH OR WITHOUT XEYBOARD
**TETZ STEP IS ONLY -REQUIRED IF¥ THIS DEVICE IS BEING USED FOR
EAMDTE CATTUOOE.

DHS/DSLS/Form C117 (Rev.7-93)
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Tucson Police Department Crime Laborator

e B

Ha&_.__-__u.._..._m.mm ﬁ.

]
o uu.-.. LA —t i
e K | NI A aael

LY T e
D MUK IS G HAZ AR

auD T NS EHE&E I

Fa ! g

R P LT TR e TR wE PN b | Lot L | R n R

xd_._._m“._.__..r

ECIE

I BT AN I TRHDLIOSY

| e

Vi = _hﬂthaw

A

)
_._ﬂ.

: s
[ERCE R ]
..—.1. i {

FERE R R ]

[T L _.z.._.r.q._.:._.mz_ 3

b T

Foa s S SR

e
e
_J_. r

{ h1i81 AaE " AMETS HIY
j hi:@T T2 HA03HD D
£1:0T BEE " HMEE HIH
AWIL 3ANHA B3 153l
.JW.\L% ha/2//21

highaBa-99 H: pAAS 1300 ZY
MAZATHHE 10HO2Y ~ HIZATIROLHI
aNT IH3D

™ L0 Ll M= e = 1

IRINT

E RN ST
- =

\.x.._wu. " ....
: g
_ : 2
: it r%rw ]
- : .....\__n...... 5 “.. ; )
1101 BBO’ ANHTE ALY
21:a1 . @ea’ N23HD TAd i
21:@1. - : BBA° xzaqm wm¢ )
UIL 3INTIA DUE hmmh i
i :mxm@xmﬂ ¥
NT2hAD-99 B apas 13001 24
AHNE TOHOOTY - M3ZATIROLNT
1mrﬁ%v. ANT THO
SRR TR L. | e 8 (L LD e St ..I||.I .|_|..rr.|E|IL




EIRTRTIT P

THIE REPORT PREPARFED PURSUANT TO DUTY IMPOBED BY
A.ALC. RI-14—-404(2)

ARIZONA DEPARRETHENT OF HEALTH SERVICES

BTANDAHD QUALITY ASSURANCE PROCEDUEES
INTOITLYZFEE MODEL 5000%*

ETANDARD CALIBRATICN CHECKX PROCEDURE f@ﬁ

Aqencv Tucson Police PBepartment Date ,‘c,?'/,,}/g"]@" T1 4 62,.2-5-_
Intoxilyzer Serial# L#-0nun/Y (#/7T.ocation 2L Hf’l
QA Specialist Ly r1e Dnrse) Y 35/

(L) -

(=Za)

() 3
ftﬁhj 4,
‘#ﬁ?éﬁhﬂ} 2
Liera—) 6.
~Gafear ) 7.
&) 8.
et 9.
2 &y) 10.
e 1t
tP-) 12
CETIGHATUERE

(Print Hame)

Four a standard alcohol solution of known wvalue into a
clean dry simulator jar and assemble the simulator.
Insure that a tight seal has been made.
Standard value: 0. 057 AC
Turn on the simulator and alleow the temperature to
reach 34°C+.2°%C.
Set Intoxilyzer made selection in the ACA mode by
switching mode selection switch #9 on or selecting "C"
on kevhoard menu.
Attach simulator to the simulator entrance port on the
Intoxilyzer
Intoxilyzer 5000 display reads "READY TQ START" or
"RUSH BUTTONY.
Push Start Test butiton or press entser an keyboard.
Insert card in response to display.
Air blank completed.
Calibration check completed.
Taest rasults 0.080v .08 AC L
Air blank completed.
When display reads Test Completa remgve EVTdEHCE card.

ttach the card to the completed checklist.
Return mode selection switch #9 to off position artaﬁ
all calibration checks are complete or type Q and enter
on yboard.

S

*WITH OR WITHOUT VAPOR RECIRCULATION AND WITE OR WITEQUT KEYBOARD

DHS/DSLS/Form Clls (Rev.7-93)




