TUCSON POLICE DEPARTMENT

CRIME LABORATORY ﬁb-,_\
The undersigned Quality Assurance Specialist, having been qualified
by the Anzona Department of Public Safety for Intoxilyzer 5000

inspection, and having performed such inspections on Intoxilyzer 5000

r—

i _Serial # ¢ 00/ ?-5? certifies by her signature:

on %{{f [OF . witharesultof .07/ AC. 0.0F3AC.
and on_3//4/0% . with a result of 0.0F6 AC, DOFFAC,

this instrument was tested with a known alcohol reference standard,

and always produced results within the acceptable accuracy limits

(from _0.070 AC. to _0.090 AC) . as defined by R9-14-404.A 3.

No problems were reported concerning this instrument between these

Lhere Lper—

Irene Doran

two dates.

ADPS QAS Permit #QAS 29586 (issue date 01/08/2004)

SUBSCRIBED AND SWORN to before me

- r". KINNEVthis 27 . day of /Zansh . 2007.

- $r3URLIC - BRIZOMA
A0 A COUNTY
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BEXHIBIT Q ' g

THIS REPORT PREFARED PURSUANT TO DUTY IMPOSED EBY
A.R.C. RI-14-404 ({A)

ARTZONA DEFARTMENT OF EEALTH BERVICES
STAWNDARD QUALITY ASSUHRANCE PROCEDURES

INTOZILYZER MODEL 5000% /ﬂ{

acENcy Tucson Police oa spEcIALIST _Lrenc Doran /"7‘-{:’ 23/)
(Print Nams)

INTOXILYZER SERIAL # fpf—-00/759 LOCATION o0 p
DATE [ hlruary [T 5 ZooY%  TIME doo i

g
X é&j Display reads "READY TO START" or "PUSH BUTTON TO START
TEST "

DIAGNOSTIC TESTS
DVM Test check. Setting should be between .200 and
.600. Mode selection switeh 82 eon, S1 and s3 off or
keyboard menu selection "H". Reading is

—Aqﬂé———
Ve Display Test check. Mode sslection switch S1 on and S2

and S3 off or keyboard menu selecticn "V".

\ LA Printer Test check. Maode selection switch 51, 52, 53
off or keyboard menu selection "P".

i<l Clock times check. Mode sslection switch 510 on or
keyboard menu selectien "E". ’

. Date chack. Mode selection switch S11 on or keyboard
menu selection "E".

OPFRATIONAL TESTS
Alcohol free Euﬂ]ECb Test result 0.009 AC
Error recognition logic system functioning

/e
4/, Invalid test printed

Pron-£;$amnle recognition systﬂm

vgnqalld sample printed /.
i eficient sample D“lntﬂyﬂ/

N/A Completenaess of sample purge with collection tube*x#*
i EE Calibration standard 0.7 AC
Results: 0.9F A4c + D.0FI3AC. /

Instrument operating properly and accurately. YES" NO_

COMMENTS

SIGNATURE 14;22%?L{-/éhﬁiiq__

A"‘glcuhol concentration standard collected for subsequent
analysis. %=

*WITH OR WITHOQUT VAPOR RECIRCULATION AND WITH CR WITHOUT KEYBOARD
*&*THIS BTEP IS5 ONLY REQUIRED IF THIS DEVICE I8 BEING USED FOR
BAMPLE CAPTURE.

DHS/DSLS/Form Cl117 (Rev.7-93)
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EIRIBIT P E#ﬂﬂﬂf

TEIS REPORT PREPARED PURBUANT TO DUTY IHFOBED BY

A.A.C. RI-14-404(2)

ARIZONA DEPARTHENT OF HEALTH SERVICES

b

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXZILYZER MODEL 5000+

STANDARD CALIBRATICN CHECX PROCEDURE

Agency _Tucson Police Department Date aﬂfl"?jﬂl‘f‘ Time ff‘f‘ﬂ
Tntexilyzer Serialf# pL—00/759 meat}un oLn

QA Specialist Jreac Doraa MBE!

&Jﬂj‘] 1,

49 2.
A5 3.

Wy
Mﬁﬁﬁ?*ff 3.

AL s
AT T

A 10
xgm&;ﬂj%~ll.
géﬁfrffz.

fi=%

SIGHATURE

——

(Print Name)

Pour a standard alcohol soluticn of known value into a
clean dry simulator jar and assemble the simulator.
Tnsure that a tight seal has been mace.
standard value: 0. OO0 AC
Turn on the simulator and allow the temperature To
reach FI47CE 270,
Set Intoxilyzer made selection in the ACA mode by
switching mode selection switch #5 on or selecting "C"
on keyboard menu.
Attach simulator to the simulator entrance port on the
Intoxilyzer.

Tntoxilyzer 5000 display reads "READY TO START" oFr
"DUSH BUTLTON",
Pusn Start Test button or prass enter on keyboard.
Insert card in responss to display.
Air blank complested.
calipnration check completed.
Test results 0. -+ A.0FFAC
air blank completed.
When display reads Test Complete remove evidence card.

ttach the card to the completed checklist.
Return mode selection switch #3 to off position arfter
211 calibration checks are complete or type Q and enter

- :{-EYb%\Je /(Q'ZMM\

+WITE OR WITEQUT VAPOR RECIRCULATION AND WITHE QR WITHQUT KEYBOARD

DES/DSLS/Form CL18 (Rev.7-93)
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EXREIBRIT § Eﬁﬂtr

THIS REPORT PREFPARED PURSUANMT TO DUTY IMPOBED BY
A.A.C. R9-14-404(2A)

ARIZONA DEPARTMENT OF HEALTH BERVICES

ETANDARD QUALITY ASSURANCE ?RGCEDURESﬁﬂJlIII
INTOITLYZER MODEL 500Q0=*

AGENcy Tucson Police  oa specIALIST _LyEen€ Doro’d ﬁ‘ﬁafﬁv’.f)
(Print Name)
INTOXILYZER SERIAL #20~00/75 7 LOCATION  COLp
DATE Adarcy [4F 15-20A% TIME_ //%¥3
g Display reads WedADY TO START" or WBUSH BUTTON TO START
TEST."

DIAGNOSTIC TESTS
DVM Test check. Setting should be between .200 and
.600. Moda selecticn switch 52 on, S1 and S3 Qff or
keyboard menu selection "H". Reading is 357 :

Sé&ﬁ Display Test check. Mode selection switch S1 on and S2

and S3 off or keyboard menu selection "vV".

_:#%J:;_ Printer Test check. Mode selection switch §1, S22, S3
off or Keyboard menu selection "P2".

2 Clock time check. Mode selection switch 510 on or
keyhoard menu selection "EY. .

2 Date check. Mode selection switch S11 on or keyboard
menu salection "EV,

OPERATIONAT, TESTS
\_-._,ﬂjé Alcohal free subject Test result 0. Q0O AC
- Error recognition logic system functioning
Invalid test printed
2% Proper sample recognition system
Invalid sample printed.s4
Deficient sample printedds—
Completeness of sample purge with collection tube*#*
Calibration standard 0. 250 AC
Results: 0.0F&4ky O-O0FFAT. 5/
NO

Instrument operating properly and accurately. YESK .

/A

COMMENTS ;-

SIGNATURE ﬁmﬁgﬂm—

2 d;icahul concentration standard collected for subseguent
analysis.%w

*WITH OR WITHOUT VAPOR RECIRCULATION AND WITH OR WITHOUT KEYBOARD
**THIS STEP IS5 ONLY REQUIRED IF THIS DEVICE IS BEING USED FOR _
EAWPLE CAPTURE. _ i

DHS/DSLS/Form C117 (Rev.7-93)
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BIHIBIT P L

THEIE REFPORT PREPARED PURBUANT TO DUTY IMPOSED BY
AJA.C. RI-I4-404(A)

ARIZONA DEPARTHENT OF EERALTH BERVICES

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 5000* ($“
\

ETAMDARD CALIBRATION CEECK PROCEDURE

Agency _Tucson Police Department Date LBJK?Vb¥ Ti:e._lizié:_
Intoxilyzer SeLlauE (el —0O (359 Logation T;fJ_ZzD
A Specialist € Lorall ;%@,3};
(Print Name
Lfﬂjf 1. Pour a standard alechol solution of known wvalue i
clean dry simulator jar and assemble the simulator
Insure that a tight seal has been made.
Standard value: Q.50 AC

L{QYT 2. Turn on the simulator and azlleow the tempesrature
sach 34°C+.2°C.

rt

o

.
.

u

ter on Xevboard.

n
Y-

w

{ P87 3. Set Intoxilyzer mode selection in the ACA mode by
switching mode. selection switch #9 aon or selecting "cn
Intoxilyzer,
Intoxilyzer 5000 display reads "READY TO START" or
&
- 7. Insert card in reésponse to dis
—Pa sy 8. Air blank complested.
S
FaTeA] 10. Air blank completed.
Lqtpqr 11. When display reads Test Complete remove avidence card.
all calibration checks are complete or type Q and enter
on keyboard.

gn keyboard menu.
ot & uDUSH EUTEONY,
PE Ly Calibration check completed.
ttach the card to the completed checklist.
SIGNATURE M K_‘Q‘Mﬁw

Attach simulator to the simulator entrance port on the
— At AT Push start Test button or press e
ol
Tost results 0z ﬂ?&f—ﬁﬂ??“ji
(WA~ 12. Return mode sslection switch #9 to off position after
-

#WITE OR WITEOUT VAPOR RECIRCULATION AND WITHE CR WITEQUT EEYBOARHD

DHS/DSLS/Form Cll6 (Rev.7-33)



