TUCSON POLICE DEPARTMENT

CRIME LABORATORY /ﬁu\
The undersigned Quality Assurance Specialist, having been qualified
by the Arizona Department of Public Safety for Intoxilyzer 3000
inspection, and having performed such inspections on [ntoxilyzer 5000

RS

# Serial # bb-00/7-59 . certifies by her signature:

on Yo witha result of 0. OZFAC. 0.0&( AC.

and on 5}!3_;"0'% witharesult of 2080 AC, 0.082 AC.

this instrument was tested with a known alcohol reference standard,
and always produced results within the acceptable accuracy limits

(from _0.070 AC. to _0.090 AC). as defined by RO-14-404. A3,

No problems were reported concerning this mstrument between these

MAM——

Irene Doran

two dates.

ADPS QAS Permit #QAS 29586 (15s5ue date 01/08/2004)
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A.A.C. RI=14-404(R)

PREPARED PUESUANT TO DROTY ILHPQ3E

ARTZONMA DEPARTMHENT ©F EZALTE EFEaTICES
STANDARD QUALITY ASSURANCE ?EGCE:T?EE%%
INTOFZILYIER MODEL 5000

sooyey Tucson Pollic2 QA SPECIALIST LSCETE E}mirf? (7
(Brini jfems)
CNTOXILYZER SERIAL #UAr—(00/T59 LOCATICN 2y
DATE /i}fr?f /_“7‘ 1o OO TIMZ Al B -
S ’ IV b
j=alay reads "RELOY TO grTmY g TEEEHRBURTEN DO STAIT
S m T o e
DIAGNOSTIC TESTS
<5 DVM Tast check. Setting should be hetwasn .200 and
.500. Mads sslection switch 352 on, 5k ond 53 o;; =¥
2 weyboard menu selectlon "HY. Reading 1s _= 3L £ .
w L Display Tast cheack. Mocs selasction switep S1 an and S2
ke and 53 offi or ksyhpard msnua salection: "V"-
HJQET# frinter Tsst check. Hade calection switch-851; 52, 53
' off or keyboard manu selection "P".
3iédf Cclock time check. Hode sslection s¥itch 51¢ en ar
—-—,:-’Qﬁff_ kesyboazrd menu salecticon "E".
Date chzck. Mods sslactlon sSWLozh 511 on or-xkeybaosxzd
manu sslaction "EY )
QPERATIONAL TESTS
j% Alconhol fres subject Test rasult o . (900 AC
Error recognition logic syscam functioning
Tnvalid test printed
:,déaiiz_ Propsr sample raecognition sysgaem
Invalid sample ;rin;adhﬁgqr
Deficie: M(.i'f
v N/A Comnlats s it
ﬂ Calibrac
Results:
ITnstrument opexratl
COMMENTS: ===

STIGHATURE

;sz’m&f f(ﬂ%&m—-‘

D.!glﬁLféicmhml concentration standard collectad for subsegueant

analysis.**

*WITHE OR FLTEOUT VAEOR RECIRCULATION AND W

#%xTETS STE? IS ONLY REQUIRED IF TEIS DEVICE
SAYWPLE CRAPTURE.

DHS/DSLS/Farm C117(Rev.7-93)

ITF OF WITEQUT TEYB0ARD
TS BEING USED POXR
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EXHIBIT P wﬁ?ﬁiﬂf

TEIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY
A.A.C. R9-14-404(RA)

ARIZOMA DETARTMENT OF HEALTH SERVICES

STANDARD QUALITY ASgURANCE PROCEDURES
INTOXILYZER HODEL 50g0=

il

STANDARD CALIBRATION CHECK PROCEDURE

Agency _Tucson Police fepaytment Date _1f§§%%ﬂ Time z/é’ELi
Intoxilyzer Saria}f_iﬁkﬂﬂffﬁﬁ _Location _{8/0) ==
QA Specialist I FPAE E???r? (£33 )

: {(Print Name)
E:dfj 1. ©Pour a standard alcchol soluxien of known value into a
clean dry simulator jar and assemble the simulator.
Tnsure that a tight seal has been made.
+andard value: 0.050 AC
keri—) 2. Turn on the simulator and allow the temperature to
reach 402NN

L&Eﬁ 1. Sat Intoxilyzer mode selection in the ACA mode by
switching mode sslection switch #% on or selecting "C"

on keyboard menu.
(A=) & Attach simulator to the simulator enTrance port o
Intoxilyzer.
~ A8 o) 5- Tntoxilyzer 3000 display reads "READY TO START" or
npyYsyH BUTTON'".
5 Push Start Test button or press enter on keyboard.
7 Insert card in response to display.
tPG) 8. Ailr blank completed.
g. cCalibration check completed.
; Tast results 0.9FF = g.of7 ac =
ASTAE) 10. Air plank completed.
At 0T 11. When display reads Test Complete remove evidence card.
Attach the card to the completed checklist.
r=ﬁ%f‘12- Return mode selection switch #9 to off position after
s all calibration checks are complete or type Q and enuar
op Keyhoard.
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SIGHATURE o [
5
+¥ITH.OR WITEOUT VAPOR RECIRCULATION AND WITHE QR WITHOOUT EEYBOALD

DHS,/DSLS/Form Cll6 (Rev.7-313)
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THTS REPCRT PREPARED PURSUANT 7O OOTY IM203EZD BY
ALA.C, Bg—14—-404(A)
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e Disnlay reads "READY TO START! or M2USH IUTTON TQ STazT
paEy
DIAGNOSTIC TESTS
OUM Test check. Seatting should bes batwean .200 and
_go0. Hade salection switch S2 on, SI° and 53 ‘alfl oC
kevboard menu sélsction "HY Daeading 15 L RLE ]
7L :l"_”S;“_a‘j T=st chack. Mode seslsctien sYliseh 31 on ang 532
and S3 eff or keyboard manu salegoion "V
k@ﬂ orinzar Test chack. Hode cslection switeh 5%, 52, =3
off or keyboard manu salaction “"E".
‘_&‘j:'f" Clock tima check. Haoda salection switcn 310 on orf
B kavboard menu selection "EU.
:&‘_‘ Date chack Hods sslsction sWitch 51l ait 9F weyhozszd
manu selaction "EY 3
OoDERATIONAL TESTS
Alcohol free subject Test rasult 0. L0D - Lot
jg Error recognition logic systeand functioning
: Tnvalid test printed
~ P Proper sample recognitian system
Tnvalid sample printad 2Zg-
Deficient sample printadfe
N/A Completensss of samples purge with callection tubex=*
L calibration standard Q. o580 AC,
Results: 0.080AT «+ C.O82AC /
Tnstrumant operating properly and accurately. YESZ NO__

CD}Q-EE‘J‘{TS%MGVEJ nbhrad [333— (335

Fel|
STGNATURE WL” /dv«u,\

Q-M.!f'_t"équchﬂl concentration standarzd callected far subsagueant
analysis. wx

*WITH QR WITHOUT VAPAR LPOIRCULATION AXND WITE OR WITHEOUT EEYB0ARD
*%TETS STEP IS ONLY REQUIRED IF TETS DEVICE IS BEING USBED FOR
EAMTLE CAPTURE.

DES/DSLS/Form CL17(Rev.7-33 }
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QA Specilalist
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TEIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY
A.A.C. RI—-14-404(3A)

ARIZONA DEPARTMENT OF HEFALTE BERVICIE
BTANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 5000*

STANDARD CALIBRATION CEECK BEROCREDUORE &%k

Irtoxilyzer Seri

a}j b&'ﬁﬂfﬁFQ?
T rrac Danean

rtmant Date -S?ngb$!

Tucson Police 0epi

Tocation

ODD

1

s 2.
LA 3
(L 4-
e 5
o F (et 8-
Tl g B
Jd__ﬁ?q—';l 9'
~ulaT 10.
2 3 i1 A
by 12.
SIGNATURE
*®ITE OR
DHS/DSLS/

A 33/

{(Print Hame)

Pour a standard alcchol salution of knowm value into a
clean dry simulator jar and assemble the simulator.
¢“nsire that a tight seal has bzan made.

Standard wvalue: 0./050 AC

Turn on the cimulator and allow the Temperature To
reach 34°C+.2°C.

cet Tntoxilyzer mode sslection in tha ACA mode by
switching mode selsction switch #9 on or selecting "g“
on kesyboard mantt.

Attach sipulator te ths simulatol sntr-ance port on whe
Intoxilyzer.

Tntoxilyzer 5000 display reads "READY TQ START" or
"PUSH BUTTON".

Push Start Test button o DILeSS antsr on keyboard.
Thneers card in respeonsa To dlsplay

Air blank completed.

Calibration check completad.

Test results 0.070 ¢ .02 AC

Adir blank completed.

Wwhen display rsads Tast Complete resmove svidancs card
Attach the card to the complestad checklist.

maturn mode salection switch 73 to off position after
211 calibration chacks ars complete or type Q and enter
on kKavboard.
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WITEQUT YAPOR RECIRCULATION AND WITE OX WITEQUT KE

Form Clis (Rev.7-33)

YEOARD




