TUCSON POLICE DEPARTMENT

A

The undersigned Quality Assurance Specialist, having been qualified

CRIME LABORATORY

by the Arizona Department of Public Safety for Intoxilyzer 5000
inspection, and having performed such inspections on Intoxilyzer 5000

#__—— . Serial# Op—00/F5 9 . certifies by her signature;

on 5 //3/0% . with aresult of p. 080 AC. 2.052AC,

and on _pf9/o¥ . witharesultof g. 0823 AC. 0.883 AC.

this instrument was tested with a known alcohol reference standard,
and always produced results within the acceptable accuracy limits

(from _ 0.070 AC. to _0.090 AC) . as defined by R9-14-404.A.3.

No problems were reported concerning this insttument between these

e re Bsrer

Irene Doran

two dates.

ADPS QAS Permit #QAS 29586 (issue date 01/08/2004)
SUBSCRIBED AND SWORN to before me

this_ 1S .dayof Ting 2004
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TEIS REPGORT PREPARED PURSUANT TO DOTY IMPOESED BY
A.A.C. RI-14-404 (2]

AHRTIONA DEPRRTHMENT OF HPRLTH EBEZRTICES

ETANDARD QUALITY ASHTRANC
INTOQZILYAER MODE

b

id
v

W
[
1
I
=
A
ra
(W]

-

-

=
ln g
o
o
[o]

¥

AGENCY Tucson Police ga SPECIALIST

ene Doran 4633 /
{Print Name)

INTOXILYZFER SERIAL # pe-00OI 75 LOCATION bbb

5
DATE. May /3 P gBbs oy AH8S5S 0 —

:

Disolay T i NDEANY TO STARTY + HEigH BIITTON MO -

,éfﬂ;: gigg‘ﬁf reads EADY: T START! orx M2USH BUTTON PG sTamT

ESTS

OVH Test check. Setting should bs betwesn .200 and
.6Q0. Mode selection switch 52 on, 51 and 53 off ar
kxeyboard menu selection "H". Reading is L DLEP .

T Display Test check. Mode salection switch S1 on and 52
and 53 off or keyboard menu selecclgn "V".

hégg Printer Test: check. Hode selectian switecn 51, 52, 3
off or kevboard msnu selsction "2".

hézﬁ:?f Clock time chesck. Mode selectlon switch S10 on or
Keyboard menu selection '"=".

) il Date check. Mode selection switch S11 on or keyboard
manu selaction "E"

OPERATTONAT, TESTS
Alcohal frees subject Test result o.000 AC

s

Error recagnition lagic system functioning
Invalid test printed
Proper sample recognition system
Invalid sample printed
Daficient sample printedys
N/B Completeness of sample purge with collaction tube*=*
za— Calibration standard 0.0FD AC.
Results: 0. OFOACT . «+ ©.G52A4c /

Instrument operating properly and accurately. YESY NO

CGMENTS‘?MQVFQ’ phrad /333— [335

A y
SIGNATURE W M

Q-ﬂ%f&dﬂgiéﬂhﬂl concentration standard collected for subseguent

analysis.*«

i

*WITH OR WITHOUT VADOR RECIRCULATION AND WITHE OR WITEOUT XEYBOARD
**THTH ETEP IS5 ONLY REQUIRED IF TEIS DEVICE I5 BEING USED FOR
EAMPLE CRPTURE.

DHS/DSLE/Form Cli7({Rev.7-33)
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Agency

Dg 0

BIEIBIT P =

TEIE REFORT PREPARED PURSUANT TO DUTY IMPOSED BY
AA.C. BI-14—404(R)

ARIZONA DEPARTMENT OF EEALTE 8ERVICES

ETANDARD QUALITY ASSURANCE PHOCEDURES
INTOITLYZER MODEL S000+

ETANDARD CALIBRATION CEECK PRDCEDURErﬁh

Tucson Police Department Date 5}G5Vb$! Time __fékﬁjs_

Intoxilyzer Serialf ﬁé:ﬁ[u Eiﬂ Laocatian L2lals)

Qa Specialist ___Trehr HDoran 33/

(L5t

A
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L1 e

W= Iy

(Print Name)

Pour a standard alcohol solution of known walue into a

clean dry simulator jar and assemble the simulator
Insure that a Tight seal has been made.
Standard walue: 0.460 AC
Turn on the simulator and allow the temperaturs to
reach I4°C+.2%C.
Set Intoxilyzer made selection in the ACA mode by
switching mode selection switch #9 on or selscting "o
on kKeyboard menu.
Attach simulatdr to the simulator entrance port on
Intoxilyzer.
Intoxilyzer 5000 display Teads "READY TO START"™ or
"PUSH BUTTON". 3
Push Start Test button or préss enter on keypoard.
Insert card in response to disolay.
Air blank completed.
Calibration check completead.
Test results 0.08D v .08 AC
Air blank completed.
When display reads Test Complete remove evidence card.
Attach the card to the completed checklist.
Baturn mode selection switeh #9 to off position after
2ll calibration checks are complete or type Q and enter
on keyboard :

-

rt
e

.STGNATURE W—L »{9@4.;4_——

*RITHE OR WITHOUT VAPOR RECIRCULATION AND WITHE OR WITHQUT KEYZOARD

b

DHS/DSLS/Form Cll§ (Rev.7-953)
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INTOETLYZED, SERAIAL F
DATE SETE o |

. ﬁ""’ Display reads "REinY¥ TO START! o "PUSH SUTION TQ sTizs
TESE,M o
DIAGHMOSTIC TESTS
. éh:: ODVMH T=2sT chack SaCioin shaould b2 bhatwssn 200 ans
_5040 Hads selection svitcch S3 on, St zad 53 off o=
caybhoard meny ssloctian PEN Heading 1S afgﬁfz ;
A éﬂ 31%;11? Tast ahec i esn 81 om andg 52
ard 530 off o } : :
éﬁ: _ Frimt=zrn Test o . D - |
gff o XKayvooarDd men d
X égr Elack =ina chack Mode saiscoion switen 518 on. gr
Cayvhoasd =anun e =M
ﬂ Date chacks on Sw=ilch. 81l an o Xevoao=zd
maEnn Ssalasctian
ODERATIONAT TESTS
A Alconol fress subjsct Test rasult 0. 000 AC
T Error reEcognlition logic system funcoioning
Tnvalid test printeddd—
sé%t: Srgpsr sample recognition sysgan
" Thnvalid sample princad <40
; Deficiant samnple printed<@&J
- N/A Complestensss of sample purge with collection tubs*=
— 2 Calibratian standard 0.080 AC
Results: 0. 082AC + .03 AC /
Instrsument oparating properly and accurately. YESV HO

SIGNATURE M M
<

P - - =
‘falcuhcl concentration standard collectad far subﬁequﬂﬂh
analysis.+*

TSOARD
O

*WITHE OF WITHOUT VAPOR RECTIRCULATION AND WITHE OR WITEQUT X
x*TEIS STEP IS ONLY REQUIRED IF TEIS DEVICZ IS SEING UBED

BAMPLE CAPTUORE.
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TEIS REFORT PREPARED PURSUANT TQ DOTY IHPOSED BY
A.A.C, RF-14-4041{2)

ARTZ0ONA DEPARTHMENT OF HEXLTH BFRVIC

ETANDARD QUALITY ASSURRAMNC

IHTPOXILYZER MOOE

SRR

OCEDURES
*'-.. ] ’ﬁh

BETANDAHD CALIZRATION CHECK PROCEDORE
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Agency _Tucson 2olice Nenarrmen: Date e/ /0 Time /I3
Intoxilyzer Serialf Mﬂ% Logation & o0
QA Specialist _,'Z:ff’ff?c Ionra 71 0 23/
(Print Nzfis)
(s~ 1. Pour a standard alconol solution of Xnowh value into =
clean dry simulator jar and asssmble the sinulator
Insure that a tight s=2al has hezan pads.
Standard wvalue: 0. R0 AC
géﬁjT 2. Turn on the simulator and allow thea Gtemperature to
reach 34%C+.2°%C.
iﬁ£¢+‘j S=t Ih;ﬂx‘ly:ar mode selecticn 1in the ACA mods by
switching nmode selection switch #£5 an or selescting "an
on kKeyvhozrd menu.
gﬂ%}f‘@_ Attach ‘simulator to ths simuilstor entrance port oo the
ITncoxiivzer,
e W e Intaxilyzer 30040 display resads "READY TO START" or
PERuEHE EATETTEM
el 6. Push start Test butcon: or press entsr on Xeyboard:
hﬁ%ri ). T I;sart C;:d in response to display.
L] 8 2ir-blank completed.
25T 9. Calibration check completed
Test rasults 0.083+ 0.08< Ac
~F4mSY) 10, Alr blank completed.
~LeteP¢] 11. Whan display rsads Test Complets remove svidence card
Attach the card to the completed checklist.
%; 12. Return r:_:oda §elec:_tiun switch #9 o aifs bosition E‘:ftEZ__‘
a2ll celibratcion checks ares complete or tyge O anga shtar

an xeyboard.

a
SICNATURE Mé%ﬂi#ﬂ~—~

WITHE OR WITEQCUT VAPOR RECIRCULATION AND WITE OR WITEOQOOT XEYREOARD

DHS/DSLS/Form C118 (Rev.7-33)



