TUCSON POLICE DEPARTMENT

CRIME LABORATORY /{o‘\
The undersigned Quality Assurance Specialist, having been qualified
by the Arizona Department of Public Safety for Intoxilyzer 5000
inspection, and having performed such inspections on Intoxil yzer 5000

o = Serial # pb— 001759 . certifies by her signature:

on G!‘?./a‘{ . with aresult of 0.082. AC. 0.083 AC.

and on ‘?}_’ﬂbﬂ . with a result of J. 080, AC. ¢ 087 AC,

this mstrument was tested with a known alcohol reference standard,

and always produced results within the acceptable accuracy limits
(from _0.070 AC. to 0.090 AC) . as defined by R9-14-404.A 3.

No problems were reported concerning this instrument between these

il £ Lot

Jen er L. Coombs

two dates.

ADPS QAS Permlt #QAS 29886 (issue date 06/15/2004)
SUBSCRIBED AND SWORN to before me

this_ 13 .dayof 'J_{:iﬁ .200¢.

Ngtary Public F
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* 3,3LIC- ABIZONA

B Mn COUNTY
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ZIRIBIT P

HIS REPORT PREPARED PURSUANT TO DOTY IMNOSED BY
A.A.C. RI-14-404 (A}
ARTZIONK DEDPARTMENT OF BEFPALTHE BERAVICPES
SETANDARD OQUGATTITY ASSURANCE PROCEDUHES
INTOIILYZER MODEL 5000+ /1%.
STANDARD CALTIBIATION CHEECX PHOCZDURE
Agency _Tucson Polige Napartmant ja;a /7,0 Tizme /RI3
Intoxilyzer Serialf? ¢@-co/Fs5 9 ation &
QA Specialist thc {Q:jrzlﬂ ,:J?LBJ’“\! i
(Print Nzfie)
;ﬁﬂrﬂ 1 Pour a scandard alcenol solutisn of known walue ‘into &
clean dry simulator jar and assemble ‘the 'simelator.
Insura <hat a tight seal has beesn made
Sstandard value: 0. 280 -7
&£%5T 2. Turn on the simulator and allow the fenperaturs to
reach 3I47C+ 27
iﬁﬁﬁﬁ_l- Set Intoxilyzer modse selsciion in ths ACA mods by
switching mode sgaleciion switch #9 on or selecting "C!
on ksyboard menu.
9&%JT"4 Attach simulator to the ‘simulator entrance port 9a the
Intoxilyzer
T S Intoxilyzer 5000 display resads "“"READY TO START" ot
"DESH -BIFTTONY,
-l ~) 8. Push Start Tast buticn 9r prass gnvsr on Xeybaard
e | J 7. Insezi card in Tesponse to disglay.
L] B Air blank completed.
S o calibration check completad.
Test results 0.0+ 0.0 AC
~%F3) 10. Alr blank completad.
“PeteXT 11. When display reads Test Comuoletes rEEOvEIEVidEﬂCE card:
Artach the card to the campleted chscklistT.
%,L 12. Raturn mods ;aleclu.L:l_n switch #5 to off position a::‘.tevf
all callbratlon chacks ars complets or type Q and enter
on Eeyboard.

TGMAT 4?*%”—4/ d@-"l”“

+FITE OR WITEOTUT YVAPOR RECIRCULATION AND WITE

DHS/DSLS/Form ‘Clls (Rev.7-51)
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v/uﬁ Clock time chack. Mode selsetion switch 510 on oc
keyboard menu salsction "EZ".
/ Data chack Mode sslectian switch S1i1 gn or ksvhboa=d
manu salection "EU
QEERATIONAL TESTS
i Alcognol fr=s subject Test rasult 0.H00 AC
v Error Tecognition logic systsm functioning
Invalid test prointed
W Proper sample recognition system
Invalid sample printad«”
Deficient-sample printeds
/A Completeness of samnle purge wi callaction tuha*s=

It
ot

,Z Calibration Sn..a"L!:l{“.IC Qs
Results: 0. ﬂg DGE‘?A‘C‘.

Fé
no

isnupted L
SIGNATURE | : =

Q. rf!ﬂ aln:::ntgr:nl anentrati:-n standard collected for subsesquentc

analysis.«*

*WITH OR WITEQUT VANOR RECIRCULATION AND WITH OR WITHQUT EXEYEBEOARD
*%*THIS STEF LB OQNLY REQUIRED IF THEIS DEVICE IS ZEING USED FOR
EAMPLE CADTURE.

DHS/DSLS/Form CL117(Rav.7-93)
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THIS REPORT PREPARED PUREUANT TO DUTY IMPOSBED BY
A.A.C. R9-14-404(Rn)

ARTZONA DEPARTMENT OF HEALTH B8ERVICES

STANDARD QUALITY ABSURANCE PROCEDURES
THTOXILYZER MODEL 500Q0% fﬁh

ETANDARD CALIEBRATION CHEECX PROCEDURE

Agency _Tucson Police Department Date ’?/C?/Gr"]"r Time /303
Intoxilyzer Serial# %fﬁﬁﬂl?ﬁ? Location ODD
QA sSpecialist _ Jonarfer (CopinSs /M
(Print Name)
{ L/ﬁ 1. Pour a standard alcohcl solution of known wvalue into a
clean dry simulator jar and assemble the simulator.
Insure that a tight seal has besn made.
Standard value: 0.0%0)  ac
{ g/j . Turn on the simulator and allow the temperature to

ted

reach 34%C+.32°C%

{ u/a 3. Set Intoxilyzer mode selection in the ACA mode by
switching mode selection switch #5 on or selecting "C"
on keybocard menu.

( w/; 4. Attach 'simulator to the simulator entrance port on the

Intoxilyzer.
Intoxilyzer 5000 display reads "READY TO START" or
V/F "PUSH BUTTON".
Push Start Test button or press enter on keyboard.

Insert card in response to display.
Alr blank completed.
Calibration check complieted.
Test results 0.086AC #0.087AC Z
Alr blank completed.
When display reads Test Complete remove evidence card.
Attach the card to the completed checklist.
12. Return mode selection switch #9 to off position after

all calibration checks are complete or type Q and enter
on -
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SIGHATURE

*®WITH OR WIT OR RECIRCULATION AND WITE OR WITHOUT KEYBOARD

DHS/DSLS/Form €116 (Rev,.7-93)



