TUCSON POLICE DEPARTMENT

CRIME LABORATORY /(I)‘\L
The undersigned Quality Assurance Specialist, having been qualified
by the Arizona Department of Public Safety for Intoxilyzer 5000
Inspection, and having performed such Imspections on Intoxilyzer 5000

. — . Serial#44 —OP/759 . certifies by her signature:

on_JO0/% foY . witharesult of 0.06 1 AC. 0.079AC.

and on ///#/0% _ with a result of 2. 079 AC. p. 0FFAC.

this instrument was tested with & known alcohol reference standard,
and always produced results within the acceptable accuracy limits

(from _0.070 AC. to 0.090 AC}) . as defined by R9-14-404 A 3.

No problems were reported concerning this instrument between these

Mo Sure,

Irene Doran

two dates.

ADPS QAS Permit #QAS 29586 (issue date 01/08/2004)

SUBSCRIBED AND SWORN to before me

this & . day of fpuem ber . 200Y.

e GEFICIAL SEAL
EER\ KATHY A. KINNEY m 0 Ximme.

s -‘ “: NOTARY PUBLIC-ARIZONA I\g?ar}r Public
: S/ PIMA COUNTY
) My Comm. Exp. Sept. 4, 2008
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LOCATION, _ MIL

—_—
/ Displav reads "HEANY TO STAST" gr "SusH BUTION TO STyaT
T o L
DIAGNOSTIC TEZESTS
___ ./ DWW Tast check. Setting should be b
.5308. HMode sglecticonh switch 2. on, S1
keyhaoard menu selecrtion "H". Hesading
/ Display Tast check. Hodes s=lsction =
and 53 gff or Xeyvboard menu salectiog "V
v~ Brinter Test check. Hode szlactign switch 31, 52, 33
aff aor keyboard manu sz2lsagsiem "2"
o Clock tima chack. Mode selsction switch 510 on or-
kevboazd meanu sslsction "EYV:
V/ Dacea chack Mage: ssiaction switon S11 dn o kxevooard
m=nu salactiopn “EY
OFZRATIQNAYT, TESTS
W Alcohol frae subject Test rasult 0.000D AC
i Error recognition logic system functianing
Invalid test printed
¢/# Proper sample recggnition systam
Invalid sample printsed .~
: Daficient sample printedv”
T N/A Completeness of sample purge with collaction tubs*=
W Calibration standard 0. AC
Results: 0.0B(AC $0.CTAAC i
Instrument uparating properly and accuratsly. YESY NO

ed aload N1 ll‘SD
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SIGHATURE J%LLJLJ%Ul 5f kﬁﬁ&ﬂk&j‘\

Lo J s LN bwﬂ alcc#;l ccnvsnL?ahlaﬁ standard collected far subssguenc
analysis.*=

*?ITH OR FITEOUT VAFOR RECIRCULATION AND W1
TETS STEP IS ONLY-REQUIRED IFP TEILS DEVICE
BAMPLE CAYTURE.

I5 BEING USED FOR

DHS/DSLS/Form CLL17(Rev.7-93)

TE OR WITEQUT X=YBSCOARD
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EXHIBIT F

THI8 REPCRT PREPARED PURSUANT TO DUTY IXPOQBED BY
A.A.C. RI-14-404 (R)

ARIZONA DEPARTMENT OF HEALTH SERVICES

STANDARD QUALITY ASSURANCE PROCEDURES
IHTOIILYEFR HODEL 5000*

ETANDARD CALIBRATION CHECK PRGC’DURE'{ﬁK

Ajency lTucson Dnliecs Nepgrtments Date 1“[1’@% Time S0
Intoxilyzer Serial? [dg—oo1n Location T HD
QA Specialist g Ani- ooy =, Yo llpr
(Print Name)
{ vfi 1. Four a standard alecohol solution of known value ints a
clean dry simulator jar and assemble the simulator.
Insure that a tight seal has been made.
Standard value: 0.080D AC
{ 2. Tdrn on the simulator and allow the temperaturs to

rsach 34°CE 27,
Set Intoxilyzer mode selection in the ACA mode by
switching mode selsction switell #9 on or sslecting "o
on kevboard menu.
Attach simulator to the simulator entrance port on
Intoxilyzer.
¢ Intoxilyzer 5000 display resads "READY TO START" wor
"PUSH BUTTON".
. Push Start Test button or press enter on keyboard.
Inssr:t card in response to display.
. Alr blank completed.
. Calibration check completed.
Test results 0.0BlAC ¢0.019AcC
10. Air blank completed.
11. When display reads Test Complete remove evidence card.
Attach the card to the completed checklist.
12. Return mode selection switch #9 to off position after
all calibration checks are complete or type Q and enter

SIGHATURE g ﬁm aﬂ OMS

* ITH OR WTTH il R RECIRCULATION AND WITH OR WITEOUT XEYBOARD
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DHS/DSLS/Form Cl16 (Rev.7-93)




THIS HEPQORT BREFPARPD PURSOANT TOQ OOTY IHD052ZD BY
ArRLC: HY=14—404 (A}

AATE0ONA DERANTHIENT Q2 HEALTE BERAVEEES

STAYDARD QUALTITY ASSURANCE ??.'“CEZIT?‘.EE/D
INTOXILYIES HOQODEL 5000+ \\'\

AGENCY Tucson Polics 0% SPECIALTST me Doran -'}5,4,33;»’
aﬂrL:: pr—
INTOXILYZER SERIAL # [ LacirnaN. D 1‘77@

DATE November tf 7 JODY TIiHz_ /D30 =1
=5
2 il

sads "READY TO START" or "PUsSH 3UTION TO STADT

{—
]
n
(T

Display A5 LS T STaAanT
RESTL"
DIAGNASTIC TESTS
o il DVM Test check. Sstting should b2 batween .200 and
s600. HMode selectian svitch 52 on, S1 .a2nd 531 off ax
keyboard menu salectian "H". Reading is . 350
B Di%play Tast check. Maode sslection switch 31 on and 52
arid 'S3 «off or keybeard menu sslsctlan "V'.
ey Priptar Test check. 'Hode salsctian swibten S1; 52, 53
off ar keyhoard meny selection "3
T Clock tims check. Mods sslaciian switch 510 on or
kaybaard menu SalEE:lﬂﬂ L=
“%%#J Date check. Mods salzction switcn S11 on or Keyboard
meny sslectian "E"
e Alcohol frese subject Test result 0. 0O o AC -

— Error rnc0g1121cn loglic system funcTloning
Invalid test printed
-1 Proper sample recognition systes
Invalid sample printad-&d4 B
Deficient sample printsdSg
N/A Complateness of sample purge with collection tuba**

e calibration standard 0. AC
Results: 0.0F4Ac +0.03 Eg-f'n:_

Instrument operating properly and accurately. EES“’QO

COMENTS:

SICNATURE m ’@M
[

e |
¥thalcahal cancentration standard calleacted for subseguent
analysis.*=

*WITHE OR WITHOUT VAFPOR RECIRCULATION AND WITE OR WITHOUT LEYBOARD
*+«THETS STEP IE ONLY -REQUIRED IF TEIB DEVICE IS BEING UBED FOR
BRMWOTLE CARPTURE.

DHS/DSLS/Form C117 (Rev.7-33)
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THIB REZFORT FREPARED PUORSTANT TO DUTY IMPOSED BRY
AaAC: RI-14-404 (A)

MRIZONA DEPARTHENT OF EEALTH BFERVICES

BTANDARD QUALITY ASSURANCE PROCEDURES
INTOIILYZER HMCODEL SJca#

ETANDARD CRALIDFATION COECK PROCEDURE <é

Agency _Tucson Polics Nenarimspr Date /% 0¥ Time _/0F0
Intoxilyzer Serialf gh- LO/F59 Location PuLl HQ
QA Specialist Lrenie Doran #ei3)
(Print Name)
(w@) 1. Pour a standard alcohol solution of known wvalue into a

clsan dry simulator jar and assemble the simulator.
Insure that a tight seal has been made.
Standard value: 0.0FD AC

. 'Turn on the simulator and allow the temperature to
roach 3I4°C+, 29%C.

(o) 3. Set Intoxilyzer mode selection in the ACA mode by
switching mode selection switch #9 on or selecting "c»
on xKeyYooard mernll.

(pe. ) 4. Attach simulator to the simulator entrance port on the
Intoxilyzer.

I

B {oms-) 3+ Intoxilyzer 5000 display reads "READY TO START" or

WPUSH BUTTOH".
£. Push :5Rart Test button or press enter on keyboarcd.
weelwg) 7. Insert card in response to display.
8. Alr bklank completed.
g. Calibration check completed.
Test rasults 0.07% +0.07%& AC =

ﬁﬁr{¢hhj 10. Air blank completad. <
w4 ) 11. When display reads Test Complete remove evidence card.

ttach the card to the completed checklist. s 8
(wg) 12. Return mode selection switch #9 to off position after
all calibration checks are complete or type Q and enter

-SIGNATURE p(gﬁﬂ%;
=

*WITH OR WITHOUT VAPOR RECIRCOLATION AND WITE OR RITHOOT XKEYBOARD

DHS/DSLS/Form Cll6 (Rav.7-93)




