TUCSON POLICE DEPARTMENT

CRIME LABORATORY ‘@'\
The undersigned Quality Assurance Specialist, having been qualified
by the Arizona Department of Public Safety for Imtoxilyzer 5000
inspection, and having performed such inspections on Intoxilyzer 5000

= Serial # (o001 759 . certifies by her signature:

on _ |l .)["'! }C‘-L! . with aresult of (1,079 AC. 0075 AC,

and on 18/8 /4, with aresult of 0,089 AC. 05| AC.

this instrument was tested with a known alcohol reference standard,
and always produced results within the acceptable accuracy limits

(from _0.070 AC, to _0.090 AC) . as defined by R9-14-404.A.3,

No problems were reported concerning this instrument between these

JLMML:# /’L (fn?w bs d

\_jfer L. Coombs

two dates.

ADPS QAS Permit #QAS 29886 (issue date 06/15/2004)

SUBSCRIBED AND SWORN to before me

this . day of [ ecembec . 20DY.

CFFICIAL SEAL

= -' NOTARY PUBLIC-ARIZONA y
WS/ PiMA COUNTY m"ﬁ? < \ada s
My Comm. Exp. Sept. 4, 2008 Nothary Public
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Poss 43 Display reads “"REZADY TQ START" or "PUSH SUTTON TO -STxET
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DIAGHASTIC TESTS
o DUM Task check. Settbing should bs bastwsen 200 and
500, Maode selectidan sSwitchh 52 @, 31 and 53 .9ff¥ aor
xeyboard menu selection "E". Reading is .3
<LK Display Test check. Mode sslaction s¥itch 51 on and S2
and S3 off or kevhbcard menu selsction "V'.
- printsr Test check. Hode salection switeh 51, 52, S3
aff or keyboard manu salectign "B".
BN Clock tima check. Hode selection switch S10 on or
keyboard menu selsction "E!Y.
“—rﬂf{# Date chack. Mads sslsctian switch S11 on or keyboard
@ernu salection "E
QREATIONAT TESTS
2t Llconol fres su'r.ujan:- Test result 0.00D - ol
= Error recagnition laogic systesm fL,ncu_ﬂning
Invalid test printed N
-G Proper sample recognition system
Tnvalid sample printed-@4 -
EEIlE‘Eﬂt sample Urln__dgﬁa_
' W/A  Ccomplstsnsss of sample purge with collection tubs*=*

,ﬁgj cal _'Lb""al._.lﬂl"l standard 0.
Results: 0. “+0.03 §AT_

Instrument opera roperly and =ccurately.
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STICHATURE {gktgpuLﬂfglﬁid~t_
e

%waalcmhcl concentration standard
analysis.*=*
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collectad

*¥ITE OR WITEQUT VADOR RECIRCULATION AND WITHE OR
**THTS STEP IS8 QNLY-REQUIRED IP TEIS DEVICE IB BE
BRMPLE CAPTUORE.

Hs/DsLs/Form CL17 (Rev.7-=93)
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THIE REPORT PREFPARED FUREBUANT TO DUTY IHPOSED H
A.R.C. R9=14-404{R]

ARTIONA DEFPAETHENT OF BEEALTE SEAVICES

BETANDARD QUALTITY ASSURANCE PROCEDURES
INTOIILYZER HODEL 5000#%

ETANDARD CALIBRATION CEECK PROCEDURE /@

Agency _Tucson Poljce Departmspn+ Date (1P 0¥ Time _/O0FD
Intoxilyzer Serial# gh- 09/759 Location Dyl HO
QA Specialist Lrevic Doran $e33)

{Print Hame)

{qu] o Paour a standard alccochol solution of known walue into a
clean dry simulator jar and assemble the simulator.
Insurse that a tight seal has bheen made.
standard value: 0.0FD AC

.. Turn on the simulator and allaow the temperature to
raach 34°C+.2°C.

(o} 3. Set Intoxilyzer mode seléction in the ACA mode by
switching mode selection switch #9 on or selecting "c"
on kesyboard menu.

(pme ) 2~ Attach simulater to the simulator entrance port on the
Intoxilyzer.

b

ity

Lo lomp ] 5. Intoxilyzer 5000 display reads "READY TO START" or

WBUSH BUTLTON!.

o (i) 6. Push Start Test bution or press enter on keyboard.
woleqe) 7. Insert card in response to display.
A j 8. Air blank completed.
@l fa- ) 9. Calibration check compleated.
Test results 0.079 »0.07§& AC
%%_ﬁpk-] 10. Air bhlank completed. *

v, wPa=) 11. When display rsads Test Complete remove avidance card.

Attach the card to the completed checklist. i

{anj 12. Return mode selection switch #9 to off position after
all calibration checks are complete or type Q 2and enter
on Jeyboard.

SIGHNATURE

*¥ITH OR WITEOUT VAPOR RECIRCULATION AND WITH OR WITEOUT KEYEOARD

DHS/DSLS/Form Cl116 ({(Rev.7-93)
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NTOXILYZER SERTAL #{olp - DGI 159 Lc-:.x.’:z'j-‘-r‘_ﬂlhk_a_l_tﬂ\"J_
DATE__DNelimber 2o 11,23 Eﬁ__;.ﬁ.b_l._ TTHT 741

DIAGHISTIC TESTS
ik OV Test check. Setting should pes bsrtwesn .200 and
-800. Hode selection switch S22 on; 51 and 51 aff ar
/f/ xeyboard menu selsction "H". Peading is  3lp=s
V. Display Test check. Mads selasction switdh S1 on ans S2
and 53 off or kavboard menw zelection "y
V// Printcer Test chack: Hode salection switch 51, §2. s3
Off 9 xeyboand menu salesctign "I
V// Clack tTim= chack. Moda sszlaciion switch S10 on o=
kayboard menu salactign "IV, e
S Date chsack Hode sélection swiktch S11 on or kevbas=d
“f5r- m=nu salsction "EY
QEEFATIONAT, TESTS
%f. 32lcohogl fras subject Test rasult 0000 AC
Error recognition logiec system functioning
Invalid test printed
v Propsr sample acngditiﬁn system
Invalid szmple nrlﬂteauf' S-
Deficient sampls printedv”
' /A Completensss of samale purge with collsction tube*#*
V Calibration standard {1»?‘(% AC

Rasults: D,il&ﬂﬂﬂtéoogiﬁ(l /
- eSSV NGO

Instrumant aperating pro Erly and accurately

COMMENTS : Af* pmﬁw{% &w\{ %’nrﬂ LOR #() ;‘5‘ | 20204

STIGHATITRE

alcm{él égncentratiﬂn standard collected for subsegusnt
Sl

*¥ITE OR WITEOQUT VAPOR RECIRCULATION AND WITE OR WITHOUT E=¥YSOARD
**TEIS BTE® IS ONLY -REQUIRED IP THLS DEVICE IS BEING USED FOR
SAMPLE CAPTURE.

Hs/D5LS/Forn €117 (Rev.7-33)
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BTANDARD QEALITE AS5UFE CE ?EGCﬁDu'?S
Sgacg

INTOIILYZED. HODE <ﬂﬂ
STANDARD CRALIBRATION CIECE FROCEDUORE

Agency Tucson Police Nonartrmeny Date h&ﬂﬂfﬂﬁ Tire Uﬁ¥1
Intoxilyzer Serial# [alp- (317159 Location DL HQ
Q& Specialist _iiﬁrwﬁw££f ﬂigﬁwﬁﬁﬁ “AlollpO '
{Print Nama)
{ /fj 1. Pour a standard alcohol salution of Xnown valie inTo a
2 Ao,

clean dry simulator jar and assemble the simul
Insure that a tight szal has bheen zads.
Standard va‘ue. o.0% AC
{ u/} 2. Turn on the simulatar
- reach 34°C+.2°C.
{ MG Set Intoxilyzer mode selsction in the ACA mode by
=witelling noda selection swWitch #9 on or selscting “C©
fo on keybaoard manu.
4 vttach simulator to the simulator entrance port an the
Intoxilyvzer.
wf?l//] Intoxilyzer 5000 display resads "BEEAODY TO START" or
e "PUSH BUTTON":
g/j V/ﬁ . Push Start Test button or press sntsr on keyvboard.
[

) 7. Insert card in response to display.
A4
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id allaow the temperaturs ito
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Air blank completad.

Calibration check completed.

Test rasults 0.ORRQAC c_fgﬂ__ﬂ;ELm"

10. Air blank completad.

11. When display reads Test Complete resmove evidence-card.
sz ttach the card to the completed checklist. i

( )

W 0a -] M

12. Return mode sslectlion switch #9 to off position atfter
a.l'l calibration checks are completes or type Q and enter

. = ybaar .
STGNATURE LV\./H M éé Cﬂm”%g
*WITHE OR WIT T *;'1_ RECIRCOLATION AND WITE OR WITEOUGT XEYBOARD

DHS/DSLS/Farm Cl16 (Rev.7-91)




TUCSON POLICE DEPARTME NT /)
CRIME LABORATORY

Dace: - T r_:'f*; ber I dogH ’ﬁh
[otoxilyzer Senal Number: [4lo- 0017159
Q.lﬁ:“' = I\“;'-_ﬂ f"u,l"p-;r Cﬁiﬂ'lﬂhg Yol

| Problem Descrprion:
Dale Cuﬁ}pm:uﬁ«*rf-'t S (26840, T uas wable 10 forreet

Aot 1oith e Yo bard o Fhe dia.

ol —

L Teite 2 1 r = 1 g -
If the instrument is taken out of service, complete the following:

| Date out of service = ] S IDLI

Calibrarion Check completed pror to removal from service:

| @Yes Dare: j&)&/&l{ O No

SQAP completed pror to removal from service:

& Yes Date: ;El)&/t::q O No

Date returned to service:

Correcuve Action Taken or Repairs:




