TUCSON POLICE DEPARTMENT

CRIME LABORATORY /&5«
The undersigned Quality Assurance Specialist, having been qualified
by the Arizona Department of Public Safety for Intoxilyzer 5000
inspection, and having performed such inspections on Intoxilyzer 5000

g fg- . Serial # _{lp-0p¥0/5 . certifies by her signature:

on ?/?/D*’-F .witharesult of 0.061 AC., D.0€[ AC.,
and on /0/Z[pY¥ . witharesult of 0.077F AC, 0.-079 AC,

this instrument was tested with a known alcohol reference standard.
and always produced results within the acceptable accuracy limits

(from _0.070 AC. to 0.090 AC) . as defined by R9-14-404.A3.

No problems were reported concerning this instrument between these

[ Fore Ao

Irene Doran

two dates.

ADPS QAS Permit #QAS 29586 (issue date 01/08/2004)

SUBSCRIBED AND SWORN to before me

this_J/  .day Dfm 200

SRR\ KATHY A. KINNEY
| i ‘- T-,I NOTARY PUBLIC-ARIZONA .

“ My Comm. Exp. Sept. 4, 2008




STANDARD QUALITY ASSURANCZ PROCZDURZS P\
INTOZILY¥ZER HODZL 5000+
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(Erind Hams)
CNTOXILYZIS SERIAL #.0b-0070/5 (#1§) tocirzov_ DT HO
DATE. a0 il s AOO0Y Tixz_ 0915 d
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~ 23 Display reads "REEADY TQ START™ e "PUSHE BUTTAN T3 START
TEsh™
DTAGNOSTIC TESTS
= DVM Test c ctcing should be batvsan .200 =nd
.600. Hdade n switch S22 on; 5i: and 53 gOrc OF
keyboard m tion "H". Readinc is ¥ G/ .
Jwﬁﬁ:j Disglay Tasc Made selestion: =wibtch 5L on: and -53
and: 53 off o hoard manu sslectieon "VY
2 orintsr Test chack. Hode sslection s¥iten 51, 52, 53
aff or Xaybogard msnu s=lactlan "PU.
égtz Clack time check. Meds sesl=ctign switeh 510 on oF
kevbogazd menu sslaetion MNEY
,§2$“' DatTe chack Nods - salaction switcnh 51 an or Xaybozard
manu $alzctlen "R i
QETEATTIONAT, TESTS
—F Alcohol f£res subjsct Tast resulc o.000 A
Vo Error recagnition logic system functisning
Invalid test printed
=4QQ: Droper sample recognitian system
Invalid szample printad—se
Daficient sample print=dFy—
N/A Campleteness of sample purge with cellection Tuba**
zz Calibration standard 0. 0&0 AC
Besults: 0. “?’fﬂg* 0. O57AC -
Tnstrument operating proparzly and accurataly. ¥ES_NO
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*WITHE OR WITHCUT VAPOR RECIRCULATION AND ®IT= OR WITEQUT KEYBEORRD

*%THTS STED IS ONLY REQUIRED IF TEILS DEYICE L8 BEING US
EAWPLE CRATPTUORE.

DHS/DSLS/Eornm CLL7 (Rav.T7-33)
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EIRIBIT P

THTS REPORT PREPARED PURSUANT TO DOUTY
A.A.C. RI=-14-404(R)

IHPQEED

AR IZONA DEPARTMENT OF HEALTH BERVICES

SETANDADRD QUALITY ASSURANCE PR
INTOIIL yOpEL 5Caf
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STANDARD CALIBRATION CHECK PROCZDUR

=
i

Aagency _TUucson Police Departmens Date TIime C} 15_
Intoxilyzer Serialf{g= 0/5 (#/£ ) Location 0, 2y
OA Specialist A ﬁ% 2+ e 33/
i i ~ (Brint Mame)
ngnj 1. Bour a standard alcehal solution of known value into a
clean dry simulateor jar and assepble the simulator
Insure that a tight seal has been Zmade
Standazd valua: 0. 0D AC
(JLtJ 5. Turn on the simulator and allow Lhe temperatlrs Tag
roach: 34%CE .27,
(~vC) 3+ Sec Intaoxilyzer moda selsction in the ACA mode DY
switching mode selection switch 9 on or salecting "g¥
o kevboard manu.
CO—~) = attach simulator to the simulator entrance port on the
Intoxllyzer
[ } 5. ‘Intoxlilyzer 5000 display reads "READY TO STHRETY o=
ok "DUSH BUTTON".
Pl O B Di=n Stazrt Test bubtton or press shtsr on keybaoard.
Lt 7. LInserT ~ard in tesponse to display.
e Al:lbla:$ camplestead.
4k%f%“} . Calibration chsck ceomplated.
Tast results 0.0¢140.08 AC
Lelpp ) 10- 2ir blank completad.
e~ 11 Whan display reads Test Complete remcvetaa;denca cards
Attach the card to the complsted chacklist.
(Pe) 12. Return wnde selection switch #3 to off positien arftex
21l czlibration checks are complata or LyDe Q and encez
on xeyboard.

SIGMATURE

+®¥ITE OR WITEOUT VAPGR RECIRCULATION AND -HITH OR

DHS/DSLS/Ferm CL116 (Rav.7-93)

¥ITEQOT XEYSOARD
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STANDARD QUALITY ASSURRANCE DROCERUAES
=

SQgos 1 /fD\/\

Q& CEELTS
-0 0¥ars (T8 (Eriac Nazm3)

¢ /€)Y rocation DUT
Z 1 2004 TIME_|I3F

22 Displav reads "RIAOY TO STAAT" or "PUsH SULTON TO START
TEST " o
DIAGNQSTIC TESTS
i DUM Test check. Satting should be hetzasen .200 and
_§00. Mods selecticon switch S2 on, SL and 353 AL O
kevboard menu selection "H". Rzading 1s y il .
Eég&: Display Tast check. Mode salection switeh SL on aad SI
and S3 .off or keyboard menu seleciion "VI.
VA Brintar Test check: Hode selection switeh 31, 52, 513
off or ksyboard menu salecTion "BU
!@ Clock times check. Hode salection switca 310 on oI
keyboard menu sslectlen "EV.
% Data chsack. Mods selecticon switcn 511 on ar xavho=zd
manu salaction "E"
QEERATIONAL TESTS
Alcoheol Free subject Tast rasult 0.000 AC
tem functiaoning

Tnvalid test printsad
Proper sample recognitian system
Tavalid sample printed. @&~
Daficient sample printeddq
Comnleteness of sample purge with callection tubs*x
2K calibhration standard 0.0V AC
Zesults: 0.QFFAC « 0.099A4C 12
¥YES ¥ HE

Tnstrument operating properly and accurataly.

‘g%i_‘ Errar Tacognition logic sys:

COMMENTS @

SIGNATURE (}W/&Lﬂ);@ e

f.oa—
C}.j‘;}!'k"gﬁcnhol concantration standard callected far subssguentc
analysis.*»

*WTTE OR WITHOQUT VAPOR RECIRCULATION AND WITE OR WITHOUT XEYBOARD
wxTHTS STET IS ONLY REQUIRED IF TEIS DEVICE L8 BEING USED FOR
SAMPLE CATDTURE.

DES/DSLS/Form €117 (Rav. 7-33)




Tucson Police Department Crime Laboratory
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FIHIBTE B

THIS REPORT PREEPAHED PURBUANT TO DUTY IMPOEED BY

A.A.C. R9-14—404(RA)
ARIZONA DEPARTMENT OF HEALTH BERVICES

STANDARD QUALTITY ASSURANCE YPROCZDURES
INTOIITYZER HODEL 5000+

ETANDARD CALIBHATION CHECK PRDCEQURE&#

Agency _Tucson Polige Nepartmepnt Dace /O /E?fbtf Time géfiéL

Intoxilyzer Serlalf @Lﬂiﬂgﬂﬁixﬁﬂf}ccaulun IJLiLFfﬁE

QA Specialist _ Loyrprue Dorae

(Print Name)

{ ) 1. Pour a standard alcohol solution of known walue into a

Y6 clean dry simulator jar and assemble the simulator.
Insure that a tight seal has been mads.

Standard value: Q0.pn£g? AC

(<) 2. Turn on the simulator and allow the temperature to
reach 34°C+.2°C.

() 3. Set Intoxilyzer mode selection in the ACA mode by
switching mods szlection switch #9 on or selecting "C"
on kXeyboard menu.

3~ ) 4. Attach simulator to the simulator entrance port on the
Intoxilyzer.

&= 5- Intoxilyzer 5000 disvlay reads "READY TO STARTY or
"PUSH BUTTOM".

“{-257) 6. DPush Start Test button or press enter on keyboard.

ﬂéifhxj 7. Insert card in response to display.

qQéﬁér 8. Air blank completed.

o) 9 Calibration check completed.
Test results 0.0FF~+0.07F Ac -

2 (%) 10. Alr blank completed.

f%41%_} 11. When display reads Test Complete remcve_evidance card.
Attach the card to the completed checklist.

(~%») 12. Return mode selection switch #9 to off position after

all calibration checks are complete or type Q and enter
Xeyboard.

STIGMNATURE C;%,L7H£, fd;ﬂLid,L.

*WITE OR HITEDUT VAPOR RECIRCULATION AND WITH OR WITHOUT XEYBOARD

DHS/DSLS/Form C11§ (Rev.7-93)




