TUCSON POLICE DEPARTMENT
CRIME LABORATORY /4w
The undersigned Quality Assurance Specialist, having been qualitied
by the Arizona Department of Public Safety for Intoxilyzer 5000

inspection, and having performed such inspections on Intoxilyzer 5000

¢ /& .Serial # G4-00%0/5 . certifies by her signature:

on ;5/_3/.{}‘11 .with aresult of 0.027 AC. 0.079 AC,

and on fﬁ/f{n’ﬂ‘f . with a result of 2.0 28AC. 0-DZE AC.

this instrument was tested with a known alcohol reference standard,
and always produced results within the acceptable accuracy limits

(from _0.070 AC. to _0.090 AC) . as defined by R9-14-404.A 3.

No problems were reported concerning this instrument between these

two dates.
%M (9—1% o~

Irene Doran

ADPS QAS Permit #QAS 29586 (issue date 0 1/08/2004)

SUBSCRIBED AND SWORN to before me

this J_']__‘ day of Decewn\neC, EU_[H_.

T OFFICIAL SEAL Nofery Public 5"




P 8 B o B ) g
e
bl =5 = bl T - e o B el At .
THIB REFCRT PREPARED PURSUANT TO OGTY INS03:zD my -
A.ALC. RS-14-404(2) w
ARIIONA DEPARTHENT OF EEZALTE SZATICES

STANDARD QUAL

INTOXTLYZE

AYSURANCE DROCE2OURES
R MODEL 5000~ 4@\\

= | - ' "
acENcy Tucson Police  ga SPECTALIST o |f F"Lm‘ll;ir' CCGMF\S HlelloD

fHdime Ma—oa)
PETIIIC pdema )
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A ;i:ggllau reads "¥FADY TO START" or "PUSH BUTTON TO STz
DIAGHNOSTIC TESTS
ket DV Test check:. Setting ‘should bs bstwesn .200 and
~-B600. Mode salection swiftch 57 on, 51 and 53 off or
b/, kgyhcarﬂ meny selection "H". Reading is ,QSEE -
Display Test check. Mogde selection switch S1 on and sS2
‘// and 53 off or keyboard menu selection "V".
- Printsr Tesc check. HMode ‘selection switch 51, 52, S3
off or Keybopard menu seleciion "oY
}/ Claock tims check. MHode selection switch 510 on or
keyboard menu sslection "E".
/ Uate check. HModa selsction switch SI11 on or kevhoard
manuw selection "EY
CDCZRATIONATL, TESTS
rati Alecohgl fres subjsct Test rosult 0. 00T aC -
- Error recagnition logic system Tunctianing

Invalid test printad
Vi Fraper sample recaognition system

Invalid sample printad.” .
: Deficient sample printsd 5
' N/A Completeness of sample purge with collection ftubs*=x
e Calibration standard 0. JF0D AC

Results: 0.p17AC £0.079AC /
o

Instrumant operating properly and accuratsly. YES

CCHMENTS .

SIGNATURE )FUKL'-QU Aﬁj CWS\

Q. *'JZH' alcoholl | confentration standard collected for subseguent
znalysis. «+

*WITE OR WITHOUT VAPOR RECIRCULATION AND WITH OR WITHOUT KEYBQARD
* % THTY STEP IE ONLY REQUIRBED IF TEIE DEVICE IS5 BEIING USED TOR
SAVDLE CAPTURE.

DES/DSLS/Forza CIl7 (Rav.7=53)
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THTIS REPORT PREPARED PURSUANT TO DUTY IMPOBED BY ;'
A.A.C. RI=14-404(2) ;

AOTZONA DEPARTMENT OF HEALTH BERVICE

BTANDARD QJUALITY ASSURANCE PROCEDURES
INTOIILYZER MODEL 5000+

BETANDARD CALIBRATICH CHECK FROCEDURE /]h\)\

o Date fﬁ-/&/ﬂq Tine /’{ZO

0IS{#F)Location [ AT

soen s Flollao
{Print HName)

( wﬁfl. Pour a standard alcshal solution of XKnown value into a
clean dry simulator jar and assembls the simulator.
Insure that a tight seal has been madas
Standard value: 0. 040 AC

. Turn on the simulator and alleow the temperature to

reach 34°C*.2°C.

Set Intoxilyzer mode selection in the ACA mode by

switching modes selection switch #9 on or selacting Y“c"

on kKeyboard menu.

Attach simulator to the simulator entrance port .on the

Intaxilyzer.

u’f Vﬁf 5. Intexilvzer 5000 display reads "READY TO START" or

"PUSH BUTTON".

¢JT wa §. ©DPush Start Test butiton or press enter on keyboard.

{ ) 7. 1Insert card in response to display.

8. Air blank completed.

§. Calibration check completed.

Test results 0. QfEfEE[C‘HJ.ﬂE?RC -

)
vl

i::gﬂ;:?_lu. Air blank completed.
A

Agency _Tucsan Polics
Intoxilyzer Serial#f
QA Specialist

(i8]

( )

] —
e (]
s .

11. When display rsads Test Complete remove ev;dence card.
Attach the card to the completed checklist. ;

12 . Beturn mode sslection switch #9 Tto off position after
all ¢ llbra;lﬂ;};ﬁecks ar= complete or type Q.and enter

on k jltij (Q
STGNATURE Mg

*FITHE OR WITZQUT D R R”C'REGI.A’I'J.DH AND WITHE OE WITHOUT EEYEOARD

DHS/DSLS/Form Cl1lg (Rew.7-93)




rcENEy Tucson Police ga SPECIALIST [ #+ene Dora = 33/

{Print pame)

TNTOKILYZER SERIAL 7 &é-m?’wgffﬁ’f) LOCATION 4
DATE Dl Ernberfa 35 =200y TIHE /25
qqd"_'-?q_._ i

) o Oisplay reads "READY TO START" or "PUSH BUTTION TQ START
TES

DIAGNOSTIC TESTS
o ek D Test check Satting should ba patwesan 20 and
; g. Mode selection switch S2 on; €1 apd: 53, 9L o
wevboard menu selection "H". Raading is o 5D
=Ly Display Test chack. Made sslection switch 51 an and 52
a 51 off or keybeoard menu salectiagn "V!
s orintar Test check. Hade sslection switeh S5i, 52; 53
off or Keyboard manu salection "2".
2T Clock time check. Mode sszlsctlon switch §3Q'dn ax
keyhoard menu selaction "E'-
:f%;: Date chack. Mode selectlon switcnh S11 on or Xsybaoard
menu salectign "E"
QD ERATIONAL TESTS

2lconol free subject Test T
Error recognition logic sys
Tnvalid test printacd
Droper sample recognitien systam
Tnvalid sample printed @<y~
Deficient sample printEdcigfr‘

sult o, 00 AC
E..

m functioning

2
[

Wi

b AR Complsteness of sample purge with collsction tube*=
AT calipration standard 0. £FP AC
Dasults: 0. 0 FEAT ~ O T 7
Tnstrument operating properly and zccurately. YES ZHO_
COMMENTS ! 3
= fa
SIGNATURE M«M-’"—/‘ &M,M_
g =
L ¢Lfalcchnl concentration standard collaectad for suhsequent

analysis.*»

*+WITHE OR WITEQUT VAPOAR RECTRCUTLATION AND WITE CR WITEQUT EEYBOARD

x%T=T3 BTEP IB ONLY REQUIRED IF TEIS DEVICE IS BEING USED FOR
SAMPTLE CAPTURE.

DHS/DSLS/Form C117(Rev.7-33)
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ARTZONA DEDARTHENT QF HEALTH BERVICES

STANDARD QUALITY ASSURANCE PROCEDURES
INTOIILYZER MODEL 5000*

STANDARD CALIBRATION CEECK PROCEDURE r@

Tucsaon Police Deoartm=pnr Date /E;/?¥Wé7%f Time gaﬁfﬁr_

Agenay
Intoxilyzer Serial? pp-Yorstiftjocation L T r
QA Specialist T Al D7
(Print Hame)
(i 1- pour a standard alcohol solution of Xnawn value into a

) 2-
gt 3
s 4
wanl) 5.
i ) 6.
i) T -
e ) B
md%—-—rﬁg‘;""}' R
J{,—{‘—FP‘;—] 10
1::..}"3;-_;":*—(‘;7@-—} 11.
{q{:}‘,.-} 130
SIGNATURE

clean dry simulator jar and assemble the simulator.
Insure that a tight seal has been made.

Standard value: 0. (750 AC

Turn on the simulator and allow the Temparature to
roedch 34°C+.32°%C.

Sat Intoxilyzer mode selection in tha ACA mode by
switching mode seslection switch #9 on or selecting "C"
on keyboard menu.

Attach simulator to the simulator entrance port on the
Intoxilyzer.

Tntoxilyzer 5000 display reads YREADY TO START" or
npirsH BUTTOH".

Push Star: Test button or press enter on keyboard.
Insert card in response to display.

Air blank completed.

Calibration check completed.

Test rasults 0.0 7FFv 0.0FF AC

Air blank completesd. <

When display r=ads Tast Complete ramavae evidence card.
Attach the card ta the completed checklist. )
Return mode selecticon switch #3 to off position after
211 calibration checks are complete or type Q 2nd enter

+FITE OR WITHOUT VAFOR RFECIRCULATION AND WITE OR WITHOUT XEYBOARD

DHS/DSLS/Form C116 (Rev.7-93)




TUESON FOLICE DERARTME N
CRIME LABORATORY

INTOXILYZER SERVICE RECOGRD

| Date: I:S«‘/P—fr-:'_}‘w[ : ‘ /ﬁ\\
[ neowilyzer Seral Number: (glo - oodeIs (25 ) |
QAS: ,"';zﬂmﬁr;r’ Coom S Hlallal |

i |_P roblem Descriprion:

GH‘H’IE im"ﬂ'mﬂ C:F' JZ/F %/EHJ, f:'(.:_ ?eﬂ'ffjg r;?péer.fg{*H*-U' r"ijj tals '-rr-x-; Z

cir hlank of
5.
f

. o P el y b F e A [ ' S

Mo subuied Yoot b jashimon dicilnaat " ld Tt “aed e eard veod 'eample
o == r ! t 1 . J

| ol il 03 imnaveheo " Rimught 10 Jah m 13 /4l0d. |

— ____=—=.—‘—__.___,__—.———'=———'-"£="—=|

‘he instrumenc is taken out of service, complete the followng: |

| Date out of service 12 {,f{; /{JL/ |

Calibration Check completed prior to removal from service: |

[

| E/Yes Date: fé)/f[g/gi{ 0 No - h

| SQAP completed prior to removal from service:

|
| |
| E’?es Date: |2 /Jta/[:-‘—;’ O No ||

Efﬂi—m}_m///: - |

Corrective Action Taken or Repaurs: Sﬂﬂjr -1 141".;'11-;?,6( Slochmnics (820084 |
= ¥ 5 ] | Ll
| vl Ffﬂ%.'fnﬁ"uhw itznant? P20 f:t:rr.;fﬁ{c';‘r{d ﬁ.-!ffﬁﬂjfﬂf/r?; n [3f16fs |




