TUCSON POLICE DEPARTMENT
CRIME LABORATORY (54
The undersigned Quality Assurance Specialist, having been qualified
by the Arizona Department of Public Safety for Intoxilyzer 5000

mspection, and having performed such inspections on Intoxilyzer 5000
# . Serial # (2{,~00 332 Fcertifies by her signature:
on F/RA5/0¥ . witharesultof O.072AC. 0L.0FZAC.

and on _206/0% . with aresult of 0.0Z 7 AC. 0.0ZFAC.

this instrument was tested with a known alcohol reference standard,

and always produced results within the acceptable accuracy limits

(from _ 0.070 AC. to _0.090 AC) . as defined by R9-14-404 A3,

No problems were reported concerning this instrument between these

Dire Sran—

[rene Doran

two dates.

ADPS QAS Permit #QAS 29586 (issue date 01/08/2004)

SUBSCRIBED AND SWORN to before me

this_&1 . dayof &Pg;l .2004.

e

;atm—y Public 5 .
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BYHIBIT Q 5

THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY
A.A.C. R9-14-404 (A}

ARTZONA DEPARTMENT OF EEBEALTH SEAVICES
STANDARD QUALITY ASSURAMNCE PQDC“D*?“ﬂQﬁ\

IHTOITLYZIER MODEL S000%

AcENCY Tucson Police ga SPECTALIST I:Ff'!?r" Dor"&?"l G‘fﬂﬁﬁ.«’)

(P:”n_ Name

INTOXILYZER SERTAL # (pb-0033RXF rocaTioNn  DUTL
DATE_ 7XAre ey 25 _ 19 =00%  TIME [RYs
=
~ élﬁ Display reads "READY TO START" or "BUSH BUTTON TO START
TEST. "

LTAGNOSTIC TESTS
QE DVM Test check. Setting should be betwsen .200 and

-600. Mode selection switch 52 aon, Si and 83 Qff or

keyboard menu selection "H". Reading is _ .5 .
iff} Display Test check. Mode selection switch S1 on and Sz
sy

gnd ‘53 off or kevhoaLh mentl selection "V

é%g Printer Test check. Mode sslection switch 51, Sy 53
OoIf or keyboard menu selection "B".

Eﬁ&ﬁfﬁ Clock tims check. Mode selection switch 510 on aor
keyboard menu selection "E". .

*f%if Date check. Maode selection switch S11 on or Xeyboard
menu selsectiaon "E".

ohol fres subject Test result 0.0O00 AC
ror recognition logic system functioning
“Téﬁiﬂ Invalid test printed
—*+t *  Froper sample recognition systea
Invalid sample printedeZis
Deficient sample printsd gt
iz NJR Completsness of sample purge with collection tube#*x
,ﬂi Cal 1b*‘aLlﬂ‘1 standard 0. 0F0 AC
Results: 0. 0FFAC + o.07F4AC

Instrument unerat1n praoperly and accurately. YES NO
g Y L MEE

comants: FAVEL  apedd Rmn (35?5'—4!30%)

STGNATURE éL)E/ﬂf M
i

Q, PU-A alcohol concentration standard collectad for subsequent
analysis. *=

*WITHE OR WITEQUT m'ca RECIRCULATION AND WITH OR WITEOQUT EKEYBORRD
**THIS BTEP IH ONLY REQUIRED IF THIS DEVICE IS HEING USED FOR
EAMDLE CATTURE.

DHS/DSLS/Form €117 (Rev.7-33)
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ZZIHIBIT P

THIS REFORT PREPARED PURSUANT TO DUTY IMPQSED BY
A.A.C. RI-14—404 (A}

ARIZONA DEPARTHENWNT OF EEALTH EBEEAVICES

ETANDARD QUALITY ASSURANCE PROCEDURES
INTOIILYZER MODEL 5000+ @}

STANDARD CALIBRATION CEECK PRCCEDURE

Agency Tugsorn Police Department Date L_?/J;??S_/D%L T

Intoxilyzer Serial# [p@—003337F,6 lLocation pUL HOQ

QA Specialist _ €Al Doran [Fb 33/

VU {Print Name)

(ceF) 1. Pour .a standard alcohol solution of knovn wvalue into
clean dry simulator jar and assemble the simulator.
Insure that a tight seal has been mads.

Standard value: 0. agxo aC

(Asd 2. Turn on the simulator and allow the temperature to
reach 34°C+.2°C.

() 3. .Set Intoxilyzer mode selection in the ACA
switching mode selecticon switch #9 on or
on keybaard menu.

(wodrT 4. Attach simulator to the simulator entrance port on the
Intaxilyzer.

J‘:__{-.«dg-‘r 5. Intexilyzer 5000 display reads "READY TO START" or
"PUSH BUITON".

a
GElhng Wan

s (~2&] 6. Push Start Test button or press enter on keyboard.
g (it 7 - Insert card in response to display.
(st 8- Air blank completead.
“m_(._pa&r- g. Calibration check compleated.

Test rasults 0. Q?"?’ﬂhﬂ.ﬂﬁ' ac
AryAy] 10. Alr blank completed.
<O AsT 11- When display resads Test Complete razn‘-:alavidence card.
: Attach the card to the completed checklisc.
{uﬁhfﬂjJ Return mode selection switch #9 to off position after
: all calibration checks are complete or type Q and enter

' on kayboard.
STGNATURE Wc‘ ’@Mﬁﬂ*—ﬂ

Fo=

*WITH OR WITHOUT VAPOR RECIRCULATION AND WITE OR WITECUT XEIBOARD

DHS/DSLS/Form Cl1ls (Rev.7-33)
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EXHIBIT Q | R =

TEIS REFORT PREPARED PURSUANT TO DUTY IHPOSED BY
ALA.C, RI9=14-404 (A}

ARTZONA DEPARTHENT OQF HPALTH EE

LJ

";r -'1
STANDARD QUALITY ASSURANCE PROCEZDURES »@h
INTOXILYZER MODEL S5000%

AGENCY Tucson Police oA spEcrarList _ Lrea€ Dorea #e33)

(Print Name)

INTORILYZER SERIAL #lPlo- V03327  1ocarton  2./974
DATE 7/ 3o 15 JC0%  TIME /) BES
= e =
) Display reads "READY TO START" or "PUSH BUTTON TO STamt
TEST."

DVM Test check. Satting should be between .200 and
.600. Mode selection switch S2 on, S1 and 53 off or
keyhoard menu selection "H". Reading is _.5V/&

Display Test check. Mode selection switch 51 on and

E_ﬂ and s3I pfi or keyboard menu selection "Vh.
_k_ﬁi:._

]
P

FYT o5 etk

Printer Test check. Mode selection switeh 51, 52, 53

off or keyboard menu selection "2".

Clock time check. Haode selection switch 510 on or
A keyboard menu sslaction "E".

Data check. Mode selection switch S11 on or keybaoard
menu salection "E".

]

DPERATIONAY, TESTS

2lecohol free subject Tast result 0. 000 AC
Error recognition logic system functioning

Invalid test printed
Proper sample recognition system
Invalid sample printed &
Deficisnt sampile printad&ﬁ;;
L N/A Completeness of sample purge with collection tube#*
E‘Q‘—__ Calibration standard 0.08 o AC ’
Results: 0.07FAC = G.D‘—‘?Z-E“ﬂ-ﬂ_ //

Instrumesnt operating properly and accuratasly. YES” NO_

coMENTS: 7 (tancd prAT raficr 5l /¥R0 + /o6
L) for ST BUNchHial Clag e firT
F/J{rm’;;‘p AE St~ rheF D z"‘r"‘ﬂc:'rf"‘

SIGNATURE

I\J ﬁ-“?( ] 4= = 1 t_
a. ! aleohol concentration standard collected for subseguen
analysis. &

*WITH OR WITHOUT VAPOR RECIRCULATION AND WITE OR WITHOUT XEYSOARD
*+THIZ ETET IB ONLY REQUIRED IF THEIS DEVICE IE BEING U3ED FOR
BAMPLE CATTUORE.

DHS/DSLS/Form C117 (Rev.7-33)
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EXHIBIT P O
R

THISE REPORT PREFARED PURSUANT TO DOTY IMPOBED BY
ALA.C. RI-14-404 ()

ARIZONA DEPARTHMENT OF EHEALTH EBERVICES

ETANDARD QUALITY ASSURANMCE PROCELURES
INTOZILYZER MODEL 5000% \

ETANDARD CALIBRATION CHECK FROCEDURE.

Agency _Tucson Polige Department Date %@é?q/bﬂf Time .cﬁﬁﬁg’
Intoxilyzer Serialfée 0 F32F Location L_A75
QA Specialist Lrere Dor2 A Yo 331
(Print MName)
{s2— 1. Pour a standard alcochecl solution of known value into a
clean dry simulator jar and assemble the simulataor.
Insure that a tight seal has been made.

standard value: 0.0%0 AC

{Fer 2. Turn on the simulator and allow the temperature to
reach 347°C+.2°C.

Ly~ 3. Set Intoxilyzer mode selection in the ACA mode by

switching mode selection switch #5 on or selecting "C!
on keayhoard menu.

&ﬁékf_ﬁ. Attach simulator to the simulator entrance port on the
Intoxilyzer.
ﬁggjL4§&F+5. Intoxilyzer 5000 display reads "READY T STARTY or

NWPUSH BUTTON".
LK 6. Push Start Test button or press enter on keyboard.
—5 %] 7. Insert card in response to display.
+a T 8. Adlr blank completed.
1::§g;1i9 g, Calibration check completed.
Test recules b.0F e b.bFCnc -
tﬁ%ﬂﬂﬁkrj 10. Air blank completed.
_&Qé¥qﬁ+~ll. When display reads Test Complete remove evidence card.
ttach the card to the completed chacklist.
(g2~ 12. Return mode selection switch #39 to off position after
; all calibration checks are complete or type ¢ and enter

_ on keyboard.
' SIGNATURE ‘QZML_L, <Q57/La:n-~

*WITH OR WITEOQUT VAPOR RECIRCOULATION AND WITE OR WITHOUT EKEYEBOALD

DHS/DSLS/Form Cl116 (Rev.7-93)
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TUCSON POLICE DEPARTMENT
CRIME LABORATORY

INTOXILYZER SERVICE RECORD

Date: é//ﬁlﬁ/,ﬁ? o
[ncowlyzer Seral Numbe ot — A0 F30 7~

Q5S. Lrene Dorzer e33/)

Problem Descrprion:

OI%E”Q’ (Hara repfocFcd JAar Pl R

_&fﬁcm‘@ L Lz CArS

If the instrument is taken our of service, complete the follow WINg:
i

E Date our of service ?(/f?a/ﬁ?{
t
|
1

Calibration Check completed prior to removal from service:

':'_'V?es Date: %[/)ﬂ/{}ﬁ’ O No

| SQ_ AP completed poor to removal from service

. Ll)fe/s Dare: ?1/015/0%‘ O No

Date returned to service:

| Corrective Action Taken or Repairs: (24cz4 4 ﬁ/’/}?-/?'f Ve Y/ d

duron)  rpufnc ‘:563/47‘9 /f?/?f’frjfy}f zﬁiﬂ"ﬂﬁwﬁ |
Charack s . N s fo bt _seat m%;ﬁrr’fmw




