TUCSON POLICE DEPARTMENT
CRIME LABORATORY A
The undersigned Quality Assurance Specialist. having been qualified
by the Arizona Department of Public Safety for Intoxilyzer 5000
inspection, and having performed such inspections on Intoxilyzer 5000

#_ T . Senal# @h-00¥77& . certifies by her signature:

n . ?r/f‘}//ﬂ??’ . with aresult of Z.07F¢AC. 0076 AC.

and on ?{f}q"/é?‘ . with a result of 2.025 AC. 0.875 AC,

this instrument was tested with a known alcohol reference standard,
and always produced results within the acceptable accuracy limits

(from _0.070 AC. to _0.090 AC) . as defined by R9-14-404.A 3.

No problems were reported concemning this instrument between these

two dates. %

& [rene Doran

ADPS QAS Permut #QAS 29586 (issue date 01/08/2004)

SUBSCRIBED AND SWORN to before me

this f&% . day of Mﬂftﬂ. EDGL

\Ymhﬁﬂh@\/

Notary Publié
OFFICIAL SEAL
. LYNN A, JUNG
Al B INOTARY PUBLIC-ARIZONA

BYE) £ itiA COUNTY
N My Comm. Exp. Nov. 30, 2005




EXETBIT Q fﬂB ca

THIS REFTORT PREEPARED PURSUANT TO DUTY IMPOSED BY
A.A.C., HI-L4-404(2)

ARIZONA DEPARTMPNT OF HEEARLTH BERVICES

ETANDARD QUALITY ASSUHAMCE PROCEDURESE
INTOZILYZER MODEL 5000% f%%

AcENcy Tucson Police Qa SPECIALIST Z:"c’r"‘}rf poran ﬁ‘é_—?j’/)

BFrint Name
INTOXILYZER SERIAL # Wo— O0FA29E LOCA_'IT_'Ob_ﬁﬁ;‘:_ Dﬁiﬁ
DATE Marca yid 15 2ooY TIHE 1SRAY =A%
i
2 & Display reads "READY TO START" or "PUSH BUTTON TO START
TEST .
aTTLe. TESTS
:& VM Test check. Seht'ﬁg should b= between .200 and

.800. Mode salection swiktch 52 on, S1 and S2 off or
keyvboard menu sslection "H". Reading is _- .
\..5%3 Display Test check. Mode selection switch 51 on and S2
and 53 off or kevboard menu selection "WV'.
-.:L,fgi Printar Test check. Mode salection switch 51, 52, S§3

off or keyboard menu selecticon "P".
:géﬁ Clock time check. Mode selection switch S10 on or

keyboard menu selection “E'. =
\%ézj Date chack. Mode selsction switch S11 on or keyboaxzd

menu selsction "EW.

QPERBATTIONAT, TESTS
Alcohol free subject Test result 0. 000 AC
Error recognition logic system functisning

Invalid test printed

ﬁaﬁ Proper sample recognition system

: ITnvalid sample printed—="<4—
Deficient sample printed-g&a—
j: N/A  completsness of sampTe. purge with collection tubex**
hqgﬁ'_‘ Calibration standard 0. Q&':Q AC

Results: 0.0F4AC <+ o.aFbAc /
YES=TNQ

Ihstrument cperating properly and accurately.

COMMENTS ¢,

SIGNATURE Z;Mf me___

Q,M{&Jﬁ.cchol concentration standard collectad for subsequent
ranalysis.«x

*WITH OR WITHOUT VAPOR RECIRCULATION AND WITE OR WITHOUT KEYBOARD

**THIS ETEP IB5 ONLY -REQUIRED IF THEIS DEVICE IS BEING USED FOR
SAMPLE CAPTURE.

DHS/DSLS/Form C117(Rev.7-93)
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Tucson Police Department Crime Laboratory
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EXAIRIT &

THIZ EEPQRT PEEPARED PURESUANT TO DUOTY IMPASZID BY
ALA.C. BS—-14-404(A)

AETZONER DEPARTHENT OF ERALTH SFAVICZS

BTANDARD QUATITY ASSTRANCE PROCEDURES
INTOIILYZER MODEL 5000»

ETANDARD CRALIBEATION CEECX PHOCZOORZ H%

Agency _Tucson Police Degartmen: Date 3 [/ Tim f_ﬁ:&f_
Intoxilyzer Serlalf{EE:ﬁZELZEEL_Lﬂcau;cﬂ 20 W i
QA Specialist _I¥endac Domrn [4#e33/)

(Print tame)
(A5 1. Pour a standard alcohol solution of

known value ifnta a
clean dry simulator jar and assemble the simulator.
Insure that a tight seal has bean made.
Standard valus: 0. 0F0C 2C
(ACT 2. Turn on the simulator and allew the teaperatures to
reach 347C+.2°C.
(T 3. Set ITntoxilyzer mode selection i

n 2C2 mode by

switching mode sslection switch #3 on or selecting "“C!

on keyboard menu,

&7 4. Attach simulator to the simulator entrance port on th

Intoxilyzer.

,qﬂa-{-ﬁcj' 5. Intoxilyzer 5000 display reads "READY TO START" or
"BEUSH BUTTOW".

T &. Push Start Test button or pres

Il 7. Insert card in response to dis

PO 8. Alr blank completed.

‘_m-(-(f’&'r g. calibration check completed.

=55 Test results 0.07F4% < 0.076G AC :

—S&] 10. Air blank completad.

Wg‘f 11. When display reads Test Complats remove evidence card.
' attach the card to the completed checklist.
gqéﬁr—lzd Return mode selection switch #3 to off position after

al'f calibration checks ars complets or type Q@ and anter

keyvbhoar
STIGNATURE /(Qfﬂ-dq\_

-

AWITHE OR WITEQUT VAPOR RECIRCULATION AXND ¥I

rt
]

=l
(B3]
(|
=]
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i
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(]
[
2|
Fal
[
t
o

DHS/DSLS/Form Cll6 (Rav.7-53)
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TEIS REPORT PREPARED PURSUANT TO DOUTY IMP08ED By

R
A A.C. B9-14-404(A)
ARTIZIONA DEPAATHENT OF HEALTH BZRVIC

STANDARD QUALITY A4SUHANCE
INTOIILYIEY HMODEL 500

Vi ’ =20 00¥ craz :7

DTAGNOSTIC TESTS
fﬁégi DV Test check. Sstting should be between .200 and
oL u

.600. Hode salection switch S2 on, S1 and S3
keyboard menu selection "H". qea:ing 1s

4& Display Test check. Mode sslection switch Sl on and Sz
and S1 off or ksybgard menu EElEQEWHW nAgH
=~?£5 Brinter Test check. Hode selection switeh 51, 52, 353
off or keybhoard menu sslection "2".
~£%  Clock tims check. Mode selection switch 510 aon or
kaeyboard menu sslsction "EY
“Fgfr Cate check. Mods selsctieon switch S1L on or Keyboard
menu selectron "E!
QPERATIONAL TESTS
Alcohol fraa subject Test rasult 0. goo AC
:fﬁ%g; Error recagnition lggiec system functioning
Invalid test printed
hqégtj SPrgper sample recognlition systam
Invalid sample printad
£ Deficient sample printed
M WAR Completeness of sample purge with collaction tube*=*
_—=PX_ calibration standard 0.0§0 __ AC

. OF
Results: 0.075ATC 0-07F547C_

Instrumant aperating properly and aCChra-a1w. XE

i1
o

COMMENTS:

SIGNATURE %ﬁ/ /&Izﬂ&ﬁ-‘?’\-—-——

0, !élﬂfd4ac0ﬂ01 concentration standard collected for subseguent
analysis. =

*WLITH OR WITHOUT VAFOR RECIRCUOLATION AND WiTHE COR WITHOUT KEYDORERD

**THTS STEP? IS5 CONLY-REQUIRED IFP THEIS DEVICE IS BEING USED FOR
SAMPLE CAYPTURE.

DHS/DSLS/Form Cl17 (Rev.7-933)
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EXHIEIT F

THIS REPORT PREPARED PURSBUANT TO DUTY IMPOEED BY

A.A.C., RI-14-404(n)
ARIZONA DEPARTHMENT OF EHEALTH BERVICES

STANDARD QUALITY ASSURANCE PRCCEDURES \
INTOXILYZER MODEL 5000* fb

STANDARD CALIBRATION CEECK PBROCEDURE

Agency _Tucson Polige Department Date %[_/f?[/ﬂ'[}/ ﬂﬂ[/jime {Ef-?’

Intoxilyzer Serialf ~Lf = catio

QA Specialist Lréntc ?}g 4n Yl 33/ 2

L) Ls

L5 2-
V2

i;ﬁrﬂ 4.
5T s
s 5y s,
AT T 7.
Al s
AT 10.
i LagT 11

KT 2.

Print Name)
Pour a standard alcohol scolution of known value into a
clean dry simulator jar and assemble the simulator.
Insure that a tight ssal has been made.
Sstandard value: 0.0§70 AC
Turn on the simulator and allow the temperature Lo
raach 3420+.27C.
Set Intoxilyzer mode selection in the ACA mode by
switching mode selection switch #3 on or selecting "C"
on keyvboard menu.
Attach simulator to the simulator entrance port on the
Intaxilyzer.
Tntoxilyzer 5000 display reads "READY TO START" or
n"PUsH BUTTON".
Push Start Test bution or press enter on keyboard.
Insert card in response to display.
Air blank completed.
Calibration check completed.
Test results 0.075 + 0075 AC
Air blank completad.
Wnen display reads Test Complete remove evidence card.
Attach the card to the completed checklist.
Return mode selection switch #9 to off position after
all calibration checks are complete or type Q and esnter

SIGNATURE
L'.f"‘-u.

+WITHE OR WITHOUT VAPOR RECIRCULATION AND WITE OR WITEOOT EKEYEZEOARD

DHS/DSLS/Form Cl16 (Rev.7-53)




