TUCSON POLICE DEPARTMENT
CRIME LABORATORY /\‘D\‘\
The undersigned Quality Assurance Specialist, having been qualified

by the Arizona Department of Public Safety for Intoxilyzer 5000

=~

inspection, and having performed such inspections on Intoxilyzer 5000

- S LSerial # HQ*{ 04 T9E . certifies by her signature;

on c.-'/.' ./cl-[ . with aresultof 0.077 AC. 0.07F AC.

and on ?/Z‘?_/G‘;" . with a result of /) 075 AC. 0.07S AC.

this instrument was tested with a known alcohol reference standard,
and always produced results within the acceptable accuracy limits

(from _0.070 AC. to _0.090 AC) . as defined by R9-14-404 A 3.

No problems were reported concerning this instrument between these

wiidt 7 (ks

]t@ﬁjﬁ:r L. Coombs

two dates.

ADPS QAS Permit #QAS 29886 (issue date 06/15/2004)

SUBSCRIBED AND SWORN to before me.

his _. 40 . day Df‘j'ﬁ‘gi&nhgﬁ . 2004
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ageErcy Tucsan Boligs QN SPECTALIST _ _Z;-f"g.}”} {,__Dﬂr’"gﬂ %5§Z
nt Hame)

GTOXTLYZID sTRIAL £QU-00FTIE” LOCATION oD LW/

szr“ﬂ Display reads "READY TO STARTY 'aor "FUad SUTTON TO STAT
TS
DTAGHOSTIE TESTS
o = OVM Tast check. Seiting should be bekbween 200 and
_600. Mode sslection switeh S2 on, Sl and S3 eff or
xeyboard menu selection "H!". Reading 1s ST
4 Display Tes:t chack. Mode sslection switeh S1 on and S2
and $3 off or kevboard menu seleccian "W
AT Drintaer Test check. Mode sslection switch 51, 52, 53
off or kayboard menu s=zlectlon "B
zqfﬁ clock Ltime check: Hode selection s¥itch 510 on or
kevhoard ‘meny salection MTE!.
ol Data chack., Moda sslection switch SI1 en or Keyhaoaxd
Z2ny salactign "EM i
QBFFATIONAL TESTS
:;Eﬁ___ Alcohol free subject Test result O.flzz AC
e Error recagnition legic system functloning
Invalid test printed
~—F Proper sample recognition system
Tnvalid sample pringed ¥X
: Deficient sampls print=d¥s
L N/B Completaness of sample purge with collsction tuba**
7 il Calibration standard Ou Qﬁg AC
Results: 0.0 + 0.0 FE A
Instrument opsrating properly and accurately. ¥E NO

COMMENTS:

e [}
STGNATURE (;§7té7“£‘ ﬁé;ﬂ@ﬁﬂﬂﬁ

QLI{L__ alcohol cancentration standard collected for subseguent
analysls.*»

+WITE OR WITEOUT VAPOR RECIRCULATION AND WITHE OR WITEOUT XKEYBOARD

*%TEIS STE® TS ONLY REQUIRED IF TEIS DEVICE I8 BEING USED FOR
BAMDTE CRADTURE.

DHES/DSLS/Form Cll17(Rev.7-33)




Tucson Police Department Crime Laborator
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RERITRTT P 5% é

TEIS REPORT PREPARFED PURSUANT TO DUTIY IMPOBED BY hﬂhr’
A.A.C. RI-14-404(X)

ARIZONA DEPARTHENT OF HEALTH BERVICESH

ETANDARD (QUALITY ASSURANCE TROCEDURES
INTOXZILYZER MODEL 5000*

ETANDARD CALIBRATION CHECE FPROCEDURE /{D

Agency _Tucson Police Department Date 9/{/0%" Time féS‘L
Intoxilyzer Searial# ¥ location CDUW
QA Specialist _ Lo A Flp 33

:l‘l'nt N-'_HE:I

[qéﬁ4 1. Pour a standard alechol solution of Xknown value into a
clean dry simulator jar and assemble the simulator.
Insure that a tight seal has been made.
Standard valu=s: 0. AaC

(£Fx) 2- Turn on the simulator and allow the tamperature Lo
reach 347C+.3%C.

(P 3. Set Intoxilyzer mode selection in the ACA mode by
switching mode selectign switch #3 on or selscting "C"

on keyvboard menu.

Attach simulator fto the simul

Intoxilyzer.

Intoxilyzer 5000 display reads "READY TO START" or
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UBUSH BOTTONM.
wﬂrté%1} &. Push Start Test butiton or préess enter on Xeyboard.
ﬁﬁ@LJgTJ 7. Insert card in rasponss to display.
h#hjqar] 8 Alr blank cmmpleted.
b 3 Calibration chack completed.
Test rasults 0.02F« 0 -0F Ac
{-£27) 10. Alr blank completed.
ﬁgégfqrﬁ 11. When display resads Test Complete remove evidence card.

ttach the card to the completed checklist.
aéyi 13. Return mode selection switch #3 to off position after
211 calibration checks are complete or type Q and enter

ori—seybgard
STGNATURE @ﬂmﬂ/ /@qu
M\.

*WITHE OR ‘“WITHOUT VAPCOR RECIRCULATION AND WITE OF WITEQUT XEYBOARD

DHES/DSLS/Form Clis (Rev.7-93)
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INTOXILYZED seazan £ [lp=004Y19% rocitIon. . 0w/
DATE_Sepember— 79 12 0 TIMZ Vs Wi
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2w Dismlay resads "HEZADY TO STLIT" oF "SuUSH 3UTTON TO st iss
e i T PRESE  a S T  TR  [ER  CR e
DCaGNOsSTIE TESTS
W DYM Test check. Setting should hs hetween .200 and
-800:. Hoede salsction switeh S2 on, 51 znd §31 off o=
keybaard menu selection "H". Reading is _.52[ .
/ Display Test che=ck. Mode salaction s¥ifch 51 on and 53
/ and 53 9ff or kevboard menu sslaction "WY
Printar Test chock. Moda salectinn switch 51, 57, 33
aff or kxeyboard menu s=leccian "DV
v Clock time check. MHode sselection swiTch S10 an a=z
kKevhoard manu sslection "=,
-./ Datez check Hode szlsction switch Sii on or kevbaasr-d
mantit salaction "EH
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Invalid test printed
¢/ Praoper sample recognition system
Invalid sample printsd s
Daficiant sanmpls printedff
N/ A Caomnletenaess of sample gurge with collection tubax=*
v Calibration standard 0.0%0 AC
Results: 0.0754¢ fﬂ,D‘??iﬂrﬂ

Instrument operating properly and accurately. YISy ¥O
cormEnTs: % woved clock S b M Al E=3 P

S 4~
SIGNATURE /{G éﬁ i (‘éj;jbbu;i‘_

[0 hﬁ&ﬁ alcohlbl coticentration standard collactad for subhsaguesnt
2nalysis.*=*

*WITE OR WITEQUT VAPOR RECIRCULATION AND WITE OR WITHOUT REYBOARD
*#*THTS GTED IS ONLY REQUIRED IF TETS DEVICE IS5 BEING UBED FOR
EAMELE CRPTURE.

DHS/DSLS/Form Cl17(Rev.7-=93)
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THIS REPOHRT PHEPARED PURSUANT TO DUTY IMDPO
ALALCL R-14-404(3)
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ARTZONA DEPARTHENT OF HEALTH SPEAVICE

ETANDARD QUALITY ASSURANCE PROCEDURES
IHTOXILYZES HODEL S5000%

BTANDARD CALTRHRATION CEECY PROCEZLURE

Agency _Tucson Policse Nenartmass Date 5V2ﬁ%5?f Tize ;ﬂfﬁi
Intoxilyzer Searial# -4 19 Locatian 2L i
J& Specialisc

bs Hal (o0

wf (Print Name)
{ } 1. Pour a standard alcohgol solutien of alue 1
clean dry simulator jar and afa:_;le the si:ulata
Insure that a tight seal has besn made.

Standard value: 0. 08O AC

Turn @n the simulater and allo
rzach 34°C+.2°C.

( x’j 3. Set Intoxilyzer mode sslection in the ACA mode by
sWitching mode selacticon switch #9 on or selecting "o
on keyboard msanu.

Attach simulator to the simulator entrance port
Intaxilyzer.

ﬁ
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Y 5. Intokilyzer 5000 display reads "RTADY TO START" or
S s TR T W o L
w’{.fff &. ©Push Start Test buttom or press entsr on keyboard.
- #fj 7. Insert card 1in reaspanss to disolay.
w1 ) 8. Air blank completed.
oW/} 9. calibration check compls
Test results 0.0154C40. ﬂ'ﬁ'}":\c
el | i:} 10. Air blank completead.
o b 11. When display reads Test Complete remove ewvidance card.

Attach the card to the complestad chacklist.
{ 4/1 12. Return mode selection switch #9 to off position after
all calibration checks ars complets or Lype Q and enter

onpkeyboard. %
SIGNATURE M pm\r‘*\-ﬂoS

*¥ITH OR WIT ouUT ? OR RECIRCULATION AND WITE OR WITHOUT EKEYBOARD

DHS/DSLS/Form Cli6 (Rev.7-93)




TUCSON POLICE DEPARTMENT %
CRIME LABORATORY

INTOXILYZER SERVICE RE CORD
= ¢
:| D“Ec Sgﬁmfgp{ %D ‘_ZQDL-{

; I."-_E‘Dﬂhu‘l:-."r_“&fbc}."’.;_ll Number: [hlo— poY79%
| QAS: ennter Coens, Hio a0y

Problem Descrption:

TI:-"IM_:'S*\-EO\L&H and witin TPS Cguep'imlg\a rfm&@ (200 ~ .to0) but

| &g}prmchng \;{mﬂm ondd. Pulled e eeverdudive maintananced .

| Date out of service & ’29 }D‘*l

| Calibration Check completed prior to removal from service:

& Yes Date: ‘:}fﬂ'?/‘:"{ O No ‘!

| SQAP completed prior to removal from service:

m &Yes Date: ?/Zﬁ/f:}‘-{ 0 No

m Date returmed to service:

. I Corrective Action Taken or Repairs: oy /{nﬂnﬂm’ Sleetpnict en _|‘
“?i/ 3004, ‘l
|




Tucson Police Department
Crime Laboratory

270 5. Stone Avenue
Tucson, AZ 85701-1917

sSeptember 30, 2004

Applied Electronics
448 Grand Avenue
Eagle, CO 81631

To Whom [t May Concern:

Enclosed is Intoxilyzer 66-004798.

Feason:

[nstrument needs preventative maintenance. The DVM reading is within the acceptable
range but steadily approaching the high end.

Please optimize the DVM.

Criminalist/QAS
5320-791-4494




