TUCSON POLICE DEPARTMENT
CRIME LABORATORY /@\\
The undersigned Quality Assurance Specialist, having been qualified
by the Arizona Department of Public Safety for Intoxilyzer 5000
mspection, and having performed such inspections on Intoxilyzer 3000
#_ —— . Senal# é{gf_‘zﬂ 479 &. certifies by her signature:
on Jo/22[/p¥ . withartesult of 0.0FF AC. 0.077ZAC.

and on Jo25/0Y . witharesultofp.0 724 AC. 0.072AC.

this mstrument was tested with a known alcohol reference standard,
and always produced results within the acceptable accuracy limits

(from _0.070 AC, to _0.090 AC), as defined by R9-14-404 A 3.

No problems were reported concemning this instrument between these

- g@\&’&i‘l—.‘

Irene Doran

ADPS QAS Permit #QAS 29586 (issue date 01/08/2004)
SUBSCRIBED AND SWORN to before me

this__ | . day of \ovember. 2004,
OFFICIAL SEAL

e\ KATHY A. KINNEY
. i ; NOTARY PUBLIC-ARIZONA

PIMA COUNTY
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ARATIONA DEPARTHENT OF EEALTH BZREVICES

STANDARD QUALTT
T

i ASSURANCE DROCEDURES /ﬁ“\

v
FER HMQDRDIEL 5000*

AGENcY Tucson Police (ga SPZCLALIST \?_mr&f Qc_rv_\bﬁ 4ellon

INTOXTLYZER SERIAL #_(ol-00979% ot A
oare__ Ociobey- 22 x5 704 TIME 025

£ 2 = =T - TRP S
TEST."
RIAGHNOSTIC TESTS
[ OVH Test check. BSetiing should ba pstwesn 200 and
.800,. Mode selecstion switch 52 on, 51 and 53 @il or
keyboard menu selection "H". Raading 1is . 2ED. .
Jf/ Display Test check. Mode selection swicch 51 on a2nd 32
arnd sS3 off or kevhoard menu salection "V".
v Printar Test check. Haode ssaleciion swWitchr 31, 52, 33
gff or keybosrd menw selectiaon "2
Pl Clock tims chack. Maode selsctian switch S10 on o
keyboard menu sslection "Z'.
v’ Date chack. Mods selection switch SI1 on or kKevbaoard
meanu seleccion "EY
QEZEATTIONAT, TESTS
[Vl Alconol free subjsct Tasht result 0.080 ac
Lt Error recognition logic system functioning
Tnvalid test uvin ad
¢/f’ rower sample recognition svs_en

Invalid sample pringsd v
Deficient sample prinhacf/
WA Completsness of sample purge with collaction tuba#=

e Calibration standard 0. AT
Besults: &:E:Eﬁ(‘_ ﬂaﬂ'?"?’%?:
Ezsém

Instrument opsrating properly and accurately.

COMHENTS ;

SIGNATURE j{(_;m 5// CMS

. alcaoligl c antration standard collscted for subseguent
analysis.*=*

WITHE OR WITEQUT VAPOR RECIRCULATION AND WITE OR WITEOUT REYEBOARD
*+TETS STET? IS ONLY REQUIRED IP THIS DEVICE IS BEING UHED FOR
BAMPLE CAPTUHE.

DHS/DSLS/Form €117 (Rev.7-93)
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PIHIBIT P i,

TEIS HEPORT PREPARED POUREUANT TC DUTY IMPORED BY
A.A.C. RI=-14—-404 (1)

ARTIONA DEPARTHENT OF HERLTH ZPRVICES

ETANDARD QUALITY ASSURANCE PRUCEDORES
INTOIILYZER MODEL 50do»

BTANDARD CARALTBRATION CEECK FROCEZDURE 4bh‘

Agancy - Tucson Poli \anartment Date IQ/EE{DT Time ﬁxzj
Intoxilyzer Seriaﬁ# = Location
QA Specialist lglleO

(Print Name)
{ w/j 1. Pour a standard alechol solution of Known value into a
clean dry simulater jar and assemble the simulator.
Insure that a tight seal has besen made.
Standard value: Q. 250 AC
Turn on the simdlator and a2llow the Lemperature to
reach 34°C+.327C.
) Set Intoxilyzer mode selection in the ACA mode by
switching modse selection switch #2 on or selecting "C"
/ff on keyboard menu.
{ ) . _Atftach simulator to the simulator entrance
Intoxilyzer.
Intoxilyzer H5000 display redds "HEADY TO START" or
"PUSH BUTTON".
Bush Start Test bution or press esntsr dn kxeyhoard.
Insert card in response to display.
. Air blank completed.
. ECalibration check complsted.
Test results 0.077ACL0.077AC -
¢ff'/f’ 10. Alir blank completed.
wf% 11. When display reads Test Complete remove evidence card.
Attach the card to the completed checklist.
{ v/} 12. Return mode selection switch #9 to off position after
all calibration checks are complete or type Q@ and enter

gIGNATURE anfzz;jijzi‘c;#é?{%ﬁquélg

*WITH OR WIT GUT DR RECIRCULATION AND WITE OR WITHQUT XEYBOARD
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DHS/DSLS/Form Clle (Rev.7-93)



ITY ASEURANCE PROCEDURZS
INTOXILYZER MODEL 5000+ &&\

roEaey Tucsan Pol:ic 3 = E:
AGENCgY lUcsan Hol:ice D& SPICIAL fff?¢.2>0 ~d “ 33/
(Brcint ha;e}
INTOXILYZER SERIAL #0@-00%39§ LOCATICN AN W)
mame T Y
DATE o 1/,2’ 2004 Tiue [/
il Display raads "p"mn« TO START" or “DUSH BUITON TS STamT
TEST..
DIAGNOSTIC TESTS
~“<€ DVM Test check. Setting should be between .200 and
.5600. Mode sslection switch S2 an, i and 53 aff o
keyboard menu salecticon "H". Reading is _ 3 .
— LG Display Test check. Moda sslection switch SI on =2nd 52
and S3 off or keyboard manu salectign "y
—Fq Printar Test check. Mode selection switch S1; 52, S3
off or kxeyboard menu salection "BM.
A Cleck tims chack. Hode salection switch S10 an i
kevboard menu selection "=, :
Ve a Date check. HMode sslsction swiitch S11 onor kevboard
manu selsction VB,
frese subject Test r=sult giﬂﬂﬂl____ AC

L5~ Errar recognition legic system functioning
Inwvalid test printed

E&;fd Proper sample recagnition systenm
Invalid sample printed sy

Deficient sample printad+«i—
N/ Completeness of sample purge WLMH collection tube*x=*

::::ZEEE} Calibration standard G.{}&E
Results: 0.0 Z -~ O- D':FI}A-'C___ S/
Ng o

Lns*runant operating properly and accurately. YE

COMMENTS @

SIGNATURE éﬁgiﬁL1u{_/é;ﬂLiﬂﬂﬂ=

¥
Q;ILEE:?ElCGhGl cancentration standard collacted for subseguent
analysis. =

*WITE OR WITHEQUT VAPOR RECIRCULATION AND WITE OR WITHOUT XEYBOARD

*«THLS BTEY I3 ONLY REQUIRED IF TEHIS JE?ICE I8 BEING USED FOR
BEAMPLE CAPTIORE.

DHS/DSLS/Form €117 (Rev.7-93)
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BEIHIBIT

i

TEIS8 REPORT PREPARED PURSUANT TO DUTY IMPOSED BY

ARIZONA DEPARTHENT OF HEALTH BERVICES

BETANDARD QUALITY ASSURANCE PROCEDURES
IHTOXILYZER MODEL 5000%

STANDARD CATIBRATICN CEECE PROCEDURE ﬁ}\

Aqﬂnﬂy Tucson Dolirca T_}lnn,q‘r",—nnn." Date= fﬂ/mﬂ??‘ Tlmg /WC]

Intoxilyzer Serialsf Location oD/

QA Specialist L rene ﬂnrgm (231 )

l:_;_'l_"].._ Ni‘.:I.E:I

(e} 1. Pour a standard alcohol solution of known value into a

clean dry simulator jar and assemble the simulator.

Insure that a tight seal has been made.

Standard walue: 0.0 AC

Turn on the simulator and allow the temperature to

o reach 34°C+.2°C.

{ 2 ) 3. BSet Intoxilyzer made selaction in the ACA mode by
switching mode selection switch #3 on or selecting "c"

on kevboard msnu.

Attach simulator to the simulator entrance port on the

Intoxilyzer.

Intoxilyzer 5000 display reads "READY TO START" or

"PUSH BUTTONY.

—

L
18]
.

? 8

—~2~{~fr) §. Push Start Test button or press enter on keyboard.
~EaA) T Insert card in response to display.

—L-~t) 8 Air blank completed.

~ft=g— 9- Calibration check completed.

Test results 0.0F G «0 {}'?}"EC

~¥n %) 10. Air blank completed.

s—<Cy—) 11. When display reads Test Complete remove evidence card.

Attach the card to the completed checklist.
&K} 12. Return mode selection switch #9 to off pnslt:l.c:n attar
all calibration checks are complete or type Q and enter

STGHATURE

*¥ITH QR WITHOUT VAPOR RECIRCOLATION AND WITH QR WITHOQOT XKEYBOARD

DHS/DSLSfForm Cll6 (Rev.7-334
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A.A.C. R9=-14-404(2) b



