TUCSON POLICE DEPARTMENT

CRIME LABORATORY A
The undersigned Quality Assurance Specialist, having been qualified
by the Arizona Department of Public Safety for Intoxilyzer 5000
inspection, and having performed such inspections on Intoxilyzer 5000

= . Serial # é&’&ﬁ‘%'ﬁ 7% . certifies by her signature:

+k

on_ [0]ag)od . witharesultof 0.0k AC. 6.077AC.

andon |l ZLﬁ)'H with a result of 0.079 AC. 0.074 AC.

this instrument was tested with a known alcohol reference standard,
and always produced results within the acceptable accuracy limits

(from _0.070 AC, to _0.090 AC). as defined by R9-14-404.A.3.

No problems were reported concemning this instrument between these

/éumu[u/%/ ( (‘wwéﬁ

1fer L. Coombs

'\_ _p‘

ADPS QAS Permit #QAS 29886 (issue date 06/15/2004)

two dates.

SUBSCRIBED AND SWORN to before me

this __ oA day offecember . 200Y.

OFFICIAL SEAL
ATHY A. KINNEY z it
DTARY PUBLIC-ARIZONA No Public

S pIMA COUNTY
_ My Comm. Exp. Sept. 4, 2008
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THEIE REDORT PHEPARED PURSUANT TO DUTY IMPOBED BY
A-R.C. RI—-L4A-404 (A)

ARIZONA DEPARTMENT OF EEALTH BERVICES
STANDARD OUALITY ASSURANCE PROCZDURZS M\
INTOXILYZER MODEZL 5000+
AGEHCY Tucson Polics QA SPECIALIST E:{'fﬂﬁr DC] i # 4‘:6’33:’
(Brinkt Nz=o)
0¥TizER SERIAL # 00~ 00¥77E LOCA

HNT TION_ O )
e OCF 28 ;,z/;ﬁﬂf;-’ TINE_[4/0

ads "ﬂ Uv TO START" ar T"PUSH BUITON TO START

&«  pv M, k. ey shoulé be between .200 and

1
=t
il
g
in

Test check Sacioing

£00. Maode selection switch S2 on, 51 and 33 grff o
kxeyboard menu selection "H". Reading is 329 .

A4~ Display Test check. Hoge salection switch S1 on and 52
and S3 off or keyboard menu selection "“¥'.

A Printar Test check. Moda selection switch S1, S2, 53
off or keyboard menu salsction "BEU.

AT Clack time chsck. Mode sslection switch 510 on or
keyboard menu sslectlon "ZU. v

s Data check. Mods sslsction swWitch 511 on aor xeyboard
menu sslection “EY.

OPEZATIONAT, TESTS

i Alcohol frees subject Test result 0.000 AC

e Error recagnition leoglc systeam functioning

Invalid test printed
EQ-E Proper sample recognition system
Tnvalid sample printsdss
. Deficient sample printed«f—
© N/A Completeness of samples purge witb callaction tube=*x=*
,.E Calibration standard 0. {;EE
Results: 0.0 2!}# ~— D"_;"_—?Lf“{‘f:___ /

Instrumsnt cperating properly and accurately.

COMMENTS:

SIGNATURE Aﬁﬁﬁbﬁg_ /(%:ﬂn-.._

Q-_E_IB_ 2lcahol concentration standard collectad for subsaq‘u&ﬂt}"
analysis.

*WITE OR WITEOUT VADOR RECIRCULATION AND WITH QR WITHOUT EEYBOARRD
*+*+THIS STEP IS ONLY REQUIRED IF TEIS DEVICE I8 BEING USED FOR
HAMDLE CATTORE.

DHS/DSLS/Farm C1l17(Rev.7-33)
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Agency

Intoxilyzer Serial# {EQF{Z{&E?LQcaticn oD/
QA Specialist I:{ﬁﬂf'ffﬂrﬁb? f%&i%Bfw

(Lot -
(Yf’&] 2.
( Z. ) 2.
LTy 4.
oA S 2
) 8.
~Pa—trR-] 7.
—~- 1) 8.
SOt 9.
< ) 10.
q#%#&#%ﬂ} il.
eEL) 12.
SIGHATURE

EXEIBIT P 5"6 é

THEHIE REPORT PREFPARED PURSUANT TC RDUTY IHPQSED BY xgﬁd_
A.A.C. RI—14-404(A)
ARTIONA DEPARTHEMT OF HEALTH BERVICES

ETANDARD QUALITY ASSURAMCE PROCEDURES
INTOIILYZER MODEL 3S000=

BETANDARD CATTREATION CHECX PROCEDURE &ﬁ\

Tucson Police Nepartmaent Date ﬁﬂé%?fﬁﬁ‘ Time ff%yc

(Print N&me)
Pour a standard alcochol solution of known value inte a
clean dry simulator jar and assemble the simulator.
Insure that a tight sz2zal has besn made.
Standard walue: 0./0Fb AC
Turn on the simulator and allgw the tem
reach 34%°CH+-.2%C,
Set Intoxilyzer mode selection in the ACA made by
switching mode selection switch #3 on or selecting "C"
on kevboard menu.
Avtach simulator to the simulator entrance port on the
Intoxilyzer.
Intoxlilyzer 5000 display reads "READY T4 START" or
"PUSH BUTTONY.
Push Start Test butiton or press enter on keyboazd.
Insert card in responss to display.
Alr blank completed.
Calibration check completed.
Test results 0.07F(«0.0FF2C ¥
Air blank completed.
When display reads Test Complete remove evidence card.
Attach the card to the completed checklist. _
Return mode selection switch #£9 to off position after
all calibration checks are complete or type Q and enter

.

gerature to

U

*WITH OR WITHOUT VAFOR RECIRCULATION AND WITH OR WITHOUT XKEYBROARD

DHS/DSLS/Form C116 (Rev.7-93)
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STANDARD QUALITY ASSURANCE PROCZDUAES
INTOXILYZER HMGDEL 5000+ 45\

AGENCy: Tucson Bollce gy SPECTALIST __\\_ﬁ__ilﬂlf‘&r CQONLJ;;S Yo llep
{Print Nama)
INTOXILYZER SERIAL # lolo~0ON18 LacaTION __ODW

{2410

DIAGNOSTIC TESTS
v DVM Test check. Satting should be bstwesn .200 and
SA00. Mode selection sSwitceh 52 an, S1 and 531 eff oc
kayboard menu selection "H". Reading is 297 .
wfff Display Teast check. Mode selection switch 51 an and 52
and S3 off or keyboard menu selection "V'.
vf/ Brintasr Test check: Mode selection switch 51, 52, S3
off or keyboard menu sselsction "B
v~ Clack time check. Mode selection switeh S$10 on or
keybgard msnu selectign "EY
W Date chaeck. Hode sslection switch S1I an or Kevboard
me2hu salectlion "E".
OPZFATIONAL. TESTS
v Alcohal fras subject Test result g.000 Ac
s Errer recognition logic system functioning
> - Invalid test printed

Proper sampls recognition systsm
Invalid sample printeds«” -
Deficient sample printad.”

N/A Completeness of sample purge with collection tube*=*

W Calibration standard 0.0%0O ac
Results: 0.0AC20.0THAC

Instrument opsarating properly and accurately. ‘fzsém__

COMMENTS:

i ;

fl ;
. T
SIGHATURE %ﬁﬂ“ﬁﬂhl ﬁi' LXﬁN“jig
Q. Nkﬁ alcuhoﬁbFuan%tratiun standard collectad for subseguent

analysis.=*

+/WITE OR WITEHQUT VAPOR RECIRCULATION 2AMD WITE OR WITHQUT EEYBOARD
**THTS BTEF IS ONLY REQUIRED IP TEIS DEVICE I8 BELNG UEED FOR
BERAMPLE CATTLHRE.

i

DES/DSLS/Form €117 {Rav.7-83)
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PIHIBIT P e il 7

f:
THIE REPOHRT PREPARED PURSUANT TC DUTY IHFQEBED BY !
A A.C, B9—-14-404 (3R] /
ARTZONE DEPARTHENT OF HEATLTH HBEAVICES

ETANDARD QUALITY ASSURANCE PROCEDUERES
INTOXILYZER MODEL 5000#* q

ETAYDALD CALIBRHATION CHEECK PROCEDURE

Agency _Tucson Police Departmenr Date H\ZMJDQ Time (24O
Intoxilyzer Serial# G&'ﬂﬂbqﬂ‘?&" Locatlon Ol
QA Specialist Sennrer Coovdss,  Hlollon

(Print Mame)

xf? . Pour a standard alcchol solution of known value into a

clean dry simulator jar and assemble the simulator.

Insure that a tight seal has been made.

Standard value: 0. 0f0C AC

Turn on the simulator and allow the temperature To

reach 34°C+.27°C.

3. S=t Intoxilyzer mode selection in the ACA mode by
switching mode selection switch #9 on or selecting "C"
on keybgard menu.

. Attach simulator to the simulator entrance port on the
Intoxilyzer.

5. TIntoxilyzer 5000 display reads "READY TO START" or

HWRTISH BUTTON".

&. ©Push Start Test button or press entsr on keyboard.

7. TInsert card in response to display.

3
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Air blank completed.
. Calibration check completed.

Tast results 0 oT4AC 20. GTqA”

10, Alr blank completed.

11. When display reads Test Complete remove Ev1den¢e ‘card.
Attach the card to the completed checklist.

13. Return mode selection switch #9 to off position aftav
all calibration chacks are complete or type Q and enter

: on ! cha d. aQ Q}ﬁ}£kl3fs
SIGHATURE _,,

*WITH OR WETE ?1_ RECTRC ELET:DH AND WITH OR WITHOUT KEYBOARD

DHS/DSLS/Form C116 (Rav.7-23)




