TUCSON POLICE DEPARTMENT

CRIME LABORATORY rtu\l\
The undersigned Quality Assurance Specialist, having been qualified
by the Arizona Department of Public Safety for Intoxilyzer 3000

inspection, and having performed such inspections on Intoxilyzer 5000

# . Serial # ol -004F9 K . certifies by her signature:

on/f f2plo¥ . witharesultof 4.0 ¥ AC.0.02% AC.

and on _/2/20/0% witharesult of 9.0 75 AC. 0.0Z5AC.

this instrument was tested with a known alcohol reference standard,
and always produced results within the acceptable accuracy limits

(from _0.070 AC, to _0.090 AC), as defined by R9-14-404.A 3.

No problems were reported concerning this instrument between these

e e B

[
Irene Doran

two dates.

ADPS QAS Permit #QAS 29586 (issue date 01/08/2004)

SUBSCRIBED AND SWORN to before me

OFFICIAL SEAL
<A\ KATHY A. KINNEY I
— &| NOTARY PUBLIC-ARIZONA this _Ci‘L_‘\ day Dfﬁﬂcembc;r_; ZDQ‘L-
DE/ PIMA COUNTY _
My Comm. Exp. Sept. 4, 2008
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EXZidl 9
THIS REBORT FPREPARED PURSUANT TO DOTY IMPOATD 8Y /
ALALC., H3-14-404{A)
ARTZONA DEFAATHMENT OF EERMLTHE SERNVICES

STANDARD QUALITY ASSUARNCE PBROCZOORES
INTOQITLYZEH HMODZEL S50G0+ 4?&

ce QA SPECIALIST \&iﬂﬂi‘rﬂf CDDNJ:\S Hollep

Hame)

LyzER sERIAL £ (olo— 00471498 LocaTIoN  ORW
cVO o 2o ¥ Tewqd TInz_ |240

DTAGHNOSTIC TESTS
DVH Test check.

o Setting should b= b2twesn 200 and
;800. HMode selection switch 52 on, 51 and 531 aff or
keyboard menu selection "H". Heading is 297

a/ff Disglay Taest chack. Mode s=laction swibtch 51 on and 52
and 53 off or keyboard menu selection "V".

Vf/ Printer Te=st check. HMaode sslection switch 51, 52, 53
Sff or keyboard menu seslectieon Bl

v~ Cleck time check. Mode sslection switch Si0 on or

Keyboard menu sslection "=Z". :
v Date chack: Hodse selection switech S11 g or keyboar

[

QE=RATTOMNAT, TESTS
Alcohol fres subject Test result g.po0 AL .
Error recognition logic system functioning

Proper sample rscagniticon system
Invalid sample printed. e
Deficient sample printed.”

Completezness of sample purge with collection tuba*=*

calibration standard 0.0FP 2C
Results: QJZE&KQ&D- AT

Instrument operating properly and accuratsly. !Eng;a__

v

B =V
u’f Invalid test printed
WA

_

COMHENTS |

|

. A fl .
E T
SIGNATURE w& Pf}{* (MS
0. MEH al¢¢hai§canc@htration standard collected for subsequent

analysis.

+WITHE OR RITHOUT VATOR ERECIRCULATION AND WITE OR WITHOUT XEYEBOARD
**xTHIS STEP? IS ONLY REQUIRED IP TEIS DEVICE IS BEING USED FOR
SAMTILE CAPTUORE.

DES/DSLS/Form C117(Rev.7-93)
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EXHTITT B

TELS REPORT PREPAHRED PURSUAMT TO BOTY IKPOSED BY

A.A.C. RI-14—-404({2)
ARIZONA DEDPARTHENT QF HEALTH BERVWICES

SETANDAND QUALITY ASSUHANCE FROCEDUZEES

IHTOIILYZER MODEL 5000%* %&ﬂ
ETANDARD CALIBRATION CHECK PROCZDURE \
Agency _Tucson Poljics Nepartmepnt Date H13i5h94 Time (240
Intoxilyzer Serial#f ’EQJPQQTHE Locatiaon ODNAY
QA Specialist V2 nin Coombs Yl

{\/}l.

{Print Name)
Your a sktandard alcohal solution of known valus intao a
clean dry simulator jar and assemble the simulator.
Insure that a tight seal has been made.
Standard value: 0. 60¥0 AC

{ gff 7. Turn on the simulator and allow the temperature ta
reachr 347C+£.3°C.

{ M/S 3. Set Intoxilyzer mode selection in the ACA mode by
switching mode selection switch #9 on or selecting "C"
on Keyboard menu.

¢ V/T 4. Attach simulator te the simulator esnptrance portc on the
Intoxilyzer,

Vf v/? 5. Intoxilyzer 5000 display reads "REARY TO START" ‘or
"PUSH BUTTON".

Vf} JXT 6. Push Start Test button or press enter on keyboard.

el wff-T. Insert card in response to display-

1 i;j 8. Alr blank completad.

Wt ) 9. Calibration check completed.
Test results 0.079AC%0.074c

w{ j:j 10. Air blank completed.

K ) 11. When display reads Test Complete remove ev1denca ‘card.
Attach the card to the completed checklist. g

{ «fﬂ 12. Return mode selection switch #3 to off position after
all calibration checks are complete or type Q and enter
on aey:ma ﬁg (‘:; K <

SIGNATURE __

WITE OR WITH vhggﬁ RECIRCULATIDE AND WITE OR WITHOOT KEYBOARD

DHS/DSLS/Form Cll&a (Rev.7-93)
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oicy Tucson Foligs gy SITCIALIST I{ﬁﬂcﬁ‘{)ﬂ il B3y

Wama

7} oD 1/

Resulits:
Fnstrument operating properly and accurataly

é%t: Dﬁﬁ %55: o
L5006 Hods
wayhozrd =
w T Disolay Ts
amnd 53 oL
:é%: 1 = T
a = EEY
L elack tims
kayhoazd =
425: 8 = check
Ea: Falsect
QDTRATIONAL TESTS
e *lcohal f£ras subject Test rasult o000 Mg
,éﬁg Irror cecagnition loglc systaz functioning
Tnvalid test printed A
:éﬁrﬂ Proper sample rscognition systexn
Tnwvalid sample printsd g
Deficient sample printed JA~
/A Comoletansss of sazmple purgs with callection Tuha*?
Q? Calibration standard 0. QQQ AC
075

%
|

(T
Il
Ly
i
]

™ i
STGNATURE W’@MM\ e
[

L s 5 o = ' e
- -E alcohol concentration standard collactad for subsesduen-

+¥TTE OR WITEOUT VATOR RECIRCULATION AND WIT= OR WITZOUT XEYSARRD
saTETHE STES TS ONLY REQUIRED IP TEIS DEVICE I8 BEING USED FOR
E CRET
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*WITH OR WITEOUT VAPOR RECIRCULATION 24D KLITE OR

DHS/DSLS/Form Cl16

fﬁ%g b
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ITHIRIT P

THTS REPORT POHPPARDD PURSUANT TO DUTY IMPOSED EY
A.A.C. B9—14-404 ()

AR ITONK DEPARTHENT OF EEALTE BERAVICES

TANDARD QUALITY ASSURAMNCE PROCEDURES

INTOXILYZER HODEL 50Q0+*
\n
ETAMDARD CALISRATION CHEECK FROCZDURE d@
Tucson Police Nenarimant Date fé?/a?-{}f'ﬁ Tine /3G
lyzer Ssrialf Sl {1&}232& Location S
cialist Ty rAc Dorari  #le 3 3/
{Print Name)

1= Pour a standard alcohol solution aof xnown value into a
clean dry s**ulahc- jar and assemble the simulator.
Insure +hat a tight seal has been made.
standard wvalue: 0. 0F0 2

3. Turn on the simulator and allow the Temperacursa Lo
reach J47C+, 2°%C.

3 Set Intoxilyzer mode selesction in the ACA mode DY
switching mode sslesction switch #3 on or selectling MOV
ar keyb:ard ment.

4 At=ac~h simulatar to the simulator entrance port on Ihe
Intoxilyzer.

S. TIntexilyzer 5000 display resads "REARDY TO START" ar
"PUSH BULTON

&. Push Start Test button or press sntsr on kKeyphoard.

7. TInsert card in ressponse to display.

8. Air blank completed.

g, Calibration check completed.

Test rasults 0.0F7¢ 0035 AC

10. ALir blank completed.

11. Whan display rsads Test Completes remaova evidence card.
Attach the card to the completed checklist.

12. Return mode selection switch #3 to off positian aiter
all calibration checks ares complete or type @ and enter

ayboard. : z
TURE %BW—\

WITHOUT EKEYHOARD

(Rev.7-93)



