TUCSON POLICE DEPARTMENT
CRIME LABORATORY 40\\
The undersigned Quality Assurance Specialist, having been qualified
by the Arizona Department of Public Safety for Intoxilyzer 5000
nspection, and having performed such inspections on Intoxilyzer 5000

—

# _Serial # b —004F/Y¥ . certifies by her signature:

on _7/29/0Y . with aresult of .06/ AC., .00 AC,

and on Jp/25/0Y¥ | with aresult of .08/ AC. 0.0§/ AC.

this instrument was tested with a known alcohol reference standard,
and always produced results within the acceptable accuracy limits

(from _0.070 AC. to _0.090 AC) . as defined by R9-14-404 A 3.

No problems were reported concemning this instrument between these

Far Vi

Irene Doran

two dates.

ADPS QAS Permit #QAS 29586 (issue date 01/08/2004)

SUBSCRIBED AND SWORN to before me

this l day of Qpueaber . 2004 .

OFFIGIAL SEAL g

PR KATHY A, KINNEY
2| NOTARY PUBLIC-ARIZONA A‘ihﬁtﬁlg;&_!ﬁ%
e PIMA COUNTY Notary Public <
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INTOXILY¥ZER SERIAL # ﬂq{uFOO‘fS}H LOCXTION abD
OATE SL‘ Jf'ﬂc;)eﬂ"" 2o kﬁ/mu!_-{ TIHZ 7930
b Qisplav reads "IFany TQ STAITY ar "BUSH 3UTION TQ START
TEST!
DIAGNOSTIC TESTS
o OV Test check. Ssiting should bz bstwsan .200 and
BO0. Hode salectisn switch 52 on, S1 and: 53 @85S O
vavhaard menu selection "H". Reading ls LAl :
u”f Diéplay Tast check. Mode selection swiztch 5L an 2ad 52
and 51 aff or kevboard menu sslection "W
; v Orintsr Test ch clk. Mods sslecticn switch S1, 52, S3
oz kayboard menu sslection "EY.
wf' i =ime chsck. Mode sslection swifch S10 on oz
gar-d menu salectlon "I
v/f chzack Mode selesction switcn $1L on orf Ksyoaszd
s=lascioy "EML
O2TIATTONAL TESTS
v *lconol frss subjsect Tast rasul:t g.000 AC
[V Error recognitien lagic system functilonin
Tnvalid test printed
il Droper sample rzcagnition system
Invalld sa= ple printed
Deficient sample p:intaﬂv’f
WA Completeness of sample purge wiih collection tuba*=

calibhration standard Q- 05 2 050 p- Y

Results: 0.085ACE oO. R0 AC

nstrument operating properly and accu rately. EESEﬁ&G

b=

COMMENTS:

SIGNATURE /V[M‘-ﬂa X /MS ol i
Q_I%&i_ al¢#§a1 ncentration standard collected for subseguentc
analysis.=» .

TT=E OR WITHOUT EEYSOARD
P I3 BEING USED FOR

il
ﬂ._
0 2

*2TOTS STED IS ANLY-BEQUIRED IF TEHELS
SANPLE CRETURE.

DES/DSLS/Torm cri7(Rev.7-21)




Tucson Police Department Crime Laboratory
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EXATHET E Egifﬁﬂ

THIS REPORT PREPARED PURSBUANT TO DUTY IMPOSED BY —j/LL
AR C. RI-14A-404 ()

ARIZONA DEPARTHENT OF EHEALTH SERVICES

STANDARD QUALITY ASSUHRANCE PROCEDUTRES
IKTOIILYZFER HMODEL 5000w

BTANDARD CALIBRATION CHECK RPROCZDURE ’TDL\

Agency _Tucson Police NDepartmsnt Date :!:{’29523‘-/’ Time @505

Intoxilyzer Serialf =10 L__ Locatio O
cialist M MSS (g llgD

{Print Name)

{ u/] 1. Pour a standard alcchol solution of known value intao a

clean dry simulator jar and assemble the simulator.

Insure that a tight seal has been made.

Standard wvalus: 0.0x0 AC

Turn on the simulator and allow the tsmperature tao

reach 347C+.3°C.

{ /f} 3. Set Intoxilyzer mode selection in the ACA mode by

switching mode selesction switch #9 on or selecting "C"

on keyboard manu.

Attach simulator to the simulator entrance port on the

Intoxilyzer.

ThHtoxilyzer 5000 display reads "RERDY 'TQ START" er

"BUSH BUTTON".

6. Push Start Test button or press enter on keyboard.

7. Insert card in response to display.

8

g

—
-—
(i8]
‘

o=
.

LI

. Alir blank completed.
. Calibration check completed.
Test results 0.08]AC4 0.080 aC .
10. Air blank completed.
11. When display reads Test Complete remove evidence card.
Attach the card to the complested checklist.
12. Return mode selection switch #9 to off position after
all calibration checks are complete or type Q and enter

*WITH OR WIT VQPUR RECIRCULATION AND WITE OR WITEQUT XEYBOARD

DHS/DSLS/Form €116 (Rev.7-33)




THIS REPORT PREPARFD PURSUANT TCO DGTY IMPOSED BY
A.A.C. B9-14-404(A)

ARIZIONA DOEPARATMENT OF EZMLTH 5
STANDARD QUALITY AE“HQAHCZ ?30:23522543%

IHTOXILYZER MODE 5000*

ucson 2olice QA SPECIALIST L,/‘r‘ﬁc“ [}J{"ﬂﬂ 6‘.{;53;

(Print lama)

INTOXILYZER SERIAL # PUY-00YEIY LOCATION _ OpD

DATE 0( per oE 1 dnnY TIHME__DF¥S

N o
Display reads "READY TO STAAT" or "BUSH BUTTON TO STARQT
TEIT. M

DIAGNOSTTC TESTS

el DVM Tast check. Sau.t:-;.g shauld be bstwesn 200 and
~E00. M¥ode salection switch S2 on, 51 and 331 off or
keyboaard menu selsction "H". Raauing ;- e, T -

_-.,_-fd; Display Test check. Mode selection switeh 51 on and 52
and S3 aoff or keyboard menu selection "V'.

-_—é‘i}'_ Printsr-Test check, Haode salechtian switch 51, 52, 53
off or keyboard manu ssleciiopn "B,

h@ Clock time check. Hode selecticon switch 510 on aor
keyboard menu selection "E". .

;éz‘r_: Datz check. Mode selection swiftch S11 on ar keyboard
meny salaction "EY

QPERATTONAL, TESTS
Alcohol fras subject Test rasult 000/ AC

~ Error recagnition logic system functioning

Invalid test printed
Proper sampls recognitlon system
Invalid sanmple printed—"<r
Deficlient samples nr"l"-nted-.,.ﬂ&.
' W/A  completsness of sample purge with ﬁ::|11e.r::tj.:|n tubes*=*
-._.{}51_—-__ Calibration standard 0. P AC
Results: 0.0F gﬂ .05 A /
v. YES

Instrument gperating properly and accuratel

COMMENTS
P} o5
STGNATURE WL&M
Lﬁﬁ"r&lﬂmhﬂl concentration standard collected for subsequent'

analysis.x#

*WITE OR WITEODT VADOR RECIRCULATION AND WITHE OR WITHOUT XEYBOARD

**THIS S§TEP IS ONLY REQUIRED IF TEIS DEVICE IS5 BEING USED FOR
BAMPLE CADPTURE.

DHS/DSLS/Form C117(Rev.7-93)
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THIS REPORT PREFARED PURSUANT To DUTY IMPOQSED BY
A.A.C. RI-14-404 (2}

ARTZONA DEPARTHENT OF HEALTH BEREVICES

BTANDARD QUALITY ASSURANCE PLHOCEDURES
INTOIILYZER MODEL 5000%

ETANDARD CALIBRATION CEECK PROCEDURE @

Agency _Tucson Police Department Date [o/28 /oY Tine OF%S

Intoxilyzer Serial# i Location ann B
QA Specialist /)

(Print Name)
(wZg+ 1. Pour a standard alcchol solution of known value into a
clean dry simulator jar and assemble the simulator.
Insure that a tight seal has bheen made.

Standard walue: 0.a%D A0

{ w8l 2. Turn on the simulator and alleow the tCemperature to
reach 3470+ . 2%,

{ sl 3. Set Intoxilyzer mode selection in the ACA mode by

switching mode selection switch #9 on or selecting "c"
on keybocard menu.
(wesl 4- Attach simulator to the simulator entrance port on the
Intoxilyzer.
Intoxilyzer 5000 display reads "FEADY TO START" ox
"PUSH BUTTaM".
6. Push Start Test button or press enter on keyboard.
wol¥r ) 7. Insert card in response to display.
a
g

i

Al

. Air blank completed.
. Calibration check completed.
Test results 0.0R|+ .08/ AC -
TS 10. Air blank completad.
%) 11. When display reads Test Complete remove evidence card.
Attach the card to the completed checklist.
~¢5) 12. Return mode selection switch #9 To off position after
all calibration checks are complete or type Q and enter
on keyboard. -

STGNATURE Q[M '@-@}LA—_
e —

*¥ITH OR WITHOUT VAPOR RECIRCULATION AND WITHE OR WITEQUT XEYRBOARD

DHS/DSLS/Form CLlie (Rev.7-93)




