TUCSON POLICE DEPARTMENT

CRIME LABORATORY /{D\
The undersigned Quality Assurance Specialist, having been qualified
by the Arizona Department of Public Safety for Intoxilyzer 3000

inspection, and having performed such inspections on Intoxilyzer 5000

— _Senal# Q&ﬂﬂm{f‘?c}ﬁ:?ceriiﬁﬁs by her signature:

on ;7/,’?-/5"-} , witha resultof 208/ AC, 0.080 AC.

41z

and on\.ag'{ff,{ﬂ?‘f - with aresult of 0.07F AC. 0.0FZAC,

this instrument was tested with a known alcohol reference standard,
and always produced results within the acceptable accuracy limits

(from _0.070 AC. to _0.090 AC) . as defined by R9-14-404.A.3.

No problems were reported concerning this instrument between these

Lere Leoro

[rene Doran

two dates.

ADPS QAS Permit #QAS 29586 (issue date 01/08/2004)

SUBSCRIBED AND SWORN to before me

=2 AIKSIEJ;EY this _ Q8 .dayof March. . 2004
iy s aLIC - ABIZOWA
= .*H u|::|1_,f.ﬂ1‘r‘1" =
b i L 4, 7004 ;
“kﬁ:l"'i'ﬁ 2 e

Notary Public
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EXHETIRIT D O

THIS REPCRT PEREPARED PURSUANT TO DUTY IMFPOBED EY
A.A.C. R9-14-404 (R}

ARIZONA DEPARTMENT OF HEARLTH EBERVICES

STANDARD QUALITY ASSURANCE PROCEDURES &ﬁ\
INTOXILY3ZER HODEL 5000+

AGENCY Tucson Police QA SPECTALIST _Lyerlc DordA (456#33,5

Print Name)
INTOXILYZER SERIAL # @b (¥ 7AX LDCATIGNi
DATE Fcériiarl /7 e 2609 TIME JOrs
Z ' g
KT Display reads "READY TO START" or "PUSH BUTTON TO START
TEST. "

DIAGNQSTIC TESTS
e\ DVM Test check. Satting should be between .200 and
600, Mode selection switch 52 on, 51 and S3 off or
keyboard menu selection "H". Reading is _.339 :
AL Display Test check. Mode selection switch S1 on and 52
xqfkjrﬁ and 53 off or keybogard menu selectiocn "V".
Pripnter Tesk check. Mode salection switch 51, 2, S3

— off or keyboard menu salection "P".
Y] Clock time check. Mode selection switch 510 on aor
keyboard menu selection "E". ‘
zszgi Date check. Mocde selection switeh S11 on or Xeyboard
menu selection "E".

QPERATIONAT, TESTS

~=LLN ALlcohol free subject Test result 0.000 AC
. Error recognitieon leogic system functioning
Invalid test printed
\—/'5 Pro L& 3
roper sample recognitlion system

Anvalid sample printed
AAleficient sample printed

N/A Completeness of sample purge with collection tuba**
= AT Calibration standard 0. O5D AC

Results: 0.0 &/A4C + 0. 0PDAC
Instrument operating properly and accurately. YES~ NO__

\

COMMENTS :

SIGNATURE C:kﬁégaLf’ﬁigﬁidﬁmhr—=

Fes
Q-ﬂéﬂ ‘fg;;nhcl concentration standard collected for subsequent
analysis.®=

*WITH OR WITHOUT VAPOR RECIRCULATION AND WITH OR WITHOUT KEYBOARD
**THEIS STEP IS ONLY REQUIRED IP TEIS DEVICE IS BEING USED FOR
EAMPLE CAPTURE.

DHS/DSLS/Form Cl117 (Rev.7-93)
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EIATIRIT P KT

THIS REPORT PREFARED PURSUANT TO DUTY IMPAEED BY
A.A.C. H9-14-404(2)

ARIZONA DEPARTHENT OF HEALTE SFRYICES

STANDARD QUALITY ASSURANCE PROCEDURES /ﬁhk
INTOITILYZER MODEL 5000+

ETANDARD CALTIBRATION CHEECK PHOCEZOURE

Agency _Tucson Police Nepartment Date o/ 7/0% Time /[0/5

Intoxilyzer Seriald @le-ony922 Location _/A4% |

QA Specialist _Lrenc Porary ( $e33/

(Print Name)

S\,,-/-/“&T 1. Pour a standard aleohol solution of known walue 1
clean dry simulator jar and assemble the simulato
Insure that a tight seal has been made.
standard value: 0.gf¢ acC

x{?ﬂéﬂr . Turn on the simulator and allow the temperature to
reach 347C+.2°C.

g#&qT‘s. Set Intoxilyvzer mode selection in the ACA made hy
switching mode selecticon switch #9 en or salecting "C"
on keyboard manul.

fita a
f e

(]

(aFT - Attach simulator te the simulator entrance port an the
Intoxilyzer.
A0 5. Intoxilyzer 5000 display reads "READY TO START" or

"EFTISH BUTTON".
£. Push Start Test button or prass enter on Xeyboard.
P ThaT] 7. Insert card in response to display.
<L) 8. Air blank completed.
9. Calibration check completed.
Tast results 0. O08/ACY O¥D AC

~q¥k:gﬂﬁ‘} 10. Alr blank completad.
11

. When display reads Test Complete ramove evidance carxd.
Attach the card to the completed checklist.
{qﬂ{}"f 12. Return mode salection switch #9 to off positiocn arfter

all calibration chacks are complete or type Q and enter

cz:?ybaar .
SIGNATURE Vum

*¥ITE OR WITEODT VAPOR RECIRCULATION AND WITE OR WITHOUT XEYBOARD

DHS/DSLS/Form Cl16 (Rev.7-33)




TUCSON POLICE DEPARTMENT
CRIME LABORATORY

INTOGXILYZER SERVICE RECORD

Date:  //J0 [OF
Inroxilyzer Serial Number: fop— O D464 5 S
QaS: Lrene Dorzn (#33)) g}b/

Problem Description:

LASTHUme It bad Fredessor B Error .

cer reoortcg | \CxCr A 1R C IO

(551 1/ rormpSon)

‘

If the instrument 1s taken our of service, complete the following:

| Date our of service z"/a:} /0%

Calibration Check completed prior to removal from service:

O Yes Date: EA@

\ SQAP completed prior to removal from service:

0 Yes Date: Eﬁ

Date returned to service: 57//71/{?‘?4

Corrective Action Taken or Repairs:  5¢/77~ 70 A2w/ic e
Clectronics e repa-
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EXHTIBIT Q EF%"

THIS REPORT PREFPARED PURSUANT TO DUTY IMPOBED BY
A.A.C. RI-14-404 (A}

ARIZONA DEPARTHMENT OF HEALTH BERVICES

STANDARD QUALITY ASSURANCE PRDGEEUREE/&
INTOXIILYZER HODEL 5000+

AGENCY Tucson Police oA SPECIALIST _—4FC€7¢C Ikﬁfﬁ@:j’fx}

(Print Nams)

INTOXILYZER SERIAL # (pf ~00F9F  1ocarion  ODE

DATE_AArcy /& ‘%Qo_cg PTME SRS

gaég] Display reads "READY TO START" or "PUSH BUTTON TO START
TEST."

DIAGNOSTIC TESTS
o DVM Test check. Setting should be between .200 and

.600. Mode selection switch S2 on, S1 and §3 off or
keyboard menu selection "H". Reading is i

bﬂggj Display Test check. Mode selection switch S1 on and 52
and S3 off or keyboard menu selection "V".

:,_425 Printer Test check. Mode salection switch 81, 852, S3
off or keyboard menu selection "P".

O Clock time check. Mode selection switch S10 on or
keyboard menu selection "E". -

AT Date check. Mode selection switch S11 on or keyboard
menu sslection "EY.

OPERATIONAL TESTS

ﬁi Alcohal free subject Test result 0L00 AC
Error recognition logic system functioning
Invalid test printed

hfﬂiz Droper sample recognition systenm
Invalid sample printed€X
Deficient sample printe

N/A Completeness of sample purge with collection tubex=

N Calibration standard 0.4§0 AC

: Results: D.lﬂzz {lg - QQ?;/f{‘_, /

Instrument cperating properly and accurately. YES__NO__

COMMENTS:

| r
SIGNATURE W W\—/

g,fq/ﬁxﬁgz;mhul concentration standard collected for subsequent
analysis.®w

*WITH OR WITEQUT VAPOR RECIRCULATION AND WITE OR WITHOUT KEYBOARD | o

*%THEIS BTEP IS ONLY REQUIRED IF TEIS DEVICE I8 BEING USED FOR ;
SAMPLE CAPTURE. i

DHS/DSLS/Form Cl17(Rev.7-33)
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THIS REFORT PREPARED PURSUANT TO DUTY IHPOSED EY
A.A.C. REF—-1l4-404(R)

ARTIZONA DEPARTHENT OQF HEALTE BERVICES

BTAWDARD QUALITY ASSURANCE PROCEDURES
INTOZILYZER MODEL 5000*

Sy
STANDARD CALIBHATION CHEECK PROCEDURE AQ

Agency _Tucson Police Departmen: Date J/f’r‘/ﬂ‘r" Time [ 9/ b

Intoxilyzer Serialf L@—0KFIF Location ob £

QA Specialist Lrenc Dorz /#6331

[Drfh; Hama)

(<Zq] 1. Pour a standard alcohol solution of known va
clean dry simulator jar and assemble the sim
Insure that a tight seal has beern made.
Standard value: 0J.0§0 AC

b ) Turn on the simulator and allow the tesmperature To
reach 3I4°CEr.2%C.

(\4&) 3. Set Intoxilyzer mode selection in the ACA mode by
switching mode ss2laction switch #3 on or selecting "“cC
on kavboard menu.

o) &- AT ach simulator to the simulator entzance port on
Intoxilyzer.

Zad{ @4y 5. Intoxilyzer 5000 display reaads WREADY ‘TO START" or
"pUsH BUTTON".
Lalfa) 6. Push Start Test button or press enter on keyboard.
S T - Insert card in response ta display.
i Fa) 8. BRIr blank completed.
~Paisga) 8- calibration check complated.
Test results 0.0FF ¥ 0-CFFAC
Oga—) 10. Air blank completed.
ooyl 11- When display reads Test Complete remove evidence card.
: Attach the card to the c:c:m::ula;ad checklist.
W 12. Return mode selection switecn #9 to off position arftar
all calibraticn checks are complete or typs Q and enter
on kKgyboard.

bl

rf
i
]

STIGNATURE A8 pn

R

*FITH OR WITHOUT VAPOR RECIRCULATION AND WITHE OR RITEQOT XEYZDOARD

DHS/DSLS/Form Cl1l6 (Rev.7-33)
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TUCSON POLICE DEPARTMENT
CRIME LABORATORY

INTOXILYZER SERVICE RECORD

Dawe:  3///oY /fal\

Intoxilyzer Senal Number: W — 004332
QAS: Typnc Dorien (#4337 )

Problem Descroption: l
Inltrument g & rot adjst dak Be lrae e
~

———

S , : : .
I1 the nstrument is taken our of service, complete the following:

|
} Date out of service 4

,_l] Yes Date: 0 No

Ca]mrauon Check completed prior to removal from service:

| SQAP completed prior to removal from service:

| O Yes Date: 0 No

Date returned to service: 4/ A4

Corrective Action Taken or Repairs:
A St _dake vom 3fploy # 3/1/0¢.




