TUCSON POLICE DEPARTMENT
CRIME LABORATORY
The undersigned Quality Assurance Specialist, having been qualified
by the Arizona Department of Public Safety for Intoxilyzer 5000
mnspection, and having performed such inspections on Intoxilyzer 5000
———  Senal# QWWJ% certifies by her signature:
on 3/}?’/&?’ .witharesult of 0.077F AC. 2. 07FAC,

it

and on ﬁﬂf/ﬂ ¢ . witharesultof (.078AC. OOZ7AC,

this instrument was tested with a known alcchol reference standard,
and always produced results within the acceptable accuracy limits

(from _0.070 AC. to _0.090 AC) . as defined by R9-14-404.A.3.

No problems were reported concerning this mstrument between these

Lhere Boron

Irene Doran

two dates.

ADPS QAS Permit #QAS 29586 (issue date 01/08/2004)

SUBSCRIBED AND SWORN to before me

this ”P% . day of (ﬂ/pfkﬂ *2{105/.

blg-rCiAL SEAL
) LY NN A, JUNGEDHH
At TARY PUBLIC-ARI
o A PIMA COUNTY

My Comm. Exp. Nov, 30, 2005 |
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TEIE REPORT PREPARED PURSUANT TO DUTY IMPOSED BY
A.A.C. BRI-14-404(2)

ARTZONA DEPARTMENT OF HEALTH EERVICES

STANDARD QUALITY ASSURANCE ynmcznmzs/ﬁ‘x
INTOXILYZER MODEL 5000+

AGENcY Tucson Police oa SPECIALIST Lpene ‘ﬂ?»“??f?@jf/)

(Print Name)

INTOXIIYZER SERIAL # (b ~00¥9F 2. 1ocarron aOhE
DATE /JZ_/JFK'&;: LY s 200l TINE. /L3/0

Display reads "READY TO START" or "PUSH BUITON TO START
d b od i ey

DIAGNOSTIC TESTS
o= DVM Test check. Setting should be between .200 and

.600. Moda selection switch 52 on, 51 and 53 off or
keyboard menu selection "H". Reading is .

AT Display Test check. Mode selection switch 51 on and S2
and S3 off or keyboard menu selection "V".
Printer Test chack. Mode selection switch 51, 52, S3
off or keyboard menu selection "B".

A Clock time check. Mode selection swl*cn 510 on aor
keyboard menu selection "E".

3#Qg: Date check. Mode selection switch S11 on or Keyboard
menu selection “EU.

CPEBATIONAL TESTS
Alcohol free subject Test result 0000 AC
Error recognition logic system functioning
Invalid test printed

aﬁ%ﬁ: Proper sample recognition system
. Invalid sample printedg&

Deficient sample p*lnta ﬁ?’
____N/A  completeness of sample purge with collection tuba**
ldEE; calibration standard 0. 80 AC

Results: 0.077 AC -—  0.0F7FAC _/

Instrument operating properly and accurately. YES_ NO

COMMENTS:

paill| fal
STGNATURE W %\_,

D,Iqjﬂxﬁgz;uhul concentration standard collected for subsequent
-analysis. &%

*WITE OR WITHOUT VAPOR RECIRCULATION AND ®WITH OR WITHOUT KXEYBOARD o
**THIS BTEP IS ONLY REQUIRED IF THIS DEVICE IS BEING USED FOR e
SAMPLE CAYTURE. .:T

DHS/DSLS/Form C117(Rev.7-93)
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THIS REPORT PREPARED PURSUANT TO DUTY IXPOSED BY
A.A.C. RI-14-404(RA)

ARIZONA DEPARTHENT OF HEALTE BERVICES

ETANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MHMODEL 5000+

BTANDARD CALIBRATION CHECKX PROCZDURE AQ

Agency _Tucson Pglice Department Date ;%?V?ﬁ?4’ Tine /. 3/ &
Intoxilyzer Serial#f = Location oL £
QA Specialist _L-rr:rfr* &mﬂ(%@@ﬁﬂ

(Prfnt Name)
(<Zg] 1. Pour a standard alcohol soluticn of Xnown value 1
clean dry simulator jar and assemble the simulator.
Tnsure that a tight seal has besn mads.

standard value: 0.0f£0 AC

() 2. Turn on the simulator and allow the Temparature tag
reach 3I4°CH.2°C.

(W) 3. Set Intoxilyzer made selection in the ACA mode by

switching mede selsction switch #3 on ar selecting “C"
on keybeoard menu.
) 4- +tach simulator te the simulator entrance port on the
Intoxilyzer.
P PLT S Intoxilyzer 5000 display reads "READ
HPUISH BUTTOH".

H
57
L7}
3
By
E
]
{

Lalpg) 6. Push Start Test button or press enter an keyboard.
sefs) 7. Insert card in response to display.

gl Pa) 8. AirrhlanE completed.

~Paiga) 9- calibration check completed.

Test results 0.077 ¥ 0-P7FAC Y
LPa—) 10. Air blank completed. :
Aoyl 11- When display reads Test Complete remove evidence card.
: Attach the card to the completed checklist.
(U&7 12. Return mode selection switch #9 to of £ position after
: all calibration checks are complete or type Q and enter
on kayboard. .

SIGNATURE _ A AT A

ARITH OR WITEQUT VAPCOR RECIRCULATION AND WITE OR WITHQUT KZYEBOARD

DHS/DSLS/Form Cl1§8 (Rev.7-33)
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TUCSON POLICE DEPARTMENT
CRIME LABORATORY

INTOXILYZER SERVICE RECORD

Dare: —'3/;/0‘3‘ /fﬂL\
Intoxilyzer Seral Number: g — (04G22
QAS:  Trene Dovael (#4337 )

Problem Description:

Tnctrument A8 et adicdt dae b lrap grar—
5

If the mstrument is taken our of service, complete the following:

Date out of service )4

Calibration Check completed prior to removal from service:

‘ [0 Yes Date: O No

Il SQAP completed prior to removal from service:

‘ 0 Yes Dare: O No

‘ Date returned to service: 4/ A

f
\
———

Corrective Action Taken or Repairs:

A uStd _date o 33 /oy @ 3/i1/0Y.
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THIE REPURT PR PAPED PURSTANT TO DOUTY IHDOS
A.B.C. BI-14-404{A)
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ARTZONA DEPRATHENT OF HEALTH BEARVICES

S,
STAWDARD QUALITY ASSURANCE PROCEDNURZES @
INTOXILYZER HMODEL 5000+

ACENCY Tucson Police O3 SPECIALIST Jj:}??ﬁﬂf izﬁrqu7 é%ié&i{)

{Print Hame)

INTOXILYZER SERIAL Wr’}.’?*f“?ﬁ.:?- rocatioy OLPE
DATE Al ref 200 TIME ¥ 33 ==
" | L = =
,_:3{95 Display reaeads "READY TO START" or "BUsH DUTTON TC STA:T
RESE
DIAGHOSTIC TESTS
lgéﬂ oV Test cnawﬁ. Setting should be batwsen 200 and
_600. Mads selection switeh 52 on, 51 z2nd S3 off or
keyboard manu salaction "H". Reading is . 53#’ :
~0A Display Tast check. Mgogde selsction switch 51 gon 2nd 52
and. S3 oif or Keybgard menu sslectiogn "V'.
Mﬁ%r_ brintar Test chack. Mode sslectign switch 51, 52, 53
off or keybecard meru selectron "E".
ARr Clock time chack. Mode selection switch 510 on aor
keyboard menu szlection "E'. .
A Date check. Mode selaction switch SL1 on or Keybkeard
penu selection "E".
QPERATTONAL TESTS

Alcaonaol free subject Test res
Error raecaognition logic syst

Invalid t==t printed
Egé%ﬁ Proper sampls rscognition systam

Invalid sample printad
e Daficient samr‘ln U?‘Tn._ﬂd
: Completeness of sample purge with collaction tubex=
za Ch'l"lh‘-'atwm standard Q. 059 AC
Results: 0. OAF = 9.0 FFAT
Inscrumssntc Dpe:a:i‘nq properly and accurately. YESY NO__

=

COMMENTS:

ST:;HBJ:U?Z Mw r@ﬂiﬂfzﬂm

a‘cmth concentration standard collacted for subseguent
analys 15, &n

*WITH OR WITEQUT VAPOR RECIRCULATION AND WITE OR WITEHOUT KEYBOARD
**xTHIS STEP? IS ONLY -REQUIRED IF THIS DEVICE IS BEING USED FOR
BAMPLE CAPTURE.

DHES/DSLS/Form Cll7(Rev.7-93)




326

A

N

Tucson Police Department Crime Laboratory

i||§:| —-— ! T
L WA A aacL o3 “ . NI A 861
Nﬁ UV MENING INNMMISM) (M2 X OLN ...N.E \ QYD HIUNI NINHASN 3z At “
\ 7 s W
—
- ST O MO Pehice| 0Ty uﬁ._u_._.______mn ULy HOIEAND N .__....c.!m.._.lﬂn_...
___E—.:.z_u
(7 \mms& Ni200 h / mﬁ%@%&
AN LY GITE e e T T R TR RN P : nw“ww%
= . _Aagv
EXT LK RE LT .._E.__.zmu.:_mﬂ o5
e
| ] _,_
# .
Zhien GaE " AMETE 4Ty Ghica BOQ LzaJm,
THIEE DR s AJ3RD “TEY Bhign. Bli@" NIIHYS |_
Thien ana " ANETE N1G- Ahied. 600G - Lzﬁm E T
anIL ANAEAN JHHE 153l JUIL L 3NTMA dYuEg. tif r._.mm; .
Zhien ha/hT/he Bhign : x:?:a i
fEEhBA-2E HE 8065 13001 ZH 226hAG~99 _._m. BBOG ._man_z I I
AIZATHHE 0H0DTN ~ AIZATIROLIMT 43Z5710KE 10HD01Y - YIAZAIROLINT -
LHAULHY 430 321704 HOSINL ] .E_m:km_mmm_n_ 321704 zﬁmu:._.,:!....m,
B e R Rt D R el N S o S S Ve




f5§? (
= EIHIBIT P i

THIS REPORT PREPARED PURSBUANT TO DUTY IMPOSED BY
A.A.C. R9-14-404 (1)

ARIZONA DEPARTMENT OF HEALTE SERVICES

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 5000 ({‘g\’\

BTANDARD CALIBERATION CHECYX PROCEDURE

Agency _Tucson Police Depariment Date %ffﬁl/ﬁjv Time Wéz

Intoxilyzer Serial# (U/-U04g77 rogation oL

QA Specialist L+en¥E [Dorge ‘;"':ﬂﬂ.,%ﬁf’,]

(Print Name)

{Hékﬁ 1. Pour a standard alcohol solution of known value inte a

: clean dry simulator jar and assemble the simulator.
Insure that a tight seal has been made.

Standard value: 0. gg0 AC

&) 2. Turn on the simulator and allow the temperature to
reach 34°C+.2%C.

§&247 3. ©Set Intoxilyzer mode selection in the ACA mode by
switching mede selection switch #9 on or selecting "c*
on keyboard menu.

A7) 4. Attach simulateor to the simulator entrance port on the
Intaxilyzer.

—Z5%28) 5. Intoxilyzer 5000 display reads "READY TO START" or
"PUUSH BUTTOH".
- (WP4) 6. Push Start Test button or press enter on keyboard.

5 ut
‘¢QP%22§£ 7. Insart card in response to display.
i T 8. 2Air blank completad,

=2 -as Xl

. Calibration check completed.
Test results 0.807F€ 4 0.0FF ac
2 (~2&] 10. Air blank completed.
<+t A5) 11. When display reads Test Complete remove evidence card.
Attach the card to the completed checklist.
=7457] 12. Return mode selection switch #% to off position after
all calibration checks are complete or type 0 and enter

_ on .} board.
SIGNATURE ﬁ%\j« ‘g bh e

*W1ITH-OR WITHOUT VAPOR RECIRCULATION AND WITE OR WITHOUT EEYBOARD

DHS/DSLS/Form Clle (Rev.7-93)



