TUCSON POLICE DEPARTMENT

CRIME LABORATORY AM
The undersigned Quality Assurance Specialist. having been qualitied
by the Arzona Department of Public Safety for Intoxilyzer 3000

ingpection, and having performed such inspections on Intoxilyzer 5000

il

. Serial # _Olp— 00%922. certifies by her signature:

on 5/;”_-3;_;”,::-’:4 .with aresultof 22874 AC. RL.07SAC

and on /9/0% . witharesult of C.076 AC. p.08r AC.

this instrument was tested with a known alcohol reference standard.

and always produced results within the acceptable accuracy limits

(from _0.070 AC, to _0.090 AC) . as defined by R9-14-404.A 3.

No problems were reported concerning this mstrument between these

[here drer.

Irene Doran

two dates.

ADPS QAS Permit #QAS 29586 (issue date 01/08/2004)

SUBSCRIBED AND SWORN to before me

5 r_-'_;'fﬁ'“-fii?‘l:": yithis VS .dayof Juag 2004
e 13:20MA
WA COUNTY

rezvgn 32t 407004 %

w = D
Notary Public
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ucson Police g spEcranIst JFene Doran He33/

(Brint Hama)
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i Display reads "READY TO START'" or "PUSH BUTTON TO 'STig:
TEST." d
DITAGHNOSTIC TESTS
L DVH Test check. sSatting should he bestwesn .200 and
.500. HMade selection switeh 52 en, 51 and 51 aff o
keyboard menu selaction "HY. Reading is r ﬁfﬁ :
Db Display Tast check: Mode selectien switch 51 an z20d s2
A py and 83 ‘off or keyboard menu szlaction "W
i Zrinter Test check. Mgde szalection switeh S1, S2, §3
» off or kevboard menu selectign "B".
Jﬁj Claock time check. Hode selection switch S10 on or
kevheard Eenu selsection "EY.
hé’q"_‘ Dace chackx. Mode sel=cition s¥itch S11 9n or kKevbhosaro
mani sefection HEM.
CEFERATTIONAT, TESTS
.__Q{: 2lcohol free subject Test result 0. BOD ac
il Error Tecognition logic system functioning
Invalid test printed
-ﬂq" Proper sample recognition system
Invalid sample printed =t
i Deficiant sample printsdyds-
T N/A Completeness of sample purge with collection tuba*x
s Calibraticn standard 0. 0870 AC
Results: 0.0F%AC + 0-0F54c / i
Instrument gperating properly and accurately. YESYK NO__

COMMENTS : 4.’"”?&[«*’?&' ahfad (007 = /070
YE  plfants prind- roffa

SIGNATURE MW ((}Lﬂ/lm—-

X, ﬂ B : alcahol :::Jnt.:en ration standard collacted for subsequent
analysis.** '

*WITH OR WLTHOUT VAPOR RECIRCULATION AND WLITZ OR WITHOUT EEYZCRERED
**THIS ETEP IE ONLY REQUIRED IP TEIS DEVICE IS BEING UBED FOR
EAXPLE CRAPTUERE.

DHS/DSLS /Form C117 (Rew.7-93)
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TEIS REPORT PREPARED PURSUANT TO DUTY IKPOBED BY
A.A.C. BI-14—404 (2}

ARTZONA DEPARTHENT OF EFRALTH BERVICES

ETANDARD QUALTTY ASSURANCE PROCEDURES
INTOIILYZER MODEL 5000#

BTANDARD CALEIAVATION CHECK ?HGCEDﬂRE4$N

Agency _Tucson Police Department Date 5-/;’:_3/{39‘5 Tima /0
Intoxilyzer Serialf pe— 004742 Tocation nbc

i

(wA) 1
o 2
(o) 3
() 2

Dtoo) 3-

arbde] B

b@%#%ﬂ} e
(~pt) 8.

) a.

< A—) 10.
3431 12
-SIGNATURE

QA& Specialist Lrenc Dorart #6633

{BPrinkt MHame)
ahal solution of kKnown value into a
ar and assemble the simulator.

1l has been made.

Pour a standa
clean droy sim
Insure that a

TUELD an the simil

fd a2llow The tsmperaturs to
reach 34°C+.3°C

set Intoxilyzer mode selection in the ACA mode by
switching mode selecticn switch #9 on or selecting "“c"
on kayvhaoard manu

Attach simulator Lo the simulator entrance port on the

Intoxilyvzer,
Intoxilyzer 50040 display reads "READY T0 START" or
"EUSH BUTTONY. .

Pusgh Start Tost button or prs
Insart card in respanse ta di

Air blank complsted.

When display reads Tast Complets remove evidence card.
Attach the card to the completed checklist.

Rs=turn mode'selection switch #9 to off position aftexw
all calibration checks are completsz or type O and entar
on Meyhoard.

QMLM__

*{FITE OR WITHOUT VARQOR RECIACTLATION AND FITE dOF WITHOUT XKEYHORERD

DHS /DSLS/Form C11§ (Rev.7—-93)
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TUCSON POLICE DEPARTMENT
CRIME LABORATORY

INTOXILYZER SERVICE RECORD

A
Date: j/fj/O‘IL 6&
Iatomlyzer Senal Number:  dole =00 CFY A -

‘Q.ﬁ_. Lrene Doran 46231

| Problem Descriprion:

‘ ﬂ:::m'f Caryl ot ﬁﬂ?ooﬁ"?{v Jf(ﬁfﬁd?r?;f (pn e l

insrumodt d W@? Ernttr f);‘ﬁfﬁ'?oj?‘?'c Chrele

If the istrument 15 taken our of secvice, complete the following: ‘\

| Daze our of service A) /ﬁ“

I Calibration Check completed prorto removal from service:

l D Yes Date: O No

| SQAP complered prior to removal from service:

O Yes Dazte: O No

| Dare returned to service:

1 ﬁ-'*%
b

= ‘Corractive Action Taken or Repairs: (Yran _ﬁf’?ﬁ%-m//fﬁ____-—#——-;@
¢ rards _on yeverse Sidc. -




ZX=TALT g

THIE REDORT PREDAIFD POGRSOANT T
A.A.C. H9—=14—4041{32

ARISONA DEPARTMZYT OF E2ALTE SZRVICES
STANDARD QUALITY ASSURANCE DROCIDURIS ()
S St
INTOXILY322 MODZL Sgcge il

DIAGHOSTEC TESTS
:Zgﬂﬂ OV Teast dheck. S=ttinog Shaotld e patvesn 200 agd
500, Mode selectiaon switicn 52 anr, 51 apd 53 'off ar=
, keyboard ménu selection "E". Rasding is . . Foad— 53/
H;ﬂ&__ Display Test Shack. Mode sS=lsctign SE1cch 51 an’ anigd 532
i and: 837 ofL or keyboard menu selscolon "V
:ifgﬁ Brintar Test check: Mode sslechlion s¥iicl 3k 53, 53
off or Keyboard menu salsction "2
Jf"g Clock time check: Hode sslection swifch Sif-onorT
ceybhoazrd menu sslecticn "ZM.
T Date chneck. Mads sslsction switch Sil on or Kevboz—d
mene selection YEY
QPEERATTONSL ESTE
N2 Alcohal fres subject Test rasult 0. 00 ac
,5£§é Frror recaognition logic system functioning
Tnvalid tast printed
HQ& Proper sampls rTacagnition system
Invalid sample printad &5
Daficient sazmple printadc _
N/SA Complatesness of sample purge witi collection cubp=a*=
el Calibraticn standard 0. 080 AC
l Results: 0. Q&ﬁf_ﬂ-ﬁ— o.
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Instrument operating prapserly and a

com{mrrs‘ﬁ{ s 08 = . Z5/ DVYM FTuciuatrct . Ly sead
= :

AH_mneric S ldEls —

SIGWNATURE

-
alcohaol concentration standard collacted for suhsaqueﬂu
;nnaly5ig_*ﬂ =

o RD
TE OR WITHOUT VAPOR RECIRCULATION AND WITE OR WITEQUT XEYBOA:

8 STEP IS ONLY REQUIRED IF THEIS DEVICEZ IS 3EING UBED =OR
PLE CAPTURE.

‘?EEKFnrm Cl17(Rev.T7-93)
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Tucson Police Department Crime Laboratory T
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THIS REPQORT PREPARED PURSUANT TO DUTY IMPOSED BY
A.A.C. RS-14-404(2)

ARTZONA DEFARTHENT OF ‘HEXLTH EEZRVICEZE

AN

0 Police Nepartment Bate é?@fo qaﬂmziji

ETANDARD CALIZRATION CHECK PROCEZDURE

mar mar mat i

Agency _ Tucso ime {EEFE
Tntoxilyzer Serialf ¢l—oO0%23 Locatian eioT ‘—_
QA Specialist L reAl Ze] Y 35/
(Brint Hamo)
(L 1. Pour a stcandard alcchol solution of knawn value into a
clean dry simulator jar and assembl
Insure that 2 Tight seal has be I
Standarzd value 0. gKD Ar
LAy 2 Turn on the sipulator and allow
rFeach' 3I4TC+E.2°C,
[%@T?-j Set Intoxilyzer mode selection 1in
switching mode selaction switch
an keyboard menu.
(T 4. AtTach simulator to ths -sinulator
nuoel lyveer:
=EFNLATT 5 Intaxilyzar 5000 ‘display-reads "REXDY TO STARTY ar
MBUSH BUTTOH"
AZArT 6. Push Start Test button or press entsr on keyboard.
ont£A6T 7. Insert card in raspense to display.
?554;&$T-3 Air blank complated.
ot 3 Calibration check completed.
Tast results 0.AF6+0-0F AC
.E%.-é”{r ) 10. Air blank completad. )
4@{?ﬁéﬁ% 11. When display reads Test Complats remove evldance card
Attach the card to the completed checklist.
(4] 12. Return mode selection switch #9 To oLf pasitlon aftsr
all calibration checks are complete or type Q and anter

yooard.

7o, S
+¥ITE OR WITEOUT VAPOR RECIRCULATION AND WITE OR W

i
[ ]
[
(@]
]
|

XEXYEZOARD

DHS/DSLS/Form C116 (Rev.7-93)
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CRIME TABORATORY

L RO UL YZE B S E RV

- - = T = ;
[ntoxthzer Semul Wumber
~ - iy

= o el D) 7
QAN Lrprle Doran (Te33/)

| Problem Descoprion:

DV was Aucruqg 777

PUld - prevethVe fuamnirrizils

TR S _ : 1
t the imstrument is taken out of service, comple

|‘ Date out of service e/1/04

| Calibration Check complered prior to removal from service: |

‘\_ es Dare: ff/‘?/of?ﬁ O No

|| SQAP completed prior to removal from service:

‘r es Date: (p/q fp*’:f O No

Date returmed To service:

‘ Corrective Action Taken or Repaus: 2207/ fo ,fpﬁ//féf
‘ ELc DA ES . e S




