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TUCSON POLICE DEPARTMENT
CRIME LABORATORY @‘m\
The undersigned Quality Assurance Specialist, having been qualified
by the Arizona Department of Public Safety for Intoxilyzer 5000

inspection, and having performed such inspections on Intoxilyzer 5000

Tk

— . Serial # lolo-OOM9ZZ. . certifies by her signature:

on "1[‘:'} ]_uk-l ,witharesult of 0,00 AC., 0 030 AC.

andon _8|q|oy . witharesultof .79 AC. 0.078AC,
this instrument was tested with a known alcohol reference standard,
and always produced results within the acceptable accuracy limits

(from _0.070 AC. to _0.090 AC) . as defined by R9-14-404.A.3,

No problems were reported concerning this instrument between these

two dates.

ADPS QAS Permit #QAS 29886 (issue date 06/15/2004)

SUBSCRIBED AND SWORN to before me

seatthis 1O | day Df.&u&ui_- 20.04.

14 BA L HY AL KINNEY
ok o HCT;’.’-V :_!E_I_Ilc ‘HEDHA
y PIMA COUNTY

BT et 4 200

K oy, Kunas.
Notaty Public <)




THIS REZPOLT PREPARED PURSUANT TO DGTY IMDIUSED EA
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INTOXILYZER. SERIAL #_(lb—-00Y9272 LocaTIoN LAB
pate_ July 9 x5 7004 Timz 0T7YC
v’f Disnlay reads “éﬁlﬂl FE SEARE ar NELSH SIFETON TO STaaT
g i
RTAGNOSTTIC TESTS
e DV Test check. Setting should ba bstusen .200 and
600. Maode salection switch S2 on, Sl and 53 aff or
J/f ka2yboard menu sel Hoadipgg is .37
Display Test chec BCtinn sSxiten 51 el and: 52
i and 53 off or key selectiogn MY
] Brintsrs Toast chac Bctian =Witeh 1) 52, &3
off o Ke¥ooerd m arn M=
v ,EE Clock time check tion svitch 510 on az
kevboard menu sal
el Dates chsock. Mads switen 511 an of Keyviboaxd
mant salection "E
QPEZEATIONAT. TESYS
v Alcohol free subject Test result 0.000 Ac
;2 Error recognition logic system functianing
Invalid test printad
o Proper sample racognition systez
Invalid sample pringfede”
Daficient-sample printed
N/B Completsness of sample purgs with collaction tubax®
) Calibration standard 0.680 &
Results: 0.0754AC ¢ 0.0FCAC
Inscrument gpecat ESgi%G__
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erly and accurately. ¥

corEnTs: S meved clock ahepd 0747250795
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SIGNATURE /VM,ME,( i G@M%

o. NIA alcalgl coggentratiun standard collected for subsegu=ntc
analysis.#*

B

*WITH OR WITEQUT VAPOR RECIRCULATION AND WITE OR WITEQUT XEYBOARD
**TETZ ETZF IS5 ONLY-REQUIRED 1IF TEIS DEVICEZ I8 BEING USED FOR
EAMPIE CADTORE.
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ETHIBIT P

THTSE REFQRT PREPARED PURSUANMT TO DUOTY IHMPOSED BY
A.A.C. HI-14-404(n)

ARTIZ0MNAR DEPARTHENT OF HEALTH BERWICES
STANDARD QUALITY ASSURANCE PROCEDURES

INTOQXILYZER HMODEL 5000+
ETANTAHRD CALTBEATION CHECK PRGCEDURE(E\

son Polire Departmant Date '7/%/55{ Tiza O7YO
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(Frint Hame)
Pour a standard alcehal salution of kKoown value into a
clean dry simulator jar and assembls the simulataor
Insure that a tight seal has been made.
Standard wvalue: 0. 080 AC
Turn on the simulator and allow the temperature to
reach 34°C+.2%CL

Set Intoxilyzer mode selection in ths ACA made by
switening maode selection Switch #9 on or selecting "c"
on Keyboard menua.

Attach simulator to the simulator entzance porit an the
Intoxilyzer.

Intoxilyzer 5000 display reads "READY TO START" or
"PUSHE BUTTON":

Push Start Test hutton or press enter on kXeyhaoard.
Insert card in response to display.

Alr blank complsted.

calibration check completad.

Tast rasults 0.07/FAC20.0802acC

Air blank complsted.

When display reads Test Complete remaove evidencs card.

Attach the card to the completed checklist.

Return mode salection switch #9 to off position after
all calibration checks are complete or types Q and snter
onflkayb

LAY de% éﬁm

*¥ITE OR WITEOQOUT(9YAPOR RECIRCULATION AND WITH OR WITHOUT KEYDSOARD

DHS/DSLS/Form Cl1l§ (Rev.7-93)
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DIACNOSTIC TESTS
ST OVH T=st check. Secting should b= S=stwezn 280 =nd
L BO0- Mode salactEidn siiEen 52 on, 51 and Sl.aff ap
wevboard menu sslection M"H!". Hsading 1s J42:L
v/xf DL%;lay Test: check. Hode salaction s¥itch 31 on 2nd 52
ard: 53 off o keyboard manu seleccromn "V
Vg Brinter Tast chack. Mods sslection switeh Si, S52; 53
off or keyhoard mepu sslecticn "B2Y.
v//- Clock time eheck. Hode selsciilon sw¥itch S10 ep o=
keyvboard maend selection "E"
v// Data check. Hods selection switcn Si1 on or Keybaard
meny s=lactign: 'EN.
QE=gATIONES TESTS
e 2lcohol frse subjasct Test result g. O0O AC
Y Errar recognition logle system functiening
Inwalid test printad
/f' Draposr sample recognition system
" Tnvalid sa=mple p:in;aihf
Deficient sample printeds”
N/ A Completaness of sample purge with collesction tuba*=*
e Calibration standard 0. AC
Results: 0.019AC40.0TFRC
Instrument aperating propsrly and accurately. YESVENG .

COMMENTS

1 n [ n ;
SIGNATURE W (;( MS

¥

- i
-N & alcoHal cg;lentratinn standard collected for subseguent
analysis.#=

o - L < nD

*WTTH QR WITHEOUT VAPOR RECIRCULATION AND WITE OR WITHOUT KEYE,GL

%+TETS STED TS ONLY:REQUIRED IP THIS DEVICE L8 BEING USED FOE
EAMPLE CADTURE.

DHS/DSLS/Form €117 (Rev.7-93)
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EIHIZIT P

TETE REPORT PREPARED PURBUANT TO DUTY IMPOBED BY
A.A.C. BY-14—404(K)

ARIZONA DEPARTHENT OF HEALTH SERVICES

BTANDARD QUALITY ASSUTRANCE PROCEDURES
INTOXILYZFER HMODEL 5000%*

ETANDARD CALIBFATION CHECX PROCZDURE @L\

ﬁ
i\
(g}
;

y: _Tucscn Police Departme=nt Date o Dq Time _}'f_ﬂg‘_&___

lyzer Serial? —gOHYEL Location oD
Sian

{Print Name)
Poiur a standard alcohol solution of known value intg a
clean dry simulateor jar and assemble the simulator
2en made

i
5
Insure that a tight seal has b
Standard walue: 0. 050 AC
Turn on the simulater and allo
reach S34°C+.2%E.

Set Intoxilyzer mode selection in the ACA mode by
switching mode selection sw¥itch #5 on or selacting "C"
on keyviboard menu.

¥ ) & Attach simulator to ths simulator enctrance port on the
Intoxilyzer.

Jf wfj 5 Intoxilyzer 5000 display rsads "READY TO STEAQT'" o
"PUSH BUTTOH!"

Jf? J/j &§. Push Start Test button or press enter on Xayboard.

1 j;j 7. TInsert card in respense to display.

J/E ) 8. Alr blank completed.

Pt ,fﬁ 5. Calibration check complsetad.

/. Tes- results 0.077AC40.07% ac

v/f wj} 0. Air blank cmmglatad

/ﬁ ) 1i. When display rea ds Test Complets rzaove evidence card.
Attach the card to thne CGUC1Euﬂﬂ chacklist.

{ vfﬁ 12 . Return modes salection switch #5 To off position after
211 ealibration checks are completes or typs Q and enter
on KE%GEU‘CL £ &

SIGNATURE M C@\M

*wITH OR T\LT:J.DU ?PJE’{} C-RC?L—ATIGH AND WITE OR WITHCQUT XEYEBQOARD

DHS /DSLS/

Form C116 (Rev.7-53)



