TUCSON POLICE DEPARTMENT
CRIME LABORATORY 4&
The undersigned Quality Assurance Specialist, having been qualified
by the Arizona Department of Public Safety for Intoxilyzer 5000
inspection, and having performed such inspections on Intoxilyzer 5000

# Serial # P ~H Y72 2. certifies by her signature:

on ‘?/M/D‘f‘ ,with a resultof 8.077FAC. O.07Z AC.

and on _Jo/25/oY , with a result of £.022 AC. 0.077AC.
this instrument was tested with a known alcohol reference standard,
and always produced results within the acceptable accuracy limits

(from _0.070 AC. to 0.090 AC) . as defined by R9-14-404.A.3,

No problems were reported concerning this instrument between these

B B

Irene Doran

two dates.

ADPS QAS Permit #QAS 29586 (issue date 01/08/2004)

STGBSCRIBED AND SWORN to before me

OFFICIAL SEAL
KATHY A. KINNEY

NOTARY PUBLIC-ARIZONA 1., day of witliae o IACH
HE BIMA COUNTY s | . dayoffioys

"oy comm Exp. Sept. 4, 2008]
Notafy Public
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o Display raads "EZ:DY TO START" oy "FUSE SUTTON TO sris—
TESE N i
DIXRENOSTEC TESTS
v OVH Test check. Setting should bs betwesn .200 znd
800, HMade selTectlon sy¥itch 52 on, 51 and 531 aff or
Keyhoard menu sslection "H". Resading 1s e
vf/ Oisplay Test chizack. Mode salection switch 5L on and 52
and S3 off or Keybocard menu seleccion "V
V// Drintcer Tast check. HMods sslactlon s¥izoa 51, 52 =3
ofi o kavboard m=2rnu sslsctign "2
J;: Clock times check. Mode salscitian switch S10 on o
kayboard mentt sslsction "I, :
v Date chack. Mode sselaction switcn S11 an or Kevboazd
mane salzcoian "EY
GE=gaTroNar TESHS
Alcohol fres subject Test result g, 080 ac
v Error rscognition lagic system functioning
Invalid test printed
/ Propsr sampls rscognition systexm
Iovalid sample printed
Daficient sample printed
N/ Comp ness of sample purge with collsction tubs*sx

alcabjpl élncantratiﬂn standard collected for subsaguent

*WITE OH WITHOUT VAPOR HECIRCULATION AND WLITE O WITHOUT EEYBOARD
* & THTZ BTED IS ONLY HEQUIRED IFP TEIS DEVICE IE 3ETNG UBED FOR
BRAHMPLE CAPTURE.

DHES/DSLS/Form €117 (Rav.7-93)
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TEIE HEPORT PHEPARED PURSUANT TO DOTY
A.A.C., RI-14- 404 ()

ARTZ0HA DEPARTMENT OF HEEALTH SERYTIC

ETANDARD QUALTTY ASSTURANCE PROCE LOUEES
INTOZILYZER HODPL 5000+

Serialf iﬁ;?ﬁﬂqqu_ Location AL ‘ldd'iZéSi—_ﬂ
5 Coomhs gl lbd =i

//-, ; '..l.'"':l."l.l_ hr__nE.,
[ ) 1. Pour a standard alcohpl salution of

STANDARD CALIBRATION CEEZCX PROCEDURE /\L“L\

nawn value intg =

clean dry simulator jar and asseable the 'simulator.
Insure tnat a tight seal has been mads.
candard wvalu=: o0.0%0 AC
{ /f} 2. Turn on the simulator and allow the Leoperature ©ao
reach 34%CEH02%C0; -
( //; B Set Intoxilyzer mode selsction in the ACA mode fuhfs
switching made szlaction switch #9 aon or seleciing NE!

on kavyboard msnuo.

4 w’] . Attach simulator ta the simulater entrance port an tha
ITncoxllyzer.
Vfﬁ u/ﬁ S Intaxilyzer 5000 display reads "EZADY TO START" o=
"PUSH BUETOH".
vff[ /) §. Push Start Test button or prass enter on keybaard.
= u/? 7. Insert card in response to display
{ «7) 8. 3Air blank completed.
Pl ) 8. Calibraticon check completed.
Test results 0. 077ACE0.D07T Ac

N

s

Jﬁ} 10. Air blank completed.

//} 11. Whan display resads Tsst Completz remove evidence carzrd.
Attach the card to the completed checklist.

v/] 12. Return mode selection switch £9 to off position aftar

all calibration checks are complete oxr type Q and enter

Gm
STGNATURE 5&0 Cmfbé

*WITH OR ®I DGT é%%ﬂq RECIRCULATION 2AND -WITH LR WITIQUT EKEYZOARD

DHS/DSLS/Form Cl18 (Rev.7-93)



TEIS HEFORT PREPANED BURSUANT TO DOTY IHZ08ED
ALALEL RE-L4—404 1R}

ARIZONA DEPAHRTHENT OF HEALTH BERYICES

STANDARD QUALITY ASSTHRANCE PHOCEDURES "
INTOITLYEER MODEL S0a0x E?D

AGR¥Ncy Tucson Police 0% SEECTIALIST Mfﬂ{_b{}r"ﬂﬂ (ﬂfﬁéﬂg-fi/f)
(Brint Nama
INTOXILYZER SERIAL £ -00¥925 LOCATION DDE
DATE (e r % 3FR00Y  TIMZ_ (235
e
:iéh Display reads "READY TO START" orF "oysy BEUTTON TO. sTAaT

TEST. " i . o

DIAGNOSTIC TESTS

DV Test check. Sa_hﬂnq should be bstween .200 and
600, Hode seleacti switch S2 on, S1 and 53 off or
keyboard menu salac ion "E". Reading is 4 %5
:f?ii Display Test check: Mode selection switch S1 on znd S2
and 53 off or keyboard menu selectign "y,
Eﬁ@- Printar Test check. Hode selection switch S1, S2, 53
off or keyboard menu salecticen "B,
~“o— Clock tims check. Mode selection switch 510 on ar
reyboard menu selsctiaon "Z". .
‘-e-l‘_'ﬂﬁ Date check. Mada selection switen S11 on or kevbaoard
menyu sslaection "EM.
OPEBATIONAL TESTS
:jgé%%é: Alcohol frese subject Test result o.ID AC
Error .recognition logic systen funectioning

Invalid test printed
LA Proper sample recognition system
Invalid sample printed—#4
Deficient sample printed /o .
S MR Completeness of Samu1e purge with caolliection tube*=*

20— Calibration standard 0.0 AC
Results: 0. 0FFAc + O-0 ;?rf’?"_

Instrument operating properly and accurately. YES _":

COMMENTS ;

Pl

SIGNATURE MML’ M

D.Iéiﬁlgélcnhml concentcration standard collected for subﬂﬂquenﬁ
analysig_ %=

—

*WITE OR WITHOUT VAPOR RECIRCULATION AND WITH OR WITHOUT EEYBOARD
*x*THIH BTEP TE ONLY HEQUIRED IF THIS DEVICE IB HEING USED FOR
BAMPLE CATTURE.

PHS/DSLS/Form €117 (Rev.7-53)
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THIS REPORT PREPARED PURSUANT TQ DUTY IXPOSED BY .
A.A.C. R9-14-404(A) a2

ARLZONA DEFPARTHENT OF HEALTE BEZRVICES

ETANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 5000*

STANDARD CATLIBRATION CHECX PROCEDURE A@

lice Deoartmopt Data .{GQﬁEﬂq Time (&35

Tu o
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QA Specialist cne Doram ?‘Hﬂ =7 ) T
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{Print Nanme)
Pour a standard alcohel solution of known value inkte a
Clean dry simulator jar and assemble the simulator.
Insure that a tight s2al has heen made.
Standard value: 0. FD AC
Turn on the simulator and alleow the tempe
reach 347C+.2%C.
Set Intoxilyzer mode selection in ths ACA mode b
switching mode selection switch #9 on or selecti
on keyboard menu.
Attach simulator to the simulator entrance port on the
Intoxilyzer.
Intoxilyzer 5000 display reads “READY TO START" or
"PUSH BUTTON",
Push sStart Test button or press enter on keyboard.
Insert card in response to display.
Air blank completed.
Calibration check completed.
Test results 0.0FF¢ 0.03F AcC

H

acura to

q |ICII

10. Air blank completed.
11. When display reads Test Complete remove evidence card.

Attach the card to the completed checklist.

12. Return mode selection switch #9 to off pasition after

all calibration checks are complete or type Q@ and enter
on keyhoard.

'SIGNATURE M(@Mm“

*WITH OR WITHOUT VAPOR RECIRCULATION AND WITH OR WITECQUT EKEYBOARD

DHS/DSLS/Form ClLli6 (Rev.7-93)




