TUCSON POLICE DEPARTMENT
CRIME LABORATORY (\Lak\
The undersigned Quality Assurance Specialist, having been qualified
by the Arizona Department of Public Safety for Intoxilyzer 5000

inspection, and having performed such inspections on Intoxilyzer 5000

e —_—
T

_Serial # lole ~(M9 2 . certifies by her signature:

on Eb!ﬁﬁ“,l'aaLl _ witharesultof 0.077 AC, H077 AC

and on U]E-La‘JL‘ﬁLl _witharesult of (.01 AC. 0.019 AC.

this instrument was tested with a known alcohol referznce standard,

and always produced results within the acceptable accuracy limits

(from 0.070 AC. to _0.090 AC) . as defined by R9-14-404.A 3.

No problems were reported concerning this instrument between these

/(,mm ;/ fam LS

Jenmfé L. Coombs

two dates.

ADPS QAS Pem‘ut #QAS 29886 (issue date 06/15/2004)

SUBSCRIBED AND SWORN to before me

his k. day of Jecem ber, 200Y.

—————" QOFFICIAL SEAL

HY A. KINNEY
= ﬁgm SUBLIC-ARIZONA

 PIMA COUNTY
on, Sepl. 4, 2008

At ) Pt
Nqfary Public




THIE REPCORT PREPARED PURSUANT TO DOTY IMPASED BY
A-A.C. RI-L4-404(A)

STANDARD QUALITY ASSUHANCE PHROCEDTRES ﬁh
INTOZILYZER HODEL 30009 |
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=t checl Setting should hertwes 2
_600. HMade s=zlection switch 52 on, Sl and 53 off o
kevboard menu selection "H!". Readling 1s S 5T :
tﬁ%ﬁ Display Test chack. Mode sslection switch 51 on and 52
' and 53 off or keybeoard menu selacitlon "V"
Eﬁﬂ@: orintar Test check. Hade selection switch 51, 52, 33
aff aor keyboard menu sslection "B"
~ 5 Clock tima check. Mode selection switch 3.0 on or
kayboard menu selection "Z". .
~=€9§ Dats chack. Mode selection switch S11 on or Keyboard
menly sslsction "EU

QPZERATIONAT TESTS

Alcohal frese subject Test result o. @D AC
ErLaT racoqnitian logic system functioning

ITnvalid test printed
:éﬁ roper sample rﬂcacn1tlan systen
Invalid sample pringe sdf{
Daficient sample printedFo
' N/ A Completsness of sample purge with collection “uhe**
Y~ Calibration standard 0. GE? AC
Results: D.ﬂfﬁ?zﬂ; +~ 00774
Trnstrument operating properly and accuratel

—T -

YESL NG

COMMENTS ;.

2N o
SIGNATURE _/,&?QMJ./ oél—&/)_t,\ .

o
Qéiyﬂ:igélCﬂth concentration standard callected for subseguent:
analysis.*=*

*FITE OR WITEOUT VAPOR RECIRCULATION AND WITE OR WITEOUT EEYBOARD
**TETS STEP IS ONLY REQUIRED IP THIS DEVICE IS BEING USED FOR
BRMPLF CAPTUORE.

DHS/DSLS/Form C117(Rav.7-33)
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PIHIBIT P 55‘3 G

THTS REPORT PREPARED PURSUANT TO DOTY IMPOSED BHY Y
A.A.C. R9-14—-404(R)

AETZONA DEPARTHMENT OF HEALTH SERVICES

ETANDARD QUALITY ASSURANCE PROCEDURES
IMTOIILYZER MODEL 50Q00%

GTANDARD CALIZHATION CHECX PROCEDURE 4?

Agency ucson Poligce Napartment Date KCJEEVGW' Time [#35
Intoxllyzer Se:ialf_ih%gﬁgﬁfiéﬁi_ Locatian NE
QA Specialist ¢nc Dormut [ 331)
{Print Name)
(£€) 1. Pour a standard alcohol sglution of known value inta a

clean dry simulator jar and assemble the simulator.
Tnsura that a tight seal has been made.

Standard value: 0. /(X0 AC

(A~) 2. Turn on the simulator and allow the temperature to
reach: 34°CE+ .70,

(g} 3. Set Intoxilyzer mode selection in the ACA node by

switching mode sslection switch #3 on or sglecting "C"
on keyboard menu.

() 4. Attach simulator tao the simulator entrance port on the
Intoxilyzer.
15%_p4%=j o<1 Intoxilyzer 5000 display reads "REZDY TO START" or

"DUSH BUTTON".

<@o~&H~) 6. Push Start Test button or press enter on keyboaxd.
O tF—) 7. Insert card in response to display.
A ) 8- Air blank completed.

. gﬁ_] g. Calibration check completad.

Ta=t rasults 0.0FFd 0.03F Ac 4
=P i~ ) 10. Alr blank completead.
~Pglife~) 11. When display reads Test Complete remave evidencea card.
Attach the card to the completed cheacklist.
(3 12. Return mode sslection switch #9 to off position after
all calibration checks are complete or type Q and enter
on keyhboard. F

SIGNATURE M&ﬂm\
e %

*RITHE OR WITHOUT VAYOR RECIRCULATION AND WITH OR WITEQUT EEYHOARD

DHS/DSLS/Form Cl1l6 (Rev.7-33)
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STANDARD QUALITY AS3ITRRNCE DROCEDUREIS wﬂ
INTOTILYZER HADEL 5000# &

AGENcY Tucson Police QA SPECIALIST Jgﬂd&f CEKYP‘»&S Yollo0

Invalld test printed
Proper samples recognition syst
Invalid sample prlntad-f’
Daficient sample printed
N/A Completsness of sample purge with collsctlon Tubs**
w Calibration standard 0.gfRD AC
Results: 0.0 AC ¢0,019.AC

Instrument operati ng properly and accurately. YES«HNO

oreenms: X YA <haedu Blucuedriva within Ao\eaince of the
L ASTONA AT L W,

-nToxTryzen se=ran #llo— CGCH92Z rocarToy  ODE
pate_Neovem ff}N’ 7lo 27 7009 TiME. 02200
V’f Display reads "EEADY TO ST2ET! or "BUSH 3UTTON TO STALT
ESEL
DIAGNOSTIC TESTS
k. OvM Test check. Setiting should ns betwesn -200 aad
§00. Mogde selection switch S2 on, S1 and 33 ofZ or
keyboard menu selection “H'. naading is M3-. 4 7 A
u//P Display Test check. Mode salection switeh 51 on anc 52
2nd §3 off or kayboard menu selectlon "V
v Printer Tes:t check. Mode sslectien switen 51, 52, 53
aff or keybogard menu sslectien "BV
o Clock tima check. Mode sslection switceh 510 on or
revpoard menu sslection "=, ‘
uff Date check Mads selection switeh S$11 on or Xeyboard
s genu selectian "E". B
QBERATIONAL TESTS
- Alcahcl fres subject Test result g.00C AC .
= Error T cqr1h1¢1 lagic system functioning
‘/’

[IJ

A

n A
SIGNATURE /&JMU-Q/U (jy L@i)‘{&i}i
Q-H[ alcnk@l co%lntﬂ:atiﬂn standard collected for subsaguent

ana YETS.

*WITHE OR WITHOUT VAPOR RECIRCULATION AND wITE OR WITHQUT EEYEBOARD
**THETS STEF IS ONLY REQUIRED IF THIE DEVICE IS BEIMG UBED FOR
BAYPLE CAPTUORE.

DH5/DSLS/Form €117 (Rev.7-53)
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EXAIRIT @

TEIS REPCHRT PREPARED PURSUANT TO DUTY IMPCHED BY
A.A.C., RI-14—-404(H)

ARIZONA DEPARTHENT OF EEALTH BERVICES

BTANDARD QUALITY ASSUHANCE PROCEDURES
INTOIILYZER MODEL 5000+#

BTANDARD CALIBEATION CHEECK PROCEDURE 'A"Pnk

Agency _Tucsgn Police NDegartment Dakte H!ZLJIULFI Timsa Q?Z—ip
Intoxilyzer Serial# !Eb cb492Z_ Location _ oNE
QA Specialist RYT Copibs Hlo oD

(Print Nane)
{ L/? 1. Pour a standard alcoheol soluticon of known value into a
clean dry simulator jar and assemble the simulator.
Insure that a tight s2al has been made:

L/ Standard value: g.n80 AC
i

P

Turn on the simulator and allow the femperaturs to
reach 34°C+.2°C.

} 3. Set Intoxilyzer mode selection in the ACA mode by
switching maode sezlection switch #3 on or seslecting "C
en kevboard menu.

—~—

4. Attach simulator to the simulator entrance port on the
Intoxilyzer.
5. Intoxilyzer 35000 display reads "READY TO START" or

WBUSH BUTTON".

8. Push Start Test button or press enter on kayboard.

7. Insert card in response to display.

8. Air blank caompleted.

9. cCalibration check comple t;afir
Tast results 0.0 0.0

10. Air blank completed.

11. When display reads Test Complete remove evidence card.
Attach the card to the completed checklist.

12. Return mode salection switch #9 to off position after
all calibration checks are complste or type Q and enter

E.IGNATUPE B Tm 52 ijdfb

*FITH OR WITH '?' R RT"CI"-?.CUL'ATIGH AND WITH OR WITIOUT XEYBOARD

DHS/DSLS/Form Cl16 (Rav.7-93)
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TUCSON POLICE DEPARTMENT Zf
CRIME LABORATORY

INTEOXEEYZER § BERVIGE B

tri

CURD

— 1
o

ac-::__ /\/E-W fd ] Fljf',z_” Q?{é.i Ir_;{l'gq
Inroxilyzer Semal Number: lg— peH932

QAS:. Jonader loembs wsiiec

Problem Descopuon: -
v B ¥ ' 1 L
nshrament —=oMed Tor ovp L@mﬁ;ﬁjﬁ& Malndenanl. DL” M < /j?f/ﬁ%f

] | i

"FI.[ Lil i {l'IiLﬁ-ﬂi?g
()

——— - —-—"————‘-.—-_.__—--w—'——.—
‘ If the instrument is taken out of service, complete the following: |
i
‘ Date our of service H/zt’a/ﬁﬁ/
T
B ; Wi :
| Calibration Check completed prior to removal from service:
‘ E/?es Date: u/g&; /e&/ 0 No
T L
| SQAP completed prior to removal from service:
Fa " SEi 2

| &@Yes Darte: fl/Eb/ﬂ"—r’ O No

Date returned to service:

— e

| > : = = — . |

Corrective Action Taken or Repairs: _




