TUCSON POLICE DEPARTMENT
CRIME LABORATORY /‘..51‘1
The undersigned Quality Assurance Specialist, having been qualified
by the Arnzona Department of Public Safety for Intoxilyzer 5000
inspection, and having performed such inspections on Intoxilyzer 5000
2 T~ Serial# Qp-0090D03 . certifies by her signature:

on Z/J‘i‘/ﬁﬁf . with aresult of Q07 AC. 80F73AC.

and on g@p?/of( with a result of 0.473 AC. OO7¥AC.

this instrument was tested with a known alcohol reference standard,
and always produced results within the acceptable accuracy limits

(from _0.070 AC. to_0.090 AC) . as defined by R9-14-404 A 3.

No problems were reported concerning this instrument between these

Lure Sotu_

[rene Doran

two dates,

ADPS QAS Permit #QAS 29586 (issue date 01/08/2004)

SUBSCRIBED AND SWORN to before me

this &] .da}fofﬂfggh . 2004

-

K
Notary Public s

il 0 = !.I_Q_:E-Drij
SiMA COUNTY
s——= Tpaifeg Sapl 42004
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PISTAIT Q "-ﬂﬂrﬁ

TEIS REPORT PREPARED PURSUANT TO DUTL’ IMBPOBED EBY
A.A.C. RI-14-404(3)

ARIZONA DEPARTHENT OF EEARLTH BERVICES

STANDARD QUALITY ASSURANCE PROCEDURES /\j“\
INTOXILYZER MODEL 5000+

acENCY Tucson Police ga SPECIALIST zf‘ﬁﬂf. Dorg M @33{)

(Print Name)

INTOXILYZER SERIAL #0005203 rocatIon DU 77 Q
DATE F’Ear (h 25 15— 200% TIHE [5 [ &
el '
s Sl Dls;]_ ‘_{ reads "READY TOQ START!" or "PUSH BUTTON TO START
TEST.

DIAGHOSTIC TESTS
o KT DVH Tast check. Segt‘ng should be beatwessen .200 and
_600. Mode selection switch S2 on, S1 and 83 off or
keyboard menu salection “H". Reading 1is . 5¥17 3
v/(f"" © pisplay Test check. Mode selection switch S1 on and 52
and S3 off or keyboard menu selecticn "V¥".
= Drinter Test cheack. HMode sslecticn switch 51, 52, 53
aff or keyboard menu salection "EP".
'? &I Clock time check. Mode ssalection switch $10 on or
keyboard menu selection "E". .
'*-fﬂﬂ-' Date chack. Mgde selection switch S11 on or Keyboard

menty sselsctron “EIL

\ PTONAL
Alcohol fras suhject Test rasult g.LOO AC
ﬁ% Error Tecognition legic system functioning
Invalid test printed
=X Proper sample recognition system
- Invalid sample printed—f¢—
Daeficient sample printedwe—

:  N/A Completeness of sample purge with collection tuha*x=*
__~<<4— calibration standard 0. @ AC
Results: 0. 6= AFIAAT . o, OF3 A
¢P5t*"“#nt operating properly and accurately. YES—NO__

corzrs: Vaed _clocKahtad 1573 21575

ST thm_n 191!/)4"/' ,J:LMA_,-

I

. 21cohol concentration standard collected for subseguent
analysis.*=

*WITHE OR WITHOUT VAPOR RECIRCULATION AND WITE OR WITEHQUT EEYB0ARD

**THIH S8TEP IR ONLY REQUIRED 1F THIS DEVICE IS BEING USED FOR
ERMPLE CAPTURE.

DHS/DSLS/Form Cl1l1i7(Rev.7-33)
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S
FIBRIBIT F

TETS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY
A.A.C. RI-14-404 (A)

ARTZONA DEPARTMENT OF EEALTH BERVICES

™
ETANDAND QUALITY ASSURANCE TROCEDTRES Ab
INTOXILYZER HODEL 5000*

STANDARD CALIBRATION CHECX FROCZDURE

Agency _Tucson Police Department Date ;;h425749$5 Time _{éizjji_
Intoxilyzer Serialf @E005003 __ Locatiecn DU HR
QA Specialist Trrne Doror  [He33])
(Print Name
ifxf4 1. ©Pour a standard alcachol soglution of known wvalue int 2

clean dry simulater jar anid assemble the sinulator.
Insure that a tight seal has been zads=.

standard value: 0. O AC
(£ 2. Turn on the simulator and allow the temperature to
reach 34°C+.2°C.
(osy 3- '85=F Intoxilyzer mode seslection in the ACA mode by

switching mode salection switch #9 on or selecting "C"
on keyboard mesnu.

(W ESH 4 Attach simulateor to the simulator anczance port on The

Intoxilyzer:

hiqh{“ﬁﬂf 5. Intoxilyzer 5000 display reads "TEADY TO START" or
"RUSH BUTTON".

~repsy) 6. Push Start Test button or press enter on keyboard.

wrrertda} 7. Insert card in responss to display

—Go{ A5 8. Alr blank completed

) o

. calibration check gompleted.
Toest results 0. 072 ~0.0F3ac
—tph s~ 10- Air blank complet=d.
—OgiPary 11. When display reads Test Complste Tremove evidence card.
i Attach the card to the completed chacklist.
e 12 meturn mode selection switch #3 to off nosition after
: 2ll calibration checks are completa or type U and enter

| Wrd-
SIGHNATURE /{g-ww——-
o=

*#HITE OR WITECOT VAFOR RECIRCULATION AXND WITE OR WITEQUT XEXBOARD

DHS/DSLS/Form CL18 (Rev.7-93)
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BXEIBIT Q S

THIS REFUORT PHEPARFD PURSUANT TO DUTY ITYROSED BY
A.A.C. R9=-14-404(A)

AHIZONA DEFPAATHENT OF EEALTE BERVICES

STAYDARD QUALITY ASSURANCE PROCEDURES ds/l']
INTOZILYZER HODEL 5000

acEnNcy Tucson Police gn sprcratist _Lsence Dorg#l @357)

Print Ham
INTOXILYZER SERIAL #(ﬂﬁ“ﬁﬁ@rﬁ?) LOCATI fﬁ Dul “TEL}
DATE_ AP 3.5 8. 2009 TIME K%U
7 i3 'u._,,"—!'.";";r"""'_
jgé%ﬁ Display reads "READY TO START" or MPUSH BUTTON TQ STAmT
TEST
DIAGMOSTI
_z*’ﬁ'”

DVM Test check. Setting should bs between .200 and
-.600. Mode selection switch 52 on, 51 and 53 off or
keyboard menu sslection "H". Reading is 2953 .
‘aﬁa{r Display Test check. Mode sslection switch 51 on and 52
nd S3T OfE oF kaynca?d meEny sslactionp WV,

H_4%§ Printer Test check. Mode selection switch ST B e

fo oE keybmari menu:selaction "DV,
~# < Clock time check. Mode selesction switch 510 on or
keyvboard menu sslection "EY. .
Ayl Date check. Mode selaection switeh 511 o

menu salsction "E"

3

or kevhboard

fraz subject Test result o700 AC
recognition logic system functioning
m#ﬁ Invalid tast printad
< Proper sample r=cognition system
Invalid sample printed 4
Deficient sample printed
N/2 Completeness of sample purge with callection tuba*=

;;Eﬁ Callnr=tlnr standard o. 0gt ac

Results: 0. 0F54TC —+ O0-O0F%Ac_

Instrument aparatiqq properly ‘and accurately. YES NO

COMMENTS;

2N N
SIGNATURE W W

E_EHEE{ alcohol concentration standard collected for subseguent
analysis.&*

*WITH QR WITHOUT VAPOR RECIRCULATION AND WITH OR WITHEQUT XEYBOARD
**THIS STEP IE ONLY REQUIRED IF THEIS DEVICE IS BEING USED FOR
BAMPLE CAYTURE.

DHS/DSLS/Form C117 (Rev.7-93)
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EIHIBIT P ﬁ;
S
THIE REPORT PREPARED PURSUANT TO DUTY IMPOSED BY

ARIZONA DEPARTMENT OF HFALTH SERVICEE

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 5000%#

S8TANDARD CALIBRATION CEECK PROCEDURE

Agency _Tucscn Policge Department Date : C?L Time ;ﬁgf?i)
Intoxilyzer Serial#— (0500 3% rtocation L
QA Specialist [ yenr Dor@iery  hs23 )
' tPr{ﬁEJHame}
(7 1. Pour a standard alcohol solution of known value into a
clean dry simulator jar and assemble the simulator.
Insure that a tight seal has been made.
Standard wvalue: D.U&ﬁ AC

A7) 2. Turn on the simulator and allow the temperature to
reach 34°C+.2°C.

F 3. Set Intoxilyzer mode selection in the ACA mode by
switching mode selection switch #3% on or selecting g
on keyboard menu.

(20T 4. Attach simulator to the simulator entrance port on the

' Intoxilyzer.

uﬁﬁ%“L¢Qrﬂ 5. Intoxilyzer 5000 display reads "READY TO START" or

"PUSH BUTTON".

{4 6. Push Start Test button or press enter on keyboard.
At AT) 7. Insert card in response to display.

hJQrLg%T} 8. Air blank completed.

— Lo 9. Calibration check completed.

Test results 0.073+ 007 Ac

tﬂarb#ﬁur 10. Air blank completed.
—a{ 4T 11i. When display reads Test Complete remove evidence card.

Attach the card to the completed checklist.
;4%5?‘12. Return mode selection switch #9 to off position after
2ll calibration checks are complete or type Q and enter

| ﬁmﬁ \5
SIGNATURE __ ¢/ AL

*WITH OR WITEOQUT VAPOR RECIRCULATION AND WITH OR WITHOUT EKEYBOARD

DHS/DSLS/Form €116 (Rev.7-93)




