TUCSON POLICE DEPARTMENT

CRIME LABORATORY ,i(a\\
The undersigned Quality Assurance Specialist, having been qualified
by the Arizona Department of Public Safety for Intoxilyzer 3000

inspection, and having performed such inspections on Intoxilyzer 5000

# . Serial # éé—ﬁﬁ'ﬁﬁﬁ . certifies by her signature:

on 5/ 5'/97{ _witharesult of 0-07§ AC.0.078 AC,

and on Z(22 /0% . witharesult of 0.073 AC. 0.072 AC.

this instrument was tested with a known alcohol reference standard,
and always produced results within the acceptable accuracy limits

(from _ 0.070 AC. to_0.090 AC) . as defined by R9-14-404.A.3.

No problems were reported concerning this instrument between these

Aone Lo

[rene Doran

two dates.

ADPS QAS Permit #QAS 29586 (issue date 01/08/2004)

SUBSCRIBED AND SWORN to before me

this_XT__.dayof Aprul .2004.
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EXIEIBIT Q

THEIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY
A.A.C. R9-14-404(RA)

ARIZONA DEPARTMENT OF HBALTH SFEAVICES

ETANDARD QUALITY ASSURANCE PROCEDORES 4‘;“
INTOXILYZER MODZL 5000%

aGENCY Tucson Police ga SPECIALIST L reae Dor?) é“é 330
(Print Name)
INTCIAILEZLR SERIAL # ({r}é 0050 ) 4 rocarron.  DUT #0
ATE. Marth a5 15~ JOBE TINE__ ) 2¥C

T ol 4 Di
i

T
= y reads "READY TO START" ar "DUSH BUTTON TO START
271

*PU
:,...J

3 M

TAGHOSTIC TESTS

DVM Test check. Setting should be between .200 and
-600. Mede selection switch S2 on, S1 and 53 off aor
keyboard menu ssalection "H". Raading is

-

=éﬂq: Display Test check. Mode selection switch S1 on and S2
and 53 off or ksyboard menu selection "V,
:fﬂG’F Printar Test chaeck. Mode selaction switeh S1, S2, S3
y off or kKeyboard menu selection "B".
:ifd‘ Clock time check. MHode selsection switch 510 on or
keyboard menu salection "E". .

:jf Date check. Mode selection switch S11 on or keybeard
manu sslection "E".

OPERATIONAL TESTS
:Egj Alcohol free subject Test result g.8@00 AC
- il Error recaognition logic system functioning
Hjlsf Invalid test printed
Prover sample recognition system
Invalid sample printed /Z
Deficient sample urlnu#iﬁar'
' M/A  Completsness of sample purge with collection tubex=*
:ﬂggij Calibration standard 0.080 AC
Results: 0. nz?ﬂrﬂ + J.-0ZEAC_ /
NO

Instrument coperating properly and accurately. YEST

OMMENTS f/??DVCG’ clock g hcad B / /BAE —DLB3/ ‘)

Fa!
SIGNATURE é}ﬂm— M
y"

Q,ﬁuﬁ‘JEECGhGl concentration standard collected for subseguent
analysis.#=

*WITHE OR WITEOUT VAPOR RECIRCULATION AND WITHE OR WITHOUT KEYSOARD
**THIS STEP IS ONLY REQUIRED IP TEIS DEVICE IS BEING USED FOR
EAMPLE CAPTURE.

DHS/DSLS/Form C117(Rev.7-923)
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PYEIBIT P R

THIS REFPORT PREFARED PURSUANT TO DUTY IMPOBED BY
A.A.C. R5-14-404 (A)

ARTIZONA DEPARTHMENT OF EEALTH BERVICES

BETANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 35000%* rﬁﬁ

BETANDARD CALIBRATION CHECK PROCEDURE

Agency _Tucsan Police De +ment Date kgﬂgS?%ﬂf Time __1Effgi‘
Tntoxilyzer Serial#f &&W Lc:-c:atﬁ'.cm o i Ha

oA Specialist _[#raAac Dare M o 3370
(Prinf‘Name] -~
(Ao 1. Pour 2 <tandard alcchol solution of known value into a

clean dry simulator jar and assemble the simulator.
Tnsurae that a tight seal has been made.
Standard value: 0. 0¥0 AC

(A 2. Turn on the simulator and allew the tTemperaturs ©o
reach 34°C+.37C.

pﬂﬁﬁf 3. Set Intoxilyzer mode selection in the ACA mode by

" switching made selecticn switch #9 on or selecting "C"

on keyboard ==nu.

Qfﬁfé 4. Attac@ simulator to the simulator entrance port an the
Intoxlilyzer.

el PIIT S Intoxilyzer 5000 display reads "READY TO START" or

"PUSH EBUTTGH".
§. Push Start Test button or press enter on ¥eyboard.
7. TInsert card in response to display.
—ords) 8- Air blank completed.
g. cCalibration check completed.
Tast results 0.0F8 +O0.0Ff AC -

=< A07) 10. Alr blank completed.
—st#43] 11. When display resads Tast Complete remove evidence card.

: Attach the card to the completed checklist.
(s 12- Return mode selection switch #5 to off position after
all calibration checks are complete or type Q and enter

STGNATURE /@ﬁ«'w_,___
e ——

*FITHE OR WITEOQUT VAPOR RECIRCULATION AND WITE OR WITEQUT KEXBO0ARD

DHS/DSLS/Form C1186 (Rev.7-93)




EXHTRIT O

/g ¢

TELS REFPORT PEEPARED PURSUANT TO DUTY IMNPOSED BY
A.A.C. RI-14-404(3)

ARIZONA DEPARTHMENT OF HERLTH BERVICES

STANDARD QUALITY EESU?AHCE PRC}CED‘J}'{ES{%}JIL
THTOXILYZER MODEL 5Q00%* :

AGENcY Tucson Police g SPECTALIST E”ﬁ’?ﬁ Mﬂ @Zﬂ)

i ath
:‘q'“r:;xl;f en sTarar, £ 0G-005004 _ﬂ'::.‘.TLD‘w' DLt H7
DAT F?'}Wﬂf ZJfSL 9 200Y  TIME K20 =
" v«-ﬂu
;Egéh Display reads "READY TO START!" or "PUSH BUTTON TO START
TESTL"

DIAGNOSTIC TESTS

DVH Tast check. Satiing should be betwesn 200 aﬁd
.ED00. Mode seloction switch S22 aon, ‘51 and 53
kevboard menu selection "H". Reading is EPE
__ﬁ Dlsglay Tast check. Mode selection switch Sl on and 52
and S3 off or keyboard menu selection "V".
H—ﬂg Printer Test check. Mode selection switch Si, 82, S3
off or keyboard menu sslection "B'".
~—EAT Clock time check. Mode selection switeh 510 on or
.- keyboard menu selection "EU.
i Date check. Mode selaction switch 511 on or keyboard

nEi
o .

manu sslesction

— & Alcanol free subject Test rasult 0.400 AC
AT Error recognition logic system functioning

Invalid test printed

D Proper sample recognition system
Invalid sample printed s
Deficient sample printed—#4—

N/& Completesness of sample purge with collection tube**
~=PAT calibration standard G.Q@ AC
Results: 0.0F7AAT < 0.0F24Ac

Instrument operating properly and accuratesly. YES_ NO

COMMENTS :

SIG"\TATII‘:L:. m pid Qﬂ/‘lﬂ’u

£y P( a.‘f.c.t:h-::l concentration standard collected for subseguent
analysis.*«

*WITE OR WITHOUT VADOR RECIRCULATION AND WITH OR WITEQUT KEYBOARD
*%xTHIS SETEF IS ONLY REQUIRED IF THI=S DEVICE IS BEING UBED FOR
BEAMPLE CAPTORE.

DHS/DSLS/Form Cl17(Rev.7-93)
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THIE REFORT PREPARED PURSUANT TO DUTY IMPOSED BY
A.A.C. R9-14-404(A)

EXHIBIT P

ARIZONA DEPARTMENT OF HEALTH BERVICES

ETANDAHRD QUATITY ASSURANCE PHOCEDURES
INTOXILYZER MODEL 5000%*

BETANDARD CALIEBRATION CHECK FROCEDURE&b

Agency _Tucson Police Department Date fir} Time Xr O

Intoxilyzer Se:ial#@fgk—gﬂiﬁxﬁ Locatfon DL AT
QA Specialist Tor/d Paran e 33( )

{Print Hame
l{ﬂ_—r}r 1. Pour a standard alcchol solution of known walue intao a
; clean dry simulator jar and assemble the simulator.
Insure that a2 tight 5?5. has been made.
Standard value: 0. AC

L%%rj 2. Turn on the simulator and allow the temperaturs to
reach 34%°C+.2°C.

L#%Tf 3. Set Intoxilyzer mode selection in the ACA mode by
switching mode selection switch #9 on or selecting "cv
on keyboard menu.

f,&é:%‘,_} 4. Attach simulator to the sinmulator entrance port on the
Intoxilyzer.

A Intoxilyzer 5000 display reads "READY TO START" or
"PUSH BUTTON".

Ln

%‘M@} 6. ©Push Start Test button or press enter on keyboard.
. &25) 7. Insert card in response to display.

Eﬁ“ﬂﬂ‘%ﬂ&‘“} 8. Air blank completed.

=—AA=@C] 9. Calibration check completed.

Test results 0.073+00FL Ac
L e45) 10. Air blank completed.
Ut} 11. When display reads Test Complete remove evidence card.
ttach the card to the completed chacklist.
(fgj:% 12. Return mode selection switch #9 to off position after
all calibration checks are complete or type Q and enter

SIGNATURE (Jgﬂﬂﬁﬁfwh=—
U’r'-"

*WITH OR WITEQUT VAPCR RECIRCULATION AND WITH OR WITHQUT XEYEBOAERD

DHS/DSLS/Form Cl16 (Rev.7-93)




