TUCSON POLICE DEPARTMENT
CRIME LABORATORY &\
The undersigned Quality Assurance Specialist, having been qualified
by the Arizona Department of Public Safety for Intoxilyzer 5000
inspection, and having performed such inspections on Intoxilyzer 5000
#_——  Serial# (plp-00500% . certifies by her signature:

on _ §fo 4 .witharesultof 2.0f0 AC. 6.080 AC,

and on ﬁfﬁfa'—f .witharesultof 0.078 AC. C.08 AC.
this mstrument was tested with a known alcohol reference standard.

and always produced results within the acceptable accuracy limits

(from _ 0.070 AC. to _0.090 AC) . as defined by R9-14-404 A 3.

No problems were reported concerning this instrument between these

Lore Rssen

Irene Doran

two dates.

ADPS QAS Permit #QAS 29586 (1ssue date 01/08/2004)

SUBSCRIBED AND SWORN to before me
OFFICIAL SEAL

this _L day Df%@é’mﬁf& 2007 .
KATHY A. KINNEY

S| \| NOTARY PUBLIC-ARIZONA :
“T2)  PIMA COUNTY , W
HEZ My Comm. Exp. Sept. 4, 2008 Notgfy Public
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AcENCy Tucson Police on SPECTALIST Lvene Dormnn %33/
{Brint MNamsa)

INTOXILYZER SERIAL # IOCATION. L 773

3é£~ Display reads "READY TO START!" or "PUSH BUTTON TQ STAIT
ST
DIAGNOSTIC TESTS
—EA DVM Test check. Setting should be betwesn .200 and
600 . Mode selaction switch 52 @n, S5t and 53 off ar
keyboard menu selsction "H". Reading is _#/2
e Display Test check. Mode =alpn-tian switeh 51 on =2nd 52
and S3 off or ksvboard menu selectiocn "V'.
P o orintzr Tast check. Mode salectison switen 81, 52, 83
aff or kevboard menu sslsction "2"
:ﬂ E Clock time check. Mode seslection switch 510 on or
Lavhbaoard menu salsction "EM.
Eé%: Date chack. Mods sslsction switch Sil on or Keyvboard
penu salkecTtlaof E'-
OB=ZRATTONAL, TESTS
;#ézi Alcohol fras subject Test result 0.0 AC
A Error recognition logic system functiloning
Invalid tast printed
:1ﬂ§ Proper sample rscognitilian system
Tnvalid sample printed ~#4
. Daficient sample printedfr—
oy Completsnsss af sample purge with csllsction tuba*:*
L8 Calibration standard 0 o5 AC
Results: 0.080AC N D.0§0AC
Instrument operating praoperly and accurately. YES
COMMENTS : }?, [ F00=> | FOF moved cltock abee A
Pl .

N
%ZM;' cohol concentration standard collected for subsequent’
andlysis.*»

*WITE OB WITHEGUT VAPOR RECIRCULATION AND WITE OR WITHOUT XEYEBOARD
AXxTEIE STEF IB ONLY REQUIRED IF THEIS DEVICE I8 BELNG USED FOR
SaMPLE CRPTURE.

DHS/DSLS/Form C117 (Rev.7-93)
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5g &
EXHIBIT P g

TEIS REPORT PREPARED PURSUANT TO DUTY IHPOQBED BY
A.A.C. B9-—-14-404 (A)

ARIZONA DEPARTHENT OF HEALTEH SERVICES

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 5000%

STANDARD CALIBRATICN CHECX PROCZDURE 4&

Agency _Tucson Police NDepartment Date g/ /6% Time —iiiiziil
Intoxilyzer Seriali_ﬂﬁg:ﬁ%;bgf Location LS
Q& Specialist L reae 0rda Tl 233

(Print Name)
(o) 1. Pour a standard alceohol solution of knaown value Into a
clean dry simulator jar and asssmble the simulator.
Insure that a tight seal has been made,
standard value: 0O- o %0 AC
dos) Turn on the simulator and allow the temperature To
reach 34°CH.2%°C.
fa=) 3- Set Intoxilyzer mod
switching mode ssle
on keyboard meanud.
Attach simulator to the simulator entrance port on the

Thtoxilyzer.

[8]

e selection in the ACA mode by
ction switch #9 on or selecting "C"

J

o=} 35- Tntoxilyzer 5000 display reads "RzZADY TO STARTY or
npUSH BUTTON".

e I Ppush Start Test bubtton or press entar on kaybaoard.

N -t Insert card in rasponse to display

—dt~ge) 5. Air blank completed.

~f%$%k—j 9. cCalibration check completed.
Test results 0.AFH+0-05F0 AC

Zrefoe) 10. Air blank com pletad.

ota-) 11. W

n display resads Test Complete rsmove evidance card.

ach the card to the completed checklist.

urn mode selection switch #9 to off position after
calibration checks ars complete or type Q and enier

ceyboar
p;lﬁﬁéwx

*WITE OR WITEOUT VAPCR RECIRCULATION AND WITH OR WITHQUT EKEISOARD

I

r
HrlﬁrnH

= i

}_l
(18]
oo

-SIGHATURE

DES/DSLS/Form Cl16 (Rev.7-%3)
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TEIS REPOST PREBPANED BPURSUANT TO EEEd -
ALRALCL BI-L4-—404 (3]

TANDARD QUALITY AGSURMANCE DRQUEDUAES fL}\
TNTOZTLYZPR MODZ2L Soo0= bt

1A SHECIALIST Lyenc L)Of’ﬂﬂ(‘%ﬁfﬂfijfj

[ -

5’%{?530"7’{ LC:\_T_H”."_L%——“-]
Jﬁr_ﬁgﬁﬁ vIM=. S 5”9"—{"—

= EREDY i SEERamn g i ) ST AST
TAGNQSTIC TEST
g%~ OV Test chack. Setting should ps petivesn .300 2nd

500. Made salsction switch 52 on, Sk atid ‘51 gff ‘o
kavboard manu sslection "REY. Reading is _Gt/ .

:ﬂéﬁ Disolay Test check, Hods chien Syicch-5t & 2ng 352
and Ei'.de::' or Keybgard = oz beoTion 'VY

fﬂ Brintaer T da S ians gwitsh 81 82, 33
off or ka2 i ML Bl

-4?§ ? Cleck ti= Py saiTen Sli an oz
kayhasrd

24 o =5 =hac iTen $1%t oo o kKeypaozazd
manu ==lsc i

Tast rasulc _QgL__ AC
: c gic syste:m functiconing
alid fast int=d
:g.’ﬂﬁ Srooper sample rscagnitisn systen
: Invalid sazple printed =
. Daficient sampl= orinsea A5
: e = = - : AL -
oA Camnletsnaess aL sample ourgeE W callaction tubai=x

carMENTS: f«t%ffge;z,a,z;

i

Qe

RE 2lcaohal concentration standard collected for subseqguent
analysis_**

*TWLTHE QR Wz-haﬁﬂ VADOR RECIRCULATION AND WITE OR WITHOUT RXEYS0ARRD
«xTHETS STEP IS ONLY -REQUIRED IP TEIS DEVICE IS BEING ggED FOR
SAMDT,E C ADTORE

DHS/DSLS/Form QLl17 (Rev.7-93)
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BREPARED PURSUANT TO DUTY

B L IMZQSED EBEY
ALA.C. RI=14—-40G4(n)

ARIZONA DEPARTHENT OF HEALTE BZRVICES

ETANDARD QUALITY ASSURRANCE PoOCZRURES

INTOXILYZER HMODEL 5600%*
BTANDARD CALIZRATION CEECEK FPROCZDORE

Aogeancy _TUCsSon Police Menartmant Date E,{ngﬁai Time g&f%ﬂf’

Intoxilyzer 52;;&1#3@;2&;&2&%ﬁ?_Loca?ion G

Qa Specialist Lyenf PoOrar L33/ ) 3

K ; (Print Name)

(<) 1 Daur a standard alcchel solutlen of Xpnown value intkg 2
clean dry simulator jar and assemble tha simulator
tnsure that a tight seal has been mads
Standard wvalus: 0.0fD o

() 2- Turn on che simpulator and allow the tepperatures To

Agch 3470k 2%

(=Pg) 3. Set Intoxilyzer moce selaction in ths ACA mode by
switehing mode sslection swWitch £9 on or selecting "c"
on kevboard manu.

(42 ) 4. Attach simulator to the simulator entTance DOIrc ON the
Intoxilyzer.

4%J_€&ﬁ 3 Enﬁﬁﬁil?:a__iﬂﬂﬂ display reads "“"READY TO STAAT" or
BPUUSH BUTTON".
Liws!l B- push Start Test button ¢r press entsr on kayboard.
~4%4~ébj 7. Insert card in responss to disolay.
{%iﬁgrj §. Airxr blank completed.
‘1%4H§ ) 9. Calibration check compleged.
Tast results O.Q}_‘ﬁi&ﬂa_{ AC

ffe ) 10. ALr blank complatad.

(P 11. Wnen disolay raads Test Complete rsmove evidencs card.

£ Attach the card to the completed chacklist.

( <% 12. Return mode colectian switch #9 to off pesiticn aiter
all calibration checks are completa or type Q and antar
on keyboard.

SIGNATURE /&'{ﬂ%—/

M‘-._.-

+®WITE QR WITEOUT VAPOR RECIRCOLATION AND WITE CR

DHS/DSLS/Form CL1ls (Rev.7-93)

WITEQUT XEYEOARD




