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P EY

TUCSON POLICE DEPARTMENT
CRIME LABORATORY
A
The undersigned Quality Assurance Specialist, having been qualified
by the Arizona Department of Public Safety for Intoxilyzer 3000
inspection, and having performed such inspections on Intoxilyzer 5000

#__—— .Serial# M—M certifies by her signature:

on _{0//p /oy . witharesultof 0. OFZFAC, OHFGAC.

and on /{0 . witharesultof 0.025 AC. 4.02#AC.

this instrument was tested with a known alcohol reference standard,
and always produced results within the acceptable accuracy limits

(from _0.070 AC. to _0.090 AC), as defined by R9-14-404.A.3.

No problems were reported conceming this instrument between these

[rene Doran

two dates.

ADPS QAS Permit #QAS 29586 (issue date 01/08/2004)

BSCRIBED AND SWORN to before me

SN KATHY A. KINN
lr:g:l-hny PUBLIC-ARIZONA

2 PIMA COUNTY
ez My Comm. Exp. Sept. 4, 2008
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ARTIONA DEPARTHENT 0 EEALTH EEAYICES

STANDARD QUALITY ASSURANCE PROCEDUREE
INTOXILYZER KODEL 5000+ 4&%

ioson Polics OA SPECIATLIET ﬁ\-@f CEQW\.L)S L]LQHQD

st check. Setting should bs batvasn 200 and
.600. Mode sslection switch S2 on, 51 and 53 off or
keyboard menu selectian "H". Besading is -qu g
- Display Test chack. Mode ss2lection switch 51 on and 52
and 53 off or kayvboard menu salection "W,
Printar Test check. Made sslection switch S1, 52, 51
off or keyboard menu selaction "2
Clock time chack. Mode sslecticon swibeh 510 on o
v/f keyboard menu selectian "Z"
Data chack. Mods selection switch 511 on gor XKeyoocard
many selesctiogn "EM.

v fr=a subject Tast r=s
< recagnition logic syst
Invalid test printed
s Praper sample recognition system
Invalid sample printedy”
Deficient sample prﬂ.nLﬂdn/
Completsness of sample purge with collection tuba*x*
Calibration standard {],{285 AC

Results: 0.077ACE 0.0% A0 /
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Instrument operating properly and zccuratel
E g BroL

COMHENTS ;.
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SIGNATURE {ﬁuWQ}J (A« JU
@lﬂ alcnéﬂl cécentratian standard collectad for subsaq’t.tﬂnt"
= =

nalysis. .

*WITHE OR WITHOUT VAPOR RECIRCULATION AND WITE OR WITEQUT XKEYBOARD

*%THIS STEP IS ONLY REQUIRED IF THIS DEVICE IS BEING USED FOR
ERMPL.E CAPTURE.

DHS/DSLS/Form €117 (Rev.7-91)




Tucson Police Department Crime Laboratory 4\
\

WD 9 BREL G

Nﬁ U HILNIHA LTRSS W37 AT OLN)
R RH I RTINS PN i T WOy
i — [T {
Qo 9h
R R I - SRS 15 WAL
Fwdd S L
|
_
ShinT ANMTG HIH
ThinT HIIHI M
JHiRT ANETa oY
WL 307 =3l
A ih hEAaT. a1
Ll Wy PO v R e Eaos 7300 24
HATLTENE IOHDITH - NIELIIXOLMI

——ANED S opaL

YD W ENIH ._.Z.LJ.__._.._EME_.__._.U._H.__..__HGFZ_

SHPN T I TN RO ORI Torio Kxy

i

[T )

)19 7

CHANISED LSH T T i

[CL N RELG

HIZNATHHY

3,
ShinT aaa” HANHTE HIY
ahihd 248" Ha3HD T THD
Chihl GEE " HHETd A1
IIL AMIHA JHHE 1531
afhihi ' pEsRIABR]
heasRE-99 HE gEns 73000 ZH

MHOIIY - HIZATTISOLIHI




Agency _T

EXHIBTT F

THIS REPCORT PHEPARED PURSUANT TO DUTY IXFOBED EY
A.A.C. RI-14-404(Rn)

ARIZONA DEPARTHENT OF HEALTH BERVICES

ETANDARD QUALITY ASSURANCE PROCEDURES
INTOIILYZER MODEL 5000#*

ETANDARD CALIBRATION CEECE PROCEDURE ¢

Intoxilyz
QA Specia
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SIGHATURE
*WITE QR

DHS/DSLS/

ar Serial#f Location

ucson Police Department Date _E,lD‘IﬁL‘i Tine _LH.EH:)___
LA

iist ngﬁr’ Emmlcﬁ Ylolle S
{(Print Name)

Pour a standard alcohol solution of known walue into a

clean dry simulator jar and assemble tne simulator.

Insure that a tight seal has been made.

Standard valus: 0.030 AC

Turn on the simulatesr and allow the tsmpesrature o

reach 34%C+.27°C.

Sat Intoxilyzer mede selection in the ACA mode by

switching mode selection switch #£5 on or selecting "C

an keyboard menu.

Attach simulator to the simulator entrance port on the

Intoxilyzer.
Intoxilyzer 5000 display reads "READY TO START" or
"pUSH SUTTON".
Push Start Test button or press entsr on keyboar
Insert card in response to display.
Alr blank completad.
Calibration check completed.
Test ?ashltstlﬂqqﬂﬁfﬂﬂTbﬁg
ir blank completed.
When display reads Test Complete remove evidance card.
Attach the card to the completed checklist.
Return mode selection switch #3 to off position after

,LI

all calihratio;zéhaaks are complete or type Q and enter

WTTHG T D RECTIRCULATION AND WITE OR WITECUT KEYBOAZRD

Fogrm Cl1ls (Rew.7-93)
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INTOXILYZER SERIAL # 0-00FDOY LOCATTON %LH“D
DATE. Novemberd 1A_<R00¥ TIME__ /D3N ]
<
ol Disnlay reads "READY TQ START" or hBIsy BUTTON TO STAZT
TEST.M
DIAGNOSTIC TESTS
DV Test check. Sstting should be betwean .200 and

L]

_5600. Mode selection switch 52 on, SL and 51 of or
{erbﬂa*: menu selection "H". Reading is . 2&2{ 3
- Display Test check. Mode selection switch S1 on and

I

L
il

and S3 off or kayboard menu selection "V".
printaer Test chack. HMode sslection switch 51, 52, S3
off or Xeyboard menu ssalection "2".
sl 1ock tima check. Made selection switch S10 on or
keyboard menu selectign "E". !
& check. Mode sslection switch 511 on or kKeyboard

}

LU Date
pmenu salasction “EY.

ODERATTONAL TESTS
o Alcohol fres subject Test result 0.020 AC .
—Fa— Error recognition logic system functioning
Invalid test printed
A Proper sample recognition system g
Invalid sample printad &

Deficient sample printeduo— )
N/A Completeness of sample purge with collecticon tubex*
S calibration standard g.05° AC
Results: 0.0 F94c ~ 0.0F¥% <

Instrument aperating properly and accurataly. EES:fﬁG

covueNTs: P N 3/—-/33

STCMATURE {2;{Efﬂhﬂ2d"" #491MLLFPE

o2 M,{'ﬂ-ﬂﬁlcahol concentration standard collescted for suhsequent
analysis. x=

*WITHE OR WITHEOUT VAROR RECTRCULATION AND WITHE OR WITHOUT KEYBOARD

**THETS STEP IS8 ONLY REQUIRED IF THIS DEVICE IS BRING USED FOR
EAMPLE CAPTUORE.

DHS/DSLS/Form Cl117 (Rev.7—93)
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TETS REDORET PREPARED PURSUANT TO DUTY IMPOBED BY - NN
AT, RI-1L4-404(2)
AHTZONA DEPARTMENT OF EEALTH SERVICES
STANDARD QUALITY ASSURANCE PROCZDURES
INTOIILYZER MODEL 5000+

BTANDARD CALIBRATION CEEZCX PROCEOURE f{ﬁ%

2Zgency _Tucson police NDeparcment Date ﬁffﬁTf Tinme quﬁ

Intoxilyzer Serial#f hl—050Y  Locatian «T HD

QA Specialist Trene DorenAa Y633/ o

(Printc Hame]

{Tqr; 1. Pour a standard alcchol seolution of known value into a
clean dry simulator jar and asseuble the simulatar.
Insure that a tight s2al has been made.
standard wvalus: 0.08D AC

(o 2- Turn en the simulator and allow the Cemparaturs to
reach 34%8C+.27E%

(?qu 1. Set Intoxilyzer mode seslectign in the ACA made by
switching mode sslection switch #3 on or selecting "C"
on keyboard menu.

(+24—) 4. Attach simulator to the simulator entrance port on the
Intoxilyzer.

vi®) 5. Intoxilyzer 5000 display reads "READY TO START" or

HPFSH BUTTON".
o{—5~) 6. Push Start Test button or press encer dn kaeyboard.
rad{ra) 7. Insert card in respanse to disolay.
f&ifmh] 8. Air blank completed.

WS N - I calibratien check completed.

Test results 0.03F5 fQ.QZ?‘_h,C .
¥e{yx ) 10. Alr blank completed. ’
fﬁiﬁﬁ-J 11. When display reads Test Complete remove evidence caxd.

Attach the card to the completed checklist. id

() 12. Return mode selection switch #9 to off position after
all calibration checks are complete or type Q agnd enter
on keyboard ’ :

.SIGNATURE éﬁz’k—bfg‘w—v\_

*WITE QR WITHOUT VAPOR RECIRCULATION AND WITH OR WITHOUT KEYBOARD

DHS/DSLS/Form C1i6 (Rev.7-93)



