TUCSON POLICE DEPARTMENT

CRIME LABORATORY &f\
The undersigned Quality Assurance Specialist, having been qualified
by the Arizona Department of Public Safety for Intoxilyzer 5000
inspection, and having performed such inspections on Intoxilyzer 5000

o= . Serial # lolo— costeY |, certifies by her signature:

on E&I/Q/CH . with a result of 0.050 AC, 0. 05| AC.

and on 19/9?/04 _witharesult of 0.08Y AC. [.083AC,

this instrument was tested with a known alcohol reference standard,

and always produced results within the acceptable accuracy limits

(from _0.070 AC. to _0.090 AC). as defined by R9-14-404.A.3.
No problems were reported concerning this instrument between these

two dates. J

s 57 Copids

Jenniter L. Coombs

ADPS QAS Permit #QAS 29886 (issue date 06/15/2004)

SUBSCRIBED AND SWORN to before me
e GFFICIAL SEAL
e KATHY A. KINNEY

i = &| NOTARY PUBLIC-ARIZONALIIS gﬁ 3 . day of fecombec. 20.04.

PIMA COUNTY

Km.q L2 EEL}"LA-"I 8.
Notary Public {




+=Td REZPOLRT DREPARZD PURSUOANT TO DOTY IMPASED 'BY
AN.AE. RI—-I4=404(R)
ARIZONA DEDARTHMENT OF HBEALTZ -SZATVICES

b §
INTOXILYZER HODEL 5000~ /{7\.\

=P
T Disslay reads "READY TO START" or "PUSHE sUTTON TO STAAT
s TEST "
DIAGNOSTIC TESTS
. o DM Tast check. Setting should b= bstwasn .200 and
_£00. Made selection switch S2 on, S1 and S3 off aor
keyboard menu selection MREY. Rzading 1s . P05 .
L Display Test check. Mode selectian switch 31 an aand 52
and S31 off or keyboard menu selection "V
L= Printar Test chsck. Hads salection switch 31, 52, &3
aff or keyboard manu selectian "PM.
) vl Clock tims chack. Mods selscticon switcn 310 on oOrC
keyboard menu sslectian "ZU. ’
P Date check. Hode salection switen S1Il on or Keyboard
menu ssleccion "ET.
QR EHATTIONAL TESTS
P Alconal fra= subject Test rasult 0. J00 AC

—fxy—  ETTOT recagnition lagic system functiening
Invalid test printed

—L5— Proper sample recognitlon system
Invalid sample printed—=<— -
Deficient sample printad-Ea—

N/A Campleteness of sample purgs with collection tube**
~ Prn— Calibration standard 0. Q0%0 AC
Besults: 0.050DAC .4 0.0F A4
Instrument operating propsrly and accurately. YES ~HO

COMHENTS -

SIGNATURE Q“(/"‘U r’%“fﬁ'ﬂlﬁ%
B

EL[QIE‘E 2lcohal concentration standard caollectsad for subsegueant
analysis._ *#*

*WITE OR WITHOUT VAPOR RECIRCULATION AND WITE OR WITHQGT EEZT¥BOARD
**THTS ETEP IS5 ONLY REQUIRED IP TEIS DEVICE 18 BEING USED FOR
SAWPLE CAPTURE.

DHS/DSLS/Form €117 (Rev-7-93)
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STANDARD QUALITY ASSURANCE PROCEDURES
TNTOIILYZER HODEL 5000+ ,@‘«

STANDARD CALIZRATION CEEZCX PROCEDURZ

Tucsan Boligs [epartmant Dates IL;/;/QL{ Tima -!EJ'( SE_._Z
lyzer Serial# fp=-0/S70Y% Lacation/)/) 71— ﬁff?

cialist _ Lyrie Dordr Lip 33 -

(Print Heoe)

1. ©Pour a standard alcohol solution of known value into a
clean dry simulator jar and assemble the simulator.
Tnsure that a2 tight se=al has besn mada.

tandard valu=s: 0. & AC

5. Turn on the simulateor and a2llow the Tempara ture to
reach 34°C+.2°C.

1. Sec Intoxilyzer made selection in ths ACA mode by
switching mode selection switch #3 on or selecting "C"

an keybgard menuy.
Attach simulator to the simulator entrance port on the
Intaxilyzer.

e

5. Intoxilyzer 5000 display rsads "READY TO START" or
wBIISH BUTTOH":

§. ©Push Start Tast button or press entzr on keyboard.

7. Insert card in responss to display.

§. Air blank completed.

g. Calibration check completed.

Test results 0.4050+0.08( AC
10. Air blank completed.
1. When display reads Test Complete remove evidence- card.
Attach the card to the completed checklist.
13. Return mode selection switch #9 to off position arfter
all calibration chacks are complets or type Q and enter

on nygcard.
TRE f;lagﬁx{#sfélﬁlﬁﬁfhth

OB WITHEODGT VAPOR RECIRCUOLATION AND WITH OR WITHOCOT XEYBOARD

LS /Form Cl1l16 (Rev.7-23)
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TETS REPORT PREPARED PURSUANT T OGTY IM2Q8Z0 BY
AA.C. RI=14-404(A) (

ARIZONA DEPAHTHENT QF HIZALTH BEAVICES

STANDARD QUALILITY ASSURANCE BROCEDDHES
INTOXILYZER HODEL 5000

Invalid test printed
Proper sample recognition system
Invalid sample pringad v~ .
Deficient szmple prints=d
Completeness of sample purge with collection tubea#**
- Calibration standard 0. O30 AC
Results: 0.08/AC & 0.083H
nstrument operating properly and accurately. YESVY HO

INTOXTLYZER SERTAL £ (olp-0050 ToCaTION DUt HG
parz tyeomber 29 ¥d 7oLk TIME 015 =
./ Oisplav reads MREANY TO START" or "2PUSH BUTION TOQ START
TEST - )
DIAGNOSTIC TESTS
7 DM Test check. Ssatting should be befwe=en .200 and
_ 600 . Mode selection switch 82 on, S1 and 53 ofif or
keyboard menu selection "HY. Reading 1is EEEE .
Vi pDisplay Test check. Mode seslection switch 51 an =nd 52
and S3 off or kevboard menu selection "V,
el Brifnter Test check. Mode selection switch S1; 852, 53
off or keyboard menu sslectign "EN
W/ Clock time check. Mode sslsctlon switcch 510 on oz
keyboard menu selection ME". :
J/’ Dates check Mada selection switch S11 on or Xeybaoard
menu seslasction "E":
QS ERATIONAL, TESTS
5§ Alconol free subject Test result 0.0CD A0
Error recognition logic system funchtioning

) = /] i 7 s
SIGNATURE /ﬂbﬂ,{ﬂ,&f L/;j’ C :ﬁfﬁ\(‘f%

§ . . _ . 4o
Q. aleoldbl dohcentration standard collacted for subseguent
analysis.w*

*WITE OR WITHOUT VAROR RECIRCULATION AND WITE OR WITEQUT XEYSCARD
x*TETS SETEP IS ONLY:REQUIRED LF TEIS DEVICE I8 IBING USED FOX
BRMPLE CAPTURE.

DES/DSLS/Fora €117 (Ray.7-93)
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ORT PREDPARED PURSUANT TC DUTY IMPOSED BY j
A.A.C., RI-14-404(H)

ARIZONA DERARTHENT OF HEALTH BERVICES

STANDARD QUALITY ASSURANCE PROCEDURES
INTOIILYZER HMODEL 5000+

ETANDARD CALIBRATION CHECK FROCEZDURE 43\

i T
Agency _Tucson Pglice Department Date h?h??ﬁﬁq Tima Uffb
Intoxilyzer Serialf# _(sle-CoS0T¥l Location ™) HTG

QA Specialist Nonnder Copmls HlollcD
B ' (Print Name)

{ w/} 1. ©Pour a standard alcchol solution of known value into a
clean dry simulator jar and assemble the simulator.
Insures that a ngh_ sea' has been made.

Standard valua: ﬂfb AC

: durn on the simuﬂauor and allow the tegpserature to
reach 34°%C+.2°C.

i u/} 3. Set Intoxilyzer moda cselecticon in the ACA mode by

switching mode salection switch #9 on or selecting "C"
on keyboard manu.
. ttach similator to the simulator entrance port on the
Intoxilyzer.
Intoxilyzer 5000 display reads "READY TO START" ar
"PUUSH BIFTTON".
. Push Start Test butitoen or press entser on keyboard.
. Insert card in response to display.
. A2ir blank cc4ulau=d
. Calibration check comple Led.
Tast rasults O ﬂgqﬂliﬁﬂg;

10. Air blank completsd.

11. Wnen display rsads Test Complete remove evidence card.
Attach the card to the completed checklist. ’

12. Beturn mode selection switch #9 te off position after

all qa‘lbratlsn checks are complete or type Q 2and enter

ST jm@l 2 Louds

*WITH QR WITEJQUT GR DECTRCOLATION AND WITH OR WITHOUT XEYBOARD
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