TUCSON POLICE DEPARTMENT
CRIME LABORATORY
The undersigned Quality Assurance Specialist, having been qualified
by the Arizona Department of Public Safety for Intoxilyzer 3000
inspection, and having performed such inspections on Intoxilyzer 5000

— . Senal# _gg-a050D05 . certifies by her signature:
on R/R5/0F  witharesult of 0.081 AC. O.06C,

i

and on 3 /24 JO¥ with a result of o, D7FAC. 0.0F2AC,

this mstrument was tested with a known alcohol reference standard,
and always produced results witlhin the acceptable accuracy limits

(from _ 0.070 AC, to _0.090 AC) . as defined by R9-14-404.A.3.

No problems were reported concerning this instrument between these

Qlﬂnve»{aﬁzx_ﬁ__

Irene Doran

two dates.
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= _.3K~ Y AADPSOAS Permit #QAS 29586 (issue date 01/08/2004)

% & = ﬁ.« _uLH'-r'

Sy mee s LI IBGCRIBED AND SWORN to before me

this_494 . day of March . 2004
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TEIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY
A.A.C. RI—-14-404 (A}

BIIIBIT Q

ARTZONA DEPARTMENT OF HPALTH BERVICES

STANDARD QUALITY ASSURANCE PROCEDURES /W
INTOXILYZER MODEL 5000+

acEncy Tucson Police o spEcIALIST __[ /71 QOFAn @éf‘fd
(Print Hame)
INTOXILYZER SERIAL # (f—00 5005 LOCATION i/ T /A

DATE. P OnidAys 5 5 FooY TIME_LOO)
Nz

W A4iT__ Display reads "READY TO START" or FDUSH BUTTON TO START
TEST. "

sl DVM Test check. Satting should bhe between .200 and

.600. Mode selection switch 52 on, S1 and S3 off or
keyboard menu selection "H". Reading is _- 52 / .

miﬁkr" Display Test check. Mode s=2lection switch S1 on and 52

s and 53 off or keyboard menu selection "V".

c Printer Test check. Mode selection switch 51, 52, 813

% ©off or keyboard menu selection "P".

::ffé; Clock time check. Mode selzction sv¥itch S10 an or

keyboard menu salection "ZE". ?

- ‘ﬁgﬂ Date chsck. Mode selection switch 511 on or keyboard

menu selection "E".

QBERATIONAT TESTS
LIS Alcohel fres subject Test result 0.0p0 AcC
~ 2 Error recognition logic system functioning
Tnvalid tast printed
h ol Proper sample rescognition system
Invalid sample printedss”
Deficient sample printeddd
i N/A Completeness of sample purge with collection tuba#*=*

§ Calibration standard 0.4048°9 AC 5L/
HO

Results: 0.A8/A4C o o.95a2A7
Instrument operating properly and accurately. ¥YE

COMMENTS : B MIWC A _pbtad 3 it s
P som e Punchiim  or) Zrshi-Side
~CQleahcd, Proler & regeated povnrfr digansssc .

SIGNATURE __4 (LAl s

DH/FT‘& alcanol concentration standard collected for subseguent
analysis.*%

*WITE OR WITHEOUT VAPOR RECIRCULATION AND WITHE OR WITEOUT KEYEORRD
**THIS STEP IS ONLY REQUIRED IP THIS DEVICE IS BEING UBED FOR
BAMPLE CAFTURE.

DHS/DSLS/Form Cl17(Rev.7-33)
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EZZIBIT T xqfdjfﬂr

TETS REPORT PREPARED PURSUANT TO DUTY IXPOEBEZD
A.A.C. R9-14-404(A)

o
e

ADIZONA DEDARTHMENT OF EEALTE EZRVICES

STANDARD QUALITY ASSURANCE qucznﬁzzsﬂ&ﬂ
INTOIILYZER HODEL 5000* i\

ETANDALD CALIBRATION CEECK PROCEDURE

Agericy _Tucson Polics Napartment Date g%é?fﬂ@%ﬁ Tina JOOC
Tntoxilyzer Serialé (fh—J05PO5  Location DT T
QA Specialist Lrenc Dnyar  Fe33/
(Print MNama)
@H;ﬁf'l_ Saur a standard alcghol solution of known value inso 2
clean dry simulatar jar and assemble Thsa simulator.
Tnsure that a tight ssal has been macs.
standard valus Q. rigd =
(gsh 2. Turn on the slnu1at or and 2llow the CampEracursa Lo
reach 34°%Cx.2°%C.
23T 3 Sat Tntoxilyzer made selection in the ACA mode Dy
<witcning meds sslsction switeh #3 on or salasctlng "CY
on keyboard manu. ’
(asT == attach simulator te the simulator entTance port an the
Intoxilyzer.
~tersT 5- Intaxilyzer 5000 display reads "READY TO START - =
npsH BUTTON!
-4£$:ﬂ¢7 §. 'Push Start Test butign or press anter on kKeyboard.-
¢ _pas 7. Insert carzd in :ﬂrnohﬂﬂ to display.
Aateps] 8 Alr Qlajk complete
st 5T 9 Calipratcion chack conml sted.
Test results 0.0%5/+ g.082 AC
<2 Lps] 10. Alr blanx completed.
gl o] 11- Wnan display reads Test Cgmplate remove evidence card.
Attach the card tg the :ﬂmg1ebad chacklist.

|.l

i

W

m ol
Hrlﬁfh

curn mode sslection switch #3 to oif pasition actc
2

— 1=
cal bration checks are complate or type Q and entar

*®¥ITE OR WLTZEOUT VYAFOR RECIRCOLATION AND WITE OR WITEQUT

b

E¥B0ARD

[ &

DHS/DSLS/Form C1l18 (Rev.7-=93)




BIEIBIT Q >l

TEIS REPORT PREPARED PURSUANT TO DUTY IMDPOSED BY
A-A.C. R9-=14-404 ()

ARIZONA DEFARTHENT OF HEALTH EBEAVICES

STANDARD QUALITY ASSURANCE PROCEDURES Q\\
INTOIILYZER HGDE._. 5000

AGENCY Tucson Police ga SPECTALIST r"‘rf!IL" D&r‘ﬂﬂ (-é:jjd
(Print Name

INTOXILYZER SERIAL #@lb— 005005 LOCATION iyl- Afa

oaTe_ Marly 9 14—2004% TIME

L i o JSH BT
Display reads "READY TO START" or "PUSH BUTTON TO START
RSN

DIAGNQSTIC TESTS
=5 DVH Tast check. Setting should be batween .200 and
" .600. Mode selection switch 52 on, 51 and 53 off or
keyhboard menu selection "H". Reading is _ - 533 .
._jEEEE:: Display Test check. Mode selection switch §1 on and 52
and 83 off or keyboard menu selection "V".
- L Srinter Test check, Mode selection switch 51, 52, 52
off aor keyboard menu selection "P".
23— Clock time check. Hode selection su*tcn S10 on or
¥xeyboard msnu selsction "E".
s Date chack. Mode selaction switch S11 on or kevboard
menu sselection "E".

Alco hc_‘:l fres 5‘:1.1'1:::'] ect Test result 0. MO aC
Error recagnition logic system functioning

Invalid test printed
ﬂs Proper sample recognition system
: Invalid sample printed Fu
Deficient sannla Drlnuﬂdpfaf'
N/A Completeness of sample purge with ceollection tube**
\__ﬁisj Calibration standard 0.0Y% AC
Results: 0. 07FTAC + oA
Instrument operating properly and accurately. YESLNO

COMMENTS:

= fia
SIGNATURE M / G o B P
[

gLﬁﬂE:?alcohol concentration standard collected for subseguent
analysis.®=*

*WITH OR WITEQUT VAPOR RECIRCULATICN AND WITE OR WITEOUT EEYBOARD
**THIS STEP IS ONLY REQUIRED IP TEIS DEVICE IS BEING USED FOR
EAMPLE CAPTURE.

DHS/DSLS/Form Cl17 (Rev.7-33)
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EXHIBIT P | 7

~HIS REPORT PREPARED PURSUANT TO DUTY IHPOSED EY
A.A.C. RI-14—404(R)

ARIZONA DEPARTMENT OF EEALTH BERVICES

STANDARD QUALITY ASSURANCE PROCEDURES &?u
INTOXILYZER MODEL 5000%

STANDARD CALIBRATION CEECK PROCEDURE

Agency _Tucson Police Degartment Date .‘j;"’;i’_‘j"/ﬂl% Time  /R¥S

Intoxilyzer Serial# ;g@*ﬂﬂﬁgg_gg Location J_":‘UIZFJZO
Qr specialist Lrearc Doran [Se33() >
fPrint Nam2)
E{ﬁf} 1. Pour a standazd alcohol solution of kKnown value intc =

clean dry simulator jar and assemble the simulator.
Tnsure that a tight seal has bssn made.
Standard values: 0.0¢€0 AC
Turn on the simulatar and allow the Tem
reach J4°C+.2°C.
b{@f{ 1. .Set Intoxilyzer mode selection in the ACA mode by
switching mode selsction switch #9 on or selecting "C“
on keyboard menu:.
Attach simulateor to the simulator sntr
Intoxilyzer.
Intoxilyzer 5000 display reads "QEADY TO STARTY or
"RUISH: BUITOH".
push Start Test button or Press entsr on kayboard.
_ Tnsert card in response to display.
. Air blank completed.
calibration check completed.
Test results 0.0FF HAOF T AC .
Fat o] 10- Air blank completed.
Fto o) 11- When display reads Test Complete rszmove evidance card.
: Attach the card to the completad checklist.
%F%ff 132. Return mode salecticn switch 79 to off position after
: all calibration checks are compleste or type Q and enter

SIGNATURE

*®RITHE OR WITHOUT VAFOR RECIRCULATION AND WITE OR WITHEQUT XEY¥SO0ARD
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DHS/DSLS/Form CL1A (Rev.7-93)




[

TUCSON

/7% |

&
TUCSON POLICE DEPARTMENT
CRIME LABORATORY

NTOXILYZER SERVICE RECORD

Dare:

3/E&/0%

Intoxilyzer Seral Number:

QAS:

blr- 005005
Lrene Doran (#%¢33/)

Problemn Descnpuon:
Whth X 1orem

r}}r e Calllrcl v SQOAF o0 QE25/0¥,

The braitr  Los  widld st ﬁrgﬁﬁq fo [ernperarire

L_ronSis enfly .

Ol _fon A (rrCopSiskrcy im TAC V22|

If the instrument 15
Date ourt of service

o
LE

Ca_librzcioﬂ Che

3 Yes Date:

completed prior to removal from service:

taken our of service, complere the following

VaVZis

0 No

Il SQAP completed

0 Yes Date:

prior to removal from service: | ‘

0O No ‘

Date returned to service:

N/A

: ‘ Corrective Action Taken or Repairs: 3/¢/04 f?r’_ﬁféc‘ﬂ?’ T i e
‘ pose .. Also adiusted rlock _abcod 3 mmhg e 17S.




