TUCSON POLICE DEPARTMENT
CRIME LABORATORY 4‘\
The undersigned Quality Assurance Specialist, having been qualified
by the Arizona Department of Public Safety for Intoxilyzer 3000
mspection, and having performed such inspections on Intoxilyzer 5000
_Serial # (plp ~005005 _ certifies by her signature:
on_4/22/0¢  witharesultof (). 7eAC. 9.0FGAC.

.

and on 5/{?/5'7': .with aresult of O& AC. p.4& AC,

this instrument was tested with a known alcohol reference standard,
and always produced results within the acceptable accuracy limits

(from _0.070 AC. to_0.090 AC) . as defined by R9-14-404 A 3.

No problems were reported conceming this instrument between these

Lhene Borar

Irene Doran

two dates.

* ADPS QAS Permit #HQAS 29586 (issue datz 01/08/2004)
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INTOXILYZFER SERIIAL # b— 00505 LGC.A.TZ:"‘ our Q
DATE_ Awri/ 2 =3 00% TIiu=z &7 = v
—f .
e Display reads "REAQY TO START" or *DUsSH BUTTON TO START
TEST." i
RIAGNOQSTTC TESTS
DVH Tast check. Satting should bs bstween .200 aad
.600. Hode selection switch 52 on, Si and L B 5 iy e
keyboard menu selectisn "H". Reading is _ , 9353

o -

DJ.EDTE‘._; Tns_ check. Made selection swvitch 51 gn ar

_aflT
L -
_:iﬁii:;_ Pantar Tast cLZ
e
S~

jﬂﬂa d menu selection ”U”
=

<. Hode selection switch 51, 52, 53
aff o=x keyboard wmenu sslactian "o,
n::'-h;:}: '.‘_‘i:e check ode selectlon switch 510 on oo

fres subjsct Test re
ror recognition logic syst
Invalid test printed
'-t’ﬂﬁ Broper sample recoghltion systen
Invalid samples printed g
Daficient samplea ?:}ri'ln_:'ﬂﬂr
N/A Completsness of sample purge with collaction tubaos**
_,__,gé’; Calibration sLa&g;a‘r:f: 0. 080 A
Results: 0.0F& 0.0 Fo Ac

Instrument operating properly and accurately. YES. NO___

B &

L

COMMENTS
SIGNATURE ‘ﬁ%/b /<9—£)3,,,____
QJ':” 'd’ﬁ,:lr:c:hcl concantration standard collectaed for subssguent

analysis.««

*WITH OR WITHQUT VAIOR RECIRCULATION ZAND WITE OR WITHOUT EKEYBOAHD

**THTS BTEP IS ONLY -REQUIRED I¥ THIS DEVICE I8 BEING UBED FOR
EAMPLE CADTURE.

DHS/DSLS/Form €117 (Rev.7-53)
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- THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY
A.A.C. R9-14-404(2)

ARTIZIONA DEPARTMENT OF HEALTH BEUVICES

STANDARD QUALITY ASSURANCE PHOCEDURESH
INTOZILYZER HMODEL 5000% /Sk

CSTANDARD CATIDRATION CHECKE PROCEDURE

Agency _Tucson Police Department Date ?ﬂi%a?/a i ima 5255 E
Intoxilyzer Serialf @W,—005005 Lo fﬂt‘ﬂ1 Lyl 40

QA Specialist —renl Do (4o 33])
(Pfint Nama)
{og) 1. Pour a standard alcohol solution of known value into a

clean dry simulator jar and assemble the sinmulator.
Insure that a tight seal has been made.
Standard value: 0.080 AC

Q%Kﬁ 2. Turn on the simulator and allow the temperature to
reach 34°C+.2°%.

Lqﬂrl 3. Set Intoxilyzer mode selection in the ACA mode by
switching mode selection switch #9 on or selecting "cg®
on keyboard maenu.

(W) 4. Attach simulator to the simulator entrance port on the
Intoxilyzer.
—crlw2s) 5. Intoxilyzer 5000 display reads "“READY TO START" or

"BUSH BUTTONH".

(v 6. Push Start Test button or press enter on keyboard.

<Gkbga) 7. Insert card in response to display.

~fA) 8. Alr blank completed.

i) 9. Calibration check completed.
Test results 0.0ﬁqﬂfaﬂﬂ}ghc

<P ¥r) 10. Air blank completed.

—&. =7 11. When display reads Test Complete remove evidence carxd.
Attach the card to the completed checklist,

£LHT 12. Return mode selection switch #9 to off position after

all calibration checks are complete or type Q and =snter
on keyhoard.

SIGNATURE /(9'@‘1@7‘——
1%

*HITH OR WITHEQUT VAPOR RECIRCULATION AND WITE OR WITEQUT KEYEBOARD

DHS/DSLS/Form Cllé (Rev.7-93)
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ARIZ0NA DEPARTMENT QF EEALTE S5Zavricce

ITY ASSURANCE DHoCSOORPs
INTOQIILY3ER MODEL 5000= ;ﬁh

AGENCY Tucson Polics gy goreriiTeT Tﬁfﬁfh’ f)szﬂq Ao =.
Bring HFClﬁ_Eﬂ—7)

INTOXILYZER SERIAL # MG005005 rocxTIeN DT HO
DATE /Zfr:{i:f _149 I9_200cF TIidz__ /3 33 i

42§ bDisplay reads "READY TO START" or "D2USH BUTTON TQ s—vas
it Syl ey
DIAGNOSTIC TESTS
— R DV Test check. Sstting should bs betwssn .300 and
-600. Mode sslection switch 52 on, S1 and 51 off o=
<eyboard menu sslection "H". Raading is _ » 55 :
ﬁé%t Display Test chack. HMode sslectian switch S1 on =204 572
and 53 off or ksyboard menu selsctian "V, o
3:&5 Brintar Test check. Haode selecticn switch e it S
off or keyboard menu s=lsction "2
hﬁéhjgy Clock Tims check. Mode sslsction switeh SL0 on o
kaeyboard menu salectiagn "E!. *
‘ﬂﬁaﬂﬁ_ Date chsck Mads ‘salsction switeh S11 on gr ksvboztd
manu salsctign "EY
QDERATIONRL, TESTS
=0 Alcanol fres subjasct Tast zesult 0.0 AC
2L Error recognition logic: system functioning
: Invalid test printad~* ¢
IG5 Draoper sample recognition system
Invalid sample printad .y
X Deficient sample print=d®<
: N/ Completaness of 535;1& Durge With Collection tube**
P45 Calibration standard 0. O&70 ac
Results: 0. 0§/ AC + gacgff,q-@
Instrumant operating proparly and accuraksly. YEST ¥O

corments:? oved ohad Zpam Y30 — (%33
gt fov Fiok hirafing
CHEpoed brarh hok ~ _Lldance Zkint rollcr

SIGNATﬂﬁﬂ (ﬁ D

Q. E!ﬂ alcohol concentraztion standard colleckted for :HHSEﬂuEﬂL
analysis. **

*WITE OR WITEQUT VAYOR RECIRCULATION AND WIT= OR WITHQUT XEYBOARD
*%TEIS S8TE? IS ONLY -REQUIRED IFP THLIS DEVICE IS BEING USED FOR
=" BAMNDLE CARTORR.

DHS/DSLS/Form Cl17(Rav.7-93)
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Tucson Police Department Crime Laboratory
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Agency

fglz @
EIRIAIT P e

THEIS REPORT PREPARED PURSUANT TO DUTY IHPOSED BY
A.A.C. BI-14=404(n)

ARTZONA DEPARTHMENT OF HEALTHE BEATICES

ETANDARD QUALITY EEE*REH”’ HGCEEERES#ﬁh
INTOITILYZIER HODEL 5000+

STANDARD CALIZRATION CHECX PROCZOURE

Intoxilyzer SE:Ld_féﬁ Location

QA Specialist fff}jf i b7 fHEe33] ]

(e

(L)
(5a5)

SIGHATURE

1

Id

L

12. Return mode s=lection switch #9 to off position after
all calibration checks are complets or type Q and ent

Tucson Pg 102 henartment =3 ﬂfizﬁﬂﬂof ime Aajg
¥ Coc DL f}q ———

L\ (Priht Name)
Pour a standard alcohol solution of kXnoun value into g
clean dry simulatarc jar and assemble the simulataor.
Insure that a tight sea2l has beén wmade.
Standard value: 0. 0fD A
lurn on the simulator and allow the Temperaturs to
rsach 347Cs.2%.
S8t Intoxilyzer mﬂﬂﬂ selection in the ACA mode by
switching mode selection switch #9 on or selecting “cn
on XKeyboard menu.
Attach simulator to the simulator entrance port on the
intoxilyzer
Intoxilyzer 5000 display reads "READY TO START" or
"PUSH BUTTOH!
Push Start Test button or press ent=r on keyboard.
Inserc card 1n responss to display
Alr b_a“k Camnla:ed.

Tast Lest_lts G.ij*ﬂrﬂ L. &

0. Alr blank completad.

Whan display reads Test Complete remove evidence card.
Attach the card to the completed checklist.

g

zﬂafb“ﬁ%

*RFITE OR WITHOUT VAPOR RECIRCOLATION AND WITE OR WITHOUT XEYSOARD

DHES/DSLS/Form Clls (Rav.7-93)



