TUCSON POLICE DEPARTMENT
CRIME LABORATORY AN
The undersigned Quality Assurance Specialist, having been qualified
by the Arizona Department of Public Safety for Intoxilyzer 3000
mspection, and having performed such inspections on Intoxilyzer 5000

# .Serial # p@-205005 . certifies by her signature;

on __ Eluloy _with a result of 2. 077 AC. D-07FAC.

andon 9/9/64 . witharesultof 0.0728 AC. 0.083 AC.

this instrument was tested with a known alcohol reference standard,
and always produced results within the acceptable accuracy limits

(from _0.070 AC, to _0.090 AC) . as defined by R9-14-404.A.3.

No problems were reported concerning this instrument between these

Giere Aare.

[rene Doran

two dates.

ADPS QAS Permit #QAS 29586 (1ssue date 01/08/2004)

SUBSCRIBED AND SWORN to before me

this ___‘:)'_ day oﬂj'efmﬂ ber . 200Y.

L9

Netlry Public (]

P GEFICIAL SEAL
KATHY A. KINNEY
NOTARY PUBLIC-ARIZONA

 PIMA COUNTY
My Comm. EXp. Sept. 4, 2008
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T#TS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY
A.ALC. RI-14-404 (A)

~ R IZONA DEPARTHENT OF HEALTE BERVICES

STANDARD QUALITY ASS
INTOXILYZIZER HODEL

STANDARD CALTARATION CEECE PEHOCEDURE :}

lica Denarbmant Da B E(H}Gi- T}:E. O1EE

(PEinc Nane)
{ v/} i Daur a standard aleoheol salution of %oown vaelue intao &
clean dry simuylatoer jar and assemnle the simulatar
Tnsure tnat a tight seal has Daen rade
Srtandard valus: 0,080 =C
{ V/E 5 . Turn on the simulator and allaw thea Semperature: To
reach 34°C+.2°C
{ u/} 4 Sek Intoxilyzer mads selecticn 1im ths ACA mode by
switching mode sslection switch #9 en or selecting "C"
on. keyboard menil.
{ ¢/} 4. Attach simulator to: the sinmulator BITZANCE port on the
Inforiliyzer,
A ) 5. Intoxilyzsx 5000 display rsads "HAEADY Td STATTY oF
TBUSH BUTTOW!
Jﬁ q/‘ §. Dush . Start Test button or prass enwet on keyboard.
A gfﬁ >. Tneert: card in rasponss to displays
AT W) &8s Aizx blank completsd.
A7) 8 calibration check complatacd.
Test results 0.077AC 20078 Ac f
(w73 1e. Alr bhlank completad.
i w’% 11. When display reads Test Complefe remave evi idence card.
At+ach the card to the compleated checkiist.,
{ «f} 12.. Return madse sslection switch #9 fgo ofZf position aftar
411 ealibration checks are <O gmolets or typs Q and entar

on kalyooarnd. (q
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:éﬁ: DV Tast check Setting shauld bes batwsan 200 and
500, Haode sglection switch. .52 .60 51 and: 53 9 ez
keyboard menu selectign "H". Reading 1is 756
. Display Test check: Mode selection suitch 51 on and §2
and S3 off or kayboard menu selection "V'.
A printer Test check. HMode selsctien switcp Sk, S22, 53
*r gff o Keybgard menu sslaction "BV.
EI& Clock tims chack. Mode salsaction switch S10 gon ©F
R=ypoaxzd m=pn selsction MEY.
. éﬁ Date chack. Mada salaction switch Sii on or kevbgard
: gsn sslacitign "B i
QR EDATTOMNAT TESES
L Alcohol freses subject Test result §.400 ac
A Error recagnition logic system functlaoning
Invalid test printed
54%; Praper sample racognition systsm
Invalid sample printsd. P
Daficiant sample printed<?Q
M/ A Campletsness of sample purge with collaction tubs*=*
Lg— Calibration standard 0. 0F7 AC
Results: 0. Q?"?fﬂ*a 0§35 N
Iinstrument coperating properly and accurately. ¥ES NO__
COMMENTS ﬁﬁﬂf—“} 091 =% —
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N
THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY
ALR.C. Ry-14-404(R)
ARTZONA DERARTHMENT QF HEALTH BERVICES
STAMDAHRD QUALITY ASSURANCE PHOCEDURE

INTOXILYZER HODEL 5000%*

STANDARD CALIZRATION CEECK PROCEDURE

Bour a shtandard alcohol solution of

known value intg a
clean dry simulator jar and assemble the simulator.
Insure that a tight s2al has been made.

Standard wvalus: 0. 0Of0C AC
Tiirn on the simulator and allow
34724

S am

reach i T

(g 3- Sat Intoxilyzer mada selection in the ACA moda by
L switching mode sslection switch #2 on or salecting "CM
an xevbocard menu.
e 4 Attach simulator to the simulator entzance port on the
Intoxllyzer:
2, (% 5 Intexilyzer 5000 display reads "RIADY TC START! .or
"DUSH, BUTTGN".
=J%{fﬁr7 5 Push Start Test button or press entsr on keyboard.
AL T Insesxzt card in rasgponse to display.
. - 8. Alr Dblank completed.
&gy o Calibration check complscad.
Test results 0. 0F +0.083 AC
-ﬂ%ﬁa&%ﬂ 10.- Air blank completed.
LUt LL. When display reads Test Complete remove evidenca card.
Attach the card to the completed checklist.
(wp?f 12. Return mode selection switch #9 to off positian aftar
all calibration checks are complets or type Q and =nter
: on Esyboard.
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