TUCSON POLICE DEPARTMENT
CRIME LABORATORY
AN
The undersigned Quality Assurance Specialist, having been qualified
by the Arizona Department of Public Safety for Intoxilyzer 5000
inspection, and having performed such inspections on Intoxilyzer 5000

——

# . Serial # _6&-ppSDO5 . certifies by her signature:

on _JOo/F fo¥ . witharesultof0.0Z2F AC.0.0Z2&AC,

andon // [/ . witharesultof .02 AC.0029 AC.

this instrument was tested with a known alcohol reference standard,
and always produced results within the acceptable accuracy limits

(from _ 0.070 AC. to _0.090 AC) . as defined by R9-14-404.A.3.

No problems were reported concerning this instrument between these

Bises sl

N [renie Doran

two dates.

ADPS QAS Permit #QAS 29586 (issue date 01/08/2004)

SUBSCRIBED AND SWORN to before me

— GFFICIAL SEAL

. et _r' KATHY Pﬁ KlNN% E . da}; Df"—‘ I:I E g - ZG_Q'Z

=l NOTARY PUBLIC-ARIZO
Y5/ piMA COUNTY
Z My Comm, Exp. Sept. 4, 2008 |
ke ) |
" Notady Public




TELS REFPORT PREPAREZD PURSUANT TO DGTY IMPOSED BY
ALRALCL R9—L4—404 (A)
ARIZONA DEPARTHENT OF EZALTIE GERVICES
STANDARD QUALITY ASSURANCE ?Recz:_—:"zz/{ox\
INTOZILYZER MODZL S0oQs \
e, L - —_—
sgency Tucson Polics  gx sorcranist Lrene Doren +p33/(
B=E e e T - A |
LEDLlOT sama)
INTOXILYZER SERIAL # 005005 LOCATION DUT H-Q
DATE Oct-obrr 77 1 ACOF = J): ?’

i
fu
oy
1
i
[u
i
|
i
|
10
[
"
i-]
i
L
I
1=
Ll
E
]
i
3
IE}
Ui
1

Drsoltay reads "EEADN: 20 S5TNAT Usd BUTTEON TQ SsTiaT
TEST."
DIAGNQSTIC TESTS
" DV Taest check. Sstting should ba babtuesen 200 and
;600. HMode selectieon switch 52 on, 51 and 53 off or
kxeyboard menu selsction "H". Raading is ﬁﬁ% :
i Display Test check. Mode sslection switch S1 ©n and 52
and S3 off or keyboard menu selection "V!
\j‘dr' Driftar Taest chack. Mode selsactiaon swibenl $1, S2, §13
oni or XKevbhoard menu s=lsctian "32¢
:Eéiz Clock time chack. Mode selascroion swlich 510 on o
kevboard mend seslsction "E".
:@ Data chack. Hade selsaction switcn S11 gon oo Kevbasztd
menu salnokign YEY
QPERATIONAL TESTS
.:‘E Alcohol fres subject Test rasult 0. oob AC
Error recagnition logic system functioning

S il

Invalid test printed
~Z4y~  Proper sample recognition systes

Invalid sample printed<f4—

Deficient szmple printad—ﬂd“

N/A Completeness of sa‘-".:l'la surge with collection tubs**
el calibration standard 0. M AC
Results: 0.0 T8AC "!‘-D EF&AT— 5‘/
YEI NG

Instrument operating properly and accurately.

corpenrs: ¥ 11 ~ /¥

SIGHNATUEE MM/ /@'ﬂ/ﬁ.l.m

i
0 NIMT cohol cancentration standard callected for subsesguent
analyals.**

*WITHE OR WLTHQUT VAPOR RECIRCULATION AND WITE OR WITHOUT XEYBOARD
x*xTETS STEP IS OQNLY ' REQUIRED IF TEIS DEVICE IS8 BEEING USED TOR
BEANPLE CAPTURE.

DHS/DSLS/Form C117(Rev.7-33)
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TEIS REPQRT PREPARED PURSUANT TO DUTY IMPFASED BY
ALR.C. BI=14—404 ()

ARTZONA DERRRTHENT OF HEARLTE BERVICES

ETANDARD QUALITY ASSURANCE PROCEDURE
INTOZIILYZER HODEL 5000*

ETANDARD CALIBFATION CHECK PROCEDURE ﬁaﬁ

c5 Police Departmen: Date fﬂj?/ﬂ‘f"

an Ti
Sa‘"1 alf FL-—cps5Y>5  Location Dy H1O
st Ltenr Daraga 4% 33/ =

(Brint MNime)

2l

. Pour a standard alcahaol solution af Xnaown value intg a
clean dry simulator jar and assemble the simulator.
Insure that a tight s=al has been nade

standard valus: 0.0fD Ac
Turn on the simulator and allow the temperature to
reach 34%C+.32%C . i
. Set Intoxilyzer wmode salection in the ACA mode by
switching mode selecticon switch #9 on or selecting "Cv
ocn KeyYbhboard menud. B
Attach simulator ta the simulator entrince port on ths
Intoxilyzer.
. Intoxilvzer 5000 display reszds "READY "TO START" or
NBUSH BUTTON". o

tart Test button or press enter on xeyboarxd.
Insert card in response to display.
Alr blank completed.
Calibration chack completed.
Test rasults 0N FE =+ 0.07& Ac
0. Air blank completed.

11. When display reads Test Complets remove evyidence card.

Attach the card to the cump’e;ad chacklist.
2. Return mode selection switch #9 to off positiaon after
all calibration checks are complete or type Q and enter

STGNATURE ﬂdQ{%ngr___
L e

*WITE OR WITHEOUT VAPOR RECIRCULATION AND-WITE OR WITHOUT KEYZOARD

DHS/DSLS/Form Cl11l6 (Rev.7-53)




EXETEIT @
TEIS REPORT PREPAREZD PUASUANT TO DOTY IH20520 BY
A.A.C. R3-14-404 (A)

g S
7 A Disolay reads "RFA0Y TO STAIT" or "PUSH BUTTON TO START
e 1]
DTAGHOSTIC TESTS
it pDVM Test check. Setting should be petwsen .200 and
500 . HMaode salection switch 52 on, 51 and 5] oiff or
k2yboard menu selection "H®". Rsading 1s 2953 3
g&fr_” Display Test check. Mode selection switch S1 on and 352
and S3 off or ksyboard menu salaction "V
— Dripntsr Test chack. Hadese selecoian swWwitch Si, 52, 53
aff or keyboard manu salectian "2".
o clock tims check. Made selection switch 510 on or
keyboard menu selection "Z'.
i I Date chack. Mode selection switch S11 on or kevhoard
nanu selection "E".

OPERATTIONAL TESTS
L& 2lcohal fre= subject Test rssult 0.000 Ag o 7
<& Error recognition logic system functioning
Invalid tast printed
P Proper sample recognition system
Invalid sample printed o o
Daficient sample printedoosa—
N/& Completeness of sample purge with collaction tuba*=*
Z4—— Calibration standard 0.p%?P acC
Results: 0. 0 FFAc « 0. & 29 4.

Instrument operating properly and accurately. YES '*'F[fo

COMHENTS

SIGNATURE ﬁm ’@'@5&%

‘1
Q.(ﬂiﬂfi{ alcohaol concentration standard collected for subseguent

analysis.

*WITH OR WITEQUT VAPOR RECIRCULATION AND WITE OR WITHCUT XK2Y¥BOARD
*#%*THETS STE® IS5 ONLY REQUIRED IF TEIS DEVICE IS BEING USED FoR
BAHRT,E CRETURE.

DHS/DSLS/Form Cl17(Rev.7-93)
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ARTZONA DEPARTMENT OF HEALTH BERVICES

STANDARD QUALITY ASSURRNCE PROCEDURE
ITHNTOIILYZER MODEL 5000*

(V)]

STANDARD CALIBRATION CHECK PROCEDURE &5{

Agency _Tucson palice Departmapt Date H;‘r‘;‘i‘rﬂ‘r‘( Time ,.fD_:.S'D

Tntoxilyzer Serialé pp—005005 Location DUl H#0

QA Specialist Treme Doren #6332/

(Print Name)

(wep+ L. PFour a standard aleohol solution of known valus into a

clesan dry simulator jar and assemble tns simulator.

Insure that a tight szal has been made.

Standard value: 0.0§® AC

Turn on the simulater and allow the temparature ta

reach 34°C+.2°%C.

set Intoxilyzer mode selection in tha ACA mode DY

switching mode selection switch #3 on or selecting "C"

on keyboard manul.

f?‘pd__J 4. Attach simulator to the simulator entrance port on: the
Intoxilyzer.

1%

Lot

(o)

was(eas~) 5. Intoxilyzer 3000 display reads "READY TO START" ox
"pUsSH BUTTON".

() &. Push Start Test button or press entsr on keyboard.

Palyeu— 7. Insert card in response to display.

“Fdae ) 8. Air blank completed.

fg—-';*fgﬂ_) g. cCcalibration check completad.

Test rasults 0.07F v 0.DFF AC -
#~(y2—) 10. Alr blank completed.
Gutr—) 11. Wnen display reads Test Complete remave evidence card.
Attach the card to the completed checklist. .
(ye— 12. Return node selection switch #9 to off positiom after
211 calibration checks are complete or type Q and enter
on keyhboard. St T

SIGNATURE M/@'WN
=

+WITH OR WITHOUT VAPOR RECIRCULATION AND FWITE OR WITHEUT EEYBEOARD

DHS,/DSL3/Form C1l6 (Rev. 7-93)




