TUCSON POLICE DEPARTMENT

CRIME LABORATORY A
The undersigned Quality Assurance Specialist, having been qualified
by the Arizona Department of Public Safety for Intoxilyzer 5000
inspection, and having performed such inspections on Intoxilyzer 5000

B . Serial # (ol o~ 00A005 | certifies by her signature:

on HQ/{P/CQ . with aresult of 0.079 AC. O.079AC,

and on /9/29/c4 . with a result of ).0§2 AC. 0.0F0AC,

this instrument was tested with a known alcohol reference standard,
and always produced results within the acceptable accuracy limits

(from _0.070 AC. to _0.090 AC) . as defined by R9-14-404.A.3.

No problems were reported concerning this instrument between these

/Q’Jumlq % Oﬂm |

Ie jr L. Coombs

two dates.

ADPS QAS Permlt #QAS 29886 (1ssue date 06/15/2004)

SUBSCRIBED AND SWORN to before me

e CEFICIAL SEAL

g N KATHY A, KINN |

2 e 15| NOTARY PUBLIC-ARIZONALIS _A9 .dayof fecanbier. 200Y4.
=4/ PIMA COUNTY

~ My Comm. Exp Sept. 4, 2008 |
Ngiar}r Public I( j




TELS REPOLT PEREPARED PURSUANT TO DGTY IMPOS5ED BY
ALALC. R3-14-404(37)
ARIZONA DEPARTHEPNT OF EBALTE BEFATICES

s o

INTOXILYZZR SERIAL #04@ 00505 LochTioN PDUL H P
DATE Decconber 2 14_olo0F TNz (F A5
ot

it Display reads "RZTIDY TO START" or "BUSH 3UTTON TO START
TEST "
DIAGHASTIC TESTS
P DVvM Test check. Setting snould pe bsatvas=n 200 apg
.600. HMade s=laction switch 52 on, 51 and gLff gF
keyboard menu salection "H". Reading 1is ﬁfé
o Disglay Test chack. Hode sslection switeh 51 on and 'S2
and s3 off or kévboard meshu salectraon "W
Ll Printsr Test check. Mode sslection switen S1, 52, 53
agff or Xkayboard menuy salection "2".
P Clock time check. Mode selsction switch S10 on oo
kevboard menu sslection "Z'. .
S Date check. Mode selection switch 511 an or keyboard
menu ssleactign "EV

QPERATTIONAT, TESTS
Alcshol free subject Tast result 0.4900 Ac
ﬁ Error recagnition legic system functioning
Invalid Ttest printed
2 Draper sample rscggnition systenm
Invalid sample printady -
Deficient szampls printedwir
W/A Campleteness of sample purge with collsction tubexs

QE:' Calibration standard 0.05D AC

RBesults: 0.0 Eﬁg o 0.07F94 C_ o
Instrument operating properly and accurately. YES<NO

COMMENTS .

SIGNATURE M f&—fﬂjla—ﬁ_h

g.b3$43fa1:Ghal cancentratrion standard collected for subseguent
analysis.**

*WITE QR WITHOUT VAPOR RECIRCULATION AND WITH OFR WITHOUT REYBORRD
*#*THIg BTE? IS ONLY REQUIRED IF TEIS DEVICEZ I8 3EING UBED FQHR
EAMPT,E CRAYTUGHE.

DHS/DSLS/Form CLE7 (Rew.7-93)
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TETS EEPORT PHEFARED PORSUANT TQ DOTY IHMPOSED BY

ARIZONA DEPARTHMENT OF HEALTE SERYICES

BETANDARD QUALITY A5gTRANCE PROCEDULES
INTOXILYZER MODEL 5000*

STANDARD CALIBRATION CHECK PROCEDURE &P

Agancy _TUCSOn police Qegartment Date h;};/ﬂq

Timeg 6%%357
Intoxilyzer Serial#f wl~05814  Lecatlen L F
A Specialist T el Novan Hr233¢
(Print Mame)
(LT L- Pour a standard alcohol solution of kXxnown value into a
clean dry simulator jar and assemble the simulator
Tnsure that a2 tight seal has been made.

Standard walua: 0. (g0
. Turn on the simulator and a2llow the ftemppearaturs to
reach J4%C+.2%C.

(e 3. Sef Intoxilyzer mode selection in the ACA mode by
switching mode seleaction switch #9 on or selecting "CY
on keyhboard menud.

L@q } 4. Attach simulator to the simulator entrance port on the
Intaxilyzer.

=) 5. Intoxilyzer 5000 display reads "READY TO START" or
NBIISH BUTTON".

o
M

,,
—
bt

§. pPush Start Test button or press entsar on kaeyhoard.
q&ppfﬂ 7. Tnsert card in response to display.
g§. RAir blank completed.
g. cecalibration check completed.
Test results 0.0TF¥0.077 AC
&%) 10. Air blank completad.
.%%k+%,} 1i. When display reads Test Complete rsmove evidence-card.
Attach the card to the completed checklist. 5
(«&—) 12. Return mods salection switch #3 to off position after
all calipration checks are complets or type Q and enter
on keyhbhoard .

STGNATURE P o -
+HITE OR WITHEOUT VAPOR RECIRCULATION AND WITE OR FITHEOUT EEYBOARD

DHS/DSLS/Form CL16 (Rev.7-93)




STANDARD QUALITY AS3 EANCE PRGCEHERZSH{Q
INTOXILYZER HMODEL S5000* \
i i
- : ; [T
AGEffcy Tucson Police gQa SPECIALIST \\fﬂ.ﬂtlﬁf ( ;_ﬂ}ﬂ-uiﬁ L.CJ{CD
(Brint Nama)
wroxIiyzen searatn # lole- QOSTOS LocaTION DUl HQ

LHT
paTte___ Dalomyer 29 14

i{i 7ER - TIME ~gSY

o
V/ Display reads "READY TOQ STAAT" or "EUSH BUTTOH TO sSTART
s S e Ry
DIAGNOSTIC TESTS
. SUM Tas: check. Satting should be batwesn .200 and
_§00. Maode salection switch S2 on, 51 and 33 P o
xayboard menu salectlion iy . Heading is _;HL&J .
u/f Display Test chack. Mods selection switch 51 on and 52
and S3 off or kevhoard menu salection "V".
i Drintar Test check. Mode s=zlection switéh 51, 52, S3
: off or keyboard menu selection "B".
/3 cClock time check. Mode selection s¥icch 310 on oz
xeyboard menu salection "EY. ’
W Bate check Mode selsction switch 511 en or keyboard
mania selectign "EY.
ODERATIONAL TESTS
Alcohol free subject Test result 0. 200 Ac

-

Error recognition logic system functloning
Invalid test printed

i

Proper sample rascognition systenm
Invalid sample printed .’ .
Deficient sanmple printa&wf
N/ Completeness of sample purge with collection tuba*=*
Calibration standard 0. (KO AC

Desults: 0.08IACE 0,080AC /
VES W/ NO___

Instrument operating properly and accurately.

cormENTS: ¥ 0951 = ASH  meovegl cleck C‘J\EC‘d

] | g He— 2
steNaTURE _ Yl X -

Q-“”& alcm!nl centration standard collectad for subsequent
analysis.x*

*WITH OR WITEQOUT VAPOR RECIRCULATION AXND wWITHE OR WITHQUT XEYBOARD
**THTZ STE? IS5 ONLY REQUIRED IF TEIS DEVICE IS BEING USED FOR
EANPLE CRAFTURE.

DES/DSLS/FTorm C117 (Rav.7-33)

2TEIZIT 0
" THEIE REPOAT PRETARED PURSUANT TO DOTY IMPCSED BY ﬁ




Tucson
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Police Department Crime Laboratory
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23HLETT ¥

THIS REPORT PREPARED TURSUANT TO DUTY IMPOEED HY
A.ALC. RI=14-404(A)

ARIZONA DEPARTHENT OF HEALTH EBERVICES

STANDARD QUALITY ASSUHANCE TPROCEDURES
INTOIZILYZER MODEL 5000

STANDARD CALIBRATION CHECK PBROCEDURE &ﬁh

nartmspnt Date ;J{ﬁﬁéi

Agency _Tucson Police Tie
Intoxilyzer Serial# Lh; CoalnS Location NIV
QA Specialist J?nﬂn er (rmnbS el

T ED

¢ A =,
¢ ) 3.

W e
A

2

%9” 1o
(o4

n

W sl M

Tizeae {?ﬁf;ﬂ

{Print MHame)

Pour a standard alcaohal spolution af known value ink
clean dry simulator jar and assemble the sinulator.

Insure that a tight seal has been made.

Standard value: 0.[XD AC

T™urn an the simulztor and allow the Temperature to
reach J4°C+.2%C.

Set Intoxilyzer mode selection in the ACA mods by
switching mode selsction switch #9 on or selecting
an keyvbocard meni.

rttach simulator to the simulator entrance port on
Intoxilyzer.

Intexilyzer 5000 display reads "READY TQ START" or
"PUSH BIFETOMY.

Push Start Test button or press enter on keyboard.
Insert card in response to display.

Air blank completed.

Calibration check completed.

Test results 0.0%2AC40.050 ac

Air blank completed.

When display reads Test Complete remove evidence card.

ttach the card to the completed checklisc.

12. Return mode salection switch #9 to off positicn after
all calibration checks are compleste or type Q and enter
on thhoijii :

SIGNATURE f;fj (Eﬁbﬁxﬁﬁi
*FITH OR WITHOJT k R RECIRCULATION AND WITH OR WITHOUT XKEYEOARD

DHS/DSLS/Form C1l6 (Rev.7-93)




