TUCSON POLICE DEPARTMENT
CRIME LABORATORY @\
The undersigned Quality Assurance Specialist, having been qualified
by the Anzona Department of Public Safety for Intoxilyzer 3000

mspection, and having performed such inspections on Intoxilyzer 3000

#_F Serial #_o¥-00/225 . certifies by her signature:

on ‘5_/1".3/{34 .witharesultof 2073 AC. p.0F2 AC.

and on /9o witharesult of p. pZEAC. _p074AC.

this instrument was tested with a known alcohol reference standard,
and always produced results within the acceptable accuracy limits

(from _ 0.070 AC. to _0.090 AC) . as defined by R9-14-404 A 3.

No problems were reported concerning this mstrument between these

Lirs Sore_

Irene Doran

two dates.

ADPS QAS Permut #QAS 29586 (1ssue date 01/08/2004)
SUBSCRIBED AND SWORN to before me

this_ 1S .dayof_Tune. .2004.

FEiCiAL SEAL

Tiy A, KINNEY
' nKtJJﬁ:Tt::'r PUBLIC - ARIZONA |
PIMA COUNTY |
FI3oT Ea_ﬁ_-;:.a:t i, 100 tw Pubhc



PIEIBIT Q =2

EPARED PURSUANT TO DUTY IMZ0S8ED BY
ALCL RI-l4-—-404(A)

ARLIONA DEPARTHENT OF EPRALTH EFRTICES

STANDARD QUALITY ASSURANCE PROCEDOURES
INTOXILYZER MODZL =040+ &ﬁ

AgENcy Tucson Police ga gpzeranzst A4 ¢1€ Dormp Y32y

& (Print Wame) -—
INTOXILYZER SERIAL #6F00(22% ?'") LOCATION Irars e
DATE_ A} Vsl = 2004 rrius iz

~béh:: Display reads "READY TO STARTY or HDUSH 3UGTTON TO S5TAQT

é I..

0 st check. Sattlng shaould bes batwesn .200 and
.500. Mode selection switch 52 on, Sl and 53 off oo
Xeyboard menu selection "H". Reading is - 338
:=é§: Display Test check. Mode selection switch 51 o —==d 52
and 53 oIf or keyboard menu selection "WV,
Al Printer Test check: Mode selection switch S1, S2, s3
off or Keyboard menu sslection "D'.
1525 Clock time check. Mode selecticon switch S10 on or
xaeyboard msnu salsction "EV.
H%QQ Date check. Mode selection switch S11 on or Kevbaoard
manu selecticon "“E".
OPERATIONAT, TESTS
iiﬁg Alcoheol fras subject Test result o.000 AC
Error recognition logic system functioning
: Invalid test printsd
:géﬂﬂ Proper sample recagnition system
Invalid sample printed X
2t Deficient sample printed At
i N/A Completsaness of samplse purge with collection tuba*+
Uz Calibratien standard g. ﬂfﬁ ac

Rasults: 0. £ O.0FA A
e 2 e

Instrument operating praperly and accurately. YES

COMMENTS @

EIGHHTUREM M\

Q. ﬂﬁ*g alcohaol concentration standard collescted for subseguent
analysis. x*

*WITE OR WITHOUT VAPOR RECIRCULATION AND WITE OR WITEOUT KEYBOARD
*®THTE BTEP IS ONLY REQUIRED IF THIS DEVICE IE BEING UBED FOR
BAMPLE CAPTURE.

DHS/DSLS/Form C117 (Rev.7-33)
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54 ¢
PYEIBRIT P =9

THEIE REPCRT PREPARED PURBUANT TCOQ DUTY IMPOSED BY
A.A.C. B9-14—-404 (A}

ARIZONA DEPARTHENT OF HEALTE SERVICES

BETANDARD QUALITY ASAURANCE PRDCEDURES
INTOIXILYZER HODEL 5000+

ETANDARD CALIBRATION CHEECK PRGCTEEHEI@\

B3 /04

Agsncy _Tucson Police Departme Date Time 595%%

Intoxilyzer Serialf (p¥-00/225(%)Location Trar?Frc

QA Specialist Ly rric f:’.c:mr’??r? 4@55‘-!"}

{frlhh MName

(<o) L. Pour a standard alcohol solution of known value into a
clean dry simulator jar and assemnle the simulator
Insure that a tight seal has besen made
standard value: 0. OFD AC

(#=) 2. Turn on the simulator and allow tha tTemperature to
reach 34°%C+.2°C.

(o 3- ss=t Intoxilyzer mode selection in the ACA mode by
switching mode selection switch #3 on or selecting "C"
on keyboard manu.

(fr) 4. Attach simulator to the simulator entrance port on the
Intoxilyzer.

L) 5. Intoxilyzer 5000 display reads "READY TO START" or
nPUSH BUTTON".
G- ~%) 6. Push Start Test button or press ent=r on keyboard.
) 7. Tnsert card in response to display.
ek (o 8. Alr blank completad.
g, Calibration check. completed.
"F""Lﬁﬁ Test results 0.073+ 007 ac
Ol 10. Alx blank completed.
Lo l~e) 11. When display raads Test Complete remove evidence card.
! Attach the card to the completed checklist.
(AT 12. Return mode selection switch #9 to off position after

all calibration checks are complete or

type @ and enter

et an ksyboard.
STIGMNATURE %/i/ru, M

*¥ITE OR WITECUT VAPOR RECIRCULATION AND WITE OR

WITHQOT KEYBOARD

DHS/DSLS/Form €116 (Rev.7-33)



T A = Ty == i
TELIE REPODT PHEDATIL DERSlANT 'TO BOTY IMDEasS=@p A
et il
AA.C. BI=14-4504 129
ARLIONA DERAATMINT OF EEALTS B LCES

e
A
|

olice |ga sesciatisT _ LA CAC @@r?zr? %4 33/
NTOXILYITS SERTAL ﬁéﬁQQWEEET(}F¥) ZQCAT:55~f??£"EFE]

el
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:gig Display reads "BEADY TO STAST" gor "BUsSHE 3UTTON T2 STERT
TESE,
DIAGHOSTIC TESTS
Efgi DV Tast chechk SECING S uld me bartoesn 200 =4
. 600, Mode seleciion switch 52 on, 51 and S3 oif oc
kevooard ‘mend selection "HY. Beadiig is ,5235 .
ﬁé{F Disoliay Tesc check. Hod salacTion: s=itcn 5 gn ans 532
&nd 371 orff or Ksybodargd meng seleceign "W
w5 Briptar Test aheck. Moda 'salagtion switen 51, 852, =3
gL @O xeyboard menu s=iscTion "2
L%~ Cleck time chack. Mods sslsction switch 510 on or
cayboard mene salecciaosm "IN
=§E§: Eaia =hack, Mods saleciCion SYEtca 311 gn 9 Kavica—d
==2nu salscitian "EM )
OPTRATIONAT TESTS
_aéz rlcohol fras suhjact Tasc rasul:s g, (00 AQ
Frror recognitiaon legic system finctlaning
Invalid tast printed
é%i: Droper sample racognitian systao
Invalid sample printed </
Deficiant sampla printed g
hfi Cs:;latanazs of sample purge s~ith ceollaction tubhsas
Eé&ﬁj calibration standard 0.0 AT
Besults: 0, QEﬁHﬂﬁ,ﬁ;d Fio o Y AN 2 o [
Tnstrument opesrating properly and acourately. YES” NO_

Frasin} -
SIGNATURE MW

Qﬁlﬁ: aleahal concentration standard collected for subsagusant
analysis. *=*

*WITE OR WITHOUT VAROR RECIRCUOLATION AND WITE OR WITHOUT XEYS0ARD
A% TETS STET IS8 ONLY REQUIRED IP THIS DEVICE IS BEING USED =t
BANTLE CAPTURE.

ul

DHS/DSLS/FTarm €117 (Bev.7-93)



D0l ID M ERGL

TR HAERIE | SANPHLS R REE A0 Nl

e
ey .,
=
T R e B T DR e P T
f _.E.mm;
C___FCLENT TR = = i = I ENCEL ]
ke N E R = ..r

S

i
m_ S

S

iy
2AITT \ FE b e I I B
il e O .1 Ha3|T TIHD
QR aagt SEETE MIH
JUTL 34N aHg 1231

1uma¢ﬁ e GE /T8

SEZTRE-—hS M3 gaas 13094 Zd
AT LIHIY TOHODTY - W3ZATIARDLNI
AHI IMD ¢ “dW0d TIHHSIs THU3034

Tucson Police Department Crime Laborato%

¢

[ 1

IR M BRAL T

h
7 / EIH UM FIHLSA A2 AL
Y[/ = LR AR,

-
_

e

SNUTT OO NTH DN TY RIS

ORI

| €€ %4

REM LN LR T RIES I AAIREROC ERuad FlL

DLt AL

TR G AT IS

af:ill aan ANETE oIH
GASTT 840" b B b= |« b I -
=3 B o n@e qHEE- 1Y

AULLL ANTHA YA & . 183

L\\lu_m.\. . :_m_x_mmxmm
C221AR-h9 NS ares 1300W Z2Y
4IZATHME JOHOOTY - HIZATINOLHI
NI IMD 4 dH0D IBHII1S Twa303d




THIS REPORT FREPh. ED PURSUANT TOQ DUTY IMPOSED BY
ALA. BI—14—-404 (A}

ARTIONA: DERPRRTHMENT OF HTALTE B

ETANDARD QUALITY ASSURANMCE 7
INTOXITILYZER HODEL 5000

STANDARD CALIBEATION CEECK FPROQCZDURE 5

Agancy THCSon :"-"-I-'L_,':f‘_ Densgrtmant ate @/?/lj =, .‘T‘._.‘:'.Et ;{/55—_

Intoxilyzer Serial# @Y VA2S[#FAlaocation . [ FATT7C

QA Specialist _Effﬂr ,-f}ffﬁ /C 33/

Print Nazs)

(Lg) 1. Pour & standard alc ﬁ.l sgiutron of Knovn valyge dibva a
2lean dry simulator jar and assemble the sSimulator.
Insure that a tight seal has been zade
gtandard value: 0.@§F7 AC

(s 2- Turn on the simulater and alleow the caofesrature to
redch 347°C+.3°%

(2gt 3- sat I_r-.'r_.cxilyzar mcde selectlon in <he ACA ﬁc}dahhy
switching moede selection switch #9 on or selescting "C"
on KeEvboard mend

;;_I_@S-} - Atmach. simylatar o ths ‘simulator sntrince: pert on “Ths
Intoxilyzex.

\é%_':‘ﬁ 5 Intaoxilyzer 5000 display reads "REZADY TO STARTY ox
npisH BULTON".

- O%) 8 Busn Sta:i:"':;s: butiten or press enter on Xevboard.

L5 P57 Insert card in rasponse to display

(et 8. AlT blank compleated. .
ot o - Calibration check complated.
S Tast results 0.OF +80.0 Feac

~C5~£K] 10. Air blank completad. ‘ . '

5T @# i1. When display reads Test Complete remove avidanca card.
Attach the card to the completed chacklist.

(w27 12. Return mode salection switeh #5 To off position Efftaf
all malibration checks are complate or type Q and enter
o | board.
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