TUCSON POLICE DEPARTMENT
CRIME LABORATORY /p&\
The undersigned Quality Assurance Specialist, having been qualified
by the Arizona Department of Public Safety for Intoxilyzer 5000

mspection, and having performed such inspections on Intoxilyzer 5000

3 7 .Serial # Y-00/225 . certifies by her signature:

on _ ?Xf /O v . with a result of /). OfZéz AC. D.O7T7AC,
and on ‘?/Z?Ai‘f . with a result of 0.0777 AC. 0.07L AC.

this instrument was tested with a known alcohol reference standard,
and always produced results within the acceptable accuracy limits

(from _0.070 AC. to 0.090 AC), as defined by R9-14-404.A 3,

No problems were reported concerning this instrument between these

two dates,

ADPS QAS Permit #QAS 29886 (1ssue date 06/15/2004)

SUBSCRIBED AND SWORN to before me

Y

SN KATHY A. KINNEY

| HOTARY PUBLIC-ARIZONA .
~ PIMA COUNTY /
My Camm. Exp. Sept, 4, 2008 Néiary Public

this 30 ., day Gf@ﬁlﬁg_. 2009.
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ETHIBIT P

o
278 REPOAT PREPAREN PURSUANT TO DUTY IMPOSED BY
A.A.C. RI-14-404 ()

ARIZONA DEPARTHMENT OF HEAIL

H

EFRAVICES

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 5000*

ETANDARD CALIBRATION CEECR PROCEZDURE /‘H{ﬂl\l\

Agency _Tucson oplice fenartm=p+ Dat oF

Intoxilyzer SEriaﬂlﬁﬁgﬁaﬂE;EE‘JLﬁcatian ?72,#}'}‘:}‘5:

Qa Specialist _ L#CA( Plras He32/ I

{(Print Nama)

(A4 - oour a standardé alcohol eolution of known value Iinto a
clean dry simulator jar and assemble the slmulator.
rnsure that a tight sszal has Dean mads
standard value: 0. 0F0 AT

ﬁéifj 2. Turn on the simulaTtor and zliow the tsmpergaturea To
roeach 34%Ci:2°C.

fy%gﬁ 3 Sat Intoxilyzer mode sglection in the ACA mode DY
switcning modes selesction switch #9 an or selecting "CU

on keyboazrd menud.
attach simulator to the simulator entrance port cin the

Intoxilyzer.

)

e 5 Tntoxilvzer 5000 display reads WREMADY TO START" or
"PUSH BURTON'.

s M) 5. Fusa St=rt Tast button or prass snc=>r Qb keyboard

“¢%PLF%TJ 7 Insert card in response <O display

B } 8 Air blank completad.

Eﬂéﬁwﬂrj g. cCalipration check complatead.
Test rasults G_G?&fh.ﬂ??‘}xc

ﬂ%&—&ﬁﬁ?j 10. Air blank complated.

& } 11. When display reads Test complete remove esvidance card.
Attach the card to the completed checklist.

{é%fﬁ 19 . Return mode salection switch #9 to off position after

all calibration checks are complete or type Q and enter
on keyhaoard

Ao

*WITE OR WITHEOUT VAFOR RECIRCULATION AND KITE CR RITHOUT KEYBOARD

SIGHMATURE

=

DHS/DSLS/Forma €118 (Rav.7-913 ]
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«/ Display roads NEZADY TQ STAIT! ar SUTTON TO
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800, Hode sS2lection switch 520 am, S1. ao ELC
keyhoard menu sslsction "HY . BEsadinc ] /
Display Test check. Hodes selection swiztch 51 aon
and 53 off or keyvboard menu ss=lsction
Pripnter Test check. Maode: sslsctian sv s
off or kayboard mpepnu salactign "I
Mf Clock tima check. HMade selaction sviZeh on gz
kaynozrd menu sslsction "E!.
v Data chizck. HMdade selsciion switch zevh
mant salackEion "EY.
ODZBATIQNAL, TESTS
Alcoheol fres subject Test result 0.00D 2
EE Error racognition logic system functiaoning

Praoper sample recognition system
Invalid sample nr1nt=dff
Deficient sampls print d*f

N/A Completeness of Eancle nL:qu with

v calibration stan aLd ac
Basults: 0. 9ﬂ7

=i

COMMENTS:

nstrument opersting properly and zccurztaly.

1 o AL .
srovarome __ AU . LAWDS

2nalysis.*#*

alcohgfl cggcentratian standard collected for subseguent

*FITE QR WITHOUT VAPOR RECIRCULATION AND WITE OR WITEQUT XEYSCARD

*xTHTH HITE LB DHLY-REQUIEED IF TELS DEVICEZ IS BEING USED FOR

BRUPLE CATTUORE

DHS/DSL5/Form C117 (Rev.7-33)
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ARTZONA DEPARTHENT OF HFPALTH BFavVICES

STANDARD QUALITY ASSURAMNCE PROCEDURES
INTQITLYZER HOOEL S500gw»
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Pour a standard alcahal sglution af

clean droy simulator jar and assemble

Insuras that a tiqﬁL saal has bean ma

Standard value: A50 %

Tern on the simu‘a o

reach 34%°C+.2°C.

Set Intoxllyzer mode selection in thes ACA moda by

switching mode selection switch #2 an or

on kevboard menu.

Attach simulator to the simulztor entrance port on

Intoxilyzer.

Intoxilyzer 5000 display reads "BREADY T START" or

"PUSH BUTTON".

push Start Test butiton or: pres

Insert card in respanse to dis

2ir blank completed:

calibration check completed.

Test results 0.0011AC 0.0 AC

Alr blank completead.

When display resads Test Complete remove evidence card.

Attach the card to the completad checklist.

Return mode selection switch #9 to off position after

all calibration checks are complate or type Q and enter
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axr WITE R RECIRCULAWIGH AND WITE OR WITEQUT XEYZ2OARD

DHS/DSLS/Form €116 (Rev.7-91)




