TUCSON POLICE DEPARTMENT
CRIME LABORATORY @"\
The undersigned Quality Assurance Specialist, having been qualified
by the Arizona Department of Public Safety for Intoxilyzer 5000
inspection, and having performed such inspections on Intoxilyzer 5000
i ? Serial # _@Y-pp1 235 . certifies by her signature:
on ?/ﬁ??’ﬂ‘-f , with aresult of 0.0F# AC. 0.0Z2LAC.

and on [0/2&fo¥ . witharesultof p.0€ / AC. p.0f2 AC.

this mmstrument was tested with a known alcohol reference standard,
and always produced results within the acceptable accuracy limits

(from _0.070 AC. to _0.090 AC) . as defined by R9-14-404.A.3.

No problems were reported concemning this instrument between these

Irene Doran

two dates.

ADPS QAS Permit #QAS 29586 (issue date 01/08/2004)

SUBSCRIBED AND SWORN to before me

S kAT A Riney fhis L day of fowabec 2004

P\l NOTARY PUBLIC-ARIZONA
W5 PIMA COUNTY

“ My Comm. Exp. Sept. 4, 2008 oy ’
tary Public ()




STANDARD QUALITY ASSURXNCE ?RC:E:T?.ESJ/-,EP{A
INTSIILYZ2R MODZL 5040+

agExcy Tucson Police  gx SPECIALIST Jﬁﬂnh@f &Jﬂﬂl{f:‘f) 4/{&;’@@

INTOXILYZER SERIAL rf’y‘ffﬂﬂ 225 [Z? ) LOCATION ‘_}:_ %:C,______

———
J/ Disolay Ireads SEXIEY o "EUEE IUITON T3 STaans
m:5-|—| it
DIAENOSTTIC TESTS
W DVM Test check. Setting shaould be zpatweapn 240 a2nZ
~ER0. Hade sslection switch 52 ahy, 51 and 53 off o
keybgard menu gwl?ct1an it ?a§ding ?5 Zaf .
Display Test check. Mode sslection swicceh. 3L oan 2ac 52
and 53 off or kavbgard menu sslectTion "V!
Brintar Tesit <chack. Hode: selection swiich 51, =32 =3
aff or ksyboard menu 'sslaccicon t2Y
w/r Clock tilmz chesgk: Hode =alsctign swiceh 514 on oF
Lavhaard msnu salgctian W=,
v DatT=s check. Moda sslscfian switeh S11 gn oo Kevigazd
m=nu oselaction "E".
C2TEFATTIONAL, TESTS
o) nol £free fal = = ui= 0 ﬂm AL
Alcanal-xres subpnect Tesc Tesuglc 3 FLY
Error recagnition legic system funciioning

Invalid ktest printad

Proper sample racaognition system
Invalid sample printsd
Deficient sample nr*nted*ﬁ

Completsness of sample purge with collaction tuba*=
v’ Cal,brah_mr staniar: Q. gag AC
Results: s¢/
Instrument oparating Drnnarlv and accurat L MR NO

LawhS

centration standard collected for subseguen<

SIGHMATURE

Q. alcaoh
analysis.®#*

*WITH OR WITHOUT VAPOR RECIRCULATION AND WITE OGR WITHQUT XEYSOARD
*%*THETD STED? IB ONLY REQUIRED IP TEIS DEVICE IS BEING OUBED TOR
ERYPLE CAPTURE.

bDES /DSLSfFarm cliT(Bev.7=23)
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THIS REFORT PREPARFD PURSTANT TO DOTY IMPOSED BY
A RA.C: RI-L4—-404 (2]

ARIZONA DEPARTHENT QF HEALTEH BEAVICD

i L5

6]

STANDARD QUALITY ASSURANCE PROCEZDURE
INTOIILYZER HODREL 5000w

LL'I

STANDARD CALIBRATION CEECE PROCZDURE ﬁ'\"bl‘\

polics Daparsmean: Date 9’/?_/?/*:*‘7, Time fo;""

Agency _Tucson Pal

Intoxilyzer Serialf ls4=00| *?ﬁ_ﬂca:~4* T AR

QA Specialist _ _|eand ¥ %,

fE“iru Mama)

{ /f} E Pour a standard al:chﬂl splution of known wvalue into a
clean dry simulator jar and assemble the slmulater.
Irisure that a tight seal has been made

w/ sctandard value: 0.0%D AC

{ ) 2. Turn on the simulator and allowy the Tsmperacure Tg
reach 234°C+.2°C.

{ yfj 3. Set Intoxilyzer mode selection in the ACA mode by
switching mode selsctian switch #3 on or selecting "C"
on keyvbeoard menua

{ u/? 4. Attach simulator to the sipulator entrance port on <hs
Intoxlilyzer

D/] p/? 5. Intoxilyzer 5000 display reads "READY TO START" or
tRUSH: BUTTON".

y/- J/’ B push Start Test button gor prass enc=zr o0 Ke2yDgard.

:;i #f% 7. Insert card in response to display.

/) :ﬁj B. Air blank completed.

( } 8. Calibration check co*nlﬂLei,

Test results 0.071AC#0.00b2

;;% 4/3 10. Alr blank completed.

{ J/j 11. Whan display reads Test Complete remova evidence card.
Attach the card to the completed checklist.

{ Vf} 13. Baturn modes selection switch #9 to off position after

al_ cal bration checks are complete or type Q and entar

*WILITH QR 'H'.'.."‘ECI ‘1 'Q"’CIRCUI..ATIG‘{ A¥ND WITE OR WITHOUT KEYSOARD

DHS/DSLS/Form Cl16 (Rev.7-93)
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TETS REPORT PREPARED PURSUANT TO DOUTY IMPOSED By
A-A.C. RI-14-404(RA)
ARIZONA DEPARTHENT OF HEALTE SERVICES
STANDARD QUALITY ASSURANCE PROCEDURES
INTOXZILYZER MGDEL 5000+ [‘{P‘l‘r\

L

I:':_'__

LALT
INTOXILYZER SERTAL #{ 7= Wfé‘;'fi{ 2 -‘DC.‘-,TI_-:-H 1_,}/3‘25
DATE. X5 2 F W ARA0OY  TIME_ [ (s/D
g
— LT Dismlay reads "READY TQ STAIT ar "BUOSH 3A0LTOM TO STATY
TEST

DIAGHASTIC TESTS
g DV Tast check. Setting

shguld D= batwesn 200 and

.600. Mode sslsction switch S2 on, S1 and 53 off ar
kayboard menu selection "H". Rsading is _.%20 .

jgé% Display Test check. Mode selection switch SL an and 52
and 53 off or keyboard menu seleccian "V"

Efk Printsr Test check. Mode selection switch Si, 52, S3
aff or keyboard menu sselaction "2".

o Clock time check. Mode selection svitch S10 on aor
kevoboard menuy selectiaon "“ET. .

—EAr Date chsck. HMode salection switch 511 on or keyboard
menu selection "E

OPERATIONAT. TESTS
' Alcohol fre= subject Test result 0.000 AC
A Frror recaognition loglce system functioning

Invalid test printedody—
Vi il Progper sample rscognition system
Invalid sample printad- 45—
Deficient sample brlntmdfgﬁfﬂ :
N/A Completeness of sample purge with collection tuba*=*

2 é&[ Calibration standard O. Q&Q AC
Results: 0.0&/AC = OC}?‘J,&Q

Instrument opsrating properly and accurately.

L
IX
[

+ COMMENTS:

SIGNATURE QIN,/@W\

L :

Al

ELEEL_* alcochal concentration standard collected for subssguent
analysis. =

*WITH OR WITEODUT VAPOR RECIRCULATION AND WITH OR WITEQUT FEYBOARD
*4«THTH ETEP IS ONLY REQUIRED IF TEIES DEVICE IF BEING USED FOR
BAMPLE CAETURE.

DHS/DSLS/Form €117 (Rew.7-93)
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EXEIBIT P 6? 1z

THIS REPORT PREFPARED PURSUANT TO DOTY IMPOSED BY e
A.A.C. R9-14-404 ()

ARIZONA DEPARTHENT OF HEALTH BERVICES

8TANDARD QUALITY ASSURANCE PROCEDURES
INTOITILYZIER MOQDEL 5000=

ETANDARD CALTREATION CHECK FPROCEDURE \H

hqen;y Tucsan Police Department Date fﬁhﬁkfﬁg?’ Tima f&fﬁj
ntoxilyzer Sarial# (#1) Location
Q& Specialist ____ I7r cnc Dorad (He23) \
(Print Namke)
(P4 1. Pour a standard alcochol solution of known value into a

clean dry simulator jar and assemble the simulator.
Insure that a tight seal has been made.
Standard value: 0.08D AC

L¥%?] Turn on the simulator and allow the temperature to
seach. 34CHEZCL

L#%,} 3. Set Intoxilyzer mode selection in the ACA mode by
switching mode selection switch #9 on or selecting "C®
on keyhbgard menu.

(]

4] 4. ttach simulator to the simulator entrance port on the
Intaxilyzer.
~4@ﬁ#€¢j 5 Intaxilyzer 5000 display reads "READY TO START" or
"YUSH BUTTON"™.
-l fn) . Push Start Test button or press enter on keyhoard.

e e o A1r pblank completed.

~FcFu Calibration check completed.
Tast rasults 0.05[ + O00Fa AC

Le-LAT) 10. Air blank completad.

—PebtFr— 11. When display reads Test Complete remove evidence card.
Attach the card to the completed checklist.

Léﬁ;% 12. Return mode selection switch #9 to off position after

all calibration checks are complete or type Q and enter

BIGHATURE

*WITHE OR WITHOUT VAPOR RECIRCULATION AND WITH OR WITHOUT KEYBOARD

B

bOs) 7. Insert card in respansa to display.
B
L2}

DHS/DSLS/Form Cl115 (Rev.7-53)




