TUCSON POLICE DEPARTMENT
CRIME LABORATORY AI\\
The undersigned Quality Assurance Specialist, having been qualified
by the Arizona Department of Public Safetv for Intoxilyzer 3000
inspection, and having performed such inspections on Intoxilyzer 5000
8§ . Serial # (002G certifies by her signature:
on__ 5//9 /o4 . witharesultof O.0FFAC. O.OFDAC,

and on :E?ﬂ’?/ﬂ?" . witharesultof g.077AC. 0 OEIAC,

this instument was tested with a known alcohol reference standard,
and always produced results within the acceptable accuracy limits

(from _0.070 AC. to 0.090 AC) . as defined by R9-14-404.A.3.

No problems were reported concerning this instrument between these

ﬁM_M

[rene Doran

two dates.

ADPS QAS Permit #QAS 29586 (1ssue date 01/08/2004)
SUBSCRIBED AND SWORN to before me

this _ Al .dayof TJune. 2004

No%ry Public E j

CEFICIAL SEAL
2 KATHY A. KINNEY

s BROTARY PUELIC - AZIZONA
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TETS REPOST PREPAIZD PURSOANT TO CETY IM205ED BY
A.N.C. RI-14-404(A)

@h
AGENoy TUCsSon dplice 3 ESECTALISET If{f?&?ﬁ_ ,Q’);"Zf-"? @5%‘5:3;’)

|::-| no fopmma )

INTOXILYZER SERIAL #&4—mfﬁ&fﬁf) LDC-‘”“CHEJZQ;E{@_‘
S ’Uﬁﬁ" 7 15 JO0Y  TIHE 143

% Q{ﬁ 5isslay reads "REMDY TQ START! or "FUSH IUTTON TQ START
L TEST."
DIAGNQSTIC TESTS
; 5251 ovH Tast check Setting should be batwessn .200 and
§00. Mods selectien switch 32 an, 51 and §3 ofEf ar
kKeyboard menu colockipny WEN ., Heading I a 27 p
-._;%I Display Tast check: Hode salectign sWitch 51 on a2nd. 52
nd S1 gff or kayboard menu selectlian IERE
‘%47}:.7" Drintar Test check. Hode salection s4itcn 51, 52, =1
aoff or kayboard menu sslsction W2'":
‘_{2{'}"# Clock tim= check. Mods sslactlon switech FkE on oT
kavhoard menu selection "Z¢ .
ﬁ‘ﬁf Dats check. Mods salactign switehl 511 on or kevboard
msne salaction "EY
QPERATIONAL TESTS
Alcohol fras subject Test result 0. 400 AC
; Error recognitien lagic syscen :an::;ﬂn*ng
e Tnvalid tast printed @4
3 A = Praper sample receognition syst:aa3
2y i Tnvalid sample printad 24
e , gDeficient sar-:-;la printedgq
;gg: ©N/A Complestsnass of sample ;u:%a with collaction tuba**
}%f B2l Ca‘*ﬂrﬂt an standard 0. O ?n‘:

Results: 0. DFF AC + J.0850 A

Eigin :
P8 Instrument operating properly and accuratc ﬂ,y. YES HO

SIGHATURE M p(gl;ﬂ&m_____

a.ln:::ﬂr::'t concentration standazd collacted for suhsec_t_uﬂnt

ﬁ-:'
= :f*@tﬂ*ﬂﬁ OR WITEOUT VAPOR RECIRCULATION AND WITZ OR WITHOUT KEYBOARRD
*ﬁ“ﬁf**wza ETEY TS ONLY-REQUIRED IP TEIS DEVICE IE BEING USED FOR
SAMPLE CRAPTURE.
b

J".?xa,.m-:s;nst.wmm ‘C117(Rev.7-93)
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ZTSIRIT P ki

THEIS REPOHT PHEFPARED PORSUANT TO DU”’ IXPOBED BY
.y - o —14-404 (A)

ARTZOHA DEPARTHZENT OF AEALTH SERVICESD

STANDARD QUALITY EESURAHCE PROCEDTRES
INTOIILYZER HODE 50002 &%

BTANDARD CALISRATION CHECK PROCEZDOURE

o Police Nnenartmpent /‘;{Y JI{Qrﬂ}ﬂﬁc{?o"""l& /‘3_;5

Agency _LTUucsSoOR
Tntoxilyzer Saﬁ_a-jﬁy% {2{};‘%?‘? c:::a.‘-“_m pu Hiﬁ
Qi Specialist /0N C 22040 e | I

(ﬂ"lﬂ* Nama)

{ﬁ] 1. Pour a standard 31echol solution of tnown value into a
~lean dry simulator Jar and assemble the simulator
Thnsure that a tight ssal has bezn :e.::.—:.

standard valua: 0. AC

o) 2 Turn on the simulazor and allow the temperarur2 TO
raach 34°C+.2°C.

) 2 set Intoxilyzer mecds salection in ths ACA mode DY
switching mode selactlon cwitch #9 on or sslecting "GV
an keayboard manu.

e attacn simulator te the simulator entrance port © tha
Tntaxlilyzer:

%W 5 Tntoxilyzer 5000 display reads "READY T0 START" or

npUsH BUTTON".

'1533'-%} 5 sush Start Test bution or Dress entar on keyboard.

Ol o) T Inser-t card in Tespenss £ display

h;arﬁ%krj 8 Air blank completed.

Wx“ = n check completad.

hen display *‘aaﬂs 'T‘E-s“ Ccomplete remove evidence card.
ttach the card to the :::mpleted checklist.

n mods salactlon sWi itch #5 to oftf position aftter
checks ars complete or tyoe Q@ and ants

SIGNATURE ,(g'ﬂ)bﬂq,_

*FITE OR oOT VAPOR BPCIRCULATION AXND WITE QR WITZAUT EEYBOARD

¥
¥

DES/DSLS/Form C118 (Rev.7-53)
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PIZIRIT Q

PREPRREID PURSYH
A.ALC.

ANT TO
E3—=14—-404 (&)

ARTSONA DEDARTHZYT OF EPALTE BZATICES
TANDARD QUALITY ASSURANCE PROCEIDURZS Aﬂm
INTQITLYZER MODZEI 5000#*

INTOXILYZIS SERIAL #W‘m’é‘;iﬂ{rm E’) -'_a-:.‘—,rz-::a""f)'r:}ﬁ’_?‘?@
DATE. —Freeye £ F— B genY TTME_JSOLS

L

el w Display reads "AZADY TO STXAT" or "PUSH BUTION TQ STamT
PEST Y
DIAGNOSTIC TESTS
N\ u DUV Test check. Satting should ba bstwesn 200 and
£00. Mode selection switch 52 an, 51 and: S9rafs o
keyboard menu selection MH". Bsading s S92
e Display Tast check. Maode sslection switch Sl on and 52
and S3 off or kevboard msnu sslecticon "WU.
o Printar Test chack. Haods solecoidn swaker Siy &S24 53
off or keyboard menu salsction "B'".
-_.-ﬁfji‘:f Clack. time check. Modse salsction switch 510 an ar
koavhboarcd menu sslsciion "E'.
a—ﬁkﬁ Pate check. Mods: selection -switch S11.0n or Xeyvboard
mantr sglagbion M"EM i I
ODEDATIQONAT, TESTS
Y~/ Alcohol fr== subject Test result Q. 000 AC
2 Erro= recognition logic system functloning
Invalid tast printed
4 Dropar samplse Tecognitlon syst2n
Tnvalid sample printed F4
Daficient sample printadodr—
N/ A Complatensss of sample purge with collection tubes*=
P Calibration standeard D. aC
Results: 0.0 F9AC ~ 0. D?{A—-ﬁ"_ /
Instrument operating properly and accurately. YES__NO_ |
comzﬂfs;ffrﬂﬁlf'f&f alitged  [0/0 4o /013
s;sﬂATURE ;é;ééﬁﬁéiﬂ Fﬁuﬁtﬁﬁn,ﬂ
p—ﬂ.‘...n.—-
Lbl&"i alcohol concentration standard collectad for subs=guent

AA¥analysis.kx
joi, B F

. *WITE OR WITHOUT VATOR RECIRCULATION AND WITE OR WITEOUT

- **THIS STEP IS ONLY-REQUIRED I? TEIS DEVIC2 I8 BEING US=

: EM‘T‘LE CAETURE.

:,' -DI-S;‘DSLS,"H:::'EL Cl17(Rav.7-33)

¥ EYBOARD
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BIATIBIT P

TEIS EEPORT PREPARED PURSUANT TOQ DUTY IMPAOSED BY
A-A.C. RI-14—-404(RA)

ARIZONA DEPARTMENT OF HEALTH EBERVICES

ETANDARD QUALITY ASSURANCE PHOCEDURES
INTOXILYZER MODEL 5000+

ETANDARD CALIERATION CHECX ITRICEDURE

Agency _Tucson Poliecs Pepartment Date /(70 Time /0//

Intoxilyzer Serial#géy¥-0o/22e(4s) Location DU HGQ 5w i

QA Specialist Lrear Doren” e 33/

{Print Name)

ijm} 1. Pour a standard alconaol soluticon of known wvalue
clean dry simulator jar and assembla the u
Insure that a tight seal has been made.
Standard value: 0. 080 AC

g} 2- . Turn on the simulator and allow the temperature to
regch 34°C+H2ATE:

(Zg+ 3. Set Intoxilyzer mode selection in the ACA mode by
switching mode selscticn switch #9 on or selesting "C®
on keyboard menu.

eZ T 4. Attach simulator to thes simulatér entrance port on the
Intoxilyzer.
- I il =y 50 jispla ol o ol L AL o
g L 5 Intoxilyzer 5000 display Teads "REALDY TO START" o
"PIISH BUTTON™.
{ enter on kxeyboard.
JJ'_J_“ ﬂ-‘_ ir

]

6. Push Start Laﬂ* button or pra:
wg{=t7) 7. Insexrt card in response t i
g
5

0

Alr blank completed.
Calibration check comuleLe_,
Test rasults 0. 0FFACH0:0f[AC
=<y~ 10. Air blank completead
<Octzart 11. When display reads st Complets remove evidence card.
Attach the card to e completed checklist.

(%) 12. Return mode sslection switch #3 to off position aftex
all calibration chscks are complete or type Q and enter
o aynoard

SIGNATURE QMLL/ (ﬂ%

*WITHE OR WITHOUT VAPOR RECIRCULATION AND WITE OR WITEOUT XKEYBOARD

_'l M

D

DHS/DSLS/Form C116 (Ray.7-93)




